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PREFACE. 


In  introducing  the  present  work  to  the  notice  of 
the  dental  profession,  I may  say  that  my  design 
has  been  to  make  it  a specially  practical  one.  It 
is  written  after  an  experience  of  nearly  twenty 
years  as  a mechanical  dentist,  and  contains,  besides 
the  results  of  that  experience,  much  that  has  been 
derived  from  the  practical  knowledge  of  others.  I 
hope  therefore  that  I have  been  enabled  in  the 
following  pages  to  give  a clear  and  accurate 
account  of  the  actual  methods  adopted  by  com- 
petent workmen,  in  the  construction  of  the  various 
forms  of  artificial  dentures. 

At  page  216  and  following  pages  will  be 
found  formulae,  tables,  and  receipts,  which  have 
been  carefully  collected  from  various  trustworthy 
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sources,  and  which,  being  of  direct  interest  to  the 
dentist,  will,  I hope,  further  add  to  the  practical 
character  of  the  work. 

To  Dr.  Richardson’s  valuable  treatise  I have 
been  indebted  for  the  account  given  at  page  193 
of  Dr.  Kingsley’s  method  of  constructing  artificial 
palates  and  for  the  illustrations  connected  with 
that  subject. 

I have  to  thank,  also,  the  Messrs.  Claudius 
Ash  and  Sons,  who  have  kindly  granted  the  use 
of  their  wood-blocks  for  many  of  the  illustrations. 
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CHAPTER  I. 

IMPRESSIONS  AND  PLASTER  MODELS. 

The  method  of  practice  adopted  by  the  earlier 
dentists  in  the  construction  of  artificial  teeth  was, 
as  may  be  supposed,  very  different  and  much  less 
satisfactory  than  that  which  is  pursued  at  the  pre- 
sent day.  Measurements  by  means  of  compasses 
were  first  taken  of  those  parts  of  the  jaw  for  which 
the  artificial  teeth  were  required,  and  by  the  indi- 
cations thus  obtained  a piece  of  bone  was  cut  into 
an  approximate  adaptation  to  the  space  to  be  filled  ; 
the  natural  gums  and  teeth  were  then  coloured — 
as  we  would  colour  the  plaster  model  now — in  order 
that  fine  fitting  might  be  accomplished.  Such  was 
the  method  adopted  by  Fau chard,  and  explained  in 
his  work  published  in  1 728  ; and  it  was  not  till  many 
years  afterwards  that  the  practice  of  measuring  was 
superseded  by  that  of  obtaining  an  impression  of 
the  jaw  by  means  of  softened  beeswax.  At  first 
the  piece  of  wax  was  held  by  the  fingers  and 
pressed  by  them  into  the  form  of  the  gum  ; but  it 
was  afterwards  discovered  that  when  the  soft 
material  was  placed  in  a metal  tray  of  such  shape 
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as  freely  enclosed  the  parts  of  which  an  impression 
was  desired,  and  pressed  by  means  of  this  tray  into 
the  shape  of  the  jaw,  much  more  satisfactory  results 
were  obtained.  Wax  as  an  impression  material  is 
now  seldom  used,  composition  (Godiva,  or  Stent)  or 
plaster  of  Paris  being  now  almost  invariably  em- 
ployed for  that  purpose. 

Impression  Trays. — The  ordinary  trays  or  frames 
in  which  the  material  is  placed  when  an  impres- 
sion of  the  mouth  is  taken  are  made  of  Britannia- 
metal,  porcelain,  German  silver,  and  sometimes 


Figs,  i,  2,  and  3.  Complete  Upper  Impression  Trays. 


silver  and  vulcanite.  Those  most  generally  em- 
ployed are  made  of  Britannia-metal.  For  com- 
plete upper  or  suction  cases  trays  similar  to  those 
shown  in  Figs,  i and  2 are  used  ; while  for  uppers 
which  are  not  designed  for  suction — that  is,  those 
in  which  it  is  not  intended  to  cover  the  palate  with 
the  gold  or  vulcanite  “base”  plate— the  tray  repre- 
sented by  Fig.  3 may  be  employed. 

For  edentulous  lower  jaws,  and  for  lowers  in 
which  the  front  six  or  eight  natural  teeth  remain, 
such  trays  as  Figs.  4 and  5 respectively  are  used. 


IMPRESSION  TRAYS. 


When  only  a small  partial  impression  of  the  jaw 
is  required — as  is  often  the  case  when  a substitute 
consisting  of  a small  number  of  teeth  is  to  be  pro- 
vided— the  tray  represented  in  Fig.  7 is  used  if  the 


Figs.  4 and  5.  Complete  Lower  Impression  Trays. 

deficiency  occurs  in  the  front  of  the  mouth,  and 
those  represented  in  Figs.  6 and  8 are  employed  if 
the  substitute  is  required  for  either  side.  The 


Figs.  6,  7,  and  8.  Partial  Impression  Trays. 

choice  of  trays  for  these  partial  cases,  however,  de- 
pends not  only  upon  the  position  of  the  space  to  be 
filled,  but  also  upon  the  position  of  the  natural 
teeth  which  will  best  support  the  artificial  case  in 
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the  mouth ; therefore  it  is  frequently  necessary  to 
use  a large  or  complete  tray  in  such  circumstances, 
in  order  that  the  accurate  impression  of  distant 
teeth  may  be  obtained. 

A selection  of  at  least  fifteen  impression  trays, 
differing  the  one  from  the  other  in  dimensions,  is 
necessary  in  order  that  the  practitioner  may  be 
provided  with  such  as  are  required  in  every-day 
practice.  Most  dentists,  however,  have  a much 
larger  selection. 

For  special  cases  where  a good  impression  can- 
not be  obtained  by  the  ordinary  means,  trays  are 
sometimes  made  by  the  dentist  himself  in  the  fol- 
lowing way.  An  impression  of  the  mouth  is  taken 
in  the  manner  presently  to  be  described,  and  a 
plaster  cast  made ; upon  this  softened  gutta-percha 
or  wax  about  an  eighth  thick  is  pressed,  covering 
both  teeth  and  gums,  and  extending  in  all  directions 
as  far  as  the  more  perfect  model  may  be  desired 
to  reach.  A zinc  die  and  lead  counter  are  then 
obtained,  and  a plate  of  Britannia-metal  or  sheet 
zinc  is  struck  to  the  full  size  indicated  by  the  wax 
covering  on  the  model.  A piece  of  metal  is  then 
soft-soldered  to  the  bottom  of  the  tray  to  serve  for 
a handle.  This  may  be  done  with  the  blowpipe 
flame,  touching  the  joint  with  the  soldering  liquid 
described  at  page  233.  The  amount  of  impression 
material  which  should  be  placed  in  a struck  tray  is 
of  course  very  small  compared  with  what  is  re- 
quired for  the  ordinary  kind.  The  material,  in  fact, 
should  be  in  the  form  of  a layer  but  little  thicker 
than  the  covering  upon  the  model.  By  this  means 
very  accurate  impressions  may  be  obtained  in 
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difficult  cases  with  the  composition.  A struck  tray 
is  never  employed  when  plaster  of  Paris  is  the  im- 
pression material ; in  these  circumstances,  if  it  be 
desirable  to  use  a special  tray,  one  may  be  made 
from  gutta-percha  which  has  been  pressed  into 
shape  on  the  plaster  model,  a piece  of  iron  wire 
bent  into  suitable  shape  being  heated  and  im- 
bedded in  the  gutta-percha  to  serve  for  handle 
(see  pp.  183 — 196). 

Impression  Materials.  — (a)  Wax. — This  sub- 
stance is  frequently  adulterated  with  farina,  resin, 
stearine,  &c. ; it  is  therefore  necessary  to  exercise 
care  in  its  purchase.  • The  following  is  a simple 
method  of  testing  its  purity : “ Pure  beeswax  be- 
comes kneadable  at  about  85°,  and  its  behaviour 
while  worked  between  finger  and  thumb  is  charac- 
teristic. A piece  the  size  of  a pea  being  worked  in 
the  hand  till  tough  with  the  warmth,  then  placed 
upon  the  thumb  and  forcibly  stroked  down  with 
the  forefinger,  curls  up,  following  the  finger,  and  is 
marked  by  it  with  longitudinal  streaks.”  * 

The  blocks  of  wax  as  purchased  should  be 
broken  with  the  sharp  blow  of  a hammer  and 
chisel,  and  melted  in  a pipkin  (over  boiling  water) ; 
the  wax  is  then  poured  upon  plates  which  have 
been  slightly  oiled.  The  discs  obtained  in  this 
manner  can  be  readily  softened,  and  each  of  them 
should  contain  sufficient  material  for  an  upper  or 
lower  complete  model.  Wax  may  be  softened  by 
dry  heat  or  by  warm  water.  By  using  the  former, 
the  working  qualities  are  retained  longer  in  the  wax 
than  when  water  is  used.  Whichever  method  be 


* Barnard  Proctor. 
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employed,  however,  careful  application  of  the  heat 
is  necessary,  so  that  the  material  shall  be  made  suffi- 
ciently soft  without  bringing  it  near  the  melting 
point.  Wax  melts  at  190°  F.,  and  the  heat  recom- 
mended for  the  water  in  which  it  maybe  softened  is 
1200  to  130°  F.  When  soft  it  is  kneaded  by  hand, 
rolled  to  shape,  and  placed  in  the  impression  tray — 
which  should  be  first  heated  slightly  in  order  to 
make  the  wax  adhere  to  it.  The  impression  is  then 
taken,  greater  force  being  required  in  the  upward 
pressure  than  that  required  for  composition  or  plas- 
ter. “ Some  practice  is  necessary,”  Mr.  Harris  says, 
“ in  knowing  the  proper  quantity  of  wax  to  use  in 
the  cup ; the  usual  mistake  is  to  take  too  much.” 
This  applies  still  more  when  composition  or  plaster 
is  the  impression  material ; for  these  being  much 
heavier  than  wax,  there  is  so  much  the  greater 
tendency  for  (in  the  case  of  uppers)  the  material  to 
fall  away  from  the  surface  to  which  it  is  pressed. 
The  wax  should  be  moulded,  when  placed  in  the 
tray,  into  a rough  outline  of  the  mouth  to  which 
it  is  to  be  applied  ; this  will  enable  the  operator  to 
do  with  less  material  and  less  pressure  than  would 
otherwise  be  necessary. 

(1 b ) Gutta-percha. — This  substance  is  much  valued 
by  some  dentists,  as  giving  most  accurate  impres- 
sions, and  being  especially  useful  for  under-cut 
cases.  The  general  experience  seems  to  be,  how- 
ever, that  gutta-percha  is  not  to  be  depended  upon 
for  this  purpose,  the  shrinkage  which  it  undergoes 
after  withdrawal  from  the  mouth  being  very  con- 
siderable. To  avoid  this  shrinkage,  it  has  been 
recommended  to  leave  it  till  it  becomes  perfectly 
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hard  before  withdrawing  ; but  then  it  will  be  found 
in  under-cut  cases  that  it  is  impossible  to  withdraw 
the  impression.  If  the  dentist  should  ever  experi- 
ence this,  the  best  plan  he  can  adopt  for  extract- 
ing the  tray  and  material  is  to  soften  the  latter  by 
means  of  warm  water.  Time  must  be  allowed, 
and  as  the  mouth  becomes  inured,  the  temperature 
of  the  water  given  may  be  increased,  until  the 
gutta-percha  shall  be  softened  sufficiently  for  with- 
drawal. To  prepare  this  substance,  heat  it  in 
water  slightly  under  boiling  point,  and  dry  it 
before  placing  in  the  warmed  impression  tray. 

[c]  Godiva,  or  Stent , Composition. — By  means  oi 
this  composition  impressions  may  be  obtained  with 
much  more  accuracy  than  with  wax,  though  with 
less  accuracy  than  with  plaster.  It  does  not,  how- 
ever, demand  so  much  from  both  operator  and 
patient  as  the  latter  substance,  and  its  inferiority 
is  perhaps  so  little  as  to  make  it  preferable  in 
many  cases  where  a plaster  model  is  not  easily 
obtained.  Therefore  we  find  the  composition  used 
generally  for  partial  cases,  while  for  edentulous 
uppers  or  lowers  plaster  is  employed.  It  is 
softened  in  water  of  a somewhat  higher  tempera- 
ture than  that  required  for  wax  ; but  the  water 
should  never  be  allowed  to  reach  the  boiling  point, 
as  over-heating  destroys  the  material.  The  tray 
is  filled  in  the  manner  already  described.  In 
taking  the  impression  less  force  is  required  than 
for  wax,  and  the  material  must  be  kept  in  position 
while  setting  by  preserving  a steady  pressure  upon 
the  tray.  When  the  composition  has  become 
sufficiently  hard,  the  impression  is  withdrawn  from 
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the  mouth,  and  cold  water  should  be  allowed  to 
flow  over  it. 

(d)  Plaster  of  Paris . — This  is  generally  recognised 
to  be  the  material  which  gives  the  most  perfect 
impression  of  the  mouth.  The  plaster  for  this 
purpose  should  be  new  and  of  the  best  quality.  It 
must  be  carefully  mixed,  and  this  should  be  done 
in  or  as  near  the  operating-room  as  possible.  It 
is  generally  found  necessary  to  mix  with  the  water, 
before  adding  the  plaster,  a small  quantity  of  salt 
or  other  substance  which  will  accelerate  the  setting. 
The  quantity  of  this  setting-mixture  to  be  used 
altogether  depends  upon  the  condition  of  the 
plaster  at  the  time  of  mixing.  New  plaster,  for 
instance,  requires  more  “ hastening  ” than  that 
which  has  been  some  time  in  use.  Where  there  is 
any  doubt  about  the  setting-time  of  plaster,  a small 
quantity  should  be  mixed  as  a test,  and  the  time 
noted  that  it  takes  to  change  from  the  consistence 
of  molasses  to  the  condition  when  it  will  break. 
The  mixture  can  then  be  applied,  so  as  to  accele- 
rate up  to  the  desired  time. 

The  proper  quantity  of  water  and  setting-mixture 
having  been  placed  in  a small  basin,  the  plaster 
is  added  in  a careful  and  equal  manner  until  it 
reaches  the  surface  of  the  water ; it  is  then  mixed 
thoroughly  and  filled  into  the  tray.  The  plaster 
should  be  left  higher  in  the  centre,  so  that  on 
introducing  it  into  the  mouth  it  will  come  first  in 
contact  with  the  palate.  When  it  shows  a disposi- 
tion to  retain  the  form  given  to  it  with  the  knife  or 
spatula,  it  is  in  a proper  condition  for  placing  in 
the  mouth  and  taking  the  impression.  Another 
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guide  for  this  is  when  the  tray  can  be  turned  over 
without  spilling  the  plaster.  For  very  high  palates 
a little  plaster  is  sometimes  taken  from  the  basin 
on  the  point  of  the  forefinger,  and  placed  directly 
on  that  part  of  the  palate  just  before  introducing 
the  tray. 

With  regard  to  taking  the  impression,  Mr.  Coles 
says  : “ The  great  secret  of  saving  your  patient  any 
discomfort  is  just  to  have  the  right  quantity  of 
plaster  in  the  tray  to  suit  the  case,  and  then  with  a 
steady  hand  place  it  well  back  in  the  mouth  before 
you  let  it  touch  the  teeth.  After  this  bring  the  free 
borders  of  the  back  of  the  tray  into  contact  with  the 
superior  part  of  the  palate,  and  then  press  upwards 
from  behind  forwards  until  the  whole  of  the  tray 
embraces  the  dental  arch.  Adopting  this  plan 
secures  two  points  : you  prevent  the  plaster  falling 
backwards  and  falling  upon  the  base  of  the  tongue 
to  produce  retching,  and  also  bring  the  overplus  to 
the  front  of  the  mouth,  where  it  is  visible  and 
therefore  more  manageable.  When  the  plaster 
that  remains  in  the  basin  will  break  with  a clean 
sharp  fracture  the  impression  must  be  removed 
from  the  mouth.  Air  having  been  let  in  at  the 
sides  by  drawing  away  the  cheeks  and  lips,  steady 
downward  pressure  must  be  applied  to  detach  the 
mould  from  the  teeth  and  gums.  At  this  part  of 
the  process  there  must  be  no  hesitation  on  the  part 
of  the  operator,  as  every  moment  the  hardness  of 
plaster  is  increased  and  the  difficulty  of  safe 
iemoval  becomes  greater.”  For  edentulous  and 
many  partial  cases  the  ordinary  tray,  filled  in  the 
manner  described,  will  give  the  best  results. 
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Where  the  teeth  standing  in  the  mouth  are  leaning 
towards  each  other,  however,  or  are  what  is  called 
under-cut,  a plaster  impression  so  taken  would 
occasion  much  trouble,  so  that  it  is  advisable  to 
provide  in  a special  way  for  overcoming  these 
difficulties. 

We  may  do  this  either  by  altering  the  arrange- 
ment in  the  tray,  so  that  on  withdrawing  the 
impression,  the  plaster  will  readily  break  at  the 
difficult  points,  and  in  such  a manner  that  it  can 
easily  be  joined  again,  or  we  may  make  such 
a temporary  change  upon  the  standing  teeth  them- 
selves as  will  enable  the  impression  to  be  readily 
withdrawn. 

The  first  can  be  effected  in  the  following  manner. 
Take  an  impression  in  Godiva  or  wax  in  the  usual 
way,  and  scoop  out  this  over  palate  and  gums  to 
the  depth  of  at  least  an  eighth  of  an  inch,  and 
freely  about  the  teeth,  leaving,  however,  the  border 
of  the  impression  standing  to  the  breadth  of  about 
an  eighth  of  an  inch.  This  forms  a shallow  box, 
into  which — the  surface  having  been  roughened — 
plaster  is  filled,  the  narrow  border  which  has  been 
left  across  the  palate  being  a guide  as  to  the 
quantity  required,  and  also  serving  as  a dam  to 
prevent  the  escape  backwards  of  the  plaster.  The 
model  is  taken  in  the  manner  already  described 
for  this  material,  and,  when  withdrawn,  the  plaster 
will  readily  break  at  the  under-cuts.  The  pieces  are 
then  collected,  placed  back  in  position,  and  fastened 
with  cement  at  the  bench. 

Professor  Austen  advocates  another  method,  but 
on  the  same  principle:  “Take  a wax  impression 
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and  make  a model ; in  partial  cases  brush  over 
the  teeth  of  the  model  one  or  two  layers  of  thin 
plaster,  to  fill  up  all  under-cuts,  and  to  make  the 
plate  fit  loosely;  saturate  the  model  with  water 
and  mould  over  it  a gutta-percha  cup.  It  should 
be  on  the  inside  from  a £ to  \ an  inch  thick,  so 
as  to  be  stiff  and  unyielding ; but  on  the  outside, 
next  the  lips,  not  more  than  ± or  -J-g-  thick,  so 
as  to  be  slightly  elastic  and  yielding.  The  whole 
inside  of  the  cup  must  be  roughened  up  with  a 
scaler  or  excavator  in  such  a way  that  the  plaster 
can  take  firm  hold.  In  most  partial  cases  the  im- 
pression must  be  removed  in  sections,  the  inside 
remaining  entire,  but  the  outside  and  the  parts 
between  the  teeth  coming  away  separately.  In 
very  difficult  cases  it  is  necessary  to  partially  cut 
into  the  cup,  so  as  to  permit  its  removal  in  sections 
with  the  plaster  adherent.  These  cups  have  no 
handle,  but  are  removed  by  inserting  a plugging 
instrument  into  a small  hole  previously  made  in 
the  back  part  of  the  cup  where  it  is  thickest/’ 

The  other  principle  upon  which  these  difficulties 
are  overcome  is  to  make  such  alterations  in  the 
mouth  itself  as  will  permit  the  withdrawal  of  the 
impression.  This  is  done  by  first  of  all  drying  the 
parts,  and  filling  in  the  under-cuts  with  softened 
wax  or  clay ; the  impression  is  then  taken  with  an 
ordinary  tray  filled  with  plaster. 

Preparation  of  Impressions  previous  to  casting 
in  Plaster. — Those  taken  with  Godiva  or  with  wax 
should  be  thoroughly  cooled  by  running  cold  water 
over  them  before  they  are  worked  with ; and  all 
impressions  must  be  perfectly  cleansed  from  the 
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saliva  or  blood  which  may  adhere  to  them.  Blood 
is  generally  found  upon  impressions  where  the 
roots  have  been  filed,  and  if  allowed  to  remain  it 
will  rot  the  plaster  it  comes  into  contact  with,  and 
thus  injure  a part  of  the  model  it  is  most  important 
to  retain  perfect.  The  surfaces  of  the  composition 
or  wax  may  be  cleansed  by  using  cold  water  and 
a camel-hair  brush.  For  plaster  impressions  hot 
water  may  be  employed.  Teeth  standing  by  them- 
selves must  be  supported  in  the  plaster  model ; 
therefore  it  is  necessary  to  insert  pins  into  the 
depressions  which  indicate  their  position  in  the 
impression  material.  These  pins  may  be  of  copper 
or  iron  wire,  of  the  thickness  used  for  tube  teeth, 
and  should  be  of  varying  lengths.  Each  pin 
should  be  about  double  the  length  of  the  tooth  it 
is  meant  to  support.  Where  the  impression  of  the 
tooth  goes  right  up  to  the  metal  of  the  tray — as 
often  happens  with  long  incisors — the  pin  should 
be  bent  at  one  end  to  a right  angle  for  about  an 
eighth  of  an  inch  ; the  short  end  is  then  inserted  in 
the  back  or  face  of  the  tooth,  near  its  apex.  For 
Godiva  the  wire  must  be  heated  slightly  before 
inserting,  and  held  in  position  until  the  material 
hardens  round  it ; for  plaster,  a hole  must  be 
drilled  for  its  reception. 

The  surface  of  composition  and  wax  impressions 
may  receive  a very  thin  coating  of  oil.  The  surface 
of  those  taken  with  plaster  must  receive  a very 
thorough  and  careful  coating  before  casting,  or  the 
parting  from  the  model  afterwards  will  not  be 
easily  or  safely  accomplished.  Oil  may  be  used  for 
this  class  of  impression,  in  which  case  several 
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coatings  must  be  given.  Parting  liquids  are  sold 
by  the  manufacturers  for  this  special  purpose  ; and 
Harris  gives  the  following  as  suitable  parting  sub- 
stances : “ 1 st,  a varnish  of  sandarach,  or  shellac, 
or  of  dilute  soluble  glass,  with  a little  oil  upon  the 
varnished  surface  when  dry;  2nd,  by  saturating 
the  impression  with  as  much  oil  as  it  will  take  up 
without  standing  upon  its  surface ; 3rd,  by  coat- 
ing with  a dilute  soap  mixture.”  The  first — varnish 
— is  liable  to  dull  the  sharpness  of  the  impression, 
and  is  therefore  objectionable.  Perhaps  the  most 
suitable  is  the  soap  mixture,  carefully  applied  with 
a camel-hair  pencil. 

Casting  the  Plaster  Model. — It  is  of  great  import- 
ance that,  whether  for  vulcanizing  upon  or  for 
plate  work,  we  should  have  what  is  called  a “ hard 
model.”  The  only  way  known  in  which  we  can 
obtain  this  is  by  mixing  the  plaster  thick — that  is, 
with  as  much  plaster  to  the  water  as  we  can  make 
it  take  up. 

None  of  the  substances  described  as  having  the 
power  to  harden  plaster  have  really  any  influence 
in  that  direction.  After  a little  practice  it  may  be 
mixed  and  shaken  into  the  impression  in  a thicker 
state  than  might  at  first  have  seemed  suitable  for 
that  purpose ; and  if  it  be  made  in  this  way,  and  the 
drying  be  properly  done,  a strong  hard  model  will 
be  the  result.  When  the  plaster  has  been  mixed, 
the  impression  is  taken  in  the  left  hand,  and  the 
plaster  is  introduced  (with  the  knife  or  spatula)  at 
one  end  of  it — that  would  be  in  a full  upper  on  the 
slope  leading  down  to  the  last  molars  ; from  this 
the  plaster  must  be  made  to  flow  right  round  and 
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over  the  impression.  This  is  done  by  tapping  the 
bottom  of  the  tray  upon  the  bench  continuously, 
while  the  plaster  is  being  added  at  the  part  referred 
to  only.  Care  must  be  taken  not  to  strike  against 
the  impression  material  while  filling  it  with  plaster ; 
and  in  the  case  of  the  more  fragile  impressions 
some  kind  of  cushion  should  be  used  for  striking 
the  under  surface  of  the  tray  against.  By  filling  in 
this  way  (from  one  point  only  of  the  impression) 
the  air  is  expelled  before  the  advancing  plaster  in 
a harmless  and  regular  manner : if  the  latter  be 
introduced  on  the  other  hand  at  different  parts  of 
the  impression,  it  flows  together  and  encloses  the 
air,  and  a more  or  less  false  model  is  the  result. 
When  the  impression  is  once  covered,  the  plaster 
may  then  be  quickly  added  to  a thickness  of  about 
a quarter  of  an  inch.  If  the  model  is  for  a vul- 
canite case  no  more  building  is  necessary : it  is 
allowed  to  harden,  when  the  further  stages  are  pro- 
ceeded with.  For  a “plate”  model,  however,  it 
must  be  built  much  higher,  and  this  is  done  when- 
ever the  plaster  in  the  basin  becomes  thick  enough 
to  “hold”  or  retain  itself  in  shape.  It  is  then 
taken  out  of  the  basin,  and  formed,  upon  a square  of 
paper  or  glass  placed  on  the  bench,  roughly  to  the 
height  and  shape  of  the  model  desired.  The  im- 
pression tray  is  next  taken,  and,  being  turned 
over,  its  plaster  is  pressed  down  into  that  just  built 
upon  the  glass,  a knife  or  spatula  being  used  to 
draw  up  the  one  plaster  over  the  other,  and  also  to 
improve  the  shape,  so  far  as  that  can  be  done  while 
the  model  is  in  this  soft  condition.  Only  a little 
practice  is  required  to  make  this  the  quickest  and 
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m all  respects,  the  most  satisfactory  method  for 
casting  a model  in  plaster.  The  latter  must  then 
be  allowed  to  become  thoroughly  hard  before  at- 
tempting to  separate  it  from  the  impression 
material. 

The  separation  of  wax  from  the  plaster  model 
may  be  accomplished  by  dry  heat  or  by  warm 
water.  If  the  former  be  employed  the  heat  should 
be  allowed  to  come  to  the  wax  through  the  plaster ; 
a moderately  hot  iron  plate,  if  the  model  be  laid 
upon  it,  will  answer  the  purpose  well.  In  either 
case  over-heat  must  be  avoided,  and  the  wax  only 
softened  so  far  that  in  drawing  it  from  the  model 
the  plaster  teeth  will  not  be  in  danger  of  breaking. 
For  composition  hot  water  only  should  be  used. 
The  model,  being  placed  tray  downwards  in  the 
water,  should  remain,  where  there  are  teeth  standing 
at  least,  until  the  impression  material  has  become 
soft  throughout,  before  separating.  Where  plaster 
has  been  employed  for  the  impression  very  great 
care  must  be  taken.  If  colouring  matter  has  been 
mixed  with  the  impression  plaster  the  line  of 
separation  between  it  and  the  model  will  be  more 
readily  observed.  The  separation,  in  many  cases,  is 
effected  by  gently  tapping  the  tray  and  enclosing 
border  of  plaster ; generally,  however,  it  is  neces- 
sary to  prise  the  impression  plaster  away  from  the 
other.  Before  doing  this  it  may  be  an  assistance 
to  heat  the  parts.  Mr.  Coles  says  they  “ should  be 
placed  in  a basin  of  boiling  water  and  allowed  to 
remain  for  two  or  three  minutes.  The  heat  pro- 
duces expansion  of  the  plaster,  and  the  one  portion 
(the  impression)  having  been  mixed  earlier  than 


i6 


MECHANICAL  DENTISTRY. 


the  model  this  expansion  is  unequal  and  thus  starts 
the  division  of  the  impression.” 

Supposing  the  model  to  be  for  a plate  “ base,” 
it  must  then  be  pared  with  the  knife,  so  that  it  shall 
part  easily  from  the  sand  in  the  process  of  sand- 
moulding. For  this  purpose  it  is  not  only  neces- 
sary to  cut  the  sides  with  such  a slope  that  will 
enable  the  model  easily  to  drop  from  the  sand,  but 
such  parts  as  are  not  intended  to  be  covered  by 
the  plate,  and  are  likely  to  grip  in  the  sand,  must 
be  filled  either  now  with  plaster  or  afterwards  (after 


Figs.  9 and  io.  Upper  and  Lower  Plaster  Models  pared  into  shape. 


waxing  the  model)  with  wax.  The  accompanying 
figures  represent  an  upper  and  lower  model  pared 
into  shape. 

Some  dentists  would  now  at  once  proceed  with 
the  sand  moulding ; but  the  usual  practice  is  to 
“ dry  ” the  model  at  this  stage  and  wax  or  varnish 
its  surface.  For  this  purpose  it  should  be  placed 
at  the  fire  in  such  a position  as  will  insure  the  heat 
being  gradually  raised  to  a point  beyond  what  can 
be  easily  borne  by  the  hand.  The  model  is  then 
dipped,  by  means  of  a stout  thread  tied  round  it, 
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into  the  mixture,  which  by  this  time  should  be 
melted  and  hot  * 

If  both  are  in  proper  condition  the  mixture  will 
at  once  boil  up  over  the  model,  which  may  remain 
thus  covered  for  about  a minute.  It  is  then  with- 
drawn, and,  the  adhering  mixture  having  been 
drained  off,  is  laid  aside  to  cool.  From  a quarter 
of  an  hour  to  an  hour  maybe  given  for  “ drying”  a 
model.  But  it  should  be  remembered  that  though 
by  under-drying  the  hardest  possible  model  is  not 
obtained,  over-drying  is  accompanied  by  much 
more  serious  results ; for  it  will  be  found  that  a 
model  which  has  been  allowed  to  remain  for  a con- 
siderable time  close  to  a strong  fire,  and  then 
waxed,  is  quite  unfit  for  use.  Therefore  it  is  neces- 
sary to  attend  carefully  to  the  heating  of  the  model ; 
and  it  would  perhaps  be  better  to  say  “ wax  the 
model  when  it  is  hot  ” rather  than  “ when  it  is 
dry.” 

* The  mixture  in  which  models  are  “ boiled  ” is  generally  composed 
of  from  one  to  two  parts  resin  to  one  part  wax ; sometimes  stearine  is 
used  for  this  purpose. 
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CHAPTER  II. 

CASTING  METAL  MODELS.— SAND  MOULDING.— 

ZINC. — LEAD. 

Moulding  Sand. — The  sand  employed  by  dentists 
for  this  purpose  is  the  same  as  that  used  by  brass- 
founders. 

It  must  be  made  sufficiently  damp  with  water 
to  give  the  necessary  cohesion  to  its  particles,  and 
that  which  is  to  come  in  contact  with  the  model 
must  be  fine  grained  in  order  to  take  a sufficiently 
sharp  impression  of  its  surface.  Sand  which  when 
closed  in  the  hand  takes  a good  impression  of  its 
lines,  and  breaks  with  a clean  fracture,  may  be  said 
to  be  in  proper  condition  for  moulding. 

But  in  preparing  this  material,  and  in  the  subse- 
quent operations,  it  is  necessary  to  remember  that 
the  conditions  which  are  most  favourable  to  obtain- 
ing a good  impression  in  the  sand — viz.  dampness, 
fineness  of  the  grain,  and  tight  “ramming” — are 
most  unfavourable  for  the  reception  of  the  melted 
zinc  which  is  to  be  poured  into  it.  So  that  with  over- 
damp and  tightly  consolidated  sand  the  zinc  will 
boil  and  an  imperfect  model  will  certainly  result. 
Or  if  only  the  necessary  dampness  has  been  given, 
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still,  if  the  sand  be  tightly  packed,  there  will  be  the 
same  unsatisfactory  result. 

The  explanation  is,  that  when  the  melted  metal 
comes  in  contact  with  the  sand  steam  is  immedi- 
ately formed,  which,  if  the  latter  be  loosely  packed, 
will  escape  harmlessly  through  the  pores  ; but  if, 
on  the  other  hand,  the  sand  be  solid,  then  the  steam 
cannot  escape  in  that  way,  but  struggles  through 
the  metal,  causing  it  to  “ boil,”  and  a false  model 
is  generally  the  result.  The  sand  which  is  to  come 
in  contact  with  the  model  may  be  fine  grained,  but 
the  flask  or  ring  should  be  filled  up  with  a coarser 
kind. 

Casting  Rings  or  Flasks. — These  are  sometimes 
in  the  form  of  a square  wooden  frame  ; but  generally 
iron  rings  are  used  for  this  purpose,  of  very  simple 
construction,  being  merely  a hoop  of  cast-iron, 
greater  in  height  and  circumference  than  the  model 
to  be  cast  in  it,  so  that  sufficient  space  may  be  left 
between  the  model  and  iron  in  all  directions  for  the 
sand  in  which  the  former  is  to  be  enclosed. 

The  casting  ring  is  placed  upon  the  bench,  and 
the  model,  after  being  brushed  with  parting  powder 
(lycopodium,  or  French  chalk),  is  placed  in  the  centre 
of  the  ring.  The  fine  sand  is  now  dropped  over 
the  palate,  &c..,  and  this  is  followed  by  the  coarser 
kind,  sufficient  pressure  being  used  to  carry  the 
sand  into  all  the  irregularities  of  the  model.  The 
ring  is  now  filled  up  with  the  coarser  sand,  and  it 
must  not  be  “ rammed  ” solid,  but  only  sufficiently 
tight  to  prevent  it  from  giving  way  in  the  sub- 
sequent handling.  A knife  should  be  drawn  across 
the  superior  border  of  the  iron  ring,  to  give  the 
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sand  a perfectly  level  surface.  The  mould  is  now 
lifted  perpendicularly  by  the  left  hand  a few  inches 
from  the  bench,  and  a few  taps  over  the  bottom 
surface  of  the  model  with  a riveting  hammer  will 
suffice  to  disengage  it  from  the  sand. 

Another  method  of  taking  the  model  from  the 
sand  may  be  adopted.  After  filling  the  ring  and 
levelling  the  surface,  the  mould  is  turned  over,  so 
that  this  surface  shall  be  next  the  bench  (which 
must  be  clear  of  sand  and  flat).  The  model  is  then 
gently  tapped  over  the  surface  with  the  hammer, 
and  lifted  out  of  the  sand  as  it  becomes  loosened, 
either  by  means  of  a pointed  tool  or  screw  sunk  in 
the  plaster,  or  by  inserting  the  thumb  and  forefinger 
just  enough  to  grasp  the  model  at  opposite  points  ; 
while  it  is  so  held  with  the  left  hand  the  hammer  is 
used  in  the  right.  This  method  of  bringing  away  the 
model  we  decidedly  prefer  for  the  following  reasons. 
When  this  plan  is  adopted,  portions  of  the  sand 
impression  which  may  become  detached  still 
remain  in  the  mould,  and  can,  with  careful  treat- 
ment, be  pushed  into  position  again  ; but  when  the 
model  is  dropped  out,  as  in  the  first  method,  the 
detached  sand  falls  with  it,  and  cannot  be  replaced. 
Again,  it  is  possible  to  humour  a model  when  lifting 
it  out,  so  as  to  preserve  an  under-cut,  which  would 
break  away  if  the  other  method  were  employed. 
For  example,  an  edentulous  upper,  with  an  under- 
cut in  front,  may  often  be  withdrawn  in  this  way 
without  injury,  if  the  sand  be  first  cut  from  the  back 
wall  of  the  model  to  allow  for  the  necessary  move- 
ment. Where  it  has  been  considered  necessary  to 
use  fine  sand  tightly  consolidated,  an  escape  may 
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be  provided  for  the  steam  by  piercing  the  sand  with 
a broach  over  the  surfaces  not  required  for  the 
fitting  of  the  plate ; for  example,  the  palate  may  be 
treated  in  this  way  when  only  a narrow  gold  plate 
is  to  be  fitted  to  the  model. 

The  majority  of  models  may  be  obtained  by 
the  methods  just  described;  but  others  are  met 
with  presenting  difficulties  not  so  easily  overcome. 
Partial  cases,  for  instance,  where  the  teeth,  from 
their  shape  and  inclination,  make  it  impossible  to 
withdraw  the  model  without  destroying  the  im- 
pression ; and  edentulous  cases  also,  where  under- 
cuts extend  along  both  sides  of  the  model.  In  the 
former — partial  cases — the  difficulties  are  got  rid  of, 
when  the  teeth  causing  the  trouble  are  to  be  clasped , 
by  removing  the  complicating  teeth  from  the  model 
previous  to  taking  the  sand  impression.  In  order 
that  they  may  be  removed  satisfactorily,  and  so  that 
they  may  be  replaced  perfectly,  it  is  necessary  to  - 
have  this  point  in  view  when  inserting  the  iron  or 
copper  pins  into  the  impression  material  before 
casting  the  model  in  plaster.  The  pins  should  be 
straight  and  slightly  bevelled,  and  the  thicker  end 
inserted  in  the  impression  material.  Before  taking 
the  model  in  sand,  the  teeth  to  be  clasped  and 
likely  to  cause  difficulty  are  cut  round  their  necks 
with  the  fine  bench  saw,  but  only  so  far  that  by  a 
slight  rotary  pressure  a clean  fracture  across  the 
neck  will  take-  place,  and  the  tooth  and  pin  will 
leave  the  model  together.  An  otherwise  impossible 
impression  may  now  be  taken  with  ease ; and  the 
teeth  may  be  returned  afterwards  to  perfect  posi- 
tion, a little  cement  from  a hot  knife  being  used  to 
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fix  them.  It  will  be  observed  that  if  the  pins  had 
not  been  bevelled  as  described,  they  would  probably 
have  remained  standing  in  the  model  when  the 
teeth  were  removed. 

Where  this  method  cannot  be  adopted  the  under- 
cuts may,  in  many  instances,  be  filled  out  with  wax 
to  simplify  the  sand  moulding ; for  there  is  a con- 
siderable number  of  cases  of  this  description  in 
which  a perfect  fitting  of  the  plate  into  the  under- 
cuts is  undesirable ; Fig.  1 1 shows  such  a case, 
where  it  would  be  impossible  to  insert  in  the  mouth 


Figs,  ii  and  12.  Models  showing  peculiar  difficulties  with  respect  to  casting  in 

Sand. 


a plate  fitting  perfectly  to  the  under-cuts  here  in- 
dicated. In  other  cases  again  we  might  make  an 
addition,  for  the  purpose  of  facilitating  the  mould- 
ing, which  may  easily  be  taken  away  with  file  or 
punch  from  the  zinc  cast. 

By  the  means  already  noticed  we  are  enabled  to 
succeed  with  all  but  a few  cases  of  special  difficulty, 
and  these  include  edentulous  uppers,  where  the 
under-cut  extends  along  the  outside  of  the  alveolar 
ridge  on  both  sides  of  the  jaw.  The  figure  shows  a 
section  of  a model  with  these  under-cuts  at  A and  B. 


SAND  MOULDING. 


23 

In  such  a case  we  fill  a casting  ring  loosely  with 
sand,  and,  when  filled  above  the  level  of  the  ring, 
consolidate  the  surface  slightly  with  the  hand.  Now 
take  the  plaster  model  and  press  it  perpendicularly 
down  upon  the  sand  until  the  impression  is  buried 
about  an  inch,  when  the  sand  is  pressed  compactly 
between  the  ring  and  model.  A knife  is  now 
used  to  cut  a wedge-shaped  block  from  each  side, 
which  will  thus  leave  the  under-cut  parts  entirely 
exposed,  and  the  model  is  withdrawn.  The  surface 
of  the  cut  sand  may  now  be  more  carefully  shaped 


Figs.  13  and  14.  New  method  of  casting  in  difficult  cases. 


and  made  as  smooth  as  possible.  Parting  material* 
is  then  shaken  over  these  prepared  surfaces,  and 
the  model,  which  should  also  be  brushed  with  chalk 
or  lycopodium  where  it  comes  into  contact  with  the 
new  sand,  carefully  replaced.  The  prepared  spaces 
on  each  side  are  now  filled  with  the  finest  sand, 
made  thoroughly  cohesive  and  consolidated  as  well 
as  the  circumstances  will  permit  (Fig.  13).  While 
packing  these  side  blocks,  one  end  of  a short 
length  of  binding  wire  may  be  left  imbedded,  by 

* The  best  parting  substance  for  this  work  is  sand  which  has  been 
dried  by  heat  and  reduced  to  fine  powder. 
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which  they  can  readily  be  moved.  The  model  is 
now  slightly  tapped,  the  cores  drawn  gently  aside, 
only  sufficient  to  allow  the  model  to  pass,  and  the 
latter  is  withdrawn.  The  cores  are  returned  to  the 
exact  position,  and  the  zinc  might  now  be  poured  ; 
but  before  doing  so  we  must  provide  means  for 
obtaining  a thicker  and  stronger  zinc.  For  this 
purpose  an  iron  shape,  represented  in  section  in 
Fig.  14,  must  be  placed  lightly  upon  the  sand, 
which  will  give  its  own  form  to  the  metal — an 
upper  part  of  a vulcanite  flask  for  instance  comes 
very  near  the  shape  required.  Some  fresh  sand 
should  be  gently  placed  against  the  shape  all  round, 
in  case  the  metal  should  escape. 

This  method  of  taking  difficult  impressions  by 
means  of  cores  has  been  described  with  reference 
to  edentulous  cases  only ; but  of  course  the  same 
system  may  be  adopted  with  partial  cases  present- 
ing similar  complications. 

By  one  or  other  of  the  methods  explained  a 
means  will,  we  think,  be  found  for  casting  models 
of  every  description,  and  that  in  the  readiest  and 
simplest  manner.  A moulding  flask,  however,  was 
introduced  several  years  ago  by  Dr.  Hayes,  which 
was  specially  designed  to  overcome  the  difficulties 
met  with  in  the  class  of  models  we  have  last  de- 
scribed. This  flask  has  not,  however,  come  into 
general  use ; the  complication  of  parts  may  partly 
explain  why  it  has  never  become  a favourite  with 
practical  dentists,  but  besides  this  it  may  be  said 
that  though  the  theory  upon  which  it  is  constructed 
is  correct,  the  theory  is  one  which  cannot  very 
easily  be  perfectly  carried  out  in  practice. 
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Figures  1 5 and  1 6 represent  the  lower  section  of 
this  flask.  In  the  former  figure  the  joints  are  opened 
slightly  to  show  the  movement  of  which  it  is  capa- 
ble ; in  the  latter  the  same  section  is  seen  closed 
with  a model  in  the  centre  placed  ready  for  sand 
casting.  Fig.  1 7 represents  the  upper  section  of  the 

flask. 

To  cast  by  means  of  this  arrangement,  the  lower 


Figs.  15,  16,  and  17.  Dr.  Hayes’s  Casting  Flask. 


section  must  be  closed  and  the  joint  secured  by  a 
pin,  and  the  model  placed  as  shown  in  Fig.  16. 
Should  there  exist  between  the  sides  of  the  model, 
when  so  placed,  and  the  flanges,  or  projecting 
points  of  the  flask,  a considerable  space,  slips  of 
paper  may  be  placed  in  the  joints  which  shall 
reach  to  the  sides  of  the  model ; this  will  facilitate 
the  parting  of  the  sand  which  afterwards  takes 
place.  Now  fill  in  the  sand  around  the  model  until 
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the  most  prominent  line  of  the  gum  is  reached — 
that  is,  until  the  under-cuts  are  enclosed  by  the 
sand — and  smooth  the  sand  surface.  It  is  then 
necessary  to  cover  the  latter  and  the  exposed  sur- 
face of  the  model  with  a film  of  pulverized  charcoal ; 
join  the  upper  section  of  the  flask  to  the  lower,  and 
complete  the  moulding  by  filling  with  sand.  When 
this  has  been  done  the  two  sections  are  separated  ; 
the  pin  securing  the  joint  of  the  lower  is  then  with- 
drawn, and  that  part  is  opened  so 
far  as  to  permit  of  the  model  being 
removed  without  injuring  the  sand 
impression.  After  the  removal  of 
the  model  the  parts  of  the  flask 
must  be  accurately  readjusted 
and  secured  ; the  metal  is  then 
poured  in  the  usual  manner.  The 
greatest  care  must  be  observed 
in  separating  and  in  reclosing 
the  parts  when  working  with 
this  flask,  for  it  will  be  seen 
F\g. is. Fletcher’8 stove  for  that  uniess  the  readjustment  is 

Zinc  and  Lead  melting.  J 

perfectly  accurate  most  unsatis- 
factory results  will  be  obtained. 

Zinc. — The  metal  for  models  and  counters  may 
be  melted  in  a gas-stove,  in  which  case  a ladle  is 
used  (Fig.  18  shows  a stove  for  this  purpose,  made 
by  Mr.  Fletcher,  Warrington);  or  it  may  be  melted 
on  an  ordinary  fire  fitted  with  a blower,  in  that 
case  a plumber’s  pot  instead  of  the  ladle  should  be 
used,  a small  ladle  being  employed  to  lift  the  melted 
metal  from  the  pot  and  pour  it  into  the  mould. 
Over-heating  completely  destroys  zinc  ; it  should 
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therefore  be  carefully  attended  to  while  heating, 
and  the  mould  filled  whenever  the  melting  takes 
place.  The  small  ladle  should  be  heated  well 
before  using  it  for  lifting  the  zinc. 

Besides  preserving  the  metal  in  a 
good  working  condition,  this  plan 
is  also,  of  course,  favourable  to  ob- 
taining a model  uninjured  by  “boil- 
ing.” After  the  mould  has  been  filled 
and  the  zinc  is  properly  set,  the 
latter  is  then  taken  from  the  sand 
and  cooled.  The  metal  model  is 
now  compared  with  the  plaster  one, 
and  any  defects  removed  by  using 
the  steel  punch  (Fig.  19)  or  file. 

Lead. — The  counter  may  now  be 
taken  in  either  of  two  ways.  The 
melted  lead  may  be  poured  over  the 
zinc  model,  or  the  latter  may  be  “let 
down  ” into  the  melted  lead. 

To  obtain  the  first,  the  zinc — which 
must  be  perfectly  dry — is  placed 
upon  the  bench,  and  sand  is  heaped 
round  it  and  high  enough  to  reach 
the  margin  of  the  impression.  The 
cast-iron  ring  which  is  to  give  shape 
to  the  counter  is  then  placed  lightly 
upon  the  sand,  some  of  which  is  J lijilj  I 
banked  up  over  its  edges  to  prevent 
the  lead  from  flowing  under  the  dressing  zfnTModeR 
ring  and  out  of  the  mould.  Into  this 
iron  shape,  the  walls  of  which  rise  about  two  inches 
above  the  surface  of  the  zinc  impression,  and  are 
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slightly  inclined  so  as  to  facilitate  parting,  the 
lead  is  poured. 

To  obtain  a counter  by  the  other  method,  the 
lead  is  melted  and  poured  into  a suitable  iron 
shape,  and  the  zinc,  held  in  the  hand  or  by  pliers 
teeth  downwards,  is  imbedded  to  the  extent 
required,  in  the  melted  metal,  and  held  in  position 
until  the  latter  sets.  Or  the  lead  having  been 
melted  in  a ladle,  the  zinc  may  at  once  be  sunk  in 
it,  while  so  held,  until  the  impression  is  sufficiently 
imbedded.  When  set,  the  lead  counter  is  struck 
from  the  ladle,  and,  being  of  the  same  shape  as  the 
latter,  it  forms  what  some  consider  a most  con- 
venient reverse,  especially  where  it  is  the  custom 
to  do  much  of  the  striking  upon  the  knee  or  in  the 
hand.  We  prefer  to  make  the  counter  in  the 
manner  first  described ; it  need  take  no  more  time 
than  the  others,  and  a good  one  is  perhaps  obtained 
with  more  certainty. 

When  the  metal  models  have  been  cooled  in 
water,  they  may  then  be  separated  by  striking 
the  zinc  on  opposite  sides  with  the  bench  hammer. 

The  shrinkage  of  zinc  interferes  more  or  less 
with  the  perfect  fitting  of  plates,  and  some  dentists 
have  tried  what  are  called  “ fusible  metals,”  which 
have  much  less  shrinkage  than  zinc.  There  are 
objections  to  the  use  of  the  fusible  metal  models, 
however,  of  another  kind,  which  render  them  un- 
suitable, so  that  in  regular  practice  zinc  is  still 
employed  as  the  best  metal  from  which  the  die 
can  be  made.  The  following  particulars  with 
regard  to  fusible  metals  are  given  by  Professor 
Austen : 
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“ Type  Metal. — Lead,  5 parts  ; antimony,  1 part. 
Fuses  at  500°,  contraction  less  than  one-half  that 
of  zinc,  more  compressible  than  the  latter,  and 
very  brittle. 

“ Zinc,  4 parts ; tin,  1 part.  Fuses  at  a lower 
heat,  contracts  less  in  cooling,  and  has  a less 
surface-hardness  than  zinc. 

“ Tin,  5 parts  ; antimony,  1 part.  Melts  at  a lower 
heat  than  either  of  the  preceding  alloys,  contracts 
but  slightly  in  cooling,  is  harder  than  tin,  and 
sufficiently  cohesive.  It  is  readily  oxidized,  and 
should  be  poured  as  soon  as  melted.” 

Fusible  Alloys. — The  following  tabular  view  of 
the  more  fusible  alloys,  the  respective  properties 
of  which  are  deduced  from  actual  experiments,  is 
given  by  Professor  Austen,  in  a paper  on  “ Metallic 
Dies”  ( American  Journal  of  Dent.  Science , vol.  vi. 
p.  367).  Zinc  is  introduced  into  the  table  for  the 
purpose  of  comparison. 


Melting 

point. 

Contrac- 

tility. 

Hardness. 

Brittle- 

ness. 

1.  Zinc  

770° 

•OI366 
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5 

2.  Lead  2,  tin  1 .... 
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•00633 
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3 
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3 
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7 
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9 

7.  Lead  1,  tin  1,  bismuth  1 
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•042 

7 
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•045 

8 
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200° 

•OOI33 

•048 

7 

CHAPTER  III. 

GOLD.— PL  A TE  — CLASPS—  WIRE. 

Fine  gold  is  much  too  soft  to  be  employed  as  a 
“ base  ” plate  for  artificial  teeth  ; it  is  therefore 
necessary  to  mix  with  it  a certain  amount  of  silver 
and  copper  to  obtain  the  hardness  required  for  this 
purpose. 

Four  pennyweights  of  alloy  to  the  ounce  of  fine 
gold  is  sufficient  to  render  the  metal  suitable  for 
dental  purposes ; and  this  is  the  quality  of  gold 
(20-carat)  adopted  by  many  eminent  dentists  for 
base  plates,  while  they  use  1 8-carat  for  clasps,  &c. 
The  standard  favoured  by  the  majority  of  dentists, 
however,  is  18-carat — 6 dwt.  alloy  to  the  18  dwt. 
of  fine  gold — for  plates,  and  16-carat  for  clasps 
and  wire.  It  would  be  more  satisfactory  if  the 
clasps,  &c.,  were  made  of  the  same  quality  as  the 
main  plate,  as  then  we  should  be  able  to  use  solder 
of  a higher  quality  than  is  at  present  possible. 

Gold  plate  and  wire,  of  the  various  thicknesses 
and  qualities  required,  may  be  purchased  at  the 
depots  ; and  in  practices  where  there  is  a constant 
flow  of  mechanical  work  probably  that  is  the  most 
profitable  plan  to  adopt.  Where  quiet  seasons 
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occur,  however,  with  considerable  regularity  these 
may  advantageously  be  turned  to  account  by  the 
dentist  preparing  his  own  plate  and  wire.  To  accom- 
plish this  the  following  are  the  chief  implements 
required  : furnace,  crucibles,  rollers,  draw-plates. 
The  furnace  employed  for  melting  the  metal  may 
be  the  ordinary  draught  furnace  (Figs.  20  and  21), 
built  of  brick- work,  the  chamber  in  which  the  fuel 
and  crucible  are  placed  being  about  8 inches  square 


Figs.  20  and  21.  Draught  Furnace  for  Gold. 


and  about  1 5 inches  deep.  The  sides  of  this  chamber 
are  formed  with  fire-bricks,  and  at  the  bottom  is  the 
grateaf(Fig.  20)  which  supports  the  fire;  the  rest  of  the 
work  may  be  done  with  the  ordinary  bricks,  build- 
ing up  to  suitable  shape.  When  this  is  completed 
the  top  forms  a flat  surface,  upon  which  an  iron 
plate  b is  fixed,  which  forms  a convenient  heating 
surface  for  many  purposes.  Or  the  melting  may 
be  accomplished  by  means  of  a gas  furnace.  Of 
these,  the  one  introduced  by  Mr.  Fletcher,  War- 
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rington  (Fig.  22),  is  best  known  to  dentists,  and  it  is 
highly  spoken  of  by  many.  Of  crucibles  there  are 
two  kinds : the  clay,  and  the  plumbago  or  black-lead 
crucibles ; the  latter  are  to  be  preferred  for  several 
reasons.  They  can  be  used  repeatedly — Mr.  Gee 
says  from  twenty  to  fifty  times  with  care — and 
therefore  their  original  excess  of  cost  over  the  others 
disappears.  They  may  be  subjected  to  the  greatest 
and  most  sudden  alterations  of  temperature  without 

cracking;  and,  most  important 
of  all,  their  surface,  both  within 
and  without,  may  be  made  very 
smooth,  so  that  particles  of  melted 
metal  will  not  hang  about  the 
sides — an  advantage  not  pos- 
sessed by  any  other  crucibles  in 
the  same  degree.* 

Iron  tongs  are  required  for  lift- 
ing the  crucible  from  the  fire, 
and  for  pouring  the  metal  into 
the  ingot  mould  or  “ skellet.” 
Fig.  23  shows  an  ingot-mould 
of  the  ordinary  kind.  For  small 
quantities  of  gold  the  arrange- 
ment shown  in  Fig.  24  has  been  introduced  by 
Mr.  Fletcher.  Here  the  gold  is  melted  by  the  blow- 
pipe flame,  when  it  is  made  to  flow  into  the  mould 
by  turning  the  latter  by  means  of  the  handle  to  a 
suitable  inclination. 

Alloying  the  Gold.— Weighing  the  alloy  for  the 
gold  requires  strict  attention.  To  prevent  the 


Fig.  22.  Gas  Furnace  for 
Gold  (Fletcher’s). 


• Percy’s  “ Metallurgy.” 
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possibility  of  error,  the  calculation  and  weight 
should  be  checked  by  a second  person. 


Figs.  23  and  24.  Ingot  Moulds. 


With  fine  gold  the  amount  of  alloy  required  to 
reduce  one  ounce  to  the  several  carats  is  as  fol- 
lows : — 


dwts.  grs. 

To  the  ounce  of  fine  gold  add  of  alloy  . . 4 0 = 20  carat. 

>>  >>  >>  • • 5 *5  — l9  >> 

>»  >»  >>  . . 6 16  — 18  ,, 

>»  »»  >>  • 10  t)  — 16  ,, 

>)  »)  >)  ..I46  14 

It  is  frequently  found  most  convenient  to  reduce 
from  gold  coin,  which,  being  mixed  with  the 
greatest  accuracy,  can  be  perfectly  relied  upon  as 
regards  its  carat  value. 

The  English  sovereign  is  22  carats  fine,  and 
weighs  5 dwts.  3-i-t-t-  grs. ; it  is  therefore  worth  for 
melting  exactly  its  value  as  coin. 

When  the  sovereign  is  used,  less  alloy  is  of 
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course  required  than  for  fine  gold ; the  proportion 
required  for  the  several  carats  is  as  follows  : — 


dwts.  grs. 

. . 2 i = 20  carat. 

• • 3 6 - 19  „ 

. . 4 12  = 18  ,, 

. . 7 12  = 16  ,, 

• -ii  7 = H „ 

Alloy. — For  gold  plate  the  alloy  used  is  always 
silver  and  copper.  The  proportion  in  which  these 
are  mixed  with  the  gold  influences  the  latter  both  as 
to  colour  and  hardness  : copper  gives  hardness  and 
a red  tinge  to  the  gold,  while  silver  preserves  its 
softness  and  gives  it  a greenish-white  tinge.  The 
general  rule  is,  for  base  plates,  to  make  the  alloy  of 
equal  parts  silver  and  copper,  or  with  a slight  pre- 
ponderance of  copper.  For  clasps,  wire,  &c.  a very 
decided  preponderance  of  the  copper  is  given,  in 
order  to  produce  the  necessary  elasticity ; some- 
times a few  grains  of  platinum  are  added  for  clasp 
gold.  For  solder  rather  more  silver  is  given  to 
the  alloy  than  copper,  and  sometimes  a few  grains 
of  zinc.*  It  must  be  remembered  when  coin  gold  is 
used  to  reduce  from  that  the  sovereign  is  already 
alloyed  with  -^th  copper,  so  that  the  alloy  to  be 
added  must  consist  mostly  of  silver,  in  order  that 
anything  like  equal  quantities  of  silver  and  copper 
may  be  mixed  with  the  gold.  Thus  in  the  four 
sovereigns  there  is  1 dwt.  1 7 grs.  of  refined  copper ; 
therefore  the  4 dwts.  1 2 grs.  of  alloy  to  be  added  to 


To  four  sovereigns  add  alloy 


yy 

yy 

yy 

yy 


yy 

yy 

yy 

yy 


* This  last  addition  is  condemned  by  many  dentists ; while  others 
recommend  it,  but  only  in  very  small  proportion. 
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four  sovereigns  to  reduce  to  1 8-carat  must  be  com- 
posed of  3 dwts.  2 b grs.  silver,  and  i dwt.  g | grs. 
copper,  in  order  that  the  total  alloy  in  the  resulting 
gold  shall  be  equal  parts  silver  and  copper. 

Formulae,  recipes,  &c.,  regarding  gold  plate,  clasps, 
wire,  and  solders  will  be  found  at  pp.  217 — 221. 

Melting. — On  this  subject  Mr.  Gee  says  in  his 
“ Practical  Gold  Worker”  : “ In  preparing  the  mix- 
ture of  gold,  silver,  and  copper  for  the  crucible,  care 
should  be  taken  in  weighing  them  accurately,  in 
order  to  prevent  improvement  or  deterioration  in 
the  qualities  of  gold  constantly  in  use.  In  melting 
all  qualities  it  is  a wise  plan  to  place  the  lightest  of 
the  metals  at  the  bottom  of  the  crucible — viz.  the 
copper  first,  the  silver  next,  and  the  gold  last;  * by 
so  doing,  the  melter  is  more  likely  to  get  a perfect 
amalgamation  of  the  metals,  as  the  gold,  being  the 
heaviest,  is  sure  to  find  its  way  to  the  bottom  of 
the  pot.  Plumbago  crucibles  are  the  best  for  all 
practical  melting  purposes,  and,  with  care,  will  last 
from  twenty  to  fifty  times.  If  new,  a very  small 
quantity  of  charcoal  powder  should  be  put  into  the 
pot  with  the  mixture  of  alloy.  This  coats  the  sur- 
face of  it,  and  prevents  the  metals  from  adhering  to 
it.  When  the  gold  is  at  the  point  of  fusion,  fling 
on  to  it  about  a table-spoonful  of  pure  and  perfectly 
fine  vegetable  charcoal.  The  layer  of  charcoal 
which  forms  upon  the  surface  of  the  gold  in  the 
crucible  protects  the  mixture  from  the  action  of  the 
air,  which  would  refine  the  gold  by  destroying 

* In  melting  small  quantities  we  have  adopted  the  opposite  order — 
melting  first  the  gold  and  silver  and  then  adding  the  more  volatile 
metal,  the  copper. 
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some  of  the  gold.  When  perfectly  fused,  the  mix- 
ture must  be  well  stirred  with  an  iron  stirrer  (con- 
sisting of  a long  round  piece  of  iron  sharpened  at 
the  point),  which  should  previously  be  made  red- 
hot,  to  render  the  whole  mass  uniform  in  quality. 
The  pot  is  then  quickly  withdrawn,  and  its  contents 
poured  into  a suitable  ingot -mould,  previously 
warmed  and  greased  to  prevent  adhesion.  The 
warming  of  the  mould  is  quite  indispensable ; but 
if  made  too  hot,  the  metal,  on  being  turned  into  it, 
will  spit  and  fly  about.  Besides  incurring  great 
loss  of  gold,  dangerous  results  may  thereby  happen 
to  the  person  in  charge.  The  same  remark  applies 
when  the  ingot  is  cold  ; therefore  this  part  of  the 
process  must  not  be  neglected,  but  carefully  at- 
tended to.  The  ingot-mould,  we  may  state,  is  hot 
enough  when  it  will  just  stand  touching  with  the 
hand  for  a second  or  so. 

“ When  it  is  desired  to  produce  very  tough  gold, 
use,  as  a flux,  a table -spoonful  of  charcoal  as 
before,  and  one  of  sal-ammoniac,  adding  it  to  the 
gold  on  the  eve  of  melting.  The  sal-ammoniac 
burns  away  while  toughening  the  gold,  leaving  the 
charcoal  behind  to  perform  the  functions  already 
indicated. 

“ For  producing  tough  gold,  the  employment  of 
common  salt  as  a fluxing  agent  is  sometimes 
strongly  recommended.  There  is  not,  however, 
much  to  be  said  for  its  use,  as  it  produces  a very 
liquid  flux,  and  is  not  half  so  clean  as  the  one  we 
have  recommended.  In  the  casting,  unless  very 
great  care  is  exercised,  it  runs  into  the  ingot-mould 
with  the  gold,  producing  a brittle-like  substance ; 
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and  this  forces  itself  into  the  bar  of  gold,  the  sur- 
face of  which  becomes  irregular  and  full  of  holes. 
On  this  account  alone,  in  preparing  clean  and 
smooth  bars  of  gold  it  is  objectionable.  The  same 
may  be  said  of  borax,  but  that  is  still  largely  used 
in  the  jewellery  trade  for  melting  purposes. 
Nevertheless,  we  are  confident,  from  long  practical 
experience  (the  result  of  many  years’  study  and 
practice,  during  which  time  we  have  worked  up 
many  thousand  ounces  of  gold),  that  there  is  no 
better  flux  than  the  mixture  of  sal-ammoniac  and 
charcoal  for  every  possible  purpose  required  in  the 
subsequent  treatment  of  the  different  qualities 
of  gold;  and  that  for  toughness,  cleanliness,  and 
producing  good  workable  properties,  it  cannot  be 
surpassed.” 

Scraps,  or  Cuttings  and  Filings — These,  if  kept 
clean,  and  apart  from  the  miscellaneous  scraps  and 
filings  derived  from  repairs,  &c.,  may,  without  diffi- 
culty, be  melted  by  the  process  already  described. 
In  order  to  preserve  them  in  this  condition,  sepa- 
rate trays  should  be  provided  for  new  work  and 
repairs ; and  that  used  for  new  work  should  be 
cleared  frequently,  the  gold  being  collected  in  a 
box  until  required  for  melting.  That  used  for 
repairs,  &c.  will  contain,  even  when  the  utmost 
care  has  been  taken  to  exclude  them,  various  sub- 
stances which  will  render  the  rolling  and  working 
of  the  gold  with  which  they  are  associated  some- 
times a very  difficult  if  not  altogether  impossible 
process.  These  substances  include  small  pieces  of 
lead,  iron,  mineral,  zinc,  and  platinum,  &c.  Iron  is 
to  a great  extent  removed  by  means  of  the  magnet, 
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which  should  be  repeatedly  drawn  through  the 
scrap.  Even  should  slight  traces  of  this  metal 
remain,  it  does  not  seriously  interfere  with  the 
working  qualities  of  the  gold.  It  is  different,  how- 
ever, with  other  metals.  Tin,  lead,  antimony,  or 
bismuth,  if  only  forming  xoVoth  part,  destroys  the 
ductility  of  the  gold.  Exposure  to  the  fumes  of 
red-hot  tin  or  lead  renders  it  hard  and  brittle. 
Gold  should  therefore  not  be  melted  in  a furnace 
which  has  recently  been  used  for  these  metals. 
The  plan  recommended,  as  the  best  to  adopt  in 
these  circumstances,  * is  to  roast  the  scraps  with 
nitre  for  half  or  three-quarters  of  an  hour,  adding 
small  portions  at  a time.  The  melted  metal  may 
then  be  poured  into  an  ingot-mould.  The  nitre 
removes  the  traces  of  zinc  or  iron  which  may  be 
in  the  metal.  If,  after  hammering,  annealing,  and 
rolling,  it  should  still  be  found  brittle,  it  must  be 
remelted,  and  chloride  of  mercury  used  as  the 
refining  agent.  This  will  remove  the  traces  of  lead 
or  tin.  Gee  recommends  that  the  scrap  should  be 
first  melted  as  described  for  new  gold ; if  the  metal 
should  then  split  in  the  rolling,  remelt  it  with  2 
parts  carbonate  of  potash  and  1 part  nitrate  of 
potash.  Should  it  still  prove  brittle,  melt  again 
with  a flux  composed  of  2 parts  charcoal  and  1 
part  corrosive  sublimate  (bi-chloride  of  mercury). 
When  the  scrap  is  very  coarse,  however,  being 
made  up  of  solder,  platinum  pins,  &c.,  besides  the 
baser  metals  referred  to,  Mr.  Richardson  advises 
the  dentist  to  have  recourse  at  once  to  the  “humid” 
process  of  refining  (that  just  explained  being  the 

* Richardson’s  “ Treat,  on  Mech  Dent.” 
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“ dry  ” process).  That  is  to  dissolve  the  metals  by 
means  of  acids,  and  then  precipitate  the  gold  from 
the  liquid.  This  plan  is  not  to  be  recommended 
for  this  reason,  that,  apart  from  the  great  amount 
of  time  and  inconvenience  connected  with  it,  the 
cost  of  chemicals  and  the  loss  of  gold  is  out  of  all 
proportion  to  the  small  amount  of  metal  the  dentist 
requires  to  refine  ; so  that  with  the  utmost  care 
the  money  loss  resulting  very  closely  approaches 
what  a respectable  refiner  would  charge  for  doing 
the  work. 

When  the  scrap  is  in  the  condition  described, 
the  best  plan  is  to  melt  it  with  an  ordinary  flux, 
afterwards  break  the  crucible,  and  send  the  metal 
to  a respectable  refiner,  who  will,  as  the  dentist 
desires,  return  the  purified  gold  or  its  value  in 
money,  deducting  a small  charge  for  assaying  and 
refining.  Should,  however,  the  dentist  wish  to 
make  a trial  of  the  scrap  and  filings  himself,  the 
following  particulars  regarding  the  treatment  of 
lemel  will  assist  him. 

Lemel. — This  consists  of  the  gold  dust  and  very 
small  scraps,  with  which  organic  matter  and  other 
impurities  are  always  associated.  “ Sift  the  lemel 
through  a fine  sieve,  to  separate  the  small  portions 
of  gold  from  the  dust,  letting  the  lemel  fall  on  a 
clean  sheet  of  paper  provided  for  the  purpose.  This 
should  then  be  carefully  put  into  an  iron  ladle, 
and  heated  until  all  the  organic  matter  is  entirely 
destroyed.  When  the  burnt  lemel  has  sufficiently 
cooled,  put  the  magnet  through  it,  in  order  to 
collect  and  remove  whatever  iron  or  steel  filings 
may  be  contained  therein.  The  scrap  should 
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always  be  separated  from  the  lemel  (gold  dust). 
Then  take — 

Lemel  or  gold-dust  ....  12  ozs. 

Carbonate  of  potassa  ....  2 „ 

Common  salt 1 oz. 

15  ozs. 


Well  mix  the  lemel  with  the  salts,  and  then  place 
the  preparation  in  a skittle-pot ; after  which  place 
a layer  of  common  salt  on  it,  and  transfer  it  to 
the  furnace.  A greater  portion  of  the  mixture 
should  not  be  put  into  the  crucible  than  will  fill 
it  to  within  one  inch  of  the  top,  to  be  safe,  as  it 
rises  in  the  furnace  and  may  overflow.  When  the 
fire  is  at  its  height,  the  heat  must  be  continued  for 
half  an  hour  longer.  The  pot,  at  the  expiration  of 
that  time,  must  be  carefully  withdrawn,  and  placed 
aside  to  cool,  when  it  may  be  broken  at  the  bottom 
with  a hammer,  and  the  gold  will  then  be  found  in 
a button.  A little  nitrate  of  potassa  (saltpetre) 
may  be  added  occasionally  when  it  is  in  a state  of 
fusion  ; but  the  saltpetre  must  be  added  with  very 
great  care,  for  if  too  much  be  put  in,  and  organic 
matter  be  still  present,  it  will  rise  above  the  top  of 
the  melting-pot  and  carry  some  portion  of  the 
precious  metal  with  it.  This  may  be  prevented, 
however,  by  the  timely  application  of  a little  dry 
common  salt  in  powder.” 

The  gold  produced  in  this  manner  will  be  more 
or  less  below  the  quality  usually  worked  for  plate, 
and  the  dentist  therefore  may  have  to  add  fine  gold 
in  order  to  raise  it  to  the  usual  standard. 

“ The  pouring  of  the  gold  into  the  ingot-moulds 
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is  an  art  which  requires  some  little  skill  and 
practice.  The  flux  floating  upon  the  surface  of  the 
gold  in  the  crucible  may  be  prevented  from  passing 
into  the  ingot-mould  by  using  a thin  piece  of  flat 
wood  held  in  the  left  hand : poplar  wood  is  the 


best  because  it  burns  very  slowly.”*  The  gold  is 
then  filed  along  its  edges,  and  may  be  reduced 
somewhat  in  thickness  at  the  anvil  before  taking 
to  the  “rollers”  (Fig.  25).  The  metal  should  be 


* Gee’s  “ Practical  Gold  Worker.” 
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introduced  between  the  rollers,  in  the  course  of  the 
rolling  operation,  in  the  same  direction  ; unless 
when  it  is  necessary  to  “cross”  so  as  to  accom- 


Fig.  26.  Draw-plate  for  Wire. 


modate  the  pattern  lead,  in  which  case  the  gold 
must  first  be  annealed. 

Clasp  and  wire  gold  is  made  of  a mixture  of  gold, 
silver,  copper,  and  sometimes  platinum,  or,  without 


Fig.  27.  Drawing  Tongs. 


the  platinum,  more  copper  is  used  in  the  alloy  than 
silver.  The  various  receipts  for  this  kind  of  gold 
are  given  at  page  219. 

To  make  wire  the  bar  of  gold  is  only  slightly 
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reduced  in  the  rollers,  and  from  this  thick  plate 
strips  are  cut  by  means  of  strong  shears  fixed  in 
the  vice,  the  gold  being  held  firmly  in  the  grasp  of 
strong  pliers.  Before  and  after  cutting,  the  metal 
must  be  annealed.  The  strips  are  then  — their 
edges  having  been  slightly  filed — hammered  on  a 
small  bench  anvil  so  as  to  give  a certain  amount 
of  roundness  to  the  strips,  which  is  necessary 
before  submitting  them  to  the  draw-plate  (Fig.  26). 
They  are  then  annealed,  and  one  end  must  be  filed 
to  a suitable  point,  which,  being  introduced  in  the 
hole  of  the  plate,  comes  through  and  affords  a hold 
for  the  pliers  or  drawing  tongs,  by  which  the  rest 
of  the  strip  is  drawn  through.  The  draw-plates 
may  be  fixed  in  the  vice  where  there  is  no  draw- 
bench,  and  the  point  of  the  wire  being  grasped 
firmly  in  the  drawing  tongs  (Fig.  27)  a sudden  pull 
or  fall  back  of  the  body  will  draw  it  through.  The 
wire  should  be  kept  oiled,  and  be  occasionally 
annealed. 


CHAPTER  IV. 


THE  BL  O WPIPE.—, SOLDERING. 

The  Blowpipe. — The  dentist  may  employ  the 
simple  mouth  blowpipe  for  his  soldering  operations, 
or  he  may  use  one  which  receives  its  supply  of  air 
from  a bellows,  or  a third,  the  hydrostatic  blow- 


Fig.  28.  Bellows  for  Blowpipe. 


pipe,  in  which  the  inflow  of  water  is  made  to  expel 
the  air  contained  in  a tank  or  reservoir  with  such 
force  as  will  give  the  blast  required. 

An  ordinary  bellows  fixed  to  the  floor,  with  an 
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elastic  tube  joining  the  nozzle  of  the  bellows  to  the 
ordinary  mouth  blowpipe,  with  such  slight  modifi- 
cation as  may  be  required  for  regular  action  by 
the  foot,  will  serve  as  a bellows-blowpipe.  More 
complicated  machines  may  be  purchased,  however, 
and  which,  no  doubt,  act  more  satisfactorily,  in 
which  reservoirs  are  provided  to  equalise  and 
maintain  the  stream  of  air. 

A very  simple  form  of  hydrostatic  machine  is 
obtained  in  the  following  manner.  One  tank 
having  been  filled  with  water,  another,  made 
rather  smaller,  so  as  to  fit  easily  into  the  first,  is 
turned  mouth  downwards  upon  the  water  con- 
tained in  tank  No.  i.  Thus  the  second  tank  is 
filled  with  air,  which  cannot  escape  except  when 
a stopcock  fixed  in  the  top  is  opened.  To  this 
stopcock  is  fastened  an  elastic  tube,  the  other  end 
of  which  is  attached  to  the  blowpipe.  To  give 
force  to  the  blast  it  is  only  necessary  to  add 
weights  to  the  top  of  the  tank  containing  the  air. 

Richardson  thinks  highly  of  the  one  represented 
by  Fig.  29.  It  “ consists  of  a tank  or  cylinder  made 
of  sheet  iron,  zinc,  or  copper,  of  variable  dimensions, 
usually,  however,  from  4 to  6 feet  in  length  and 
from  12  to  20  inches  in  diameter.  To  the  side  of 
the  cylinder,  near  the  bottom,  a pipe  with  faucet 
is  attached  called  the  supply-pipe,  and  is  designed 
to  convey  water  to  the  tank,  another  is  attached  to 
the  bottom,  termed  the  waste-pipe,  and  is  used 
to  discharge  the  contained  water.  To  the  centre 
of  the  top  of  the  cylinder  is  adjusted  a stop- 
cock to  freely  admit  the  ingress  of  air  when 
the  water  is  being  discharged,  without  which  the 
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sides  of  the  cylinder  would  tend  to  collapse  on  the 
formation  of  a vacuum  within.  An  india-rubber 
tube  is  also  united  to  the  top  of  the  cylinder  on  one 

side,  and  is  attached  at  its 
other  end  to  an  ordinary 
blowpipe  or  gas  jet.” 

The  simple  mouth  blow- 
pipe (Fig.  30),  however,  is 
the  one  generally  employed 
by  dentists,  and  no  other  is 
really  required  in  order  to 
accomplish  the  usual  sol- 
dering operations  required 
for  dental  work.  The  flame 
by  it  can  be  regulated  per- 
haps more  readily  and  ac- 
curately than  by  any  other 
means ; and  if  the  dentist 
does  but  take  the  little 
trouble  required  to  learn 
the  art  of  “ keeping  up  the 
blast,”  even  the  longest  sol- 
dering operations  may  be  completed  with  perfect 
ease,  and  without  that  strain  upon  the  chest  which 
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Fig.  29.  Hydrostatic  Machine  for 
Blowpipe  (Richardson’s). 


otherwise  attends  this  work,  and  which  has  been 
the  reason  for  most  if  not  all  having  recourse  to  the 
machines  referred  to.  The  ability  to  maintain  a 
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continuous  blast  is  not  difficult  to  acquire,  as  is 
often  supposed ; some  come  to  it  at  the  first  or 
second  trial,  and  all  will  overcome  the  difficulty 
after  a few  well-directed  efforts. 

“The  art  once  learned,”  says  Harris,  “is  never 
forgotten.  But  many  will  not  master  the  first  dif- 
ficulty, and  become  the  slaves  to  mechanical  appli- 
ances which,  however  useful  for  many  purposes, 
can  never  supply  the  place  of  the  simplest  and  best 
of  all  blowpipes.” 

The  following  directions,  given  by  an  anony- 
mous writer  and  quoted  by  Richardson,  will  point 
to  the  conditions  required  for  maintaining  the 
blast. 

“ The  tongue  must  be  applied  to  the  roof  of  the 
mouth,  so  as  to  interrupt  the  communication  be- 
tween the  passage  of  the  nostrils  and  the  mouth. 
The  operator  now  fills  his  mouth  with  air,  which  is 
to  be  passed  through  the  pipe  by  compressing  the 
muscles  of  the  cheek  wffiile  he  breathes  through  the 
nostrils,  and  uses  the  palate  as  a valve.  When  the 
mouth  becomes  nearly  empty,  it  is  replenished  by 
the  lungs  in  an  instant,  while  the  tongue  is 
momentarily  withdrawn  from  the  roof  of  the 
mouth.  The  stream  of  air  may  be  continued  for  a 
long  time  without  the  least  fatigue  or  injury  to  the 
lungs.  The  easier  way  for  the  student  to  accustom 
himself  to  the  use  of  the  blowpipe  is  first  to  fill  the 
mouth  with  air,  and  while  the  lips  are  kept  firmly 
closed  to  breathe  freely  through  the  nostrils. 
Having  effected  this  much,  he  may  introduce  the 
mouth-piece  of  the  blowpipe  between  his  lips.  By 
inflating  the  cheeks  and  breathing  through  the 
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nostrils,  he  will  soon  learn  to  use  the  instrument 
without  the  least  fatigue.  The  air  is  forced  through 
the  tube  against  the  flame  by  the  action  of  the 
muscles  of  the  cheek,  while  he  continues  to  breathe 
without  interruption  through  the  nostrils.” 

The  bore  of  the  point  of  the  blowpipe  should  be  of 
such  a size  as  to  admit  a small  knitting  needle ; and 
a disk  or  washer  of  bone  or  other  substance  may  be 
fitted  to  the  mouth  end,  so  that  the  lips  may  rest 
against  rather  than  close  over  the  tube.  The  fatigue 
which  overcomes  the  muscles,  from  keeping  the 
lips  closed  over  the  tube,  is  the  only  inconvenience 
ever  experienced  when  working  for  a length  of 
time  with  the  blowpipe,  and  this  may  in  some 
measure  be  moderated  in  the'  way  suggested. 

Again,  after  soldering  for  some  time  moisture 
may  collect  in  the  tube  and  cause  some  annoyance 
when  it  is  forced  out  at  the  nozzle  along  with  the 
air.  To  prevent  the  escape  of  the  moisture  in  this 
manner,  a bulb  or  small  globe  of  brass  may  be 
fixed  in  the  pipe,  about  the  middle  of  its  smaller 
half.  The  moisture  then  travelling  along  the  inside 
of  the  tube  falls  into  this  bulb,  and  is  retained  until 
the  soldering  is  completed.  Some  of  the  blowpipes 
sold  with  the  bulbs  are  not  really  made  upon  this 
principle,  but  the  latter  are  merely  soldered  upon 
the  plain  blowpipe  and  have  no  communication 
with  the  interior  of  the  tube.  We  have  found  this 
several  times  to  be  the  case  with  blowpipes  pur- 
chased from  dealers  in  watchmakers'  materials. 

Soldering. — To  solder  successfully,  the  following 
points  must  be  observed:  ist,  the  joints  must  be 
closely  fitting ; 2ndly,  they  must  also  be  perfectly 
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clean ; 3rdly,  the  flame  requires  to  be  directed  and 
managed  skilfully;  4thly,  the  solder  should  be 
well  suited  to  the  work  it  is  used  upon,  and  flow 
smoothly. 

It  is  most  essential  to  have  the  joints  fitting 
close.  Without  this  condition  satisfactory  results 
are  impossible,  and  to  obtain  it  care  and  skill 
must  be  employed.  The  second  requirement  is 
next  in  importance  : the  joints  should  be  clean. 
To  effect  this,  the  parts  to  be  soldered  must  first  be 
scraped,  to  remove  the  oxidised  surface  of  the  gold, 
and  then  be  covered  with  a solution  of  borax,  in 
order  that  the  surface  may  be  preserved  in  a fit  state 
for  soldering.  The  borax  solution  is  made  by  rub- 
bing a lump  of  borax  upon  a slab  of  slate,  or  of 
rough  ground  glass,  with  water.  In  the  solution 
thus  made  the  pieces  of  solder  are  placed,  and  the 
joints  are  touched  with  the  solution  either  by  using 
a hair-pencil  or  a small  piece  of  wood  cut  to  a 
chisel  edge — this  last  is  most  convenient  in  many 
cases.  In  soldering  gold  the  borax  solution 
must  be  very  sparingly  used  ; when  it  is  used  in 
excess  and  in  a careless  manner,  it  acts  as  a most 
effectual  barrier  to  the  running  of  the  solder  over 
the  parts  where  it  is  desired.  In  soldering  silver 
a liberal  application  of  borax  is  necessary,  and, 
after  the  case  has  been  heated  up  to  soldering 
point,  the  solder  should  be  touched  with  a borax 
lump.  Also  in  heating  up  the  case  after  borax  has 
been  applied,  the  heat  should  be  imparted  gradually 
at  first,  otherwise  the  borax  will  swell  and  displace 
the  solder.  The  third  requirement  is  a careful 
management  of  the  flame.  Various  forms  and 
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shades  of  flame  are  obtained  by  means  of  the 
blowpipe.  The  former  depend  upon  the  position 
of  the  point  in  relation  to  the  jet ; the  latter  upon 
the  force  of  the  blast  which  is  sent  through  the 
tube.  With  the  point  of  the  blowpipe  held  at  a 
little  distance  from  the  jet  a broad  flame  is 
obtained.  If  the  blast  be  a strong  one,  the  colour 
will  be  blue  ; if  weak,  white.  With  the  point  held 
just  within  the  jet  a pointed  flame  is  obtained,  the 
colour,  as  before,  depending  upon  the  force  of  the 
blast.  Between  these  extremes  we  have  others,  in 
which  the  white  and  blue  and  broad  and  pointed 
are  associated  in  various  proportions.  Of  all  these 
the  most  suitable  for  our  purposes  are  the  broad 
blue-white  flame  (mostly  white)  for  heating  up, 
and  the  pointed  white  flame  for  reducing  the 
solder.  The  entirely  blue  flame  should  never  be 
employed.  As  to  the  management  of  these  flames, 
the  rule  should  be  to  heat  up  the  plate  with  the 
flame  described,  as  if  it  were  our  design  that  the 
heat  of  the  plate  should  melt  the  solder ; when  the 
solder  from  this  action  begins  to  give  way,  then 
the  pointed  white  flame  may  be  turned  sharply  upon 
it.  The  fourth  point — that  the  solder  should  flow 
smoothly  and  freely — requires  that  the  gold  used 
for  the  soldering  shall  be  of  an  inferior  quality  to, 
and  therefore  more  fusible  than,  the  plate  to  be 
soldered.  At  the  same  time  it  must  be  remem- 
bered that  it  is  most  desirable  that  there  should 
be  as  little  difference  between  the  two  golds  as  pos- 
sible. Thus  for  1 8-carat  plate  Richardson  advises 
a solder  1 6-carat  fine;  then,  supposing  that  the 
solder  we  use  is  as  indicated  about  2 or  3 carats 
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below  the  plate  it  is  used  upon,  and  that  it  has 
been  well-mixed  and  melted,  the  smooth  and  satis- 
factory flowing  of  the  solder  altogether  depends 
upon  careful  attention  to  the  three  first  conditions 
to  which  we  have  referred. 


CHAPTER  V. 

THE  SWAGING  OR  “ STRIKING  UP ” OF  PLATES.— 

CLASPS. 

This  is,  according  to  the  model,  a very  simple 
operation,  or  the  opposite.  Most  edentulous  cases, 
and  partial  ones  with  shallow  teeth  standing, 
are  very  easily  swaged  between  the  zinc  and 
lead  models  so  as  to  fit  the  plaster  cast ; but  lower 
partial  models  with  long  teeth  standing  over  which 
the  plate  must  be  struck  will  be  found  sufficiently 
difficult. 

Suppose  the  case  in  hand  is  an  edentulous  upper, 
belonging  to  the  first  class,  and  for  which  a gold 
plate  is  required.  It  is  first  of  all  necessary  to 
have  a line  drawn  upon  the  plaster  model  which 
will  indicate  how  far  the  plate  is  intended  to  extend 
in  all  directions ; sheet  or  pattern  lead  is  then 
pressed  over  the  model,  and  cut  so  as  perfectly  to 
represent  the  future  plate,  the  traced  line  being 
the  guide.  The  pattern  is  now  taken  from  the 
plaster  model,  flattened  carefully,  and  placed  upon 
the  gold  plate,  which  may  at  once  be  cut  by  the 
bench  shears  according  to  the  pattern,  or  a point 
may  be  used  to  trace  the  latter  more  exactly  upon 
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the  gold  before  cutting.  Some  advise  that  the 
gold  should  be  left  slightly  larger  than  the  pattern 
to  allow  for  trimming  and  slipping.  We  think 
this  is  a mistake : the  slight  extension  of  the 
plate  which  results  from  the  striking  is  amply  suf- 
ficient to  allow  for  trimming ; and  as  regards  the 
slipping,  this  is  an  evil  which  must  be  guarded 
against  in  a very  different  manner.  The  ragged 
edges  which  have  been  left  by  the  shears  are  filed 
away,  and  the  plate  annealed  by  means  of  the 
blowpipe  flame.  When  gold  is  heated  to  redness 
for  this  purpose,  it  may  be  cooled  at  once  in  water, 
since  no  rehardening  takes  place,  as  with  steel,  &c. 

The  first  part  of  the  swaging  is  now  proceeded 
with ; and  it  consists  of  beating  the  plate  into 
shape  upon  the  zinc,  by  means  of  horn,  bone,  or 
wooden  hammers.*  The  plate  is  held  by  the 
fingers  of  the  left  hand  in  position  upon  the  die, 
whilst  the  pointed  end  of  the  hammer  is  used  upon 
that  part  of  the  plate  covering  the  palate.  Having 
got  the  palate  to  fit  in  a suitable  manner,  we  next 
proceed  to  the  alveolar  ridge  and  the  outer  edges 
of  the  plate. 

This  part  of  the  operation  must  be  done  very 
gradually  and  carefully  in  some  edentulous  cases 
which  exhibit  a tendency  to  “fold.”  This  fold- 
ing of  the  plate,  which  generally  occurs  in  front,  in 
a line  with  the  frcenum,  may  be  prevented  by  fre- 
quent annealing  and  persistent  use  of  the  mallet. 
In  an  exceptional  case,  however,  it  may  be  advis- 
able to  cut  a narrow  wedge-shaped  piece  out  of  the 

* Horn  hammers  of  most  convenient  shape  for  this  purpose  may  be 
had  at  the  depots. 
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front  part  of  the  plate ; the  edges  close  over  each 
other  as  the  striking  proceeds.  When  the  plate  is 
fitted,  these  edges  are  dressed  and  soldered  with 
the  hardest  solder  (Ash’s  No.  i,  for  example). 

During  this  and  the  subsequent  fitting  of  the 
plate,  particles  of  the  zinc  and  lead  adhere  to  the 
surface  of  the  gold,  which  is  in  danger  of  being 
injured  by  their  contact  when  it  is  heated,  or  an- 
nealed upon  the  charcoal.  To  prevent  these  metals 
from  contaminating  the  gold,  a layer  of  paper  is 
sometimes  placed  between  the  zinc  and  gold,  and 
between  the  latter  and  the  lead  when  swaging. 
Oiling  of  the  plate  is  also  said  to  prevent  the  adhe- 
sion of  the  base  metals ; but  we  prefer  to  use  the 
pickle  acid  for  this  purpose.  This  should  be  kept 
warm,  and  in  some  convenient  place  where  the 
fumes  may  escape  harmlessly.  Before  annealing, 
the  plate  is  immersed  in  the  warm  acid,  which  at 
once  clears  it  from  the  adhering  metals.  By  this 
plan  no  time  is  wasted  and  all  danger  is  avoided. 

The  plate  having  been  sufficiently  fitted  by 
means  of  the  mallets — during  which  process  it 
should  be  more  or  less  frequently  annealed  accord- 
ing to  the  peculiarities  of  the  case — it  is  now 
placed  between  the  die  and  counter  upon  the  strik- 
ing block  or  anvil.  A sharp  blow  is  then  given 
upon  the  zinc  with  the  swaging  hammer,  after 
which  the  plate  is  examined  to  see  whether  it  is 
being  struck  into  proper  position  ; assured  of  this, 
it  is  replaced  between  counter  and  die  and  the 
striking  proceeded  with.  When  the  plate  has  been 
struck  into  the  shape  of  the  first  zinc,  it  is  placed 
upon  the  plaster  model — which  in  some  simple 
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cases  it  may  fit  perfectly  at  this  stage — and  reduced 
to  the  proper  dimensions.  If  there  is  much  surplus, 
the  best  way  to  do  this  is  to  go  round  the  plate 
with  a marking  point,  tracing  its  outline  upon  the 
plaster  model.  Now  take  off  the  plate,  and  as  there 
are  two  lines  on  the  model — the  outline  of  the  plate 
as  it  should  be,  and  the  one  just  drawn,  the  outline 
as  it  is — the  eye  is  at  once  afforded  a reliable  guide 
for  this  operation,  which  is  performed  by  means  of 
the  shears  (Fig.  31),  punching  pliers  (Fig.  32),  or 


Figs.  31  and  32.  Shears  and  Punching  Pliers  for  Plate. 


file.  The  plate,  as  has  been  said,  may  fit  the  plaster 
impression  correctly  at  this  stage;  but  the  fitting  is 
generally  defective,  and  the  striking  must  therefore 
be  continued  upon  a second  or  even  third  die  and. 
counter.  The  usual  practice  is  : for  a model  which 
presents  no  special  difficulty,  two  dies  and  counters 
are  provided ; for  the  more  difficult  models,  three 
dies  and  counters  are  made.  Trouble  is  sometimes 
experienced  from  the  splitting  of  the  zinc  die  while 
swaging.  If  a thick  washer  or  iron  punch  is  inter- 
posed between  the  striking  hammer  and  zinc,  this 
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annoying  accident  is  not  likely  to  happen.  The 
punch  should  be  of  such  a height  and  shape  that 
the  left  hand  may  grasp  it  while  striking  with  the 
right. 

It  is  by  no  means  certain,  however,  that  a 
correct  fit  will  be  obtained  by  using  even  the  larger 
number  of  dies.  For  example,  a suction  upper 
plate,  coming  from  the  last  and  best  die,  does  not 
accurately  fit  the  plaster  impression,  but  rests  or 
grasps  along  its  outer  edges  on  both  sides  of  the 
model,  leaving  the  plate  open  along  the  line  of 
the  palate.  This  is  owing  to  the  contraction  of 
the  zinc  : in  reality,  the  plate  has  been  struck  to  a 
model  slightly  smaller  than  the  plaster  one,  so  that 
when  it  is  placed  upon  the  latter  it  must  ride  or 
grasp  upon  the  outer  edges.  To  correct  this  defect 
the  “ fusible  metal  ” models  have  been  tried  and  re- 
commended by  some  dentists ; but  these,  as  has  been 
observed,  have  defects  of  their  own  which  render 
their  use  objectionable.  A more  usual  method  for 
correcting  the  fault  of  the  zinc  die  is  to  place  one 
or  more  layers  of  damped  paper  along  the  outer 
surfaces  of  the  zinc  along  which  the  plate  grasps ; 
the  latter  is  then  closed  over  these  upon  the  die,  and 
then  struck  between  the  die  and  the  counter.  But 
the  most  effectual  and  satisfactory  method,  accord- 
ing to  our  experience,  is  to  take  that  part  of  the 
plate  which  grasps,  between  the  fingers,  and  bend 
it  out  with  a sharp  decided  motion  of  the  thumb. 
The  best  way  to  hold  the  plate,  so  as  to  get  the 
proper  purchase  and  so  as  to  see  exactly  what  you 
are  doing,  must  be  ascertained  before  attempting 
to  bend  it.  If  it  grasps  upon  a particular  part  or 
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point,  rather  than  along  a considerable  length  of 
its  outer  borders,  we  use  pliers,  and  give  the  plate 
a sharp  pull  rather  than  a bend  at  the  point  where 
it  rocks.  An  ordinary  pair  of  pliers,  in  which  the 
square  jaws  have  been  rounded  away  in  such  a 
manner  as  not  to  mark  the  plate,  are  most  con- 
venient. By  one  or  other  of  these  plans  a misfit, 
which  can  be  certainly  attributed  to  the  shrinkage 
of  the  zinc,  may  be  rectified. 

Suction  Chambers. — A chamber  may  be  made  in 
a plate  by  swaging  or  by  soldering.  For  the  first 
it  is  necessary  to  fix  on  the  palate  of  the  plaster 
model,  previous  to  sand  moulding,  a piece  of  wax 
or  metal,  which  must  exactly  represent  the  height 
and  extent  of  the  desired  chamber.  This  is,  of 
course,  reproduced  in  the  zinc,  and  a corresponding 
chamber  is  made  in  the  plate  in  the  usual  course  of 
the  swaging  process.  A sharper  outline  is  given 
to  the  struck  chamber  by  going  round  its  edges 
with  the  steel  or  copper  punch. 

In  order  to  solder  a chamber  an  outline  of  the 
shape  desired  is  drawn  upon  the  plate.  A hole 
is  then  pierced  to  allow  an  entrance  for  the  small 
frame  saw,  which  is  made  to  cut  out  the  part  indi- 
cated. A piece  of  plate,  of  the  form  desired  for  the 
chamber,  is  next  fitted,  so  as  to  cover  the  opening 
in  the  main  plate,  and  to  make  a perfectly  close 
joint  with  it.  When  this  has  been  accomplished, 
the  edges  must  be  prepared  in  the  usual  way 
for  soldering,  and  the  chamber  is  then  fastened  in 
position  by  means  of  wire  clamps  (Fig.  33).  These 
last  are  made  of  steel  or  iron  wire  — thickness 
of  pin-wire  generally — and  are  of  different  sizes. 
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Take  a piece  of  wire  about  two  inches  long,  bend  it 
over  the  round  pliers  so  that  the  ends  shall  meet 
upon  each  other,  and  a medium-sized  clamp  is 
formed.  The  case  is  then  placed  upon  the  charcoal 
and  soldered.  This  will  be  very  easily  accom- 
plished if  the  joint  in  the  first  instance  has  been 
made  a perfectly  close  one.  Small  pieces  of  solder 
should  be  used. 

Partial  Plates. — These,  if  the  teeth  standing  on 
the  model  be  short,  are  very  easily  struck  into 
shape  ; the  pattern  lead  should  be  cut  to  the  exact 


size  upon  the  plaster  model,  and  the  plate,  if  it  has 
also  been  cut  exactly  to  pattern,  may  be  struck 
between  the  first  zinc  and  lead,  without  filing  down 
the  teeth  of  the  former,  as  it  is  necessary  to  do 
in  the  cases  presently  to  be  referred  to.  Many 
plates  are  rendered  unnecessarily  difficult  to  strike 
by  leaving  the  pattern  lead  over  those  teeth — 
bicuspids  and  molars — which  are  subsequently  to 
be  clasped.  In  all  such  cases  the  pattern  should  be 
cut  so  as  to  fit  accurately  round  the  necks  only  of 
these  teeth.  Those  models  on  which  bicuspids 


'Fig.  33.  Wire  Clamps. 


Fig.  34.  Zinc  Cast  with  Teeth  reduced 
to  facilitate  swaging. 
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and  molars  of  considerable  length  are  standing,  to 
the  top  of  which  the  gold  plate  must  be  struck,  are 
sometimes  difficult  to  strike  to  ; and  it  is  in  these 
that  we  find  the  tendency  to  “slip”  during  the 
swaging  process.  It  is  found  advisable  in  such 
cases  to  reduce  the  teeth  of  the  first  zinc  to  within 
about  an  eighth  of  an  inch  of  the  gum  (Fig.  34). 
Otherwise,  with  long  teeth  standing  the  mallet  could 
only  be  made  to  fit  the  plate  to  the  model  in  a very 
imperfect  manner,  and  if  the  former  were  struck  in 
such  a condition  between  the  die  and  counter  it 
would  split  in  all  directions  ; but  with  the  teeth 
shortened  to  the  extent  mentioned,  the  plate  can 
be  very  readily  struck  into  shape.  Instead  of 
filing  them  down  upon  the  zinc  model — a some- 
what laborious  exercise  in  certain  cases — the  im- 
pressions of  the  teeth  in  the  sand  may  be  filled 
to  the  extent  required.  The  surfaces  in  either 
case  must  be  solid,  smooth  and  rounded  at  the 
edges.  The  pattern  for  the  plate  may  be  cut  upon 
the  plaster  cast  as  usual ; but  it  will  often  be  found 
most  convenient  to  fit  it  to  the  reduced  zinc  cast, 
leaving  it  “full  ” over  the  surfaces  of  the  filed  teeth, 
so  as  to  allow  sufficient  material  for  striking  to  the 
height  required.  The  plate  cut  from  the  pattern  is 
then  fitted  in  the  usual  manner  with  the  mallet  and 
afterwards  at  the  block  upon  the  first  or  filed  zinc. 
It  is  then  placed  upon  the  second  zinc,  and  forced 
into  shape  by  the  mallet  and  bone  punches ; more 
or  less  frequent  annealing  being  necessary  to  pre- 
vent splitting.  It  may  now  be  struck  at  the  block  ; 
but  here  it  is  necessary  to  observe  certain  precau- 
tions which  shall  prevent  its  slipping.  This  is  a 
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difficulty  frequently  met  with  in  lower  partial  plates 
or  bridges.  In  such  cases  it  is  designed  to  fit  to  the 
top  of  the  long  teeth  behind  which  it  passes  ; but, 
after  striking  between  the  second  die  and  counter, 
the  plate  is  found  to  have  slipped  down  from  the 
position  upon  these  teeth  which  it  should  occupy. 

This  is  the  result  of  the  manner  in  which  it  was 
placed  between  die  and  counter ; for  if  the  plate 
and  die  be  struck  into  the  resisting  lead,  both  are 
not  sent  home  together,  but  the  plate  is  held  back 
by  the  lead  while  the  zinc  passes  by  itself  down  to 
its  proper  seat.  If  the  simple  precaution  be  taken 
of  placing  the  plate  in  the  lead  before  striking, 
instead  of  upon  the  zinc,  “ slipping  ” will  never  be 
encountered.  But  it  is  not  sufficient  to  place  it 
loosely  in  the  lead  and  then  close  the  zinc  upon  it 
and  strike.  Care  must  be  taken  that  it  is  placed 
sufficiently  deep  in  the  lead  counter  before  striking. 
To  accomplish  this  in  some  instances  it  will  be 
necessary  to  use  the  horn  hammer,  and  even  the 
round-edged  pliers ; the  more  difficulty  there  is 
experienced  in  doing  this,  the  more  reason  is  there 
for  taking  the  trouble.  Through  the  whole  process 
of  “striking”  the  same  manner  of  placing  must 
be  observed,  for  the  friction  between  the  plate  and 
lead,  when  the  former  is  driven  down  with  the  die, 
has  a constant  tendency — even  when  the  counter 
has  been  widened  by  repeated  striking — to  draw  it 
down  from  the  teeth. 

If  it  is  intended  to  have  the  plate  “ punched  ” 
round  the  standing  teeth,  that  should  be  done  upon 
the  second  zinc.  The  copper  or  small  bone  punch 
may  be  first  used.  It  will  fit  the  plate  sharply  to 
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the  necks  of  the  teeth,  and  so  indicate  the  line  to 
be  followed  by  the  steel  punch.  The  latter  (Fig. 
35)  must  then  be  used  with  great  steadi- 
ness, keeping  it  in  constant  and  regular 
motion  along  the  line  required.  The  plate 
then,  if  accurately  fitting  the  plaster 
model,  is  prepared  for  the  “ clasps.” 

Clasps. — Partial  cases  are  generally 
supported  in  the  mouth  by  means  of 
clasps.  These  may  be  formed  from  gold 
plate,  or  from  gold  wire. 

The  “ plate  clasps  ” are  the  most  satis- 
factory which  can  be  employed  for  the 
great  majority  of  cases.  The  objections 
to  the  use  of  the  “ wire  clasps  ” are  that 
they  are  ineffective  as  a fastening,  and 
destructive  in  their  action  upon  the  natural 
teeth  round  which  they  are  placed.  They 
are  ineffective  because,  first,  they  are  too 
narrow  to  give  a steady  support  to  the 
case;  and,  second,  they  act  upon  that 
part  of  a tooth  which  is  not  well  adapted 
for  the  purpose  of  holding — viz.  the  neck. 

Then  the  wires  are  destructive,  because, 
being  narrow,  and  acting  along  the  line 
of  the  tooth  least  protected  by  enamel, 
they  act  rapidly  as  an  abrading  power, 
cutting  into  the  substance  of  the  tooth 
sometimes  to  a considerable  depth. 

The  effective  support  obtained  by  plate 
clasps  may  be  best  observed  and  contrasted  with 
those  made  of  wire  in  the  case  of  a narrow-necked 
bicuspid  or  canine  tooth. 


Fig.  35.  Steel 
Punch  for 
chasing. 
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Suppose  a wire  clasp  is  fitted  for  the  tooth 
figured ; when  the  case  is  finished  and  about  to  be 
placed  in  the  mouth  the  dentist  bends  the  wire 
to  the  small  circumference  at  by  and  the  theory  is 
that  the  wire  will  stretch  sufficiently  to  pass  over 
the  thick  part  of  the  tooth  at  a , and  reclose  and 
grasp  again  the  small  neck  when  it  passes  to  b. 

In  practice  this  does  not  happen  ; if 
the  wire  has  lost  its  elasticity  in  sol- 
dering the  flat  teeth,  it  closes  but  little, 

Fie.j6.  Bicuspid  if  any>  after  passing  a,  and  a wire 
£e°*Sncffertm!  retainin&  the  best  possible  spring  is 
action  of  a wire  still  unable  to  close  upon  the  narrow 

clasp.  L 

neck  of  a large-crowned  tooth.  The 
second  figure  shows  a plate  clasp  fitted  to  the 
same  tooth  ; as  the  denture  to  which  it  is  attached 
is  pressed  “ home,”  the  clasp  continues  to  act  upon 
a — the  broadest  part  of  the  tooth — which  it  does 
not  pass,  and  therefore  continues  to  grasp  in  a 
perfectly  satisfactory  manner. 

The  points  which  must  be  observed 
in  order  to  obtain  the  best  results  from 
this  method  of  clasping  are  elasticity, 
shape,  and  disposition.  First,  the  clasp 
Tooth  fitted wkh  should  grasp  the  tooth  by  its  elasticity, 
pw  clasp.  an(j  as  this  quality  depends — other 

things  being  equal — upon  the  thickness  of  the  plate 
used,  the  latter  must  be  as  thin  as  the  other  cir- 
cumstances of  the  case  will  allow.  Those  other 
circumstances  upon  which  this  thickness  of  the 
plate  must  depend  are  the  breadth  and  the  length 
of  the  proposed  clasp.  For  example,  a very  long 
bicuspid  or  molar  must  be  fitted  with  one  made  of 
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thinner  plate  than  would  be  used  for  a much 
shorter  tooth,  and  by  thus  varying  the  thickness 
we  obtain  an  equal  spring  or  elasticity  for  the  two 
clasps. 

Again,  the  length  of  the  spring  must  also  be 
considered ; for  instance,  a clasp  made  to  surround 
a molar  of  large  diameter  will  require  to  be  thicker 
than  would  be  the  case  if  a short  one  acting  only 
upon  the  side  of  the  molar  was  employed.  In  con- 
nection with  the  elasticity  of  plate  clasps  it  must 
be  remembered  that  this  also  depends  upon  the 
way  in  which  they  are  soldered,  and,  though  other- 
wise perfect,  the  satisfactory  action  of  a clasp  may 
be  rendered  impossible  by  the  careless  performance 
of  this  operation.  A short  one,  for  example,  acting 
only  upon  the  side  of  a bicuspid,  must  be  soldered 
only  at  the  back  part  of  the  clasp,  thus  leaving  the 
whole  side  perfectly  free  as  a spring.  A long 
clasp  extending  round  the  face  of  a molar,  on  the 
other  hand,  should  be  soldered  right  round  the 
back  and  side  as  well,  thus  leaving  only  that  part 
free  which  covers  the  face  of  the  tooth. 

But  besides  varying  the  thickness  of  the  plate 
and  the  disposal  of  the  solder,  according  to  the 
peculiarities  of  the  clasps,  in  order  to  have  them 
uniformly  elastic,  we  must  vary  the  thickness  also, 
in  order  to  accommodate  the  condition  of  the  teeth 
as  found  in  different  mouths.  For  instance,  in  the 
case  of  particularly  large  and  firmly  fixed  teeth, 
we  must  use  somewhat  thicker  plate  than  usual, 
whereas  in  the  case  of  teeth  which  are  slightly  loose, 
plate  must  be  used  which  is  particularly  thin  ; and 
if  this  precaution  be  taken,  observing  also  what  has 
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been  said  in  regard  to  soldering,  these  clasps  will 
act  in  a most  satisfactory  manner  in  the  latter  case. 
The  shape  of  a clasp  must  of  course  correspond  to 
the  shape  of  the  tooth  round  which  it  is  to  act ; 
a canine  tooth  requires,  for  example,  that  its  clasp 
should  be  low  at  the  back,  and  rise  to  a high  peak 
on  each  side ; while  upon  molars  and 
bicuspids  the  clasps  may  be  kept  at  an 
almost  perfectly  regular  height  all  round. 
This  kind  of  fastening,  it  may  generally 
be  said,  should  rise  as  high  at  all  points 
as  the  thickest  and  most  prominent  parts 
1 To3othC  fitted  of  the  wall  of  the  tooth  which  it  surrounds 
dashp.  pIate  and  acts  upon.  Canine  teeth  are  well 
adapted  for  clasping  if  the  “ bat’s-wing,” 
or  side  clasp,  be  used. 

The  accompanying  figure  shows  one  side  of  a 
canine  tooth  fitted  with  this  description  of  clasp ; 
it  is  rounded  off  at  a — the  neck  of  the  tooth,  which 
gives  no  holding  surface — but  it  is  carried  full  up 
to  by  which  is  the  widest  part  of  the 
canine,  and  which  gives  a most  effective 
hold. 

A bicuspid  clasp,  acting  along  both 
FcuspidTooth  sides  of  the  tooth,  acts  most  satisfac- 

fitted  with  . 

plate  clasp.  torily. 

The  usual  shape  of  such  a fastening 
as  it  fits  against  the  side  of  the  bicuspid  is  shown 
in  the  figure. 

The  advantages  of  these  side  clasps  are  that 
they  act  most  efficiently,  and  they  do  not  “ show ; ” 
indeed,  it  may  be  said  that  their  efficiency  depends 
upon  their  not  showing,  for  if  they  were  carried 
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round  upon  the  face  of  the  tooth  they  would  not 
act  so  well.  Lying,  as  they  do,  against  the  sides 
of  the  natural  teeth,  the  artificial  ones  may  be 
fitted  over  the  front  border  of  the  clasp  so  as  to 
perfectly  conceal  it. 

For  the  molar  teeth  no  very  uniform  rule  can  be 
given.  In  the  case  of  canines  and  bicuspids  the 
sides  are  almost  invariably  the  only  holding  sur- 
faces, but  the  molars  afford  a good  holding  surface 
in  all  directions  ; and  the  fitting  of  a clasp  round 
the  face  of  teeth  placed  so  far  back  in  the  mouth  is 
not  so  objectionable  on  the  score  of  appearance  as 
with  the  others.  The  molar  clasp,  therefore,  is 
sometimes  made  entirely  to 
surround  the  tooth,  sometimes 
it  acts  only  at  the  side,  and 
oftenest,  perhaps,  it  occupies 
a middle  position  between 
these  two.  Their  length  de- 
pends upon  the  conditions  of 
each  case  ; as  regards  their  shape  or  breadth,  the 
same  rule  applies  as  for  the  bicuspids.  In  the 
case  of  a molar  such  as  that  sketched  in  Fig.  40 
the  clasp  may  rise  high  up  on  the  side  of  the 
tooth  as  at  c c ; but  round  the  face  at  a,  and  the 
back  at  b,  it  will  be  observed  from  the  shape 
that  the  clasp  should  not  rise  higher  than  the 
points  indicated. 

Arrangement  or  Disposition  of  Clasps. — This  is 
a very  important  point,  for  without  a correct 
adjustment  or  arrangement,  so  that  they  will  act 
against  each  other  and  against  themselves,  the 
most  perfectly  shaped  clasps  will  be  useless. 


a. — 


Fig.  40.  Molar  Tooth  showing 
the  height  to  which  the  Clasp 
may  be  made. 
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Having  decided  in  any  given  case  as  to  which 
teeth  are  most  suitable  for  clasping,  it  must  next 
be  considered  how  a proposed  clasp  will  act  when 
tightened  ; that  is,  in  which  direction  will  it  tend  to 
draw  the  plate  r When  this  has  been  ascertained, 
another  must  then  be  provided  which  directly 
opposes  this  tendency  by  pulling  in  an  opposite 
direction  ; then,  so  far  as  these  two  are  concerned, 
the  arrangement  is  perfect.  A double  bicuspid 
clasp,  which  closes  upon  both  sides  of  the  tooth,  is  a 
perfect  arrangement.  Here,  if  the  clasp  be  tight- 
ened on  one  side  of  the  tooth,  its  tendency  is 
directly  resisted  by  the  opposite  one,  and  the  plate 
remains  fixed  in  its  true  position.  Again,  if  a clasp 
be  carried  round  from  the  back  part  of  a molar, 
covering  the  posterior  half  of  its  wall,  and  another 
round  the  front  of  a bicuspid  on  the  same  side  of 
the  mouth,  these  together  would  form  a perfect 
arrangement.  But  suppose  the  same  back-acting 
molar  clasp  was  used  with  one  similarly  fitted 
round  the  back  of  the  bicuspid  instead  of  round  the 
front,  such  an  arrangement  would  result  in  failure, 
for  both  clasps  would  draw  in  the  same  direction 
and  unsettle  instead  of  fasten  the  plate. 

We  are  not,  however,  always  able  to  resist  the 
action  of  one  clasp  by  that  of  another  in  the  way 
described.  How  shall  a plate  carrying  bicuspids 
and  molars  be  fastened,  where  only  the  front  six 
natural  teeth  are  standing,  with  no  space  between 
laterals  and  canines  ? This  is  one  of  those  ex- 
ceptional cases  where  the  “side  clips  ” are  useless  ; 
for  there  is  no  clasp  or  point  to  resist  their  action, 
and  a plate  fitted  with  them  would  simply  be  un- 
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settled,  and.  would  fall  back  into  the  mouth  in  the 
direction  of  the  arrow,  Fig.  41,  if  they  were  closed. 
The  clasps  in  such  a case  must  be  fitted  com- 
pletely round  the  face  of  the  canines  in  the  shape  of 
a narrow  band  near  the  gum,  as  traced  by  the 
dotted  line  a b ; and  they  must  be  soldered  round 
the  back  and  side  of  the  tooth,  so  that  the  only 
acting  part  shall  be  the  narrow  band  in  front. 
Then  the  latter  when  tightened  will  be  resisted  by 
the  gold  at  the  back. 

Again,  where  only  one  or  two  natural  molars 
remain  on  each  side  of  the 
mouth,  a clasp  fitted  round 
the  front  of  the  molars 
only  will  incline  to  un- 
settle the  case  and  force 
it  out  of  the  mouth.  In 
these  cases,  supposing  the 
second  and  third  molars 
to  stand  together  on  both 
sides  of  the  mouth,  then  a 
clasp  should  be  carried  round  the  back  of  the  third 
molar  to  resist  the  tendency  of  the  one  fitted  round 
the  front  of  the  second.  Fig.  42  shows  a case  of 
this  kind.  Here  if  clasps  were  fitted  only  round  the 
front  of  the  molar  and  bicuspid  at  a,  the  case  would 
not  sit  satisfactorily,  therefore  we  carry  clasps 
round  behind  the  molar  to  b.  As  the  third  molar 
is  generally  very  short  a wire  clasp  may  be  used. 
Where  this  back  clasp  cannot  be  applied,  then  the 
one  round  the  front  of  the  second  molar  should 
encircle  that  tooth  back  and  front  as  far  as  pos- 
sible, and  it  should  be  soldered  (as  in  the  last 
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Fig.  41.  Model,  with  Plate,  showing 
the  action  of  Clasps. 
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case)  round  both  back  and  side,  so  that  the  band 
covering  the  face  shall  act  against  that  at  the  back 
of  the  tooth. 

Wherever  it  happens  that  a finished  plate,  ascer- 
tained to  be  itself  a good  fit,  begins  to  spring  out  of 
position  when  the  clasps  are  tightened,  it  may  be 
concluded  that  either  the  latter  have  been  badly 
arranged  or  that  they  have  been  tightened  in  an 
injudicious  manner.  In  the  latter  case  they  should 
all  of  them  be  opened  until  the  plate  fits  steadily 


Fig.  42.  Model  showing  how  Clasps  should  be  placed. 


again,  when  the  reclosing  must  be  done  with  par- 
ticular care. 

Fitting  the  Clasps  to  the  Teeth  and  Plate. — It  is 

necessary  first  to  take  a pattern  in  lead-foil.  The 
foil  must  be  pressed  accurately  into  the  shape  of  the 
tooth,  and  then  cut  carefully  to  the  exact  size  of  the 
desired  clasp.  If  the  pattern  has  been  accurately 
fitted  to  the  tooth  and  the  gold  band  cut  exactly  to 
the  dimensions  of  the  lead,  little  difficulty  will  be 
experienced  usually  in  bending  the  gold  into  the 
shape  of  the  tooth.  In  cases  of  special  difficulty,  it 
may  be  advisable  when  a fair  fit  has  been  obtained 
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with  the  pliers  to  place  the  clasp  between  the  lead 
and  zinc  and  strike  it  into  shape.  The  impression 
of  the  tooth  in  the  counter  should  be  slightly- 
enlarged  with  a graver,  and  the  clasp  inserted  into 
it  (the  lead)  instead  of  upon  the  zinc  before  striking, 
in  the  manner  already  described  for  preventing  the 
slipping  of  plates. 

When  the  clasp  has  been  fitted  and  “ dressed,” 
the  main  plate  is  then  filed  just  sufficient  at  the 
neck  of  the  tooth  to  allow  the  clasp  to  pass  down 
into  position  between  the  main  plate  and  the 
natural  tooth.  In  the  case  of  long  molar  clasps,  or 
others  intended  to  act  only  upon  the  front  of  the 
tooth,  the  joint  should  be  made  close  round  the 
back  and  sides  ; but  for  short  side  “ clips  ” the 
joint  should  be  close  along  the  short  line  at  the 
back,  where  only  the  solder  is  to  run,  and  from 
this  point  forward  along  both  sides  the  main  plate 
may  be  made  to  taper  away  neatly  from  the  clasp 
to  a slight  extent.  This  will  give  a more  finished 
outline  to  the  plate,  and  also  leave  free  working 
room  for  the  band.  The  joints  should  now  be 
scraped,  and  the  clasp  united  to  the  plate  with  wax 
cement ; the  latter  will  hold  more  securely  if  the 
parts  be  slightly  heated  before  applying  it.  The 
plate  with  clasp  attached  is  now  carefully  taken 
from  the  model,  and  its  lower  or  palate  surface 
imbedded  in  equal  parts  of  plaster  and  sand,  made 
into  a paste  with  water.*  When  this  has  set,  the 
wax  is  removed  from  the  joints,  which  must  then 
be  thoroughly  cleansed  and  prepared  for  soldering. 
The  case  is  then  heated,  in  order  to  dry  the  plaster. 

* See  p.  256. 
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This  must  be  done  slowly  at  first,  or  the  parts  will 
spring  asunder.  When  dry,  it  is  placed  upon  the 
charcoal  and  soldered,  or  a preliminary  heating 
may  be  given  in  the  fire  or  stove.  The  pieces  of 
solder  should  be  small  for  this  work,  and  should 
be  placed  upon  the  joint  and  leaning  against  the 
clasp.  There  is  no  difficulty  about  the  soldering 
if  the  joint  is  closely  fitted  and  clean. 

The  plate  is  then  disengaged  from  the  investient, 
cleaned  in  the  pickle-acid — if  it  is  to  be  tried  in  the 
mouth  at  this  stage — and  after  washing  thoroughly, 
it  is  ready  to  receive  the  biting  blocks. 

Strengthened  Plates. — Nearly  all  lower  plates 
require  to  be  strengthened  by  soldering  a second 
plate  to  the  first,  and  the  same  operation  is  some- 
times necessary  with  upper  plates  also. 

In  such  cases  the  first  point  to  be  decided  is 
whether  the  second  or  strengthening  plate  should 
be  soldered  on  the  inside  or  on  the  outside  of  the  first 
or  main  plate.  This  should  entirely  depend  upon  the 
relative  sizes  of  the  plates.  A strengthener  nearly 
as  large  as  the  main  plate  should  be  soldered 
on  the  outside  or  lingual  surface  of  the  other.  A 
narrow  strengthener,  on  the  other  hand,  should  be 
soldered  on  the  inside  or  palate  surface  of  the  main 
plate;  for  if  a large  strengthener  were  soldered  on 
the  inner  surface  an  unsteady  fit  would  probably 
be  the  result — the  plate  would  rock  upon  the 
strengthener.  This  result  is  of  course  most  notice- 
able in  an  upper  case.  With  narrow  strengthened 
there  is  not  the  same  tendency,  for  in  the  striking 
they  get  readily  sunk  in  the  main  plate,  and  for 
the  sake  of  appearance  these  may  be  soldered  on 
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the  inside  or  palate  surface.  Before  cutting  the 
pattern  in  lead  for  the  second  or  strengthening 
plate,  the  other  should  be  tested  and  its  weakest 
points  ascertained,  for  over  these  the  strengthener 
must  be  left  broader  than  elsewhere.  When  a 
partial  plate  is  strengthened  it  will  often  be 
advisable  to  carry  a tongue  of  the  strengthener 
into  the  spaces  where  one  or  two  artificial  teeth 
will  stand  isolated.  This  is  more  especially  re- 
quired in  the  case  of  tube  teeth — in  these  the  pin 
should  be  soldered  through  both  plates  ; it  is  also 
necessary  in  cases  where  the  teeth  are  long. 

The  plate  from  which  the  strengthener  is  made 
is  usually  thinner  than  the  principal  one  ; how 
much  thinner  depends  of  course  upon  the  pecu- 
liarities of  the  case.  Narrow  lower  plates  require 
stronger  strengtheners  than  upper  ones  do. 

The  strengthener,  having  been  struck  into  posi- 
tion and  fit  between  the  metal  models  in  the  usual 
manner,  is  then  placed  in  position  upon  the  main 
plate,  and  both  are  struck  together  between  the 
die  and  counter.  They  are  then  scraped  over 
the  surfaces  to  be  united,  and  the  borax  solution 
sparingly  applied ; the  two  are  now  grasped  at 
different  points  by  the  wire  clamps,  which  hold 
them  securely  together  during  the  soldering  opera- 
tion. It  is  best  to  only  partially  solder  them  in  the 
first  instance,  or  “ tack,”  as  it  is  called  ; that  is, 
three  or  four  small  pieces  of  solder  are  melted  at 
considerable  intervals  round  the  joint;  the  case  is 
then  examined,  and  if  the  edges  are  closely  fitting, 
the  soldering  is  at  once  completed.  To  do  this 
satisfactorily,  the  solder  should  be  used  in  narrow 
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pieces,  and  placed  along  that  line  of  joint  only 
which  stands  highest  as  the  case  lies  upon  the 
charcoal,  as  indicated  by  the  arrows,  Fig.  43. 
Now  when  the  plates  are  heated  and  the  solder 
flows  down  between  them,  and  appears  along 
the  lower  line  of  joint,  we  know  that  it  must 
have  traversed  the  entire  surfaces  of  the  plates 
to  be  joined,  and  may  therefore  consider  the 
union  to  be  complete.  When  the  solder  can  be 
clearly  traced  in  a continuous  line  round  the  plates, 
the  sharp  edges  may  be  reduced  with  the  file,  and 


Fig.  43>  Lower  Plate  and  Strengthened  clamped  and  ready  for  soldering. 

the  clamps  having  been  replaced,  more  solder  may 
be  added  for  the  purpose,  if  necessar)q  of  flushing 
the  joints.  The  flame  required  for  this  work  is  the 
broad  blue-white  flame  throughout. 

If,  however,  after  “ tacking  ” the  plates  we  find 
that  the  edges  are  not  sufficiently  close,  they  must 
be  again  struck  at  the  anvil,  where  but  little  force 
is  required  to  complete  the  fitting.  The  soldering 
is  then  proceeded  with  as  described.  From  the 
point  where  the  two  plates  are  “ tacked  ” until  the 
operation  is  completed  they  should  not  be  placed 
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in  the  cleaning  acid,  as  it  leaves  a surface  between 
the  plates  unfavourable  for  soldering ; the  base 
metals  which  may  adhere  after  striking  should 
therefore  be  removed  with  the  scratch -brush. 
Striking  the  plate  after  the  soldering  has  been 
completed  has  a tendency  to  “ start”  the  solder; 
it  should  therefore  be  avoided  if  possible.  In  the 
after  stages  of  working,  if  it  be  necessary  to  heat 
up  the  plate  again  as  in  soldering  clasps,  pins  for 
tube  teeth,  &c.,  the  clamps  should  be  replaced.  Some 
trouble  may  be  experienced  in  these  after  heatings 
from  the  solder  of  the  joined  plates  melting.  This 
may  be  entirely  prevented  if  a strong  solution  of 
borax  be  liberally  applied  round  the  whole  joint, 
and  vitrified  by  heating  up  the  plates,  using  the 
blue  flame  to  melt  the  borax.  Of  course  strong 
wire  clamps  must  grip  the  plates  while  this 
is  being  done.  By  this  means  a thin  coating  of 
glass  is  given  to  the  whole  surface  of  solder,  which 
is  thus  thoroughly  protected  and  preserved  un- 
altered all  through  the  construction  of  the  plate. 
The  strengthener  should,  as  a rule,  be  soldered 
before  attaching  the  “ clasps  ; ” and  the  solder  used 
should  be  higher  in  quality  than  that  used  for 
subsequent  operations.  With  1 8-carat  gold  for  the 
plates  and  1 6-carat  (Ash’s  band)  for  the  clasps,  we 
have  always  used  No.  i solder  for  the  strengthener, 
and  No.  2 for  clasps,  &c. 


CHAPTER  VI. 


' TAKING  THE  “ BITE  ” IN  WAX  AND  PL  AS  TEE. 

In  small  partial  cases  it  is  usual  simply  to  take  an 
impression  of  the  opposing  teeth  ; and  the  operator, 
having  observed  the  manner  in  which  the  patient 
naturally  closes  the  mouth,  is  able,  when  the  model 
of  the  opposite  teeth  is  made  in  plaster,  to  join  it 
with  the  other  in  the  correct  manner.  In  most  of 
these  cases  there  are  sufficient  indications  on  the 
cusps  of  the  teeth  to  show  how  the  models  should 
be  joined  to  represent  the  natural  bite. 

With  large  upper  and  lower  cases,  however,  a 
different  method  is  adopted.  Wax  is  softened  and 
formed  into  a block  round  the  ridge  of  the  plate. 
It  must  be  of  such  a height  and  shape  as  will  take 
the  impression  of  the  teeth  of  the  opposite  jaw 
when  the  mouth  is  closed  in  a natural  manner.  In 
the  case  of  an  edentulous  upper,  or  of  a complete 
set  of  upper  and  lower,  we  have  no  guide  on  the 
model,  as  with  partial  pieces,  as  to  the  height  and 
fulness  required  for  the  biting  blocks.  In  such 
cases  the  wax  must  be  formed  along  the  ridge  of 
the  plate,  according  to  such  indications  of  the 
required  height  as  may  in  the  first  instance  have 
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been  obtained  from  the  mouth  itself.  And  it  is 
well  to  leave  the  blocks  somewhat  in  excess,  both 
as  to  height  and  fulness,  so  that  upon  trying  them 
in  the  mouth  they  can  be  cut  down  to  what  may 
be  taken  as  the  natural  depth  of  the  bite,  and  may 
also  be  reduced  in  front  to  that  shape  which  gives 
the  best  expression  to  the  face.  Both  these  condi- 
tions will  more  readily  be  obtained  by  reducing 
than  by  building  up  the  wax.  If  the  precaution 
be  taken  of  heating  the  plate  just  sufficient  to  melt 
the  surface  of  the  wax  when  placing  the  blocks, 
the  latter  will  remain  perfectly  fastened  during  the 
subsequent  stages. 

Getting  the  patient  to  bite  correctly  is  a well- 
known  difficulty.  Dentists  of  experience  say  that  a 
wrong  idea  is  conveyed  to  the  mind  of  the  patient 
when  he  is  told  to  “ bite ; ” this  seems  to  suggest 
that  a point  to  point  closure  of  the  teeth  is  desired. 
The  expression  “close  the  mouth,”  or  “bring  the 
side  teeth  together,”  may  therefore  induce  a more 
natural  articulation.  Again,  the  patient  may  be 
asked  to  “ swallow,”  and  that  movement  almost 
compels  a natural  closure.  Perhaps  the  most  valu- 
able suggestion,  however,  is  that  which  points  to 
the  tactics  of  the  painter  who  draws  the  attention 
of  the  sitter  away  from  the  object  of  his  visit  by 
conversing  upon  other  subjects,  in  order  to  obtain 
the  natural  expression  he  desires.  False  bites  are 
no  doubt  often  the  result  of  the  patient’s  anxiety 
over  an  operation  upon  which  so  much  seems  to 
depend. 

When  the  wax  blocks  for  an  upper  and  lower 
set  have  been  reduced  to  the  depth  and  fulness 
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most  natural  for  the  case  in  hand,  and  when  the 
operator  is  satisfied  that  he  has  discovered  the 
natural  bite  of  the  patient,  the  latter  must  be 
made  to  keep  the  mouth  closed  in  that  manner 
while  a line  is  drawn  down  the  face  of  the  block  to 
indicate  the  centre  of  the  mouth,  and  others  are 
cut  across  the  joints  at  opposite  points,  to  serve  as 
guides  for  accurately  rejoining  the  blocks  in  the 
work-room. 

Casting  the  Bite. — The  simplest  method,  and  one 

very  often  employed,  of  casting 
bites  is  the  following.  The  plates 
(supposing  the  case  to  be  a com- 
plete set)  are  put  on  the  plaster 
models,  and  the  wax  blocks — 
which  should  be  perfectly  dry — 
are  joined  exactly  in  the  position 
indicated  by  the  cross  cuts  ; and 
the  parts  — models,  plates,  and 
blocks — may  then  be  fixed  with 
the  wax  cement.  Plaster  is  now 
mixed  and  shaped  on  the  bench 
to  the  form  of  a square  slab,  and 
the  ends  or  backs  of  the  models  are  imbedded  in 
the  thick  plaster  slab.  The  backs  of  both  models 
should  be  oiled  before  imbedding  them.  When 
the  plaster  is  hard  the  models  may  be  withdrawn 
from  the  slab,  and  the  setting  of  the  teeth  at 
once  proceeded  with.  Or  the  bite  may  be  cast 
in  this  way.  The  backs  of  both  models  are  cut 
in  rough  dove-tail  fashion,  so  as  to  give  a good 
hold  to  added  plaster.  Then  one  of  the  models 
is  placed  flat  on  the  bench,  and  plaster  added  to 


Fig.  44-  Model  with  added 
Block  for  Bite. 
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this  roughened  surface,  building  it  in  the  shape 
of  a flat  block  to  the  back  of  the  model.  The 
surface  of  this  plaster  must  receive  one  or  more 
grooves  (Fig.  44)  or  cuts,  made  so  as  to  allow  the 
parting  of  that  which  is  to  be  filled  into  them.  The 
blocks,  plates,  and  models  are  united  as  before,  and 
the  grooves  of  the  added  block  having  been  oiled, 
plaster  is  mixed  rather  thick,  filled  into  the  grooves, 
and  built  up  (Fig.  45)  to  the  roughened  back  of  the 
other  model.  When  plaster  is  to  be  united,  as  here, 


Fig.  45.  Model  with  Bite  cast.  Fig.  46.  Articulating  Frame  (Graham 

and  Wood’s). 


to  a roughened  surface,  that  surface  should  be  moist- 
ened in  order  to  effect  a secure  union. 

Another  kind  of  working  bite — the  best  of  all — 
is  obtained  by  using  an  articulating  frame.  The 
simplest  form  of  this  implement  acts  on  a single 
joint  (Fig.  46) ; and  if  this  joint  be  well  made, 
the  simple  articulator  answers  the  purpose  well. 
They  are  made  of  brass  or  gun-metal,  and  in  a 
variety  of  shapes,  as  may  be  seen  in  the  cata- 
logues. The  base  or  bottom  of  each  model  is 
roughened,  and  the  parts  (biting  blocks  and 
models)  fastened  in  position  with  cement ; plaster 
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is  then  mixed  and  added  to  the  roughened  surfaces 
of  the  models,  and  the  arms  or  suspenders  of  the 
articulating  frame — which  have  been  previously- 
oiled — are  closed  upon  the  added  plaster,  and 
imbedded  and  covered  over  by  it  (Fig.  47).  Other 
forms  of  articulators  are  made  with  joints  which 
permit  movement  in  every  direction.  These  are  no 
doubt  useful  where  a false  bite  has  been  obtained 
from  the  patient ; for,  a correct  one  having  been 
afterwards  obtained,  it  is  not  necessary  to  recast  in 

plaster  as  with  a simple 
articulator,  but  by  simply 
accommodating  the  screws 
to  the  new  “bite/'  the  change 
required  is  at  once  accom- 
plished, the  screws  being 
retightened  to  preserve  the 
new  articulation. 

An  articulator  of  this 
description  has  been  intro- 
duced by  Mr.  Davidson, 
Fig.  47.  Bite  cast  to  Articulating  which  seems  perfect  in  every 
lrani0'  way;  and  it  has  this  advan- 

tage, that  the  suspenders  may  be  imbedded  in  the 
plaster  while  casting  the  impression  as  taken  from 
the  mouth;  afterwards,  when  the  bite  is  obtained,  the 
joints  are  accommodated  to  it,  and  fixed  in  position 
by  means  of  the  screw.  Many  of  the  advantages 
obtained  by  working  with  an  articulator  are  well 
explained  by  Mr.  Davidson,  but  a very  important 
one  may  be  added,  viz.  that  we  are  enabled  by  this 
means  to  see  the  inside  range  of  the  teeth,  and  we 
can  thus  readily  provide  a perfect  articulation  of 
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their  grinding  surfaces.  By  the  other  bites  we 
cannot  see  the  inside  cusps,  and  we  can  only  be 
assured  that  the  articulation  is  good  as  regards 
them  by  a somewhat  troublesome  process,  which 
is  therefore  often  neglected. 

Bites  for  partial  cases  may  be  cast  by  first  cut- 
ting a perpendicular  groove  on  the  back  of  the 
model,  then  filling  plaster  into  the  impression  of 
the  teeth  in  the  wax  block,  also  into  the  groove  on 
the  model,  and  joining  the  plaster  as  you  would 
build  a bridge.  The  groove  and  all  parts  of  the 
model  likely  to  be  touched  by  the  plaster  should 
of  course  be  oiled. 

In  the  case  of  edentulous  or  nearly  edentulous 
uppers  or  lowers,  it  is  of  great  advantage  to  take  a 
full  impression  of  the  opposite  jaw  ; when  this  is 
cast  and  separated,  its  teeth  are  closed  into  the 
impressions  made  in  the  biting  block,  and  the  bite 
cast  as  described  for  complete  sets.  The  advan- 
tage of  having  this  model  of  the  opposite  jaw  is 
that  you  are  at  once  provided  with  a guide  as  to 
the  character  and  disposition  of  the  teeth  required 
for  the  case.  In  small  partial  pieces  the  adjoining 
teeth  are  sufficient  guide  ; but  in  an  edentulous 
upper,  for  example,  the  only  guide  we  can  have  is 
a complete  impression  of  the  lower  teeth.  When 
this  is  before  us  we  can  tell  by  their  length,  projec- 
tion, and  form  what  is  required  for  the  upper  set. 

Where  there  are  few  opportunities  of  trying  cases 
into  the  mouth,  and  where  the  dentist,  having  taken 
model  and  bite,  leaves  the  construction  of  the  set 
entirely  to  his  assistant,  the  above  system  should 
be  invariably  practised. 


CHAPTER  VII. 


SETTING  OF  MINERAL  TEETH  ON  GOLD  PLATES. — 

SWIVELS. 

Flat  Teeth. — Where  the  teeth  of  a set  or  a 
partial  set  are  to  be  fitted  entirely  upon  the  plate — 
as  when  supplying  front  teeth  where  the  gum  has 
fallen  away  after  the  extraction  of  the  roots,  or 
as  with  bicuspids  and  molars,  which,  not  occupying 
a conspicuous  position  in  the  mouth,  are  generally 
fitted  in  this  manner — the  fitting  is  easily  accom- 
plished. In  most  partial  cases,  however,  and  in 
many  complete  sets,  the  teeth  are  required  to  fit 
the  gum  ; and  to  effect  this  it  requires  some  skill, 
for  while  the  front  part  of  the  base  of  the  tooth 
must  fit  accurately  to  the  gum,  the  back  part  must 
fit  accurately  to  the  plate.  The  first  point,  then,  is 
that  the  latter  must  be  cut  along  its  gum  border  so 
as  to  lie  within  the  line  along  which  the  teeth  are 
to  be  fitted  to  the  gum.  It  is  usual  in  such  cases 
to  cut  the  plate — guided  by  the  eye  only — to  what 
upon  comparing  the  bite  with  the  shape  of  the 
gum  seems  necessary.  Then  one  of  the  central 
teeth  is  ground  at  the  lathe  (Fig.  48),  until  the 
proper  length  and  position  as  indicated  by  bite, 
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&c.,  is  obtained,  and  so  on  with  the  others.  But  it 
is  impossible  in  the  first  instance  to  cut  the  plate 
by  the  eye,  so  as  to  give  it  exactly  the  outline  and 
position  required.  So 
that  we  find  as  the  fit- 
ting of  the  teeth  pro- 
ceeds it  is  frequently 
necessary  to  interrupt 
the  work  in  order  to 
accommodate  the  plate 
piece-meal  to  the  more 
correct  outline  as  indi- 
cated by  the  advancing 
tooth.  This  is  a tedious 
method,  resulting  oc- 
casionally in  awkward 
mistakes,  frequently  in 
rough,  imperfect  fitting, 
and  always  in  loss  of 
time.  The  plan  we  have 
adopted  and  long  prac- 
tised is  the  following. 

Fit  the  teeth  at  first 
by  themselves  to  the 
model  without  the  com- 
plication of  the  plate. 

Colour  the  plaster  gum 

with  rose  pink,  and  fit  _ T , ...  ...  t 

17  7 Fig.  48.  Lathe  lor  grinding  Mineral  Teeth 

the  teeth  accurately  to 

it,  to  the  proper  length  and  position  as  indicated 
by  the  centre  line,  bite,  &c.  This  is  a very 
simple  operation,  for  the  plate  not  being  on  the 
model  there  is  no  complication,  and  the  atten- 
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tion  is  not  divided.  As  each  tooth  is  fitted  it  is 
secured  to  the  model  behind  with  cement.  When 
all  are  thus  fitted  and  secured,  go  round  the  fitting 
edges  with  a fine  needle  point,  leaving  on  the 
plaster  gum  a traced  line  exactly  representing  the 
position  of  the  fitting  teeth,  also  draw  straight 
lines  from  between  the  teeth  out  upon  the  model. 
Upon  removing  the  teeth  and  the  wax,  it  will  be 
at  once  seen  (Fig.  49)  that  we  have  unerring  guides 
for  cutting  the  plate  at  one  operation.  It  must  be 
cut  so  that  its  gum  border  shall  lie  about  an  eighth 

of  an  inch  within  the  fes- 
tooned line.  Putting  the 
plate  on  the  model,  the 
straight  lines  drawn  from 
between  the  teeth  at  once 
show — however  much  sur- 
plus plate  there  may  be 

Model  with  Traced  Linc^bow-  ~ the  P°intS  where  the 

ing  the  best  method  of  fitting  teeth  to  deep  cuts  are  to  be  made. 

plate  and  gum.  * 

As  these  are  made  on  the 
plate,  the  traced  line  on  the  plaster  shows  itself, 
and  by  it  the  complete  reduction  is  accurately 
and  quickly  accomplished.  Now  matters  stand 
thus  : the  teeth  are  perfectly  fitted  to  the  gum  over 
the  front  half  of  their  base,  and  the  mind  pencils  off 
that  part  as  not  to  be  touched  again  by  the  corun- 
dum wheel ; all  that  is  required  now  is  to  colour 
the  edge  of  the  plate,  and  grind  carefully  from  the 
back  part  of  the  base  of  the  teeth  the  little  that  is 
necessary  to  permit  them  to  settle  down  to  their 
traced  marks  on  the  gum. 

The  advantages  of  this  method  are  best  observed 
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where  the  clasps  form  a further  complication  ; also 
in  those  cases  of  large  uppers  with  irregular  gums 
where  there  is  an  uncertainty  as  to  which  teeth 
should  fit  the  gum  and  which  the  plate.  In  such 
cases  this  point  can  be  at  once  settled  satisfactorily 
when  they  have  been  fitted  as  described  and  the 
effect  observed.  The  teeth  may  be  backed  either 
before  or  after  their  second  fitting. 

Backing  Flat  Teeth. — They  must  first  be  cleansed 
from  the  wax  adhering  to  them,  and  their  pins 
straightened  or  made  parallel  to  each  other.  The 
ends  of  the  pins  of  each  tooth  are  then  tipped  with 
colour,  and  a strip  of  plate  is  laid  steadily  against 


Fig.  50.  Perforating  Pliers. 


them.  The  colour  marks  thus  left  on  the  gold 
indicate  where  the  holes  are  to  be  punched  by 
means  of  the  pliers  represented  by  Fig.  50.  Fig. 
51  shows  a perforating  tool  introduced  by  Dr. 
Mallet,  by  which  both  holes  may  be  punched  at 
once,  one  of  the  perforators  being  movable,  so  that 
it  can  be  adapted  to  any  distance  from  the  other 
which  the  positions  of  the  pins  of  the  various  teeth 
may  require.  The  strip  of  plate  is  then  placed 
upon  the  tooth,  and  the  outline  of  the  required  back 
taken  ; the  latter  is  then  cut,  dressed  with  the  file, 
and  fastened  to  the  tooth.  This  last  may  be  effected 
by  riveting  the  pins  or  by  splitting  them. 
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Riveting  is  best  done  upon  a lead  block — a 
counter  for  example— and  the  surface  upon  which 
the  face  of  the  tooth  is  laid  must  be  clean  and  flat, 
or  very  slightly  concave.  The  pins  are  cut  to 
such  a height  only  above  the  back  as  will  ensure 
a good  rivet  head.  Tight  riveting  must  not  be 
practised ; there  is  no  necessity  for  this,  since  the 
solder  fixes  them  to  the  back,  and  a tightly  riveted 
tooth  when  put  through  the  fire  is  liable  to  crack , 
owing  to  the  expansion  produced  by  heat.  Backs 
may  also  be  fastened  sufficiently  by  splitting  the 


fig.  51.  Perforating  Pliers  (Dr.  Mallet’s). 


platinum  pins,  and  we  think  this  to  be  the  preferable 
method.  A rivet  head  may  sometimes  be  run  over 
by  the  solder  without  the  latter  taking  effectual 
hold  of  it,  thus  leaving  the  tooth  apparently 
soldered,  but  really  depending  altogether  upon  the 
rivets.  This  is  scarcely  possible  when  the  other 
plan  is  adopted.  The  pins  having  been  cut  almost 
flush  with  the  back,  the  holes  in  which  should  be 
slightly  countersunk,  are  split  with  a small  square 
edged  tool.  The  cut  must  be  made  across  the 
middle  of  each  pin,  and  only  to  the  depth  of  the 
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countersink.  A careless  split  made  with  a graver 
breaks  up  the  platinum  and  leaves  the  pins  without 
strength.  The  teeth — which  are  now  supposed  to 
fit  accurately  in  all  respects  to  the  plate  and  gum 
— are  replaced  in  position  and  fastened  to  the  plate 
with  the  cement.  The  case  is  now  ready  for  in- 
serting into  the  investing  mixture.  This  is  made 
by  combining  plaster  with  either  sand,  pumice, 
or  asbestos.  Or  sometimes  plaster  forms  the 
one  part,  while  equal  parts  of  sand  and  asbestos 
form  the  other.  The  asbestos  serves  to  bind  the 
mixture,  so  that  if  it  be  not  used  one  or  two 
threads  of  iron  binding  wire  should  be  formed  into 
a skeleton  frame  to  be  imbedded  in  the  plaster 
surrounding  the  teeth.  This  may  be  formed  so 
that  one  thread  will  lie  under  while  the  other  goes 
round  the  face  of  the  teeth,  at  about  one  or  two 
eighths  from  their  surface.  The  substances  used 
are  mixed  moderately  thick  with  water,  and  poured 
into  suitable  shape  upon  paper  laid  on  the  bench  ; 
and  the  plate  is  imbedded  so  as  to  cover  its  lower 
or  palate  surface,  bringing  the  material  up  in  front 
of  and  enclosing  the  cutting  points  of  the  teeth. 
If  the  wire  be  used  as  a binding  frame  it  must  be 
imbedded  at  this  stage.  It  is  of  importance  that 
there  should  be  as  small  a quantity  of  investing 
material  about  the  plate  as  possible — this  is  a 
point  which  has  a direct  bearing  upon  the  warping 
of  plates — in  the  case  of  broad  uppers,  therefore,  the 
palatal  surface  should  be  left  to  a great  extent  un- 
covered by  it.  In  front  of  and  under  the  teeth  the 
mixture  may  be  from  two  to  three  eighths  thick.  In 
partial  cases  the  investient  must  be  kept  at  its  full 
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strength  over  all  spaces  which  occur  between 
groups  of  artificial  teeth,  otherwise  it  will  crack  at 
these  points  and  the  adjoining  teeth  will  be  dis- 
placed. In  Cases,  too,  where  the  teeth  are  fitted  to 
the  plate,  which  extends  more  or  less  beyond  their 
necks,  care  must  be  taken  that  the  investient  is  left 
of  full  thickness  along  its  border  for  the  same 
reason. 

The  next  step,  when  the  plaster  has  set,  is  to 
clear  the  wax  cement  from  the  backs  of  the  teeth 
and  joints  ; after  getting  the  cement  away  in  block 
(which  is  done  by  applying  the  small  gas  jet  to  the 
edge  of  the  plate),  boiling  water  may  be  used  so  as 
more  thoroughly  to  cleanse  the  joints. 

All  parts  to  be  soldered  are  then  scraped,  borax 
applied,  and  any  joint  not  perfectly  close  must  be 
packed  with  a small  cutting  of  gold.  The  solder  is 
arranged  along  the  joints  and  over  each  pin,  and 
the  case  is  then  dried,  slowly  at  first,  lest  the  borax 
should  swell  and  displace  the  solder.  The  drying 
may  be  completed  over  the  bunsen,  and  the  case  at 
once  heated  up  by  the  blowpipe  and  soldered ; but 
the  usual  and  perhaps  best  plan  is,  after  it  is  dried, 
to  place  the  case  in  the  fire  (or  stove)  and  heat  it  up 
to  a low  red  before  soldering.  When  the  heat  of 
the  plate  is  brought  up  by  the  blowpipe  a strong 
blue-white  flame  is  used  first  over  the  investing 
material.  When  plate  and  plaster  are  brought  to  a 
red  heat  the  pointed  white  flame  is  made  to  beat 
in  the  neighbourhood  of,  rather  than  on,  the  solder ; 
when  the  latter  begins  to  give  way  the  flame  is 
sharply  turned  upon  the  solder,  and  thus  the  opera- 
tion should  be  satisfactorily  accomplished. 
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There  are  cases,  however,  where  special  difficul- 
ties are  met  with ; such,  for  example,  as  have 
detached  teeth  to  be  soldered,  the  joints  of  which 
lie  in  a deep  recess,  with  high  clasps  on  each  side. 
Here  the  difficulty  is  to  solder  the  joint  without 
melting  the  clasp.  Sometimes  a morsel  of  plaster 
or  pumice-stone  placed  against  the  clasp  will  effec- 
tually protect  it,  and  direct  the  flame  to  the  point  to 
be  soldered.  But  the  best  plan  is  to  use  a slightly 
inferior  quality  of  solder  for  the  most  difficult  joints 
— Ash’s  No.  3,  for  example,  the  clasps  having  been 
soldered  with  No.  2. 

In  these  cases,  also,  the  investing  material  and 
the  main  plate  should  be  heated  very  highly — keep- 
ing the  flame  from  the  clasps — before  turning  a very 
pointed  flame  upon  the  joint. 

The  case  having  been  soldered  is  allowed  to  cool 
gradually  before  taking  it  from  the  investient.  It 
is  said  that  this  gradual  and  thorough  cooling  is 
necessary  in  order  that  the  teeth  may  be  properly 
tempered,  as  with  glass,  taking  them  from  the 
investient  while  hot,  leaving  them  brittle.  The 
plate  is  then  placed  in  the  cleaning  acid,  or  “ pickle,” 
which  if  heated  will  act  much  quicker  in  cleaning 
the  surface  of  the  gold  and  dissolving  the  vitrified 
borax  adhering  to  it. 

Warping  of  Plates. — When  placed  upon  the 
model,  the  plate  which  has  just  been  soldered  is 
found  to  have  more  or  less  altered  in  fit.  It  grasps 
(if  it  be  a large  upper)  along  its  outer  edges  on  both 
sides  of  the  model,  and  it  is  open  along  the  line  of 
the  palate.  The  gold,  in  common  with  other  metals, 
expands  when  heated  ; but  when  that  natural  ex- 
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pansion  is  not  interfered  with — as,  for  instance,  in 
the  earlier  stages  of  construction — no  change  of  fit 
occurred  in  consequence.  But  when  the  plate  is 
enveloped  in  plaster,  free  and  therefore  harmless 
expansion  is  impossible ; the  metal  still  expands, 
but  it  does  so  in  an  irregular  manner — becomes  dis- 
torted, or  warped.  The  shrinkage  of  the  solder 
after  setting  is  spoken  of  as  possibly  helping  the 
warp  by  drawing  the  plate ; the  other,  however, 
may  be  taken  as  the  main  cause.  In  our  own 
experience  we  have  found  that  the  best  results  are 
obtained  by  limiting  the  quantity  of  investing 
material  about  the  plate  to  the  smallest  dimensions, 
consistent  with  a proper  holding  of  the  teeth  and 
plate  together ; by  this  means  the  warping  may 
not  be  got  rid  of  in  all  cases,  but  the  evil  appears 
seldomer  and  is  of  less  extent  when  this  plan  is 
employed  than  by  any  other  with  which  we  are 
acquainted.  It  has  not  been  explained  how  the 
copper  frames,*  or  saucers,  recommended  as  a 
means  of  preventing  warping,  act  for  this  purpose  ; 
but  the  idea  seems  to  be  that  they  will  in  some 
way  still  further  bind  the  plate  and  prevent  its 
expansion. 

If  the  theory  stated  above  be  correct,  it  would 
appear  that  the  plate  is  bound  too  much  already, 
and  that  any  further  binding  can  only  increase  the 
evil.  It  is  doubtful,  however,  whether  these  frames 
have  any  direct  influence  upon  the  plate  one  way 
or  the  other  ; and  the  objection  to  their  use  arises 

* These  are  strips  of  copper  plate  bent  into  oblong  or  semi-circles  of 
various  sizes  ; they  are  filled  with  the  investing  material,  and  the  denture 
is  then  imbedded. 


FINISHING. 


89 


more  from  the  fact  that  by  employing  them  a 
quantity  of  investing  material  is  made  to  surround 
the  plate,  quite  unnecessary  for  the  purpose  of 
holding  the  teeth,  and  which  adds  considerably  to 
the  chances  of  warping. 

Finishing. — The  finishing  of  a plate  is  frequently 
made  unnecessarily  difficult  by  a careless  use  of  the 
file  during  its  construction.  The  latter  should  be 
used  with  precision,  so  that  only  those  points  which 
must  be  reduced  are  touched  by  it ; a few  careless 
slips  of  the  file  leave  marks  which  can  only  be 
effaced  by  expending  much  time  and  labour  which 
would  otherwise  have  been  unnecessary.  Again, 
the  blowpipe  should  be  used  so  as  to  leave  the 
joints  of  clasps  and  teeth  with  a perfectly  smooth 
and  well-shaped  surface,  requiring  neither  file  nor 
graver  to  be  used  upon  them. 

Many  dentists  disapprove  of  giving  a high  polish 
to  plates,  and  consider  it  sufficient  if  they  are  well 
made  and  smooth.  In  such  circumstances  the 
method  adopted  is  to  stone  the  filed  edges  and  go 
over  the  general  surface  with  the  polishing  stick 
and  damp  pumice,  after  which  they  would  be  con- 
sidered finished  sufficiently  well  for  inserting  in 
the  mouth. 

Where  a high  polish  or  “ shine  ” is  required  to 
be  given  in  a short  time,  the  “ skin,”  always 
found  upon  gold  at  this  stage,  must  be  taken  off  by 
means  of  the  scratch-brush,  or  by  using  a carefully 
sharpened  graver,  to  lightly  scrape  the  surface,  as 
is  done  in  finishing  vulcanite  cases.  Water  of 
Ayr  stone,  cut  to  different  shaped  points,  must 
then  be  used  over  the  surface,  moistening  the 
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cutting  points  frequently  with  water  ; a quick  light 
motion  of  the  stone  is  most  effective.  Sometimes 
pumice-stone,  cut  into  pencils,  is  used  instead  of 
the  Scotch  stone,  but  the  latter  is  generally  pre- 
ferred. When  the  file  and  graver  marks  have  been 
effaced  by  these  means,  the  plate  is  taken  to  the 
polishing  lathe  so  that  the  marks  of  the  stone 
in  turn  may  be  effaced.  For  this  purpose  the  cir- 
cular hair-brush  is  charged  with  ground  pumice 
moistened  with  water,  oil,  or  molasses  ; the  two 
last  keep  the  abrading  material  to  its  work  more 
effectually  than  the  water.  While  it  is  being 
polished  at  the  wheel  the  plate  should  be  kept  in 
constant  motion,  and  where  there  are  clasps  these 
should  be  protected  by  the  fingers  closing  over 
them,  otherwise  they  are  liable  to  be  cut  and  dis- 
figured by  the  wheel.  After  the  pumice  has  done 
its  work  the  plate  must  be  thoroughly  washed ; the 
polishing  is  then  completed  on  the  rouge-wheel, 
which  is  at  first  used  damp,  the  polishing  material, 
well  mixed  with  water,  being  added  to  the  plate 
and  brush  ; the  latter  is  at  last  used  dry,  and  revolv- 
ing at  a higher  speed. 

For  those  parts  of  the  plate  which  the  wheel 
cannot  reach,  pieces  of  soft  wood  charged  with  the 
polishing  materials  may  be  used.  Some  dentists 
do  not  use  the  scratch-brush  or  graver  to  take  the 
“ skin  ” off  the  gold  ; but  in  that  case  one  must 
either  be  content  with  an  inferior  polish  or  much 
additional  time  must  be  given  to  the  stoning 
process. 

Tube  Teeth  attached  to  Gold  Plates. — In  those 
cases  where  the  teeth  are  required  to  fit  the 
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gum,  or  as  in  upper  sets  where  some  are  to  fit 
the  gum  and  some  the  plate,  the  same  method 
should,  to  a certain  extent,  be  adopted  as  that 
which  has  been  described  in  connection  with  flat 
teeth.  There  are  two  points,  however,  which  should 
be  remembered.  The  tube  teeth  when  fitted,  in  the 
first  instance  without  the  plate,  to  the  model  and 
bite,  should  be  left  sufficiently  long  to  allow  for 
fine  fitting  when  the  pins  are  soldered.  And 
again,  the  gum  border  of  the  plate  must  be  reduced 
with  relation  to  the  position  which  the  “ pins  ” 
must  occupy,  as  well  as  to  the  traced  line  on  the 
model.  For  instance,  the  tubes  of  many  incisors 
(Ash’s  always)  are  quite  close  to  the  front  border 
of  the  tooth  where  it  fits  the  gum,  so  that  unless  the 
plate  is  left  as  “ full  ” as  the  traced  line  itself,  the 
pin  could  not  be  inserted  in  its  true  position.  In  such 
cases,  after  having  rough  fitted  the  incisors  to  the 
model  alone,  it  is  generally  advisable  to  cement 
them  to  the  plate  and  take  the  position  of  the  pins, 
leaving  the  operation  of  cutting  the  gum  border  of 
the  plate  until  the  pins  are  soldered,  when  it  can 
be  done  readily  and  without  risk. 

The  plate  having  been  replaced  on  the  model, 
the  teeth — the  tubes  of  which  must  be  cleansed  of 
the  debris  of  platinum  and  mineral  left  by  the 
corundum  wheel — are  cemented  to  it  in  accurate 
position,  and  the  places  for  the  pins  ascertained  by 
passing  a wire,  tipped  with  rose-pink  or  vermilion, 
down  each  tube ; this  leaves  colour  marks  on  the 
plate  which  indicate  exactly  where  the  holes  must 
be  made  for  the  insertion  of  the  pins.  The  wire 
used  for  marking  should  be  carefully  made  and 
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preserved  for  this  special  purpose.  It  may  be  made 
of  iron  or  steel  wire,  and  should  fit  the  tube  easily, 
but  not  loosely,  and  the  marking  end  should  be 
filed  or  ground  to  a trzie  point.  A flat-ended  wire 
is  sometimes  used,  but  a moment’s  consideration 
will  show  that  such  a marker  must  give  uniformly 
false  marks.  For  the  teeth  being  set  upon  a plate 
with  a more  or  less  inclined  surface,  the  flat-ended 
wire  will,  when  passed  down  the  tube,  touch  the 
plate  with  some  part  of  its  circumference  ; but  the 
mark  thus  given  will  be  taken  as  representing  the 
centre  of  the  hole  to  be  pierced,  and  the  pin  when 
soldered  will  be  found  more  or  less  out  of  posi- 
tion. Therefore  a carefully  pointed  wire  as  first 
described  must  be  used  for  this  purpose. 

The  teeth  having  been  carefully  removed  from 
the  plate,  the  next  step  is  drilling  the  holes.  First 
a slight  countersink  is  made  at  the  centre  of  each 
colour-mark  by  a suitable  edge  tool ; this  gives  a 
catch  to  the  drill,  which  is  then  made  to  pierce  each 
hole  in  succession.*  This  will  be  best  accomplished 
by  keeping  the  plate  on  the  model,  and  the  drill  must 
act  in  the  line  required  for  the  position  of  the 
tooth.  The  one  used  is  generally  smaller  than  pin 
size,  so  that  the  broach,  while  widening  the  hole  to 
the  required  size,  may  at  the  same  time  correct 
any  error  in  direction  or  angle  which  may  have 
been  given  by  the  drill.  The  rough  edge  left  on 
the  plate  by  the  drill  and  broach  must  then  be 
taken  away,  and  the  pins — the  ends  of  which  have 
been  cleaned  by  the  touch  of  a file  or  graver — are 

* Perforating  pliers  should  never  be  used  for  this  work,  as  they  bend 
the  plate. 
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inserted  by  the  aid  of  pliers.  They  must  not 
be  wedged  too  tight  or  the  solder  will  not  run 
through,  but  just  tight  enough  to  retain  the  position 
they  are  placed  in,  during  the  soldering  process. 
The  joints  are  then  treated  with  borax  solution  and 
soldered.  The  solder  is  generally  applied  on  the 
upper  or  lingual  side  of  the  plate,  but  in  some 
cases  (between  clasps  for  example,  or  in  deep 
hollows)  it  is  more  convenient  to  solder  from  the 
inside  of  the  plate.  Very  small  pieces  of  solder 
must  be  used  for  this  work  ; the  broad  blue-white 
flame  is  used  to  heat  up  with,  and  if  the  plate  be 
well  heated  in  this  manner  the  solder  will  flow 


Fig.  52.  Cutting  Pliers. 


perfectly  ; the  charcoal  support  should  be  moved  in 
such  a manner  that  the  flame  shall  act  on  all  parts 
of  the  surface,  and  also  partly  underneath  the 
plate,  so  as  to  draw  the  solder  through.  After  sol- 
dering, the  ends  of  the  pins  on  the  inside  must  be 
reduced  to  the  level  of  the  plate  ; this  is  done  with 
small  beaked  cutting  pliers  (Fig.  52)  and  gravers ; 
and  sometimes  the  pins  are  then  flushed  on  the 
inside  surface  by  a second  soldering,  but  this  is 
unnecessary  if  the  solder  has  been  drawn  through 

as  it  ought  to  be  in  all  cases — from  the  one  side 
of  the  plate  to  the  other. 

Another  method  of  drilling  the  holes  for  the  pins 
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may  be  mentioned,  which  does  away  with  the 
necessity  of  marking,  and  by  which  the  drill  must 
take  the  direction  required  by  the  tooth.  The 
teeth,  having  been  cemented  to  the  plate,  are  then 
surrounded  with  plaster  in  sufficient  quantity,  and 
formed  round  teeth  and  plate  in  such  a manner,  as 
to  retain  them  fixed  in  position  while  the  drill 
itself  passes  along  each  tube,  and  at  once  pierces 
the  plate.  The  drill  used  for  this  work  must  be 
carefully  pointed,  and  must  be  easy  in  the  tube 
without  being  loose. 

The  method  first  explained  will,  if  properly 
worked,  give  perfectly  accurate  results,  and  is  to 
be  preferred  to  the  other,  in  our  opinion,  as  having 
fewer  risks.  Where  there  are  a number  of  teeth, 
it  will  be  found  a good  plan  to  solder  one  or,  per- 
haps, two  pins,  and  get  them  accurately  in  posi- 
tion ; these  then  furnish  a guide  for  inserting  all 
the  others  in  the  one  operation.  We  next  proceed, 
after  they  have  been  soldered  and  ascertained  to 
be  perfectly  placed,  to  fit  the  pins  accurately  to  the 
bite.  The  plate  is  placed  upon  the  model,  and  the 
pins  are  cut  and  filed  as  the  bite  touches  until  the 
latter  is  quite  home  and  the  articulation  exact. 

This  plan  not  only  allows  us  to  get  at  once  done 
with  the  pin-cutting,  but  it  affords  us  a certain 
guide  for  the  fitting  of  the  teeth,  to  which  our 
attention  is  now  wholly  directed. 

The  incisors  (supposing  the  case  to  be  a com- 
plete upper)  must  of  course  be  fitted  not  only 
according  to  bite  and  gum,  but  their  length,  or  the 
extent  to  which  they  should  close  over  the  lower 
incisors  must  depend  also  upon  whether  the  patient 
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shows  the  tooth  much  or  littlo.  hhe  bicuspids 
and  molars,*  on  the  other  hand,  depend  altogether 
upon  the  bite  and  plate  ; and  as  we  know  that  the 
pins  are  cut  exactly  to  the  required  articulation, 
we  may  go  on  with  the  fitting  of  these  teeth  with- 
out consulting  bite  or  model  until  the  pins  appear 
at  the  tops  of  the  tubes.  It  is  often  best,  how- 
ever, to  contrive  that  the  teeth  shall  closely  fit 
the  plate— fine  fit  as  it  is  called— before  the  pin 
quite  reaches  the  top  of  the  tube.  Then  the  teeth  of 
the  bite  are  coloured  with  pigment,  and  the  artificial 
crowns  ground  to  a perfect  articulation  with  them. 

Swivels. — As  a means  of  retaining  sets  of  teeth 
in  position,  swivels  and  spiral  springs  are  now 
seldom  employed ; nevertheless,  it  will  be  well 
here  to  explain  the  method  by  which  they  are 
usually  attached.  They  are  generally  fixed  to  the 
plate  after  the  pins  have  been  soldered  and  the 
teeth  fitted.  The  positions  which  the  swivels  must 
occupy  depend  altogether  upon  the  positions  of  the 
teeth  ; they  must  be  soldered  to  the  plate  so  that 
the  spiral  springs,  which  are  afterwards  attached 
to  them,  shall  act  in  a line  parallel  with  the  faces 
of  the  molars  and  bicuspids,  and  as  a rule  close  to 
these  surfaces.  Otherwise  the  position  chosen  for 
the  swivels  should  be  that  which  will  best  balance 
the  set.  Between  the  bicuspids  is,  perhaps,  the 
average  place  given  to  the  upper  ones,  and  the 
lower  are  placed  exactly  below  the  upper,  or  very 

* These  teeth  are  usually  only  fitted  in  the  first  instance  sufficiently 
to  sit  steady  on  the  plate  while  the  positions  for  the  pins  are  being 
marked ; the  bulk  of  the  fitting  therefore  takes  place  after  the  pins  are 
soldered. 


96 


MECHANICAL  DENTISTRY. 


slightly  forward.  Four  pieces  of  plate  must  be  cut 
— about  one-eighth  square,  or  a little  over — a 
hole  is  punched  through  the  centre  of  each,  and 
made  of  such  a size  that  the  swivel-bolt  will  go 
tightly  through  it.  These  are  the  “ cheeks,”  or 
standards,  which  must  be  soldered  to  the  plate, 
and  against  which  the  swivels  are  to  work.  The 
standard  is  placed  in  that 'position  on  the  plate, 
and  against  the  teeth,  which  the  swivel  must 
occupy,  and  its  lower  edge  is  filed  if  necessary  to 
fit  the  irregularities  of  the  plate  ; marks  are  then 

made  upon  the  latter  with  a 
sharp  point,  so  as  to  take  the 
exact  position  of  the  standard, 
so  that  when  the  teeth  are  re- 
moved it  may  be  replaced  ac- 
curately upon  the  plate  and 
soldered.  The  teeth  are  then 
taken  off,  and  a cut  made  with 
file  or  graver  point  along  the 

F“sti^ard^P"edfiaVfor  lilie  Where  th<3  Standartl  is  t0 
soldering.  foe  pxeq . this  gives  a catch 

which  prevents  the  latter  from  slipping  while  tying 

it  for  soldering.  A thread  of  binding  wire  is  then 

passed  through  the  hole  in  the  standard,  which  is  then 

placed  in  position  and  bound  down  tightly  with  the 

wire.  This  should  leave  it  lying  flat  upon  the  main 

plate;  and  now  by  raising  it  gently  to  its  proper 

position  the  strand  of  wire  will  tighten  and  fix  it 

sufficiently  for  soldering  (Fig.  53).  For  this  of  course 

the  joints  should  have  been  prepared  in  the  usual 

way,  and  the  flame  and  other  directions  given  for 

soldering  the  pins  will  be  suitable  for  this  work. 
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It  is  a good  plan  to  “tack”  the  standard  first  with 
one  small  piece  of  solder ; then  the  teeth  should  be 
tried  on  to  test  its  accuracy  of  position,  which  can 
be  easily  corrected  if  found  slightly  false  in  angle. 
The  soldering  is  then  completed,  using  a thread  of 
wire  as  before  ; and  a very  small  piece  of  pumice- 
stone  or  coke  will  be  found  most  useful  if  placed 
at  the  back  of  the  standard,  for  binding  against 
and  preventing  it  from  falling  back  upon  the  plate 
during  the  soldering.  Now  the  swivel  and  bolt 
are  to  be  passed  through  the  hole,  and  the  bolt 
soldered  at  the  joint  at  the  back  of  the  standard  ; 
but  if  that  was  done  without  fur- 
ther preparation,  the  solder  would 
most  likely  pass  through  from  one 
side  of  the  joint  to  the  other,  and 
“fix”  the  swivel.  To  prevent  this 
it  is  not  sufficient  to  work  in  whit- 
ing from  the  circumference  of  the  Flg- 54>  Bo^vels  Wlth 
swivel  after  it  has  been  inserted  in 
the  standard.  Before  inserting  it,  whiting  made  into 
a thin  paste  with  water  must  be  carefully  coated  over 
the  surface  of  the  swivel  and  joint  which  is  to  come 
into  contact  with  the  standard;  these  parts  may 
then  be  inserted,  and  the  joint  at  the  back  of  the 
standard  should  be  scraped  and  touched  very  slightly 
with  the  solution  of  borax.  Fig.  54  represents  a 
swivel  with  bolt  of  full  length  ; also  one  with  bolt 
cut,  for  insertion  into  standard  ; the  third  cut  re- 
presents the  swivel  without  bolt.  The  solder  hav- 
ing been  placed,  the  plate  should  be  well  heated  up, 
and  a pointed  blue-white  flame  used  to  reduce  the 
solder.  Such  is  the  method  which  will  be  found 
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most  suitable  for  the  majority  of  cases;  there  are 
others,  however,  where  different  treatment  is  neces- 
sary, as,  for  instance,  where  the  hole  for  the  swivel- 
bolt  must  be  pierced  through  the  main  plate ; but 
the  points  already  noticed  indicate  generally  the 
essential  considerations. 

Fastening  Tube-teeth  to  the  Plate. — The  plate 
having  been  “ pickled  ” and  “ stoned,”  is  then  ready 
to  have  the  tube-teeth  fixed  upon  it.  To  accomplish 
this  properly  the  tubes  must  be  made  thoroughly 
clean,  and  the  pins  on  the  plate  should  be  scraped 
and  “ barbed,”  or  roughened  slightly  with  a graver 
edge.  The  teeth  are  then  put  on,  and  the  plate, 
being  held  in  the  pliers,  is  heated  carefully  over  the 
bunsen  flame ; sulphur  (in  powder)  is  then  placed 
at  the  top  of  each  pin,  and  if  the  plate  has  been  pro- 
perly heated  the  sulphur  will  melt  and  flow  down 
the  tube  and  pin ; the  case  is  then  allowed  to  cool, 
and  the  teeth  will  be  found  thoroughly  secured. 
Another  method,  and  one  it  is  well  to  adopt  in 
certain  cases,  is  to  heat  the  plate  over  the  bunsen 
flame  before  putting  on  the  teeth,  and  give  each 
pin  a coating  of  sulphur ; the  teeth  are  then  heated 
one  after  the  other  over  the  flame  to  such  a degree, 
that  when  placed  upon  the  pins  their  own  heat 
will  melt  the  sulphur,  as  they  are  passed  over  the 
pins.  This  requires  a little  more  time  than  the 
other  method,  but  it  is  very  certain  in  its  results. 
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VULCANITE  WORN. 

Complete  Sets. — Shallow  plaster  models  having 
been  cast  from  the  impressions  taken  of  the  mouth, 
it  is  then  necessary  to  obtain  the  “ bite.” 

In  order  to  obtain  perfectly  accurate  results,  a 
rigid  base  plate  is  required  on  which  to  mount  the 
biting-blocks.  In  the  work  just  left  the  gold  plates 
themselves  answered  admirably  for  this  purpose  ; 
but  in  the  construction  of  vulcanite  sets  the  only 
plate  available  is  one  of  wax  or  gutta-percha,  and 
neither  of  these  by  itself  is  able  to  resist  the  force 
exerted  upon  it  by  the  patient  in  biting.  Some 
strike  Britannia-metal  plates — thickness  of  model- 
ling wax — for  the  models,  and  upon  these  set  the 
biting-blocks,  and  afterwards  the  teeth.  The  time 
required  for  preparing  these  plates  is  the  great 
objection  to  their  use ; otherwise  they  answer  the 
purpose  well. 

Perfectly  satisfactory  results  can,  however,  be 
obtained  in  a few  minutes  by  the  following  method. 
Damp  the  surface  of  the  plaster  model  well,  and 
make  a gutta-percha  plate  upon  it,  extending  over 
the  palate.  Then  take  an  iron  wire  (pin  size)  of 
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suitable  length,  and  bend  it  to  fit  across  the  floor 
of  the  palate,  with  its  ends  extending  up  and  over 
the  alveolar  ridge,  at  the  point  to  be  occupied  by 
the  first  or  second  molar.  The  wire  is  next  heated 
over  the  bunsen  and  sunk  in  position  upon  the 
gutta-percha,  which  being  softened  along  the  whole 
line  by  the  heat  thus  imparted  to  it,  can  be  at  once 
closed  over  the  wire  with  the  finger.  The  plates 
prepared  in  this  manner  will  be  found  perfectly 
rigid  in  the  line  along  which  the  force  in  biting  is 
exerted.  The  wax  biting-blocks  are  mounted 
upon  the  gutta-percha  plates,  and  the  bite  is  taken, 
and  cast  in  plaster  in  the  manner  already  described 
in  connection  with  gold  work. 

When  the  plaster  bite  has  been  “ taken  off,”  the 
gutta-percha  plates  are  then  removed  from  the 
models,  which  must  now  have  wax  plates  made 
for  them,  and  upon  these  the  teeth  are  set.  In 
softening  the  modelling  wax  for  this  purpose  care 
should  be  taken  not  to  melt  its  surface,  and  in  closing 
it  to  the  model  very  slight  pressure  should  be  em- 
ployed ; otherwise  the  uniform  thickness  which  we 
desire  to  reproduce  in  vulcanite  will  be  destroyed. 
When  adding  wax  for  supporting  the  teeth  to  a 
higher  level  than  the  plate  itself  would  give,  or 
afterwards  when  modelling  up  the  piece  to  the 
desired  outline,  it  is  much  better  to  use  softened 
strips  of  wax,  where  the  additions  are  required, 
than  to  drop  melted  wax  upon  the  plate  until 
the  height  and  shape  is  obtained.  By  the  latter 
method  not  only  is  time  lost,  but  too  often  a clumsy 
ill-made  piece  is  the  result.  By  the  former  we  can 
at  once  attach  to  the  plate  a skeleton  frame  of  soft 
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wax  in  which  the  teeth  may  one  after  the  other  be 
placed  to  the  required  height  and  fulness,  dropping 
wax  behind  each  as  its  true  position  is  obtained. 
This  will  also  be  found  to  be  the  best  means  of 
obtaining  a shapely  piece. 

Before  setting  the  teeth  their  pins  must  be  bent  in 
such  a manner  as  will  best  keep  them  firmly  fixed  in 
the  vulcanite ; and  the  pliers  used  should  have  such 
surfaces  as  will  roughen  the  pins  while  bending 
them.  For  the  more  effectual  holding  of  the  pins, 
instead  of  bending  them,  cross  wires  of  platina  are 
sometimes  soldered  to  their  extremities ; but  this 
practice  need  only  be  adopted  in  very  exceptional 
cases.  The  pins,  of  the  length  and  strength  which 
is  usual  among  the  teeth  of  the  present  day,  are 
well  fixed  in  the  vulcanite  by  bending  as  de- 
scribed, and  having  the  surfaces  clean  while  pack- 
ing. In  the  case  of  a complete  upper  and  lower, 
the  lower  teeth  are  first  mounted  accurately  in 
position,  using  the  wax-block  on  the  upper  model 
as  guide.  This  block  has  been  cut  when  taking 
the  bite  to  the  exact  fulness  required  for  the  case, 
and  if  the  lower  teeth  are  set  so  that  their  points 
will  come  slightly  within  the  face  of  the  upper 
block  they  must  be  correct.  When  they  are 
fastened  in  position,  and  the  wax  is  modelled 
up  to  the  required  form,  the  upper  teeth  are  then 
set  to  the  lowers.  The  centre  line  must  be  care- 
fully worked  to,  and  the  points  of  the  upper  incisors 
must  be  made  to  close  over  the  lowers,  while  the 
bicuspids  and  molars  should  be  made  to  fit  well  to 
each  other,  grinding  their  crowns  if  necessary.  It 
is  most  important  that  there  should  be  a good 
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articulation  ; where  the  bicuspids  can  be  got  to 
“ lock,”  or  close  between  the  opposite  crowns,  this 
may  readily  be  obtained ; but  where  the  cusps  close 
perpendicularly  upon  each  other,  considerable 
grinding  of  the  surfaces  will  be  required.  “ Lock- 
ing ” may  often  be  obtained  by  a slight  spacing  of 
the  incisors  which  may  allow  the  cusps  of  one  set 
to  close  between  the  cusps  of  the  other. 

Swivels — If  swivels  are  required  for  a vulcanite 
set,  they  may  be  inserted  either  after  the  case  is 
vulcanized  and  finished,  by  drilling  through  the 
vulcanite,  or  they  may  be  inserted  at  this  stage, 
viz.  when  the  teeth  have  been  arranged  and  the 
wax  modelled  into  the  required  form.  If  the  latter 
plan  be  adopted,  the  “ bolt  ” of  the  swivel  need  not 
be  left  over  a quarter  of  an  inch  long,  and  it 
should  be  barbed  with  a graver ; * and  when  it  is 
inserted  into  the  wax  it  should  not  be  heated  but 
pressed  in  cold,  otherwise  some  trouble  may  be 
experienced  from  the  loosening  of  the  swivel  in  the 
wax.  By  adopting  this  method,  springs  may  be 
attached  to  the  swivels  for  trying  the  case  in  the 
mouth  if  care  be  exercised.  This  plan  of  trying  in 
a set  with  springs  attached  is  regularly  practised 
by  some  dentists,  whether  the  case  be  ultimately 
intended  to  have  springs  or  to  be  without.  A 
special  set  of  swivels  is  made  and  reserved  for 
this  purpose  ; their  “ bolts  ” are  fixed  into  square 


* The  bolts  are  sometimes  crushed  between  the  jaws  of  the  “vise,” 
but  this  is  a plan  which  cannot  be  recommended.  A slightly  barbed 
bolt  holds  perfectly  in  the  vulcanite,  and  should  it  be  necessary  after- 
wards to  extract  it  from  the  latter,  that  can  be  readily  accomplished ; 
not  so  if  the  other  method  of  roughening  be  adopted. 
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pieces  of  wood  or  gutta-percha,  which  gives  them 
a good  hold  in  the  wax.  They  may  be  inserted 
in  the  biting-block  after  it  is  pared  to  shape,  and 
thus  an  additional  help  be  secured  towards  obtain- 
ing a correct  bite. 

Firing  Models. — Upon  these  the  cases  are 
“ flasked,”  packed,  and  vulcanized.  The  first  or 
original  model  may  be  used  for  this  purpose,  or  a 
second  one  taken  from  the  original  may  be  em- 
ployed. The  usual,  and  perhaps  the  best,  practice 
is  to  use  the  original  for  firing  upon  for  all  eden- 
tulous cases  ; but  for  most  partial  cases  the  other 
method  is  adopted,  the 
original  model  being  re- 
tained for  use  after  the 
piece  has  been  vulcan- 
ized. The  firing  models 
must  in  all  cases  be  made 
shallow  ; and  where  the 

artificial  teeth  are  long,  the  Fi&-55-  Set  of  Teeth  on  Firing  Model. 

case  and  model  should  be 

tried  in  the  flask  before  mixing  the  plaster,  to 
make  certain  that  the  points  of  the  teeth  are  ranged 
well  below  the  border  of  the  upper  half  of  the  flask. 
The  cases  are  cemented  to  the  firing  models  by  a 
hot  knife  used  round  the  plaster  and  wax  border. 

Should  a “ chamber  ” be  required  for  a suction 
upper,  the  “ shape  ” — which  may  be  made  of  lead, 
&c.,  the  thickness  of  modelling  wax — is  cemented 
to  the  upper  (lingual)  surface  of  the  wax  plate  ; but 
after  separating  the  flask,  and  before  packing,  it 
must  be  fastened  in  position  on  the  palate  of  the 
model. 
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Flasks. — These  may  be  had  in  a great  variety  of 
patterns,  but  they  may  be  generally  described  as 
consisting  of  two  kinds — first,  those  which  are  made 
in  two  main  parts  or  chambers  ; and  second,  those 
made  in  three  main  parts  ; in  both,  a lid,  which  may 
be  considered  the  third  and  fourth  parts  respectively, 
completes  the  flask.  Fig.  56  shows  a flask  of  the 


Figs.  56,  57,  58,  and  59.  Vulcanizing  Flasks. 


first  description,  the  parts  being  fastened  together 
by  a clamp.  Fig.  57  shows  a flask  of  the  same  kind 
made  by  Whitney,  in  which  the  parts  are  secured 
by  three  screws.  Another  method  of  fastening  is 
to  use  a simple  stirrup  or  narrow  metal  band, 
which  is  tightened  upon  the  flask  by  inserting  an 
iron  wedge.  In  Fig.  58  we  have  one  of  a very 
useful  description  largely  employed  by  dentists. 
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Fig.  59  represents  one  made  according  to  the 
second  principle,  having  three  parts  and  lid ; this 
flask  was  introduced  by  Messrs.  Bell  and  Turner. 

The  first  kind  (those  having  two  parts)  are  used 
where  the  model  and  teeth  are  to  be  held  in  dif- 
ferent chambers  of  the  flask,  the  vulcanite  being 
packed  in  the  upper  chamber  (containing  the 
teeth),  which  is  then  closed  upon  the  lower  which 
contains  the  model.  The  second  kind  are  used 


Fig.  60.  Upper  Set  imbedded  in  lower  part  of  Flask. 


where  teeth  and  model  are  to  be  held  together  in 
the  same  chamber,  the  vulcanite  being  packed  in 
such  cases  directly  upon  the  model.  Both  flasks 
are  required  in  the  work-room,  for  though  it  is 
certain  that  the  best  results  are  obtained  in  nearly 
all  cases  by  using  the  latter  description,  the  others 
may  occasionally  be  used  with  advantage  for  new 
work,  and  they  are  the  most  convenient  for  repairs. 

The  two-part  flask  is  worked  in  the  following 
manner.  The  bottom  chamber  is  two  - thirds 
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filled  with  thickly  mixed  plaster,  and  the  firing 
model  is  at  once  sunk  in  it,  the  plaster  being 
brought  up  to  the  edge  of  the  wax,  from  which  it 
slopes  down  to  the  border  of  the  flask,  which  must 
be  left  clear,  so  that  the  upper  part  will  close  per- 
fectly upon  the  metal  of  the  lower.  The  plaster 
surface  must  be  made  smooth  and  well  oiled  or 
soaped,  the  teeth  being  left  untouched.  The  filling 
of  the  second  chamber  requires  great  care,  so  as  to 
avoid  the  “ blows,”  or  air  cavities,  which  may  form 
about  the  teeth,  and  may  be  the  cause  of  their 
changing  position.  Sufficient  plaster  having  been 
mixed  to  fill  the  flask,  some  of  it  is  taken  up  on  a 
tooth-brush  and  rubbed  thoroughly  over  all  parts 
of  the  teeth  and  gums,  when  a thicker  coating  may 
then  be  quickly  applied ; the  second  part  of  the  flask 
is  next  put  on,  and  the  chamber  is  completely  filled 
with  plaster,  and  the  lid  pressed  down  into  position. 
This  manner  of  filling  a flask  will  effectually  pre- 
vent the  faults  referred  to,  but  some  quickness  of 
action  is  necessary,  so  as  to  finish  the  work  before 
the  plaster  becomes  too  thick.  When  the  latter  is 
set,  the  flask  should  be  slightly  warmed,  and  the 
parts  separated  by  prising  at  opposite  parts  of  the 
joint.  Before  removing  the  wax,  its  form  and  out- 
lines should  be  noted,  as  the  recollection  will  assist 
the  manipulator  when  afterwards  disposing  the 
vulcanite  in  packing.  Boiling  water  is  used  to 
remove  the  wax  which  may  not  be  readily  taken 
away  with  a knife.  Grooves  may  now  be  cut  in 
the  plaster  with  a graver,  from  the  borders  of  the 
flask  up  to  the  model.  These  “ gates  ” are  pro- 
vided so  that  any  excess  of  vulcanite  shall  readily 
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escape,  and  not  interfere  with  the  closing  of  the 
flask  after  the  packing  has  been  completed.  It 
will  be  found,  however,  much  more  satisfactory  to 
take  some  trouble  to  ensure  that  only  the  proper 
quantity  of  vulcanite  be  packed  into  the  mould. 
With  the  most  complete  supply  of  “ gates,”  if  there 
is  much  excess  of  rubber  the  case  will  be  a failure, 
and  with  careful  packing  the  “ gates  ” are  scarcely 
required.  The  flask  must  be  heated  before  com- 
mencing to  pack  ; this  may  be  done  by  steam  or 
by  dry  heat.  If  the  former  is  employed,  the  flask 
should  not  be  allowed  to  lie  surrounded  by  the 
water,  but  should  be  raised,  so  that  only  the  steam 
will  act  upon  it.  But  whichever  plan  be  adopted, 
the  heating  should  be  carefully  attended  to,  and 
whenever  the  flask  reaches  the  point  beyond  that 
which  can  be  well  borne  by  the  hand,  the  packing 
should  be  proceeded  with.  Overheating , either 

by  steam  or  dry  heat,  completely  destroys  the 
plaster,  so  that  when  the  least  pressure  is  em- 
ployed it  gives  way,  and  the  success  of  the  case 
is  endangered. 

Preparing  the  Vulcanite First,  as  has  been 

already  stated,  it  is  most  important  to  pack  the 
case  with  just  the  quantity  of  vulcanite  required. 
This  quantity  may  be  found  by  weighing  the  wax 

which  must  be  taken  from  the  mould  in  a very 
complete  manner  ; then  by  knowing  the  respective 
specific  gravities  of  wax  and  the  vulcanite  used, 
we  are  enabled  to  find  the  quantity  of  vulcanite 
required  to  fill  up  the  space  before  occupied  by  the 
wax.  For  example,  the  specific  gravity  of  wax  is 
°‘96  ; and  Professor  Austen  states  the  specific 
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gravity  of  American  red  rubber  as  i'572*  Hence 
to  fill  the  mould  when  pure  wax  is  used  for  a 


Fig.  61.  Glass  for  ascertaining  the  amount  of  Vulcanite  required  or  any  case. 

model  plate,  it  will  require  to  i part  of  wax  by 

weight  i*6  of  the  red  rubber. 

This  plan  is  not,  for  obvious  reasons,  a very 
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convenient  one  to  adopt.  A readier  method  is  to 
obtain  at  once  bulk  of  vulcanite  for  bulk  of  wax. 
This  is  done  in  the  following  manner.  A suitable 
glass  vessel  (Fig.  61)  is  filled  to  a certain  point  with 
water ; the  wax  is  then  immersed,  when  the  water 
of  course  rises  to  a higher  level ; this  higher  point 
must  be  marked ; the  wax  is  then  taken  out,  and 
vulcanite  is  put  into  the  tumbler  until  the  water 
again  reaches  the  higher  level.  It  will  be  found 
much  more  satisfactory  to  take  this  measurement 
before  the  case  is  secured  to  the  firing  model. 
Then  it  represents  exactly  the  bulk  desired  plus 


Fig.  62.  Heater  for  Vulcanite. 


the  bulk  of  the  artificial  teeth  ; and  this  surplus  is 
required  so  as  to  allow  for  the  consolidation  of  the 
vulcanite  in  the  “press.”  For  the  above  purpose 
a graduated  glass  is  most  convenient,  but  a com- 
mon tumbler  and  colour  marks  may  be  used. 

The  vulcanite  is  then  cut  into  pieces  most  suit- 
able in  size  for  the  case  in  hand.  Narrow  strips 
must  be  provided  for  packing  round  the  pins  of  the 
teeth,  and  the  pieces  increase  in  size  as  the  work 
proceeds,  large  squares  being  used  for  the  broad 
palate  of  an  upper.  The  most  convenient  heater 
for  the  vulcanite  is  a tinned  iron  or  zinc  box  about 
an  inch  deep,  containing  water,  and  fixed  so  that 
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the  flame  of  a bunsen  may  be  applied  below  to 
maintain  the  heat. 

Packing. — The  upper  part  of  the  flask,  or  coun- 
ter, as  it  may  be  called,  in  which  the  packing  is 
done,  should  be  well  wrapped  round  with  a towel 
before  commencing  operations  ; this  will  in  great 
measure  preserve  the  heat.  The  narrow  strips  of 
the  “ base  ” rubber  are  first  packed  below  and 
round  the  platina  pins ; then  the  smaller  pieces 
of  gum  are  packed  between  the  teeth,  and  the 
larger  used  to  complete  the  “ facing.”  The  surface 
left  upon  the  gum  rubber  should  be  continuous  or 
solid  ; if  joints  are  left  over  the  surface,  such  as 
those  made  by  pieces  imperfectly  packed  together, 
the  red  rubber  will  come  between,  and  probably 
appear  through  the  facing  of  gum  when  the  case 
is  finished.  The  packing  of  the  “ base  rubber  ” is 
now  proceeded  with  in  the  deep  parts  of  the  mould 
at  the  back  of  the  teeth,  and  from  this  point  the 
work  may  be  done  more  rapidly ; over  the  palate 
of  a suction  upper  the  large  squares  of  vulcanite 
are  simply  placed  in  position,  the  pressure  after- 
wards employed  being  sufficient  to  consolidate  the 
parts. 

Packing  will  be  found  a simple  enough  process 
if  it  is  commenced  with  a sufficiently  hot  mould, 
and  if  the  operation  is  finished  before  the  latter 
becomes  cold. 

To  ascertain  the  condition  of  the  work  after 
closing,  a piece  of  damped  cloth  * of  sufficient  size 
is  placed  over  the  vulcanite  after  packing ; the 
parts  are  then  put  together  and  the  flask  placed  in 

* That  found  between  the  sheets  of  vulcanite  is  very  suitable. 
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the  press  or  vice,  where  it  is  closed  by  a gradual  and 
equal  application  of  the  force.  It  is  then  separated 
carefully  and  the  cloth  removed  ; any  difficulty  in 
regard  to  the  latter  may  be  readily  overcome  by 
thoroughly  damping  the  adhering  parts.  Should 
there  be  a deficiency  of  vulcanite,  additions  must 
be  made  to  the  defective  parts  ; should  there  be  an 
excess,  that  is  removed  by  using  a hot  knife.  When 
the  faults  have  been  corrected  the  flask  is  perfectly 
closed  in  the  press  ; it  is 
then  fastened  by  its  clamp 
and  vulcanized. 

The  second  kind  of  flask 
— that  having  three  parts 
—is  generally  used  for 
those  cases  in  which  the 
model  and  teeth  are  en- 
closed in  the  one  chamber 
and  held  together  by  the 
one  plaster.  The  first 
and  second  parts  of  such  a 
flask  when  put  together 
should  form  a chamber 
large  enough  to  receive 
any  firing  model  with  the  denture  attached,  and 
the  superior  border  of  the  metal  should  be  higher 
than  the  points  of  the  artificial  teeth.  This  chamber 
having  been  more  or  less  filled  with  plaster,*  the 
firing  model  and  denture  (the  teeth  of  the  latter 
having  been  brushed  and  coated  with  plaster)  are 

* The  quantity  of  course  depends  upon  the  dimensions  of  the  case  to 
be  imbedded,  but  it  is  better  to  mix  an  excess  of  plaster  rather  than  a 
deficiency. 


Fig.  63.  Press  for  closing  Flasks 
after  packing. 
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imbedded  in  it,  so  that  the  points  of  the  artificial 
teeth  shall  lie  slightly  below  the  metal  border ; as 
the  case  is  pressed  down  into  this  position  the 
plaster  rises  up  over  the  teeth,  the  crowns  of  which 
should  also  be  covered  with  it.  Thus  the  only  part 
of  the  case  left  exposed  is  the  lingual  surface  of  the 
wax  plate.  The  plaster  must  have  a surface  favour- 
able for  parting ; and  when  it  is  set  and  thoroughly 
oiled  or  soaped,  the  third  part  of  the  flask  is  put  on 
and  filled  with  plaster,  and  the  lid  pressed  into 

position.  The  “ two-part  flask  ” 
might  be  used  for  working  upon 
this  plan,  but  its  lower  chamber 
is  so  shallow  that  the  teeth 
stand  high  above  its  border, 
and  the  plaster,  which  must 
therefore  be  brought  up  over 
their  faces  and  points,  is  un- 
supported by  metal,  and  very 
subject  to  break  in  a serious 
Fig.  64.  Three-part  Flask,  manner  both  in  packing  and 

closing  the  flask.  If  this  flask 
be  employed,  however,  its  order  of  parts  should  be 
reversed;  make  the  lid  and  upper  part  together  the 
bottom  chamber,  into  which,  it  being  filled  with 
plaster,  the  case  is  imbedded ; the  bottom  part 
may  then  be  used  as  the  new  upper  chamber  and 
lid  in  one. 

For  many  years  we  have  used  one  somewhat 
similar  to  the  “Bell  and  Turner”  three-part  flask, 
and  find  it  most  convenient  for  this  kind  of  work. 
The  accompanying  figures  explain  themselves.  In 
Fig.  65  we  see  the  chamber  (1,  2),  with  the  protect- 
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ing  flange  round  the  superior  border  of  the  arch — 
in  which  the  case  is  imbedded.  It  is  rather  smaller 
in  size,  and  wants  the  details  of  fixing  pins  and 
diaphragm  and  “ bottom  ribs  ” of  that  flask,  and 


Fig.  65.  Three-part  Flask. 


the  arch  of  the  superior  border  of  the  second  part 
is  formed  into  a narrow  flange,  which  gives  addi- 
tional strength  to  the  plaster  covering  the  teeth, 
the  points  of  which  when  the  case  is  imbedded  are 
ranged  under  it.  Fig.  66  gives 
a view  in  section  of  this  flask 
with  a case  of  teeth  in  position. 

The  “Contour  flask”  we  have 
used,  but  found  the  arrange- 
ment for  packing  and  pressing 
from  behind  a very  inconvenient 
one  ; it  is,  however,  very  highly 
spoken  of  by  several  dentists. 

The  details  already  given  in  connection  with  the 
packing  process  sufficiently  indicate  the  essential 
points  to  be  observed  in  all  cases.  In  the  present 

I 


Fig.  66.  Three-part  Flask 
in  section. 
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instance  the  packing  is  of  course  done  in  that  part 
of  the  flask  containing  the  model  and  teeth,  com- 
mencing with  the  pink  or  facing  rubber  which  is 
carefully  packed  between  the  teeth  and  otherwise 
as  the  case  requires ; the  packing  of  the  base 
rubber  is  then  proceeded  with  and  continued  as  far 
over  the  model  and  palate  as  the  finished  case  is 
designed  to  reach ; the  damp  cloth  is  then  placed 
over  the  vulcanite,  and  the  closing  of  the  flask  pro- 
ceeded with  in  the  manner  already  explained. 

This  last  method  of  working  is  in  every  respect 
superior  to  the  other.  In  the  great  majority  of 
cases  a perfect  closure  of  a flask  is  not  obtained, 
and  therefore  a thickening,  or  “rising,”  over  the 
whole  surface  involved  in  the  closing  of  the  parts 
is  the  result.  With  the  two-part  flask,  as  the  teeth 
and  vulcanite  are  closed  together  upon  the  model, 
the  teeth  are  of  course  involved  to  the  same  extent  as 
the  rest  of  the  case  in  any  thickening  which  occurs. 
This  change  is  most  noticeable  in  partial  pieces,  or 
in  others  in  which  the  teeth  were  closely  fitted  to 
the  gum ; in  these  the  new  thickness  of  vulcanite 
below  the  teeth  is  plainly  seen,  and  the  latter  stand 
much  higher  than  they  ought  to  do  both  for  bite 
and  appearance.  In  such  cases,  where  the  piece  is 
“ raised,”  as  it  is  called,  the  fault  can  only  be  cor- 
rected by  the  unsatisfactory  and  tedious  plan  of 
fitting  it  down  on  the  plaster  model,  or  by  grinding 
from  the  points  of  the  teeth  themselves. 

But  by  adopting  the  second  method  of  flasking, 
the  teeth  are  fixed  to  the  model  throughout  the 
whole  process  of  packing  and  closing;  their  relation 
to  it,  therefore,  remains  constant  and  unchanged, 
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and  any  thickening  which  may  occur  can  only 
affect  the  vulcanite  behind  the  teeth  and  extending 
over  the  palate ; this  is  a change  of  little  conse- 
quence, and  the  thickness  can  readily  be  reduced 
by  using  the  file  or  graver  on  the  lingual  surface 
of  the  vulcanite  plate.  We  should,  therefore,  adopt 
this  plan  as  a rule  on  all  occasions.  There  are 
some  exceptional  cases  where  the  two-part  flask  is 
the  better  one  to  use — these  are  mostly  lower  sets — 
but  those  who  have  become  accustomed  to  pack  on 
the  model  will  make  an  effort  to  do  so  even  in 
these  more  unfavourable  cases.  There  are  certain 
sets,  for  example,  where  the  artificial  teeth  are  set 
almost  if  not  quite  on  the  plaster  gum,  and  in 
front  of  these  and  over  the  face  of  the  alveolar 
ridge  it  is  necessary  to  pack  a considerable  amount 
of  vulcanite.  It  is  impossible  in  these  circum- 
stances, even  with  the  thinnest  packers  we  may 
improvise,  to  pass  the  vulcanite  through  between 
the  tooth  and  plaster  into  the  space  beyond.  We 
should  in  such  a case  disengage  the  teeth  from  the 
plaster,  and  the  space  may  thus  be  very  easily 
packed ; the  teeth  are  then  replaced,  and  the  rest 
of  the  packing  proceeded  with. 

The  three-part  flask  can  be  used  in  another  way 
to  overcome  peculiar  difficulties.  Plaster  is  filled 
into  its  first  or  bottom  part  only,  and  the  model 
imbedded  as  described  in  connection  with  the  first 
process,  the  plaster  being  brought  up  more  or  less 
over  the  facing  wax,  but  leaving  the  teeth  free ; its 
surface  is  then  smoothed  and  oiled,  and  the  second 
part  of  the  flask  being  put  on,  plaster  is  filled  round 
and  over  the  teeth,  as  described  for  the  second  pro- 
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cess,  leaving  the  lingual  surface  of  the  wax  plate 
clear.  This  plaster  surface  is  in  its  turn  oiled,  and 
the  third  part  having  been  put  on,  the  flask  is  filled 
with  plaster  and  the  lid  pressed  down.  Thus  it  can 
be  separated  at  both  joints,  and  the  case  packed  at 
all  parts.  This  mode  of  working,  however,  is  not 
without  difficulties  of  its  own,  on  which  account  it 
is  avoided  as  much  as  possible. 

Partial  Cases  in  Vulcanite. — If  the  artificial  teeth 
are  required  to  fit  the  gum,  the  same  practice  may- 
be adopted  as  with  plates ; having  fitted  and 
arranged  the  teeth  on  the  model,  the  modelling  wax 
is  then  softened  and  pressed  to  the  latter,  bringing 
it  up  to  join  that  which  fastens  the  teeth,  and  fusing 
the  joint  with  a hot  knife.  If  it  is  necessary  to 
remove  the  case  from  the  model,  the  removal  should 
not  be  attempted  until  the  wax  is  quite  set. 

Clasps. — These  may  be  made  from  “band  gold,” 
and  fitted  to  the  teeth  in  the  same  manner  as  that 
described  in  connection  with  plate  work.  The 
same  care  must  also  be  taken  to  allow  them  to  have 
ample  freedom  of  action  along  the  holding  surfaces 
of  the  natural  teeth  ; let  them  also  be  as  high  round 
the  walls  of  the  latter  as  possible.  Broad,  thin,  and 
freely  acting  clasps  are  the  most  satisfactory  of  all. 
The  catches  soldered  to  hold  them  in  the  vulcanite 
must  be  attached  so  as  not  to  prevent  the  required 
elasticity,  and  at  the  same  time  so  placed  that  they 
shall  be  well  imbedded  in  a sufficiently  strong  part 
of  the  vulcanite.  For  example,  the  double  bicuspid 
clasp,  acting  on  both  sides  of  the  tooth,  should 
have  its  catch  soldered  only  over  a small  part  of 
the  back  of  the  clasp  for  the  first  reason,  and  as 


PARTIAL  VULCANITE  CASES.  I I 7 

near  the  gum  border  as  possible  for  the  second. 
They  should  be  made  of  stouter  plate  than  that  from 
which  the  clasp  is  made,  and  should  be  soldered 
strongly  to  the  latter.  The  most  convenient  and 
generally  useful  catch  is  a small  piece  of  plate 
somewhat  triangular  in  form,  soldered  so  that  its 
base  shall  lie  near  the  gum  and  its  apex  towards 
the  superior  border  of  the  clasp.  This  gives  a most 
effective  hold,  and  from  the  shape  there  is  little  risk 
of  its  becoming  exposed  while  “finishing”  the  piece. 

Clasps  may  also  be  made  of  vulcanite,  in  which 
case  it  is  of  course  necessary  to  mould  wax  round 
the  teeth,  so  as  to  represent  in  all  respects  the 
clasp  required.  The  holding  surfaces  of  the  teeth 
to  be  covered  should  be  slightly  pared  in  the  firing 
model,  so  that  when  the  case  is  finished  the  clasps 
shall  grasp  the  natural  teeth.  This  kind  of  clasp 
is  seldom  used  except  for  large  crowned  molars. 
When  these  teeth  stand  isolated,  the  vulcanite  can 
be  made  to  encircle  them  in  the  shape  of  a broad 
ring,  and  this  is  frequently  the  most  effective 
manner  in  which  a case  can  be  supported  in  the 
mouth.  The  ring  should  be  as  broad  as  the  shape 
of  the  tooth  will  allow.  In  other  cases,  where  the 
ring  cannot  be  used,  the  vulcanite  clasp  should  be 
made  to  come  well  round  the  face  of  the  tooth  ; it 
should  be  made  also  of  the  strongest  rubber  ; and 
a considerable  space  must  be  provided  between  the 
artificial  tooth  and  the  plaster  one  where  a vul- 
canite clasp  is  required  to  come  between,  otherwise 
the  latter  will  be  in  great  danger  of  breaking  at 
that  point.  When  a case  of  this  kind  is  flasked,  if 
the  artificial  teeth  are  covered  over  as  in  the  second 
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method  of  flasking,  the  plaster  must  be  cleared 
from  the  crowns  of  those  plaster  teeth  which  are 
clasped,  so  as  to  expose  the  superior  border  of  the 
wax  which  covers  their  faces.  This  is  necessary 
in  order  that  the  rubber  may  be  properly  packed 
at  those  parts.  Of  course  this  is  done  before  the 
upper  part  of  the  flask  is  filled. 

Vulcanizers  and  Vulcaniz- 
ing.— “ It  is  scarcely  to  be 
believed/’  says  Professor 
Austen,  “ as  we  look  upon  the 
small  copper  chambers  stand- 
ing upon  the  bench  in  which 
vulcanizing  at  present  takes 
place,  that  the  first  vulcanizer 
introduced  by  Mr.  Putnam 
weighed  1,200  pounds,  and 
required  the  constant  care  of 
an  engineer.  This  was  dis- 
carded for  one  of  350  pounds, 
which  in  its  turn  made  way 
for  one  of  100  pounds,  and 
this  was  considered  the  highest 
improvement  of  cast-iron  vul- 
canizers.” 

Those  of  the  present  day  stand  upon  the  bench, 
and  are  only  some  1 2 or  15  inches  high  over  all,  and 
5 inches  diameter ; the  chamber  itself  is  generally 
made  of  copper.  The  one  of  most  convenient  con- 
struction, according  to  our  experience,  is  secured  or 
closed  by  means  of  one  large  centre  screw  which  acts 
upon  a dome-shaped  lid  (Fig.  67).  There  is  no  valve , 
but  a fusible  metal  plug  inserted  in  the  lid  provides 
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against  all  danger  of  the  bursting  of  the  vulcanizer, 
by  melting  at  from  3450  to  350°  F.  ; by  standing 
beside  the  vulcanizer  for  three  minutes  when  the  heat 


Figs.  68,  69,  and  70.  Hayes’s  Vulcanizers. 


has  reached  310°  F.,  and  giving  strict  attention  to 
the  rise  and  fall  of  the  mercury,  the  stopcock  may 
be  so  accurately  arranged  that  the  mercury  will  not 
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vary  more  than  one  degree  during  the  whole  time 
allowed  for  vulcanizing. 

Figs.  68,  69,  and  70  represent  the  “ iron-clad  ” vul- 
canizer  introduced  by  Dr.  Hayes  for  one,  two,  and 
three  flasks  respectively.  The  boiler  itself  is  made 
of  copper,  and  it  is  surrounded  by  a jacket  or 
sheath  of  iron ; the  copper  alone,  therefore,  is  sub- 
jected to  the  corroding  influences  acting  within  the 


Figs.  71  and  72.  Whitney’s  Vulcanizers. 


chamber,  and  should  an  explosion  take  place  as  a 
result  of  the  thinning  of  the  copper,  the  iron  sheath 
which  has  not  suffered  deterioration  remains  of  a 
strength  sufficient  to  resist  many  times  the  force 
exerted  by  that  explosion. 

The  Whitney  vulcanizer  having  space  for  from  one 
to  three  flasks  (Figs.  71  and  72)  is  made  of  wrought 
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copper,  and  the  lid,  which  is  screwed  on,  is  provided 
with  a fusible  metal  plug  as  a security  against  ex- 
plosion. 

This  vulcanizer  is  favourably  spoken  of  by  Dr. 
Richardson,  who  has  had  one  in  constant  use  for 
more  than  three  years  without  any  perceptible  de- 
terioration. 

Thermometers. — Great  care  must  be  observed 
with  regard  to  these,  since  the  least  defect  in  the 


Fig.  73-  Steam  Gauge  for  Vulcanizer. 


tubes  renders  the  register  untrustworthy.  “ Some 
time  ago,”  says  Dr.  Lawrence,  “ I had  some  diffi- 
culty in  producing  a desirable  shade  in  my  vul- 
canite work.  It  was  too  dark,  as  is  the  case  when 
overheated,  and  I came  to  the  conclusion  that  the 
gum  had  deteriorated  in  quality.  Other  samples  of 
gum  were  tried,  and  at  varying  lengths  of  time,  yet 
with  the  same  result.  No  defect  could  be  discovered 
in  the  thermometer  by  the  naked  eye,  but  a micro- 
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scope  revealed  a slight  crack  in  the  bulb,  and  the 
mystery  was  solved.” 

Indeed,  so  liable  are  thermometers  to  derange- 
ment, and  so  readily  may  their  defects  pass  unob- 
served, that  many  dentists  prefer  to  use  instead  of 
them  the  “ steam  gauge.”  The  accompanying  Fig. 
73  shows  one  of  those  gauges  fitted  to  a Whitney 
vulcanizer,  B ; C is  a stopcock  screwed  on  in  place 
of  the  thermometer  scale;  D,  coupling  joint;  E, 
angle  in  the  pipe  ; F,  iron  pipe  three-sixteenths 
inside ; G,  U-shaped  curve  five  or  six  inches  in 
depth ; H,  cock  to  the  gauge ; I,  gauge.  The  de- 
scending curve  G is  provided  in  order  that  the 
steam  may  be  altogether  condensed,  so  that  water 
alone  may  rise  towards  H,  and  act  upon  the  gauge. 
A pressure  of  64  lbs.  to  the  square  inch  equals  300° 
F. ; 74  lbs.  equals  310°  ; and  85  lbs.  equals  320°. 

Vulcanizing. — This  is  a process  which  demands 
the  most  careful  attention.  The  principal  point  in 
connection  with  it,  and  one  which  should  be 
thoroughly  realised,  is,  that  short  time  and  high 
heat  is  ruinous  to  the  best  properties  of  the  vulcan- 
ite in  all  cases  and  the  cause  of  complete  failure  in 
many.  A disregard  of  this  fact  will  result  in  vulcan- 
ite pieces  which  are  neither  strong  nor  elastic,  and 
therefore  requiring  strengthening  plates  or  wires, 
which  are  not  required  in  carefully  fired  vulcanite 
pieces.  Professor  Wildman  says,  “To  insure  suc- 
cess and  produce  the  best  results  in  hardening  any 
kind  of  rubber,  the  heat  should  be  gradually  raised 
to  the  vulcanizing  point — not  higher  than  320°  F. 
— because  the  best  rubber  may  be  rendered  worth- 
less by  the  quick  process  and  vulcanizing  at  a high 
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range  of  temperature.”  Dr.  Franklin  says,  “ If  one 
hour  is  taken  to  raise  slowly  to  300°  and  another 
full  hour  to  raise  steadily  and  gradually  to  320°, 
five  minutes  longer  will  complete  the  vulcanizing.” 
This  is  not  a “ time  ” which  it  would  be  proper  to 
give  in  all  cases,  but  it  indicates  the  condition 
considered  by  the  writer  as  essential  to  success. 
“ As  thermometers,”  says  Professor  Austen,  “ vary 
much,  and  the  rubber  used  also  varies,  the  best  plan 
is  for  every  one  to  vulcanize  trial  pieces  until  the 
required  hardness,  toughness,  and  elasticity  is  ob- 
tained. The  vulcanite  should  curl  under  the 
scraper  like  horn,  permit  bending  to  an  angle  of  at 
least  450  and  return  to  its  origmal  shape  unchanged.” 
Such  are  the  opinions  of  careful  and  competent 
experimenters  upon  what  is  required  in  order  to 
produce  the  best  results  in  vulcanite  work ; and 
the  same  conclusions  must  have  been  forced  upon 
every  one  who  has  reflected  upon  what  has  hap- 
pened within  his  own  experience. 

The  time  allowed  for  vulcanizing  must  also  be 
proportional  to  the  thickness  of  the  piece  and  the 
purity  of  the  rubber.  A thick  lower  made  of  any 
of  the  brown  or  black  rubbers  requires  the  longest 
time  of  all.  For  some  of  these  from  one  to  two 
hours  should  be  allowed  to  raise  the  temperature 
from  240°  to  3 1 50,  otherwise  such  thick  cases  will 
be  porous  or  burnt.  The  same  pieces  made  of 
gum  rubber,  on  the  other  hand,  may  be  vulcanized 
without  chance  of  burning  in  a much  shorter  time  ; 
that  is  in  consequence  of  the  large  amount  of  earthy 
matter  which  the  latter  contains.  Where  it  is  impos- 
sible to  give  the  long  time  required  for  a thick  lower, 
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it  should  be  made  of  a gum  rubber  altogether — S.P. 
being  a good  rubber  for  such  cases — or  the  gum 
rubber  should  form  the  facing  and  the  core  of  the 
piece,  the  red  forming  a more  or  less  thick  lining 
round  the  lingual  surface. 

When  the  flask  is  taken  from  the  vulcanizer  it 
must  be  left  in  water  until  perfectly  cold.  The 
clamp  having  been  removed,  a knife  may  then  be 
carefully  used  to  prise  it  open  at  the  main  joint ; 
the  case  will  generally  be  retained — opening  the 
flask  in  this  manner — in  the  upper  part ; the  lid 
must  then  be  removed  ; and  the  best  way  to  get 
out  the  piece  is  to  insert  a strong-bladed  plaster 
knife  between  the  plaster  and  the  wall  of  the  flask, 
using  the  latter  as  a guide  to  work  against,  and 
send  the  blade  through ; repeat  this  round  about 
two-thirds  or  three-fourths  of  the  flask,  when  the 
plaster  may  easily  be  pressed  out  by  the  thumb  ; 
the  cutting  away  of  the  plaster  from  about  the  case 
is  then  very  easily  accomplished.  In  taking  a 
case  out  of  the  flask  in  this  manner,  cut  along  the 
back  wall  first,  and  be  careful  in  sending  the  knife 
through — particularly  round  the  teeth — to  keep 
the  blade  close  to  the  metal  of  the  flask  ; if  it  is 
carelessly  entered  into  the  plaster  the  teeth  may  be 
broken.  With  care,  however,  this  will  be  found 
the  quickest  and  safest  method  to  adopt,  as  a rule, 
in  taking  a vulcanite  case  from  the  flask. 

To  cleanse  the  surface  of  the  vulcanite  from  the 
plaster,  it  will  generally  be  sufficient  to  brush  it 
well  with  a strong  brush  and  water.  The  palate 
surface  of  a vulcanite  case  should  never  be  scraped 
or  cut  with  a graver. 
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Finishing  Vulcanite. — This  is  done  with  files, 
gravers,  or  scrapers,  sandpaper,  and  sometimes 
water  of  Ayr  stone,  and  the  “wheel.”  The  iron- 
teethed  wheels,  for  “ scouring  down,”  which  were 
sometimes  used  when  vulcanite  was  first  intro- 
duced, are  now  entirely  abandoned  as  altogether 
unfitted  for  the  work  of  the  present  day,  which  if 
properly  constructed  requires  only  the  edges  to  be 
reduced  and  the  general  surface  to  be  scraped. 

The  quickest  and  most  satisfactory  method  of 
finishing  vulcanite  is  by  using  in  the  first  instance 
graduated  files.  The  edges  of  the  piece  having  been 
reduced,  go  over  the  surface  with  a rough  “riffler,” 
next  with  a medium,  and  lastly  with  a fine  one. 
An  edge  tool  may  have  to  be  used  to  trim  round 
the  artificial  teeth.  A most  convenient  tool  (Fig. 
75)  for  clearing  vulcanite  from  between  the  teeth 
may  be  made  from  an  ordinary  steel  pen  and 
holder;  one  of  the  points  is  broken  off,  and  the 
part  of  the  pen  thus  left  is  ground  on  the  corundum- 
wheel  or  filed  into  suitable  shape ; such  a tool 
will  be  found  most  convenient  for  the  purpose,  as, 
from  the  temper  and  thinness  of  the  steel,  it  readily 
does  its  work,  and  if  caught  or  fixed  between  the 
teeth  no  risk  is  run  of  the  latter  breaking,  since  the 
tool  itself  breaks  more  readily.  A file  point,  sharp- 
ened, is  sometimes  used  for  this  purpose ; but  this 
is  a dangerous  tool  to  employ,  for  if  it  should  get 
fixed  between  the  teeth  the  latter  are  easily  broken 
by  it.  After  the  fine  filing  the  vulcanite  may  then 
be  gone  over  with  the  sharp  scraper,  or  sandpaper 
may  at  once  be  used  ; next  water  of  Ayr  stone, 
and  lastly  the  “ wheel.”  The  process  at  the  latter 
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UPPER  CASES  WITH  RIDGES. 
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is  the  same  as  that  described  for  plate,  with  the 
exception  that,  instead  of  using  rouge  on  the  finish- 
ing wheel,  a mixture  of  Spanish  whiting  and 
rouge,  and  sometimes  the  whiting  alone,  is  pre- 
ferred for  vulcanite  work. 

UPPER  SETS  RETAINED  IN  THE  MOUTH  BY 
MEANS  OF  RIDGES. 

This  method  of  securing  upper  sets  (complete  and 
partial)  was  explained  by  Mr.  Evans,  of  Paris,  in 
the  British  Journal  of  De7ital  Science  for  Decem- 
ber, 1874. 

On  each  side  of  the  middle  line  of  the  palate, 
and  between  the  latter  and  the  top  of  the  ridge,  a 
line  running  parallel  with  the  ridge  is  found  softer 
than  the  surrounding  parts.  This  results  from  the 
conformation  of  the  hard  bone  underneath,  which 
along  this  line  is  sunk  beneath  the  common  level. 
Mr.  Evans  takes  advantage  of  this  part  by  attach- 
ing ridges  to  the  palate  surface  of  the  denture, 
which  after  a few  hours’  wear  sink  into  the  palate 
along  this  soft  line.  The  accompanying  figure 
shows  in  section  the  conformation  referred  to;  a a 
mark  the  situation  of  the  line  along  which  the 
ridges  should  be  placed.  A wire  rather  thicker 
than  pin-wire  flattened  represents  a ridge  which 
could  be  used  in  some  mouths,  in  others  a less  bold 
one  must  be  employed.  But  it  is  better  to  make 
the  ridges  of  full  size  as  they  can  very  easily  be 
reduced  afterwards  as  desired.  The  part  of  the 
palate  referred  to  will  be  readily  discovered  by 
trying  the  parts  with  the  forefinger. 
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For  vulcanite  cases,  cuts  must  be  made  along  the 
parts  indicated,  upon  the  firing  model,  of  the  size 
which  is  desired  for  the  ridges.  For  plates,  flat- 
tened wire  may  be  soldered  upon  each  side  of  the 
palate. 

Mr.  Evans  says,  “I  usually  extend  these  elevated 
ridges  from  about  the  second  bicuspid  to  the  second 
molar  (inclusive),  keeping  them  highest  in  the 
middle  of  their  length.  Of  course  some  practice 
is  required  to  judge  what  height  of  spur  can  be 
borne,  but  they  are  easily  made  lower.  It  might 
be  objected  that  some  of  the  palatine  vessels  and 


Fig.  77.  Section  of  Jaw,  showing  the  conformation  taken  advantage  of  by  Dr. 
Evans  for  the  placing  of  ridges  or  spurs  upon  palate  cases. 


nerves  occupy  the  groove  I have  described,  and 
that  they  might  be  interfered  with,  but  I have 
never  known  such  to  be  the  case.  And  I may 
further  mention,  that  these  plates  hold  up  much 
better  after  they  have  been  worn  for  a day  or  two.” 
Since  Mr.  Evans  has  drawn  attention  to  the 
practicability  of  retaining  sets  in  the  mouth  by  this 
means,  many  practical  dentists  have  adopted  the 
suggestion,  and  found  the  ridge  of  the  greatest 
value. 


CHAPTER  IX. 

COMBINATION  OF  GOLD  AND  VULCANITE . 

This  kind  of  work  may  be  constructed  in  one  of 
three  ways  : ist,  the  gold  may  be  struck  to  the 
model  in  the  usual  way,  and  be  more  or  less 
covered  with  vulcanite  ; 2nd,  the  vulcanite  may 
cover  the  model,  and  the  gold  lie  upon  the  lingual 
surface  of  the  vulcanite  ; 3rd,  the  gold  may  be 
imbedded  in  the  vulcanite.  The  following  is  an 
example  of  the  first  style.  A gold  plate  is  struck 
as  explained  in  connection  with  gold  work,  and 
when  it  has  been  perfectly  fitted  to  the  model  gold 
“ catches  ” are  soldered  to  the  plate  at  intervals 
round  the  ridge  (supposing  the  case  is  a complete 
upper) ; and  from  this  point  the  case  is  proceeded 
with  as  a vulcanite  one.  The  best  method  of  con- 
struction is,  after  the  plate  is  properly  fitted  mount 
the  teeth  upon  it,  dressing  the  wax  to  exact  dimen- 
sions. The  best  position  for  the  “ catches  ” may 
now  be  readily  observed  and  marked,  by  piercing 
through  the  wax  with  a broach  or  otherwise.  If 
the  plate  be  now  slightly  heated,  the  wax  and  teeth 
will  come  away  “ in  block.”  The  catches  are  next 
soldered  ; three  or  four  are  sufficient  for  a small 
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upper.  They  are  made  of  stout  plate — or  flattened 
pin-wire  may  be  used — between  a quarter  and  a 
half-inch  long,  and,  if  plate,  fully  an  eighth  broad. 
They  should  be  bent,  so  that,  when  soldered  to  the 
plate  at  their  middle,  both  ends  will  remain  free  to 
hold  in  the  vulcanite.  To  retain  them  in  position 
while  soldering  they  may  be  lashed  to  the  plate 
with  binding- wire ; the  case  should  be  thoroughly 
heated  up  before  approaching  the  catch  with  the 
flame.  These  having  been  soldered,  the  plate  is 
cleaned  in  the  acid,  and  afterwards  the  surface  to 
be  covered  by  vulcanite  should  be  scraped  (it  is 
sometimes  also  “ barbed  ” by  a cornered  graver  to 
a “ rasp  ” surface).  The  wax  under  the  teeth 
should  now  be  excavated  where  it  comes  in  con- 
tact with  the  catches ; the  plate  may  then  be 
slightly  heated,  and  the  wax  with  the  teeth,  placed 
in  position,  the  hot  knife  being  used  to  close  the 
edges.  The  wax  in  some  of  these  cases  is  made  to 
cover  the  whole  lingual  surface  of  the  plate,  but 
generally  only  sufficient  is  used  along  the  ridge  to 
give  a setting  to  the  teeth.  In  the  latter  case,  when 
casting  into  the  lower  part  of  the  flask,  the  plaster 
should  be  made  to  quite  cover  the  exposed  plate. 

For  the  second  method — that  in  which  the  gold  is 
placed  upon  the  lingual  surface  of  the  vulcanite — 
proceed  exactly  as  for  vulcanite,  as  far  as  preparing 
the  case  for  the  flask ; when  this  has  been  accom- 
plished, the  case  is  cemented  to  the  model,  and  a 
sand  impression  is  taken  of  the  lingual  surface  of 
the  wax  plate.  A zinc  and  lead  having  been  pro- 
cured, the  gold  plate  is  struck  over  the  part  desired. 
Upon  the  under  surface  of  the  plate,  when  it  has 
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been  properly  fitted  and  dressed,  “ catches  ” must 
be  soldered  as  described  for  the  former  case,  though 
generally  of  rather  smaller  size.  In  order  after- 
wards to  secure  the  strengthened  so  that  it  shall 
not  become  displaced  in  the  closing  of  the  flask 
after  packing  with  vulcanite,  a temporary  fastening 
should  be  soldered  to  its  lingual  surface.  Wire, 
somewhat  thinner  than  pin-wire,  or  a narrow  cut- 
ting of  strong  plate,  may  be  used  for  this  purpose. 
It  should  be  rather  more  than  a quarter-inch  long, 
and  bent  to  a sharp  angle  close  to  one  end  ; this 
short  end  is  clamped  to  the  centre  of  the  plate  and 
soldered,  slightly  (so  that  it  may  the  more  easily  be 
removed  when  the  case  has  been  vulcanized).  The 
long  end  of  the  hold  which  should  thus  stand  at  a 
right  angle  to  the  plate  should  be  straight,  so  that 
afterwards,  when  closing  and  opening  the  flask 
immediately  after  packing,  the  strengthener  may 
be  removed  from  the  plaster  and  replaced  again 
perfectly  in  position.  Sometimes  it  may  be  ad- 
visable to  solder  two  temporary  fastenings  to  the 
lingual  surface  ; in  that  case  they  should  be  sol- 
dered so  as  to  lie  parallel  with  each  other,  with 
the  view  as  before  of  withdrawing  it  readily  should 
that  be  found  desirable. 

Before  placing  the  strengthener  upon  the  wax, 
excavate  the  latter  freely,  to  admit  the  catches  of 
the  former ; by  this  means  it  may  be  placed  more 
accurately  in  position  than  if  it  were  simply  heated 
and  sunk  into  the  wax.  From  this  point  the  pro- 
cedure is  of  course  exactly  as  for  vulcanite.  The 
flasking  having  been  performed  according  to  the 
second  method,  on  opening  the  flask  the  plate  will 
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come  away  with  the  plaster  of  the  upper  part,  while 
the  teeth  and  model  remain  bound  together  in  the 
lower.  The  wax  having  been  cleared  and  the  case 
“ packed  ” in  the  usual  manner,  it  will  frequently 
be  found  advisable,  as  has  already  been  observed, 
to  remove  the  plate  from  the  plaster,  in  order  that 
the  flask  may  be  closed  in  the  press  and  reopened 
for  inspection  ; before  the  final  closing  of  course  the 
strengthener  is  replaced,  then  perfect  closure  is 
effected,  the  clamp  put  on,  and  the  case  vulcanized. 

The  third  way  in  which  gold  or  metal  may  be 
‘combined  with  vulcanite  is  by  imbedding  it  com- 
pletely in  the  substance  of  the  latter.  A wire,  for 
example,  or  narrow  plate,  may  be  bent  to  suitable 
shape  and  placed  in  the  centre  of  the  case  while 
packing.  Or  again,  flat  teeth  are  sometimes 
soldered  to  a plate  which  has  been  struck,  not  to 
the  gum,  but  to  a thin  layer  of  wax  covering  the 
gum  ; so  that  in  packing  the  vulcanite  may  be 
made  to  cover  the  under  as  well  as  the  upper  sur- 
face of  the  plate ; the  latter  should  have  had  a 
sufficient  number  of  holes  drilled  in  it,  and  so  dis- 
posed, that  they  shall  give  a good  hold  to  the 
vulcanite  without  weakening  the  gold. 

The  first  method  of  combination — a simple  gold 
plate  struck  in  the  usual  manner,  with  the  teeth 
vulcanized  upon  it — is  a most  satisfactory  one,  and 
is  very  generally  adopted  by  dentists.  A case 
made  on  this  principle  possesses  all  the  advantages 
of  the  simple  gold  plate,  and  it  may  be  constructed 
and  finished  in  much  less  time. 

Plates  or  wires  combined  with  the  vulcanite 
according  to  the  second  and  third  plans  are  called 
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strengthened.  So  far  as  they  are  meant  to  give 
strength  to  the  vulcanite,  however,  they  are  alto- 
gether unnecessary,  unless  in  a few  exceptional 
cases  seldom  met  with.  Some  years  ago,  in  conse- 
quence of  a considerable  number  of  fractured  cases 
occurring,  we  adopted  this  system — more  especially 
on  the  second  plan — very  extensively,  giving  nearly 
every  vulcanite  case  a plate  of  gold  on  its  lingual 
surface.  The  cause  of  the  fractures  was,  however, 
afterwards  traced  to  over-firing,  and  when  that 
error  was  corrected  the  vulcanite  was  found  to  be 
elastic  and  strong,  and  the  strengthened  were 
dispensed  with,  as  being  unnecessary.* 

It  has  been  already  observed  that  one  of  the  pro- 
perties of  vulcanite  is,  that  it  will  permit  of  being 
bent  to  an  angle  of  at  least  450,  and  return  to  its 
original  form.  But  two  essential  points  must  be 
observed  in  order  that  this  characteristic  property 
of  the  material  may  be  retained  : first,  the  rubber 
after  packing  must  be  consolidated  in  a complete 
manner  (for  this  the  press  or  vice  is  required) ; and 
second,  the  rubber  must  be  carefully  fired  at  the 
temperature  ascertained  to  be  most  suitable  for  it. 
If  either  of  these  conditions  be  neglected,  then  the 
vulcanite  will  be  weak  and  untrustworthy. 

The  wires  and  narrow  plates  imbedded  in  the 
rubber,  as  in  lower  or  upper  “ bridges,”  are  par- 
ticularly objectionable  ; as,  besides  being  unneces- 

*'  It  is  well  known  that  vulcanite  does  not  cling  to  a silver  or  even  a 
dental  alloy  surface,  and  strengthened  made  of  these  metals  are  found 
after  vulcanizing  to  be  more  or  less  loose  in  the  vulcanite  ; if  such 
strengthened  receive  a gold  surface  by  the  battery  process,  the  vulcanite 
will  then  hold,  of  course,  as  it  does  upon  a gold  plate. 
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sary,  they  prevent  that  elasticity  of  the  piece  by 
which  alone  frequently  these  cases  can  be  inserted 
and  retained  in  the  mouth  satisfactorily. 

The  second  method,  however — the  gold  plate  on 
the  lingual  surface  of  the  vulcanite  — is  often 
adopted,  simply  in  order  to  give  a better  appear- 
ance to  the  work. 

The  exceptional  cases  referred  to  in  which  it  is 
necessary  to  give  some  kind  of  plate  strengthener 
to  the  vulcanite  are  those  which  ought  to  be  made 
altogether  in  gold,  but  which  for  some  reason  must 
be  made  in  vulcanite.  These  are  generally  partial 
pieces  with  several  artificial  teeth  standing  in  an 
isolated  position,  and  with  a close  bite.  The  plate 
used  in  these  circumstances  should  be,  if  possible, 
combined  according  to  the  second  plan — placed 
over  the  lingual  surface  of  the  wax — and  the  gold 
should  be  continued  over  the  ridge  into  the  spaces 
occupied  by  the  artificial  teeth  in  the  form  of  a 
tongue,  and  reaching  to  within  a short  distance  of 
the  platinum  pins.  It  is  at  this  part  of  the  ridge, 
which  is  generally  high,  that  there  is  the  chief 
danger  of  the  rubber  being  “ worn  ” by  the  tongue 
and  opposing  teeth,  and  ultimately  giving  way. 

Although  “ soldered  teeth  ” in  a vulcanite  case 
is  a combination  most  of  all  to  be  avoided — on 
account  of  the  difficulties  generally  attending  the 
repairing  of  such  pieces  and  for  other  reasons — it 
may  occasionally  be  found  necessary  to  construct 
a piece  in  this  manner.  In  such  instances  the  bite 
comes  almost  or  quite  close  to  the  gum  and  to  the 
back  of  the  artificial  tooth ; the  strengthening 
plate  must  then  be  struck  directly  to  the  model, 
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and  the  teeth  soldered  to  it  in  the  usual  manner ; 
small  catches  must  of  course  be  also  soldered  to 
the  upper  surface  of  the  plate  in  the  position  where 
most  vulcanite  can  be  employed  to  cover  them, 
and  the  same  surface  may  be  “barbed;”  some- 
times only  one  or  two  teeth  of  a case  require  to  be 
treated  in  this  manner.  Again,  a strip  of  plate 
may  be  used,  one  end  being  bent  up  and  forming 
the  back  of  the  artificial  tooth,  while  the  remaining 
and  larger  part  comes  over  the  ridge  and  may  be 
imbedded  in  the  vulcanite. 

In  all  those  cases  where  teeth  are  soldered  to  a 
plate,  and  the  latter  is  imbedded  in  the  vulcanite, 
care  must  be  taken  when  inserting  the  piece  in  the 
lower  chamber  of  the  flask,  where  the  plaster  is 
brought  up  in  front  of  the  teeth,  that  the  plaster 
does  not  come  over  and  enclose  their  points,  or  the 
motion  which  the  plate  is  subjected  to  in  packing 
and  closing  the  flask,  being  resisted  by  the  fixed 
tooth,  the  latter  is  subjected  to  a strain  which  will 
probably  break  it.  If  the  plaster  is  not  brought 
over  to  the  back  of  the  point  of  the  tooth,  then  the 
latter  will  be  capable  of  the  very  slight  movement 
which  is  sufficient  to  prevent  its  breaking. 

As  has  been  said,  this  style  of  work  is  most  un- 
satisfactory, and  should  only  be  resorted  to  under 
very  special  circumstances. 


CHAPTER  X. 


PIVOTING  TEETH. 

“This  method  of  securing  teeth  was,  until  recently, 
on  account  of  its  simplicity,  more  extensively  prac- 
tised than  any  other,  and,  under  favourable  cir- 
cumstances, is  unquestionably  one  of  the  best  that 
can  be  adopted.  If  the  roots  on  which  they  are 
placed  be  sound  and  healthy,  and  the  back  part  of 
the  jaws  supplied  with  natural  teeth,  so  as  to  pre- 
vent those  with  which  the  artificial  antagonize 
from  striking  them  too  directly,  they  will  subserve 
the  purposes  of  the  natural  organs  more  perfectly 
than  any  other  description  of  dental  substitute, 
and  can  be  made  to  present  an  appearance  so 
natural  as  to  escape  detection  upon  the  closest 
scrutiny.”  * 

Mr.  Tomes,  in  his  “ System  of  Dental  Surgery,” 
says  “that  the  root  destined  to  receive  the  pivot, 
together  with  the  surrounding  parts,  should  be 
perfectly  free  from  disease.  Hence  the  most  satis- 
factory cases  are  those  in  which  the  nerve  in  the 
root  has  retained  its  vitality ; and  as  the  operation 
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of  pivoting  is  only  generally  applicable  to  the 
incisors  and  canines  of  the  upper  jaw,  the  nerve 
should  be  extirpated  by  a nerve  extractor  rather 
than  by  the  use  of  an  escharotic. 

“ The  operation  then  is  commenced  by  remov- 
ing, by  means  of  the  saw,  the  cutting  forceps,  or  the 
file,  down  to  the  level  of  the  gum,  such  portions  of 
the  crown  of  the  faulty  tooth  as  may  still  be  stand- 
ing. The  choice  of  instruments  will  depend  upon 
the  condition  of  the  part  to  be  removed.  When 
the  neck  of  the  tooth  is  strong  and  sound,  the  saw 
may  be  entered  upon  each  side  to  within  a short 
distance  of  the  pulp,  and  the  operation  of  excision 
be  completed  with  the  cutting  forceps.  If  the 
latter  instrument  only  were  employed,  a risk  of 
shaking  the  root  in  its  socket,  or  of  splintering  it 
within  the  gum,  would  be  incurred.  If,  on  the 
other  hand,  the  neck  of  the  tooth  has  been  en- 
croached upon  by  caries,  or  the  crown  has  been 
broken  off  near  the  margin  of  the  gum,  the  cutting 
forceps  and  the  file  only  will  be  required,  or,  per- 
haps, only  the  latter  instrument. 

“The  exposed  surface  of  the  root  must  now  be 
cut  down  with  a half-round  file  to  the  level  of  the 
gum,  and  even  a little  below  its  free  edge.  The 
next  step  in  the  operation  will  consist  in  reducing 
the  pulp  cavity  to  a perfectly  cylindrical  canal, 
which  should  be  extended  to  within  a short  dis- 
tance of  the  extremity  of  the  root.  To  effect  this 
purpose  a five-sided  broach  may  be  used,  but  1 
have  found  a half-round  drill  preferable,  brom 
time  to  time  the  depth  of  the  hole  must  be  gauged, 
otherwise  the  drill  may  be  carried  to  too  great  a 
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depth.  I have  known  the  broach  passed  through 
the  root  of  a tooth  into  the  alveolus.” 

The  root  having  been  prepared,  the  artificial 
tooth  must  be  carefully  selected,  so  as  to  match  the 
natural  ones  in  colour  and  shape.  The  kind  of 
tooth,  whether  tube  or  flat,  must  depend  on  the 
position  of  the  cavity  in  the  root,  and  also  upon 
the  “ bite.”  The  ordinary  tube  tooth  may  be  em- 
ployed if  the  tubes  in  tooth  and  root  are  con- 
tinuous, that  is  if,  when  the  former  is  fitted  and 
in  position,  a wire  can  be  passed  through  both. 
Besides  this  the  “ bite  ” must  be  such  as  to  allow 
a sufficient  thickness  or  strength  of  tooth  to  be 
retained  behind  ; what  is  known  as  a close  bite 
would  require  so  much  of  the  back  to  be  ground, 
to  “ let  up  ” the  bite,  that  no  strength  would  be 
preserved  in  the  tooth.  Though  the  cavity  in  the 
root  and  the  tube  in  the  tooth  may  not  be  exactly 
in  the  same  line,  still,  if  they  agree  at  the  point  of 
union,  a tube  tooth  and  gold  pivot  may  be  used,  as 
the  latter  may  be  bent  to  an  angle  which  will 
give  the  tooth  its  proper  direction.  Should  the 
cavity  in  the  root  be  out  of  position  or  the  bite  be 
unfavourable,  then  a flat  tooth  must  be  employed. 

There  may  be  some  cases  in  which  it  is  advis- 
able to  fit  the  artificial  tooth  directly  to  the  root  in 
the  mouth,  but  as  a rule  a small  model  is  taken 
in  the  following  manner.  A piece  of  copper  wire 
is  first  inserted  in  the  root ; the  wire  should  be 
about  a quarter  of  an  inch  longer  than  the  drilled 
cavity  of  the  latter,  and  should  fit  it  easily  but  not 
loosely.  Wax  or  composition  is  then  placed  in  a 
small  impression-tray  and  an  impression  taken. 
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Or  the  tray  may  be  dispensed  with,  the  material 
being  pressed  into  the  space  and  withdrawn 
between  the  finger  and  thumb.  The  copper  wire 
comes  away  with  the  impression,  and  is  cast  with  it. 
When  the  plaster  model  is  obtained  the  copper  wire 
is  withdrawn,  and  the  hole  thus  left  in  the  plaster 
exactly  represents  the  cavity  in  the  natural  root. 

Tube  teeth  are  most  readily  mounted  upon 
pivots.  The  tooth  having  been  fitted  to  the  model 
to  the  correct  length  and  position,  is  then  fastened 
with  sulphur  upon  a piece  of  gold  pin 
wire  which  is  long  enough  to  form  the 
pivot  also,  and  which  has  been  bent,  if 
necessary,  to  give  the  artificial  tooth  its 
proper  direction.  Fig.  78  shows  in  sec- 
tion a tube  tooth  mounted  on  a pivot. 

Before  fastening  the  wire  into  the  tooth 
it  should  be  scraped,  and  barbed  or 
roughened  with  a sharp  graver.  The 
pivot,  before  inserting  the  case  into  the 
mouth,  is  generally  covered  with  a thread  of  floss- 
silk,  touched  with  mastic  varnish. 

Where  a flat  tooth  is  used  it  is  necessary  in  the 
first  place  to  fit  a small  piece  of  gold  plate  to  the 
root  just  sufficient  to  cover  it.  This  is  in  most 
cases  easily  effected  by  the  pliers,  but  sometimes  a 
single  metal  model  and  counter  is  used.  The 
position  of  the  root  cavity  must  next  be  marked  on 
the  small  plate,  which  is  then  drilled  or  punched 
for  the  reception  of  the  gold  pivot.  To  obtain  the 
mark  on  the  plate,  insert  in  the  cavity  of  the  root  a 
piece  of  copper  wire,  the  end  of  which,  filed  to  a 
point,  appears  just  above  the  level  of  the  cavity. 


Fig.  78.  Pi- 
vot Tooth 
(tube),  in 
section. 
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This  point  is  tipped  with  colour,  and  the  plate 
being  brought  steadily  down  into  position  upon  it, 
the  required  mark  is  obtained.  The  direction  of 
the  cavity  in  the  root  must  be  noted,  and  the  gold 
pivot  soldered  into  the  plate  in  that  direction. 
From  this  stage  the  method  of  working  is  the 
same  as  that  already  described  in  connection  with 
flat  teeth  upon  gold  plates. 

Pivot  teeth  are  as  a rule  inserted  in  one  or  other 
of  the  ways  above  described.  There  are  other 
methods  employed,  however.  Wood  pivots  are  used 
instead  of,  or  in  combination  with,  the  gold  ones  ; 
or  a gold  or  platinum  tube  may  be  fastened  into 
the  cavity  of  the  root  for  the  reception  of  the  gold 
pivot,  the  latter  in  such  cases  being  formed  of  “split” 
gold  pin  wire.  For  those  entirely  made  of  wood 
special  teeth  are  manufactured,  having  tubes  of 
large  diameter.  The  pivot  wood  having  been  con- 
solidated by  drawing  it  through  a suitable  hole  in 
the  draw-plate,  one  end  is  carefully  inserted  into 
the  artificial  tooth,  and  the  other  is  reduced  to  the 
size  required  for  the  pivot.  In  using  wood  for  this 
purpose,  the  pressure  employed  either  for  inserting 
it  into  the  artificial  tooth  or  the  root  must  be  less 
than  that  used  for  gold  pivots,  as  the  wood  expands 
after  its  insertion  into  the  root ; if,  therefore,  it  was 
forced  too  tightly  into  the  respective  tubes  there 
would  be  some  risk  of  the  natural  root  being  split, 
and  also  of  the  artificial  tooth  giving  way.  Again, 
a gold  wire  having  had  a thread  formed  upon  it 
may  be  screwed  into  a suitable  piece  of  wood  ; the 
latter  is  then  reduced  so  as  to  fit  into  the  respective 
cavities. 
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The  most  perfect  method  of  pivoting,  however, 
is  first  of  all  to  fix  a gold  or  platinum  tube  in 
the  cavity  of  the  root ; a tooth  is  then  mounted 
upon  a “ split  ” pivot,  which  by  its  own  spring 
is  retained  in  position.  This  plan  is  seldom 
adopted  on  account  of  the  time  it  demands,  other- 
wise it  gives  most  satisfactory  results.  Richard- 
son says  in  regard  to  it,  “The  best  and  most 
approved  method  of  attaching  the  crown  to  the 
root  consists  in  adjusting  a metal  pivot  to  a gold 
tube  attached  to  the  root  in  such  a manner  that 
the  substitute  may  be  readily  applied  and  removed 
by  the  patient.  The  tube  which  lines  the  enlarged 
canal  in  the  root  is  constructed  and  applied  in  the 
following  manner.  A thin  strip  of  gold  plate  five  or 
six  inches  in  length  is  first  bent  round  a polished 
cylindrical  steel  wire  the  size  of  the  intended  pivot ; 
these  are  both  drawn  together  through  a draw- 
plate  until  the  gold  tube  is  accurately  conformed 
to  the  steel  rod.  The  wire  is  then  withdrawn  and 
the  joint  or  seam  in  the  tube  soldered ; before 
doing  which,  however,  the  joint  should  be  coated 
on  the  inside  with  a mixture  of  whiting  to  prevent 
the  solder  from  flowing  in  upon  the  inner  walls  of 
the  tube.  A fine  thread  is  then  cut  with  a screw- 
plate  on  the  tube,  and  having  introduced  into  the 
latter  a piece  of  the  steel  wire  on  which  the  tube 
was  formed,  the  tube  is  seized  with  pliers  or  a 
small  hand-vice  and  screwed  gently  and  carefully 
into  the  fang.  The  steel  wire  is  then  withdrawn, 
and  the  protruding  part  of  the  tube  removed  with 
a file  or  cut  off  with  a fine  saw.”  Instead  of 
screwing  the  tube  into  the  root  it  may  be  simply 


142 


MECHANICAL  DENTISTRY. 


fitted  in  and  fixed  with  adhesive  gold  or  amalgam 
packed  round  its  lower  end.  To  do  this,  after  the 
cavity  in  the  root  has  been  enlarged  to  the  size 
required  to  admit  the  tube,  a burr  drill  is  used  to 
make  a sufficiently  deep  countersink  in  the  cavity  ; 
the  tube  is  then  introduced  and  the  countersink  is 
packed  with  adhesive  gold.  Platinum  tubes  are 
sold  by  the  manufacturers  for  this  work,  and  with 
them  amalgam  may  be  used  to  pack  into  the 
excavation  and  fix  the  tube.  To  make  a satis- 
factory split  pin  we  have  found  it  better  to  file  the 
gold  wire  half  round  instead  of  drawing  it,  then 


Figs.  79  and  80.  Pivot  Tooth  (flat)  back  and  side  view. 

the  two  halves  receive  a thin  coating  of  whiting  on 
their  flat  surfaces,  excepting  about  an  eighth  of  an 
inch  at  one  end,  which  must  be  left  perfectly  clean. 
The  halves  are  then  closed  accurately  together,  and 
the  small  part  at  the  end — untouched  by  the  whiting 
— is  soldered  ; this  latter  part  is  of  course  inserted 
and  soldered  into  the  plate,  which — for  flat  teeth — 
is  fitted  over  the  root.  Thus,  when  the  case  is 
finished,  the  split  pin  may  be  slightly  separated, 
and  its  spring  will  retain  the  substitute  perfectly 
in  position.  Fig.  79  shows  a flat  tooth  mounted 
with  a split  pivot ; Fig.  80  gives  a side  view  of  the 
same. 


CHAPTER  XI. 


RE  PA  I RING. 

Gold  Plates. — In  the  case  of  a plate  with  flat 
teeth,  to  which  a tooth  is  to  be  added,  the  most 
satisfactory  method  is  to  select  at  once  a tooth 
most  suitable  for  the  space  and  fit  it  to  the  mouth. 
The  plate  is  then  prepared  by  filing  down  any 
collar  or  clasp  which  may  encircle  the  space  to  be 
filled,  and  otherwise  making  the  joint  suitable  for 
soldering.  The  tooth  is  “ backed,”  and  a small 
piece  of  wax  having  been  softened  and  pressed  into 
the  vacancy  of  the  plate,  it  (the  tooth)  is  then  fixed 
in  position  upon  the  latter  with  cement  or  wax.  In 
order  to  attach  the  teeth  firmly  to  the  wax  and 
plate,  so  that  slight  alterations  may  be  made  as  to 
length  and  direction  while  the  case  is  in  the 
mouth  without  loosening  them,  it  is  necessary  to 
have  the  main  plate  perfectly  dry  and  slightly 
heated  when  adding  the  wax ; the  plate  back  of 
the  tooth  should  also  be  heated,  so  that  on  touching 
it  with  wax  the  latter  will  be  melted  and  a coating 
be  left  on  the  surface  of  the  back.  The  tooth  is 
then  placed  in  position,  and  a hot  knife  passed 
down  between  the  parts  will  effectually  secure 
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them.  If  these  precautions  are  not  taken,  some 
annoyance  will  be  experienced  from  the  teeth 
dropping  from  the  wax  while  the  case  is  being 
tried  in  the  mouth. 

AVhen  the  position  of  the  tooth  with  respect  to 
circle  and  bite,  &c.,  is  ascertained  to  be  correct,  the 
case  is  removed  from  the  mouth  and  at  once  im- 
bedded in  the  investient  in  the  usual  manner ; 
when  the  latter  is  hard  and  the  wax  cleared  away, 
the  space  which  is  found  between  the  back  of  the 
tooth  and  the  main  plate  must  be  filled  by  a small 
piece  of  plate  closely  fitted.  In  soldering  these 
cases  particular  care  is  required,  for  if  the  flame 
be  made  to  solder  one  joint  before  the  other,  the 
small  added  plate  will  probably  rise  out  of  posi- 
tion. Thus  if  the  joint  made  by  the  main  plate 
with  the  small  one  be  soldered  first,  the  latter  will 
be  drawn  up  more  or  less  from  the  back  of  the 
tooth,  and  if  the  joint  made  with  the  tooth  back 
be  first  soldered,  the  added  plate  is  then  drawn 
up  from  the  main  one.  To  prevent  this  the  parts 
must  be  soldered  as  far  as  possible  simultaneously  ; 
heat  one  joint  just  sufficient  to  “sweat,”  but  not 
to  flow,  the  solder,  then  turn  the  flame  upon  the 
other ; the  sweated  solder  of  the  one  part  fixes  it 
sufficiently  to  resist  the  tendency  to  “ rise  ” while 
the  other  is  being  soldered. 

The  teeth,  instead  of  being  backed  at  the  stage 
mentioned  above,  may  have  the  backs  put  on  after 
the  case  has  been  placed  in  the  investient  and  the 
wax  removed.  This  plan  is  practised  in  all  cases 
by  some  dentists,  but  the  other  is  generally  pre- 
ferred. 
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This  method  of  repairing  or  adding  to  plates 
may  be  adopted  when  several  teeth  are  to  be 
added,  provided  the  surface  to  be  covered  by  the 
new  plate  is  not  so  considerable  as  to  render  it 
advisable  to  fit  the  latter  by  striking  it  between 
metal  models. 

Where  the  addition  cannot  be  made  in  the 
above  manner,  an  impression  of  the  parts  must  be 
taken  in  either  of  two  ways.  Softened  wax  or 
composition,  in  a small  lump,  is  pressed  into  the 
space  in  the  plate  which  is  to  be  supplied  with 
teeth ; the  plate  and  wax  are  then  placed  in  the 
mouth,  and  the  latter  material  is  pressed  up  with 
the  finger,  to  take  the  form  of  the  gum,  the  arti- 
ficial piece  being  held  steadily  in  position ; the 
patient  may  close  the  opposing  teeth  upon  the 
wax;  thus  an  impression  and  bite  is  obtained. 
The  case  being  then  removed  with  the  wax 
attached,  a plaster  model  is  made.  The  second 
way  of  taking  impressions  in  such  cases  is  best 
where  large  additions  are  required.  Wax  or  com- 
position having  been  placed  in  a tray,  an  impres- 
sion is  taken  with  the  artificial  piece  in  position 
in  the  mouth  ; the  piece  comes  away  with  the 
impression  material,  when  the  latter  is  withdrawn, 
and  a plaster  model  is  cast  of  the  whole.  When 
this  has  been  obtained,  the  artificial  piece  will  be 
found  occupying  the  exact  position  on  the  model 
which  it  did  in  the  mouth. 

The  model  and  bite  having  been  cast,  the  plate 
is  then  taken  off  and  prepared  so  as  to  make  a 
satisfactory  joint  along  the  line  where  the  new 
one  will  join  with  it.  After  this  has  been  done  it 
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is  again  placed  upon  the  model  and  cemented  to 
it,  when  a sand  impression  is  taken,  which  need 
be  accurate  only  over  the  surface  to  be  covered  by 
the  new  plate.  This  must  be  cut  to  pattern  and 
struck  so  as  to  fit  over  the  required  space  and 
slightly  overlap  the  old  plate  along  the  border  of 
union.  The  teeth  are  then  fitted  and  backed,  and 
the  parts  having  been  cemented  together  the  case 
is  imbedded  in  plaster  and  sand,  and  the  after 
stages  are  the  same  as  in  the  case  already  de- 
scribed. Before  placing  these  repairs  in  the 
investient  a little  wax  from  a hot  knife  should 
be  run  along  the  line  of  joint  on  the  under  or  palate 
surface  of  the  plate  ; when  this  is  done  the  solder 
is  more  readily  drawn  through. 

Large  additions  are  sometimes  made  by  means 
of  vulcanite.  A small  upper,  for  example,  of  a few 
teeth  is  made  up  to  a complete  or  almost  complete 
set  by  making  up  the  required  outline  with  wax 
upon  which  the  new  teeth  are  set,  and  the  piece  is 
proceeded  with  as  for  vulcanite.  The  plate  in 
these  cases  must  be  supplied  with  suitable  catches 
for  holding  the  vulcanite  securely.  This  method  of 
repairing  is  extensively  practised  ; but  the  difficulty 
of  accomplishing  future  repairs  in  all  instances 
where  soldered  teeth  are  combined  with  vulcanite, 
should  an  accident  happen  to  these  teeth,  is  a great 
objection  to  adopting  it. 

Vulcanite  Repairs. — The  same  method  as  that 
just  explained  for  gold  repairs  is  of  course  equally 
applicable  for  these.  The  vulcanite  having  been 
first  “ scraped  ” in  the  neighbourhood  of  the  space 
to  be  filled,  is  then  filed  into  such  dovetails  as  will 
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give  the  best  hold  for  the  new  vulcanite.  Soft  wax  is 
then  added  to  the  part,  and  the  chosen  tooth  set  and 
fixed  upon  it.  The  wax  should  be  somewhat  full 
at  the  gum  border,  and  the  tooth  left  rather  longer 
than  the  neighbouring  ones,  so  that  when  the  piece 
is  placed  in  the  mouth  it  may  be  moved  in  the  soft 
wax  to  the  correct  position  more  easily  than  if  it 
were  short  and  had  to  be  drawn  down;  the  wax  by 
the  same  pressure  takes  the  form  of  the  gum.  Upon 
removing  the  case  from  the  mouth,  it  may  be  neces- 
sary to  apply  a hot  knife  to  the  wax  to  secure  the 
tooth  in  the  new  position  ; this  must  be  done  with 
care.  The  piece  is  then  imbedded  in  the  lower  part 
of  a two-part  flask,  the  plaster  being  brought  up 
over  the  teeth  and  vulcanite  as  well,  leaving  only 
the  labial  surface  of  the  wax  exposed. 

When  the  flask  is  opened  and  the  wax  removed 
by  the  boiling  water,  the  surfaces  to  be  covered  by 
the  new  rubber  should  be  thoroughly  scraped  before 
packing. 

Where  large  additions  are  to  be  made  to  a vul- 
canite piece,  the  same  methods  as  regards  taking 
the  impression,  &c.,  may  be  adopted  as  that  ex- 
plained in  connection  with  gold  repairs. 

To  Reset  the  Teeth  of  a Vulcanite  Piece. — It  is 
sometimes  necessary  to  take  the  teeth  out  of  a 
vulcanite  piece  and  reset  them  on  a new  plate  and 
to  a new  model,  while  they  must  occupy  the  same 
position  exactly  with  respect  to  height  and  projec- 
tion as  before. 

In  such  cases,  before  removing  the  teeth  from 
the  old  piece,  cement  the  latter  in  position  upon 
the  new  model,  which  must  be  prepared  for  taking 
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a bite.  The  bite,  or  “ circle,”  as  it  is  called,  is 
made  by  covering  the  points  and  crowns  of  the 
teeth  over  with  the  plaster,  which  should  also  be 
brought  partly  over  their  faces  ; otherwise  it  is 
constructed  as  an  ordinary  bite.  After  this  has 
hardened  and  been  separated,  the  vulcanite  piece 
must  then  be  thoroughly  softened  in  boiling  oil  or 
over  the  gas-jet  when  the  teeth  are  extracted,  and 
thoroughly  cleansed.  The  four  or  six  front  teeth 
are  next  placed  accurately  in  the  sockets  left  by 
their  points  in  the  plaster  circle,  secured  if  neces- 
sary by  a little  cement.  A wax  plate  having  been 
made  for  the  model,  the  circle  with  the  teeth 
attached  is  closed  upon  it,  and  the  teeth  are  secured 
at  their  necks  to  the  wax  plate ; the  circle  is  then 
removed  and  the  wax  filled  in  upon  the  backs  of 
the  teeth.  The  bicuspids  and  molars  are  then 
mounted  in  the  same  manner.  By  this  means  the 
original  position  is  exactly  reproduced  in  the  new 
set. 

Where  it  is  necessary  to  imitate  minutely  the  out- 
line of  the  vulcanite  gum  of  the  old  piece  also,  we 
must,  besides  the  “circle”  which  has  been  already 
obtained,  take  a cast  of  the  vulcanite  gum.  Make 
a “parting”  cut  or  groove  on  each  side  of  the 
model,  and,  having  oiled  the  latter  and  the  vul- 
canite, cast  a shell  of  plaster  round  model  and 
vulcanite  gum.  This  outside  covering  must  be 
made  in  two  parts,  the  line  of  division  being  along 
the  centre  line  between  the  front  incisors.  If  it  was 
cast  in  one  part  of  course  it  could  not  be  removed. 

This  outside  “circle”  of  plaster  is  sometimes  cast 
first,  and  is  brought  up  in  front  of  the  teeth  as  far 
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as  their  tips;  the  “bite”  circle  is  then  cast,  forming 
a cap  which  covers  the  crowns  only  of  the  teeth. 
When  this  plan  is  adopted  the  method  of  setting 
the  teeth  is  changed.  The  wax  plate  having  been 
placed  upon  the  model,  the  outside  circles  are 
then  adjusted  to  the  latter ; the  teeth  are  then 
placed  in  their  respective  impressions  in  these 
circles  and  secured  behind  with  wax,  the  “bite 
circle”  being  used  as  the  guide  for  their  height. 
As  a general  rule  these  outside  circles  are  not 
used ; the  “ bite  ” first  described,  in  which  the 
plaster  is  made  to  enclose  the  points  of  the  teeth,  is 
all  that  is  usually  employed ; for  the  outline  of  the 
gum  the  eye  is  sufficient  guide  to  build  the  wax 
to  a close  resemblance  of  the  original  piece. 


CHAPTER  XII. 


CONTINUOUS  GUM  WORK. 

In  this  kind  of  work  a platinum  plate  is  struck  up 
in  the  usual  manner.  Upon  this  the  teeth  are  set 
and  fastened  behind  with  cement.  The  case  is  then 
imbedded  in  the  plaster  and  asbestos  mixture.  When 
this  is  hard,  and  the  cement  has  been  removed,  the 
teeth  are  then  “backed,”  and  the  joints  are  sol- 
dered with  fine  gold.  The  piece,  after  it  has  been 
taken  from  the  investient  (the  bottom  or  model 
part  of  which  should  be  kept  carefully  for  future 
use),  has  its  lingual  surface  including  the  backs  of 
the  teeth  covered  with  a mineral  paste ; the  front 
of  the  plate  also  and  necks  of  the  teeth  are  built  up 
with  the  paste  to  imitate  the  natural  gums.  The 
whole  is  then  placed  in  the  muffle  of  a furnace 
specially  contrived  for  this  purpose,  and  heated 
until  the  material  vitrifies.  Fig.  81  represents  such 
a furnace  in  which  the  ordinary  fuel  is  employed  ; 
Fig.  8 2 is  a gas-furnace  made  by  Mr.  Fletcher. 

The  substances  used  for  this  work  may  be 
obtained  from  the  depots.  The  muffle  furnace  in  a 
variety  of  forms  may  also  be  purchased  from  the 
dealers  ; or  a “ home-made  ” one  may  be  easily 
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constructed.  Continuous  gum  work  is  not  much 
practised  in  England  ; but  in  America,  where  the 
system  was  matured,  it  is  very  popular. 

For  the  following  details  of  this  process  we  are 
indebted  to  an  article  on  the  subject  in  Dr. 


Fig.  81.  Muffle  Furnace. 


Richardson’s  work,  and  also  to  an  article  con- 
tributed by  Dr.  Roberts  to  an  American  journal. 

Metallic  Base. — “Whenever  the  porcelain  body 
is  united  by  direct  fusion  with  the  metallic  base, 
the  latter  should  be  constructed  of  platinum,  as  this 
is  the  only  metal  which  will  withstand  the  heat 


152 


MECHANICAL  DENTISTRY. 


necessary  to  vitrify  the  cements  in  common  use. 
Platinum,  both  from  its  infusible  nature  and  com- 
parative exemption  from  contraction,  is  admirably 
adapted  to  this  process ; and  did  it  possess  the 
stiffness  and  elasticity  of  ordinary  gold  plate  its 
suitableness  would  be  still  further  enhanced.  It  is 
not  improbable  that  at  no  very  distant  period,  as 
before  intimated,  porcelain  cements  sufficiently 

fusible,  and  possessing  other- 
wise the  necessary  requisites, 
will  be  compounded,  justifying 
the  employment  of  gold  alloyed 
with  platinum  as  a base.  At 
present,  gold  or  its  alloys  can 
only  be  used  in  connection  with 
this  process  in  those  cases 
where  the  teeth  are  united  in 
sections  or  entire  arches  inde- 
pendently of  the  plate  base, 
being  subsequently  attached 
to  the  latter  either  by  rivet- 
ing or  with  the  use  of  solder. 

The  thickness  of  plate  used  will  be  determined 
somewhat  by  the  form  of  the  palatal  vault  and  the 
manner  of  constructing  the  metallic  base.  Ordi- 
narily No.  30  plate  may  be  used;  if,  however,  the 
arch  is  shallow  and  broad,  increased  thickness 
should  be  given  to  it.  On  the  other  hand,  if  the 
arch  is  deep,  and  marked  by  prominent  rugae  or 
other  sharply  defined  irregularities  of  surface,  a 
plate  somewhat  thinner  than  that  specified  may  be 
employed  ; and  if  the  plate  is  doubled  in  the  centre, 
and  the  space  filled  in  with  gum  material,  plate 


Fig.  82.  Muffle  Furnace 
(gas),  Fletcher’s. 
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No.  32  or  33  will  suffice.*  In  all  cases  the  perfect 
integrity  of  the  piece  requires  that  the  absorption 
of  the  ridge  shall  be  complete,  otherwise  no  prac- 
ticable thickness  of  a single  lamina  of  platinum 
will,  on  account  of  the  soft  and  pliant  condition  of 
this  metal,  provide  perfectly  against  fracture  and 
deformity  in  mastication. 

It  is  unnecessary  to  repeat  in  this  connection 
what  has  already  been  fully  described  in  regard  to 
impressions  of  the  mouth  or  the  manipulations 
connected  with  the  formation  of  plaster  models  and 
metallic  swages,  these  processes  being  essentially 
the  same  as  in  the  construction  of  ordinary  gold 
work.  Whenever  a rim  is  to  be  formed  to  the 
border  of  the  plate  extending  from  heel  to  heel  of 
the  latter — and  this  is  to  be  accomplished  by  swag- 
ing— then  an  abrupt  shoulder  of  plaster  must  be 
added  to  the  model  along  the  border  where  the 
edge  of  the  plate  is  desired  to  be  turned  up  before 
casting  in  sand.  If  it  is  designed  to  enamel  the 
entire  lingual  surface  of  the  plate  (a  method  now 
commonly  practised),  the  shoulder  upon  the  model 
should  be  extended  across  the  heel  of  the  latter 
from  each  extremity  of  the  ridge  on  a line  with  the 
posterior  border  of  the  hard  palate,  to  form  a groove 
in  swaging  similar  to  and  continuous  with  that  on 
the  outside  of  the  ridge.  The  edges  thus  turned  in 
swaging  will  flare  more  than  is  required  ; the  opera- 
tion must  therefore  be  completed  by  carefully 
turning  them  over  sufficiently  with  the  pliers.  In 
place  of  swaging  the  rim,  however,  it  may  be 
formed  by  fitting  and  soldering  along  the  border  a 

* These  numbers  represent,  of  course,  the  American  gauge. 
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narrow  plain  strip  of  platinum,  extending  it  as 
before,  if  desired,  across  the  posterior  edge  of  the 
plate.  This  edge  of  the  plate — that  is  the  lingual 
edge  which  crosses  the  floor  of  the  mouth  in  an 
upper  case — should  always  have  a narrow  strip  of 
the  platinum  soldered  upon  it ; this  leaves  a thick 
edge  for  the  enamel  to  be  dressed  against,  thus 
leaving  the  latter  strong  and  well  protected.  The 
outer  border  of  this  added  rim  is  of  course  filed 
towards  the  gum.  A triangular  wire  may  be  used 
for  the  above  purpose  instead  of  the  narrow  strip 
of  plate. 

In  whatever  way  the  rim  or  socket  is  formed,  it 
is  practically  of  the  first  importance  that  the  exact 
dimensions  of  the  plate  required  should  be  ascer- 
tained before  the  groove  is  formed,  as  it  will  be 
impossible  to  subsequently  diminish  the  extent  of 
the  borders  without  to  some  extent  impairing  the 
integrity  of  the  finished  work.  The  mouth,  there- 
fore, should  be  carefully  examined,  and  the  precise 
location,  extent,  and  fulness  of  the  muscles  and 
integuments  along  the  external  borders  of  the 
ridge  above  and  below,  the  glands  underneath  the 
tongue,  and  the  extreme  boundaries  of  the  hard 
palate  carefully  noted  and  accurately  traced  upon 
the  plaster  model  to  serve  as  a guide  in  determining 
the  dimensions  of  the  paste. 

Zinc  and  lead  are  particularly  destructive  to 
platinum  where  the  two  are  heated  together,  there- 
fore after  swaging  the  plate  should  be  carefully 
pickled  in  nitric  acid. 

The  ordinary  flat  or  vulcanite  teeth  may  be  used 
for  this  work,  and  they  are  mounted  and  fastened 
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with  the  cement  behind,  as  already  described  in 
connection  with  other  work.  They  should  not, 
however,  be  fitted  accurately  to  the  plate,  but 
should  be  set  upon  a layer  of  wax ; the  spaces  thus 
left  between  the  bases  of  the  teeth  and  the  plate 
will  afford  a hold  to  the  enamel  afterwards  to  be 
used. 

The  case  is  then  imbedded  in  a mixture  of  equal 
parts  of  plaster  and  asbestos  as  for  ordinary 
soldering.  When  this  hardens  the  cement  is 
cleared  from  the  backs  of  the  teeth,  which  are  then 
ready  to  receive  their  linings,  or  backs,  and  attach- 
ments to  the  plate. 

Lining  the  Teeth. — The  method  of  attaching 
the  teeth  to  the  plate  by  means  of  stays  or  linings 
will  depend  somewhat  upon  the  construction  of 
the  teeth  manufactured  expressly  for  this  process. 
They  are  formed  usually  with  two  or  more  platinum 
pins  or  rivets,  but  those  known  as  “ Roberts’s 
teeth,”  having  but  a single  long  pin,  require  a 
different  application  of  the  stays  from  those  com- 
monly used.  The  method  of  lining  the  ordinary  or 
double-pinned  teeth  will  be  first  described.  A strip 
of  platinum,  equal  in  width  to  the  tooth  to  which  it 
is  applied  and  one-half  of  the  spaces  next  adjoining, 
is  pierced  to  receive  the  platinum  pins,  the  end 
resting  upon  the  plate  being  split  into  several 
sections  and  bent  at  a right  angle  with  stay,  ex- 
tending back  upon  the  plate  an  eighth  of  an  inch. 
The  portions  of  the  lining  which  extend  beyond  the 
sides  of  the  teeth  are  slit  even  with  the  sides  of  the 
tooth  about  half-way  down  from  the  top  of  the  stay. 
The  linings  are  thus  separately  formed  and  adjusted 
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to  each  tooth,  and  when  applied  are  fastened  by 
pressing  the  pins  together  with  pliers,  while  the 
lateral  strips  are  doubled  upon  each  other  and 
interlocked,  thus  uniting  them  throughout. 

In  the  use  of  teeth  having  but  one  long  pin  their 
attachment  is  effected  by  fitting  a strip  of  platinum 
plate  underneath  the  pins,  extending  continuously 
from  heel  to  heel  of  the  plate,  the  lower  edge  rest- 
ing upon  the  latter.  It  is  best  first  to  fit  a strip  of 
sheet  lead  to  the  curvatures  of  the  teeth  and  to  the 
surface  of  the  plate,  to  be  used  as  a pattern  in 
cutting  out  the  platinum  band.  The  strip  is  some- 
times formed  in  sections,  in  which  case  they  should 
be  united  by  interlocking  the  ends.  In  order  to 
strengthen  the  attachment  this  band  may  be 
doubled  or  wired,  or  additional  strips  of  platinum 
or  pieces  of  wire  may  be  placed  continuously  or  at 
intervals  along  the  points  of  contact  between  the 
band  and  plate.  When  adjusted  it  is  fixed  in  place 
by  bending  the  pins  down  over  it,  the  band  being 
previously  perforated  with  numerous  small  holes 
through  which  the  gum  body  passes,  binding  the 
several  parts  more  perfectly  together. 

Soldering. — It  should  be  remembered  in  mani- 
pulating this  work  that  the  appropriate  and  only 
solder  for  it  is  pure  gold.  The  teeth  lined,  small 
pieces  of  this  metal  are  applied  at  all  points  to  be 
united,  each  piece  as  it  is  applied  being  touched 
with  borax  ground  in  water.  The  gold  should  be 
applied  in  sufficient  quantities  to  unite  perfectly  all 
the  parts,  and  may  be  confined  within  certain 
limits,  when  fused,  by  scoring  the  surface  of  the 
plate  with  a sharp  instrument  immediately  inside 
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of  the  linings,  or  wherever  it  is  desired  to  limit  the 
flow  of  the  solder.  The  piece  is  now  placed  in  the 
muffle  of  the  furnace,  and  the  heat  raised  on  it  till 
the  gold  flows,  when  it  should  be  immediately  with- 
drawn and  placed  in  a cold  muffle  to  cool  gradually, 
the  end  of  the  latter  being  closed.  Or  the  piece 
may  be  removed  at  a red  heat  from  the  furnace  and 
soldered  with  the  blowpipe  in  the  ordinary  way. 
When  cold,  the  external  covering  of  the  investient 
is  cut  away,  leaving  that  portion  uninjured  on 
which  the  plate  rests,  to  serve  as  a base  for  the 
plate  in  the  process  of  baking  the  body.  The  plate 
and  teeth  separated  from  the  plaster,  are  now  im- 
mersed in  a dilute  solution  of  nitric  acid,  where 
they  are  allowed  to  remain  until  all  adhering 
particles  of  vitrified  borax  are  removed,  after 
which  the  piece  is  thoroughly  washed.  To  insure 
a more  perfect  adhesion  of  the  body  to  the  plate, 
it  is  recommended,  after  having  placed  the  plate 
upon  the  die,  to  scratch  or  etch  with  a sharp- 
pointed  instrument  the  entire  lingual  surface  of 
the  platinum  base.  The  piece  is  now  ready  foi  the 

application  of  the  gum  body. 

Application  and  Fusion  of  the  Body  or  Base. 

The  material  for  the  base  or  body  is  mixed  with 
sufficient  water  to  form  a paste,  the  portion  first 
applied  being  sufficiently  thin  to  admit  of  being 
worked  perfectly  into  all  the  minute  crevices  or 
interstices  around  and  underneath  the  ends  of  the 
teeth,  and  about  the  platinum  linings,  and  into  the 
contracted  fissure  or  groove  formed  by  the  rim. 
When  these  interspaces  are  filled  in  as  perfectly  as 
possible,  the  redundant  water  may  be  taken  up 
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partially  by  applying  to  the  paste,  wherever  prac- 
ticable, small  pieces  of  tissue  or  bibulous  paper, 
when  the  paste,  thus  partially  deprived  of  its  water, 
should  again  be  worked  in  and  impacted  as  per- 
fectly as  possible  with  small,  sharp,  straight,  and 
curve-pointed  knives  or  spatulas.  Before  filling  in 
with  the  body  into  the  more  open  spaces  between 
the  roots  of  the  teeth,  the  former  may  be  partially 
filled  up  with  fragments  of  the  crowns  of  broken 
teeth,  around  which  and  the  roots  of  the  teeth  the 
porcelain  paste,  now  used  much  drier  and  thicker 
than  at  first,  is  packed  as  hard  and  solid  as  pos- 
sible. Small  portions  are  thus  added  from  time  to 
time  until  the  required  fulness  of  the  gum  between 
and  external  to  the  teeth  is  obtained,  drying  out 
occasionally  with  a clean  napkin  or  tissue  paper, 
and  at  the  same  time  pressing  and  patting  it  with 
the  instrument  to  drive  out  entangled  portions  of 
air.  The  paste  is  likewise  applied  to  the  platinum 
stays,  covering  them  to  the  depth  of  from  a half  to 
three-fourths  of  a line,  making  it  fuller  as  it  ap- 
proaches the  plate,  and  rounding  it  off  at  this  point 
with  a retreating  edge  extending  back  an  eighth  of 
an  inch  or  more.  If  it  is  designed  to  enamel  the 
lingual  surface  of  the  plate,  the  gum  body  should 
be  applied  the  thickness  of  a dime  to  the  entire 
surface  continuously  with  that  upon  the  backings, 
filling  into  the  groove  around  the  chamber  with  a 
uniform  surface.  The  porcelain  paste  should  be 
carved  neatly  at  the  necks  of  the  teeth,  and  on  the 
exterior  or  labial  surface  a shallow  concavity  or 
furrow  may  be  formed  by  cutting  out  a small 
portion  of  the  body  from  between  the  roots  of  the 
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teeth,  thus  forming  a ridge  over  the  fangs  of  the 
teeth  in  imitation  of  the  natural  gum.  The  effect  of 
this  carving  will  be  still  further  enhanced  after  the 
application  of  the  gum  enamel,  which  being  ap- 
plied evenly  over  the  surface,  a greater  depth  of 
gum  colour  will  be  imparted  to  those  parts  over 
the  furrows,  while  the  intermediate  portions  over 
the  roots  will  appear  somewhat  blanched,  or  of  a 
lighter  gum  colour,  as  in  the  natural  gum. 

After  the  application  of  the  base  in  the  manner 
described,  the  crowns  of  the  teeth  should  be  well 
cleansed  with  a camel-hair  brush  of  all  adhering 
particles  of  paste,  and  the  uncovered  portions  of 
the  plate  with  a moistened  napkin,  when  the  piece 
should  be  readjusted  to  the  “plaster  and  asbestos  ” 
base  previously  used  in  soldering,  placed  upon  a 
fireclay  slab  or  slide  and  introduced  first  into  the 
upper  muffle  of  the  furnace,  where  it  maybe  allowed 
to  remain  exposed  to  a gradually  increasing  heat 
until  it  is  thoroughly  dried  ; when  it  acquires  a red 
heat  it  may  be  transferred  to  the  lower  muffle,  and 
the  heat  urged  until  partial  vitrification  of  the  body 
takes  place,  and  which  may  be  determined  by  a 
slight  glossiness  of  the  surface.  When  baked  or 
biscuited  in  this  manner  it  may  be  removed  and 
reintroduced  into  a cold  muffle  as  when  soldering. 
When  the  piece  is  quite  cool  it  must  be  placed 
upon  a metallic  die  to  detect  any  alteration  in  fit, 
and  to  restore  it  to  its  former  shape,  which  may  be 
done  by  pressing  it  down  with  the  hand  or  by 
tapping  the  molar  teeth  with  a wooden  or  a horn 
hammer  and  pressing  the  plate  at  the  same  time 
firmly  down  to  the  die.  Should  cracks  be  produced 
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in  the  body  it  is  no  matter,  as  these  will  be  filled  up 
in  the  second  baking. 

Second  Coating. — The  paste  for  the  second 
coating  is  made  the  same  as  that  for  the  first.  It 
is  carefully  laid  upon  all  the  parts  that  require  to 
be  built  out,  and  is  introduced  into  all  the  crevices 
into  which  it  is  made  to  settle  by  lightly  tapping 
the  piece.  With  the  little  spatula  the  surface  is 
nicely  carved  and  shaped  around  the  roots  of  the 
teeth.  A little  ridge  is  raised  with  a camel-hair 
pencil  from  the  line  between  the  two  central 
incisors,  running  back  along  the  palatal  surface  to 
the  middle  of  the  posterior  edge  of  the  plate,  and 
this  ridge  is  next  halved  by  a central  line  made 
along  its  whole  length  by  the  brush  or  the  edge  of 
the  spatula.  On  each  side  of  the  ridge  little 
prominences  are  to  be  raised  to  imitate  the  rugae 
of  the  mouth.  The  second  baking  must  then  be 
conducted  like  the  first  (only  a little  harder),  and 
the  cooling  also,  when  the  piece  should  be  again 
placed  upon  the  metallic  die  in  case  of  alteration  in 
fit.  It  is  now  ready  for  colouring. 

Enamelling  or  Gumming.  — The  gum,  being 
mixed  as  was  the  body,  should  be  laid  on  evenly  and 
in  proportions  only  to  be  learned  by  experience  ; 
and  in  the  selection  of  shades  of  colour  you  must  be 
guided  by  your  own  taste.  I should  recommend, 
however,  the  use  of  a very  thin  coating  at  first, 
afterwards  a deeper  .shade  can  be  given  by  a second 
coating.  If  the  teeth  have  been  etched  in  soldering, 
a little  coating  of  “ etching  enamel  ” of  the  con- 
sistency of  cream  should  be  laid  upon  them  with  a 
camel-hair  pencil.  The  plate  being  then  cleansed 
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and  replaced  upon  its  investient  model  is  ready 
for  the  furnace,  but  more  care  is  now  required  not 
to  expose  too  suddenly  to  a high  degree  of  heat. 
If  pushed  too  fast  into  the  muffle  pieces  are  likely 
to  scale  off,  leaving  defective  spots  such  that  it 
would  be  necessary  to  remove  the  work,  cool  it 
down,  and  repair  with  more  gum.  When  well 
heated  in  the  upper  muffle  the  piece  may  be  re- 
moved to  the  lower  one  and  exposed  to  a full 
white  heat  for  from  ten  to  twenty  minutes,  or  until 
the  gum  has  thoroughly  flowed  and  shines  like 
melted  glass.  It  is  now  to  be  removed,  cooled 
down  as  before  in  a cold  muffle.  When  at  blood 
heat  take  it  out,  and  place  it  in  water  of  about  the 
same  temperature.  Avoid  touching  it  with  the 
fingers.  This  is  an  effectual  method  of  preventing 
the  checking  or  grazing  of  the  gum,  which  fre- 
quently occurred  in  the  old  way  of  annealing 
when  the  piece  was  cooled  and  taken  in  the 
hands. 

The  next  and  last  operation  is  the  polishing.  I 
remove  from  the  plate  any  little  particles  of  gum 
or  body,  and  rub  it  thoroughly  with  fine  sandpaper, 
then  with  a fine  stick  and  pumice-stone,  and  lastly 
with  a steel  burnisher  or  bloodstone  with  a little 
soap-suds.” 

Partial  Sets  with  Continuous  Gum.* — “ Partial 
cases  may  be  made  with  continuous  gum  ; but  the 
work  is  so  various  in  its  nature  that  the  dentist  must 
necessarily  depend  much  upon  his  own  judgment. 
Difficult  cases  will  constantly  present  themselves 
that  will  require  the  exercise  of  much  study  and 

* Dr.  Roberts. 
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ingenuity,  and  in  which  the  general  instructions 
which  can  be  given  in  words  may  be  of  little 
service.  The  first  attempt  of  this  kind  in  my  own 
experience  was  in  replacing  two  central  incisors. 
Taking  two  continuous  gum  teeth,  I placed  upon 
them  a platinum  lining,  slitting  this  down  along 
the  edge  of  the  one  tooth  nearly  through  the  piece, 
and  up  the  edge  of  the  other  tooth  by  a parallel 
cut,  leaving  the  two  parts  joined  together  by  a 
narrow  slit.  This  allowed  sufficient  motion  be- 
tween the  teeth,  so  that  they  could  be  adjusted  as 
desired.  I then  placed  a bit  of  tissue  paper  upon 
the  plaster  model  covering  the  spot  to  be  occupied 
by  the  teeth  and  gums  to  prevent  the  adhesion  of 
the  body  to  the  plaster,  and  holding  the  two 
incisors  in  their  places  I worked  the  body  into  all 
the  depressions  of  the  gum  and  around  the  roots 
of  the  teeth.  I then  removed  the  whole  from  the 
model  and  placed  the  piece  in  a paste  of  pulverised 
silex,  or  plaster  and  asbestos,  and  baked  as  de- 
scribed for  full  sets.  The  little  slip  of  platinum 
kept  the  two  teeth  in  position.  The  work  shrunk 
somewhat,  but  this  was  remedied  by  again  placing 
the  piece  upon  the  mould  with  the  intervention 
of  tissue  paper  covered  by  a thin  coating  of  body. 
Into  this  I pressed  the  piece  until  it  occupied 
its  true  place,  then  filled  in  again  with  more  body 
all  the  crevices  around  the  roots  of  the  teeth,  and 
rebalced. 

After  enamelling,  if  the  work  has  been  carefully 
and  skilfully  done  upon  this  plan,  it  will  be  as 
fine  a piece  in  appearance  and  fit  as  can  be  made. 
It  may  then  be  soldered  to  a gold  plate,  and  the 
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little  strip  of  platinum  between  the  teeth  be  cut 
out.  With  the  body  and  gum  formerly  in  use 
many  difficulties  were  often  encountered  from  dis- 
colouration of  the  gum,  or  from  injuries  incurred 
in  soldering.  But  with  Roberts’s  material  these 
are  easily  avoided,  and  the  piece  can  be  treated 
the  same  as  a block  or  single  gum  teeth.  In  par- 
tial sets  on  entire  plates  of  platinum  I have  some- 
times found  trouble  from  the  enamel  giving  way 
upon  the  small  narrow  points  that  connect  the 
teeth  with  the  plate  by  the  shock  occasioned  in 
biting.  I have  consequently  left  these  points  un- 
covered, and  used  two  or  three  thicknesses  of 
platinum  to  give  greater  strength.  But  where 
this  is  likely  to  occur,  gold  plates  would  be  prefer- 
able if  nicely  adapted  with  single  gum  teeth  or 
blocks  of  continuous  gum,  as  the  case  might  require. 
I have  also  applied  continuous  gum  in  cases  where 
the  natural  teeth,  from  one  to  five  in  number,  were 
left  in  the  mouth,  by  making  the  plate  as  in  full 
sets,  cutting  out  around  the  natural  ones,  and 
raising  a small  bead,  or  placing  a light  wire  round 
about  one-eighth  of  an  inch  or  more  from  the 
teeth  against  which  the  gum  or  body  is  to  be 
finished.  The  points  around  the  teeth  are  to  be 
left  free,  in  order  to  be  burnished  down  in  case  of 
imperfections  caused  by  the  difficulty  of  obtaining 
exact  impressions  in  these  places.  In  such  cases  I 
have  sometimes  formed  a strong  standard  of  several 
thicknesses  of  platinum  fitting  closely  against  one 
or  more  natural  teeth,  leaving  a loophole  through 
which  to  run  a gold  clasp  for  afterwards  securing 
the  artificial  set. 
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I have  also  secured  the  gold  to  the  standard  by 
rivets  of  platinum,  and  sometimes  by  two  or  three 
gold  screws,  not  providing  in  these  cases  the  loop- 
hole. These  methods  are  to  be  preferred  to  using 
solder  for  fastening,  for,  in  case  of  repair,  the 
clasps  are  easily  removed  without  leaving  any 
foreign  substance  ; but  in  case  of  soldering,  how- 
ever carefully  they  may  be  removed,  there  will 
remain  some  alloy,  which  in  the  baking  heat  to 
which  the  piece  is  to  be  exposed  will  be  incor- 
porated with  the  platinum.  Even  so  small  an 
amount  of  silver  as  may  be  in  gold  coin  used  for 
solder  will  communicate  a yellowish  tinge  to  the 
gum,  spoiling  the  whole  work. 

Another  source  of  mischief  may  properly  be 
noticed  in  this  place.  In  baking,  especially  with  a 
new  furnace  or  with  muffles  lately  renewed,  either 
at  the  first  or  second  heat,  or  it  may  be  in  enamel- 
ling, the  piece  is  sometimes  changed  in  its  texture 
and  colour,  as  is  supposed  by  the  gases  present,  and 
the  phenomenon  is  called  gassing  the  piece.  The 
body  becomes  porous  like  honeycomb,  and  of  a 
bluish  colour.  When  this  occurs,  there  is  no 
remedy  but  to  place  it  upon  the  metallic  die,  remove 
the  whole  of  the  injured  part,  and  replace  it  with  a 
new  coating  of  body  and  gum.  The  teeth  are 
seldom,  if  ever,  thus  affected.  As  a precaution,  the 
muffles  should  be  well  ventilated  with  holes  for  the 
passage  of  the  heated  air  and  gases. 

Repairing. — In  case  of  a single  tooth  being 
broken  a new  one  is  readily  inserted  by  entirely 
removing  the  crown  of  the  injured  one,  and  grind- 
ing out  a niche  in  the  gum  at  its  base  nearly  one- 
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fourth  of  an  inch  deep  to  receive  the  new  tooth  ; 
then  fill  up  the  niche  with  body,  and  press  the  tooth 
you  wish  to  insert  down  to  its  proper  position ; 
trim  the  surplus  body  about  the  neck  of  the  tooth 
as  in  full  sets,  absorb  the  moisture  with  a napkin, 
and  apply  the  gum  to  the  body  and  wherever 
required.  Stay  the  tooth  with  a little  plaster  and 
asbestos  placed  upon  its  point  and  reaching  over, 
so  as  to  include  the  adjoining  tooth  on  each  side. 
A better  method,  however,  is  to  place  the  teeth 
downward,  imbedding  their  points  in  a paste  of 
pulverized  silex  laid  upon  a slide,  and  then  sub- 
ject the  piece  to  the  heat  required  for  enamelling. 
One  baking  will  generally  suffice  to  complete  this 
operation.  But  if  a piece  has  been  more  seriously 
injured,  say  by  loss  of  a central  canine  tooth,  with 
a point  broken  out  from  the  edge  of  the  gum,  and 
the  plate  is  bent  so  as  to  have  lost  its  fit,  and  the 
gum  shrunken  away  at  any  point,  we  adopt  a tho- 
rough method  of  repair.  We  first  take  an  impres- 
sion of  the  mouth  and  make  a plaster  model ; upon 
this  we  place  the  plate,  and  over  the  point  where  the 
gum  is  shrunken  we  chip  off  the  body  and  gum,  and 
with  a burnisher  work  the  plate  down,  wherever 
required,  to  exactly  fit  the  model.  We  then  make 
a niche  for  each  tooth  to  be  inserted,  apply  the 
body  and  gum,  stay  the  teeth,  and  bake  the  piece 
as  above  described.  If  it  has  been  thoroughly 
packed  two  bakings  will  be  sufficient,  but  some- 
times three  will  be  required.  The  only  rule  is  to 
repeat  the  operation  till  the  object  is  accomplished, 
taking  care  always  not  to  overheat  the  piece.  In 
case  of  the  piece  being  long  worn,  it  is  well,  before 
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doing  anything  to  it,  to  subject  it  to  a moderate 
degree  of  heat,  sufficient  to  burn  off  any  impurities 
it  may  have  collected  in  the  mouth. 

Another  set  may  be  presented  for  repair  literally 
broken  to  pieces  ; but  the  plate  remaining  a perfect 
fit,  and  some  of  the  teeth  being  undisturbed,  we 
wish  to  avail  ourselves  of  these.  We  therefore 
make  a dam  of  putty  around  the  edge  of  the  plate, 
and  run  in  fusible  metal  to  form  a cast,  which  shall 
serve  as  a support  for  the  plate.  Not  to  endanger 
cracking  the  teeth  by  the  heat,  the  piece  may  be 
placed  in  a dish  containing  a little  water,  and  after 
the  metal  is  poured  and  begins  to  harden  more 
water  may  be  added,  so  as  to  cover  the  whole  mass. 
But  this  is  hardly  necessary  if  the  alloy  be  run 
nearly  at  its  cooling  temperature. 

The  piece  being  now  supported  upon  the  cast, 
and  held  firmly  with  one  hand,  a small  chisel  made 
from  an  excavator  may  be  applied  with  the  other  to 
the  old  material  which  it  is  desirable  to  remove, 
and  an  assistant  gently  tapping  this  with  a hammer, 
the  body  is  quickly  chipped  off  between  the  teeth, 
and  wherever  the  chisel  is  directed  without  injury 
to  other  parts,  or  without  misshaping  the  plate. 
The  teeth  may  now  be  inserted  and  soldered  to 
the  plate,  with  the  old  or  new  linings  if  required, 
and  the  new  body  and  gum  may  then  be  applied.” 
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CELLULOID. 

This  substance  was  introduced  about  six  years  ago 
as  a base  for  artificial  teeth  ; but  it  is  not  at  the 
present  time  employed  to  any  great  extent  by 
dentists  for  this  purpose.  The  advantages  which 
the  material  possesses  over  vulcanite,  which  it  was 
designed  to  supersede,  are  superior  colour,  greater 
strength,  and  a saving  of  the  time  required  with 
rubber  for  the  vulcanizing  process.  These  ad- 
vantages are  counterbalanced  by  the  tendency 
which  celluloid  plates  have  to  “ warp  ” after  they 
have  been  finished,  and  worn  some  time  in  the 
mouth  ; besides  this,  the  material  is  not  so  readily 
and  successfully  moulded  in  every  case  as  vul- 
canite is.  These  are  very  serious  defects,  and  until 
they  can  be  got  rid  of  there  is  little  prospect  of 
celluloid  being  generally  employed  as  a base  for 
artificial  teeth.  It  is  right  to  state,  however,  that 
though  this  is  the  general  opinion,  there  are  some 
who  deny  that  these  evils  are  met  with  when 
proper  care  is  exercised  in  manipulating  with  this 
material. 

The  case  is  prepared  and  flasked  for  celluloid 
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exactly  as  for  vulcanite  ; it  is  of  special  importance 
that  the  plaster  should  be  mixed  “ thick,”  so  that 
the  parts  will  withstand  the  subsequent  pressure  in 
closing,  which  is  somewhat  more  trying  than  with 
vulcanite. 

When  the  flask  has  been  opened  and  the  wax 
perfectly  cleared  from  the  mould,  a celluloid  plate, 
or  “ blank,”  of  suitable  size,  chosen  from  the  various 
patterns  supplied  by  the  manufacturer,  is  placed  in 
the  mould.  The  flask  is  then  closed  and  put  into  an 
iron  vessel  or  “ tank  ” containing  oil,  which  must 
be  heated  to  at  least  300°.  When  the  heat  has 
rendered  the  celluloid  sufficiently  soft,  the  screw 
attached  to  the  tank  is  turned  gently  down  upon 
the  flask.  The  closing  is  completed  gradually,  as 
the  material  becomes  so  soft  that  the  operation 
may  be  accomplished  with  the  least  possible 
amount  of  pressure.  The  heat  is  continued  for  a 
short  time  so  as  to  drive  off  the  camphor ; the  whole 
must  then  be  allowed  to  cool  thoroughly,  when  the 
flask  may  be  unscrewed,  opened,  and  the  case 
taken  out  and  finished. 

The  following  remarks  on  the  derivation,  manu- 
facture, and  management  of  celluloid  are  made  by 
Dr.  Finlay  Hunt,  in  a paper  read  before  the 
American  Dental  Convention,  Long  Branch, 
(August  12th,  1875).  “Celluloid,  as  its  name  (most 
judiciously  chosen)  implies,  is  a form  or  condition 
of  cellulose  or  celluline.  These  terms  are  used  in 
the  same  sense  by  different  writers  on  chemistry, 
and,  so  used,  designate  that  solid,  insoluble  sub- 
stance which  is  found  in  greater  or  less  proportion, 
in  connection  with  lignin  and  with  albuminous  and 
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other  matter  throughout  the  vegetable  kingdom, 
and  forms  the  walls  of  the  cells  of  woods  and 
vegetables. 

For  the  purposes  of  our  profession  those  fibrous 
vegetables  have  been  taken  which  contain  the 
greatest  proportion  of  cellulose.  Cotton  was  used 
at  first,  but  hemp  was  found  to  be  better,  and  is 
now  alone  used. 

The  precise  process  used  by  the  Celluloid  Manu- 
facturing Company  to  convert  hemp  into  celluloid 
is  not  known  to  the  present  writer,  but  it  will  be 
sufficient  at  this  time  to  give  the  general  treatment 
and  properties  of  substances  applied  in  effecting 
this  conversion. 

The  first  step  to  be  taken  is  to  separate  the 
cellulose  from  its  associated  substances  as  found  in 
nature.  This  is  an  operation  of  more  or  less 
trouble,  as  the  cellulose  is  more  or  less  associated 
with  other  substances.  In  the  case  of  cotton  it  is 
very  simple,  as  that  fibre  is  composed  almost 
entirely  of  cellulose  of  a certain  quality.  With 
hemp  it  is  less  simple ; but  with  it  the  process  is 
substantially  the  same  as  is  required  for  its  con- 
version into  pulp  for  the  manufacture  of  paper. 
The  cellulose  having  been  segregated  from  its 
associated  substances  is  subjected  to  treatment 
with  nitric  acid,  by  which  it  is  converted  into 
nitro-cellulose.  Great  care  is  required  in  this 
process  to  produce  the  proper  and  best  results,  as 
there  are  three  grades  or  chemical  combinations  of 
nitrogen  (or  its  peroxide)  with  cellulose,  viz. 
mononitro-cellulose,  dinitro-cellulose,  and  trinitro- 
cellulose. The  first  and  third  of  these  are  in- 
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soluble  in  ether  and  alcohol,  and  the  latter  pos- 
sesses the  property  of  being  highly  explosive. 
The  second  is  called  by  some  chemists  pyroxyline. 
It  is  soluble  in  ether,  or  ether  and  alcohol,  and  in 
that  condition  of  solution  is  known  as  collodion. 
It  may  be  remarked  here  that  the  terms  pyroxy- 
line, collodion,  and  xyloidine  have  not  yet  received 
the  strict  chemical  definition  that  is  required  by 
pure  or  exact  science. 

The  dinitro-cellulose  or  pyroxyline  is  the  chemi- 
cal compound  that  is  used  for  the  production  of 
celluloid  by  the  addition  to  it  of  gum  camphor, 
both  being  in  a finely  divided  state,  and  first 
mixed  mechanically.  Thus  mixed  they  are  sub- 
jected to  heat  and  pressure,  when  a chemical  com- 
bination seems  to  take  place,  resulting  in  a homo- 
geneous mass.  This  process  is,  I believe,  called 
technically  by  the  manufacturers  “ conversion.” 

It  is  well  here  to  speak  of  the  nature  of  camphor 
and  its  action  in  this  and  subsequent  manipula- 
tions. In  the  combination  above  spoken  of  the 
camphor  has  the  peculiar  property  of  softening  the 
pyroxyline  and  rendering  it  plastic.  At  ordinary 
temperature,  however,  this  property  is  almost 
entirely  dormant ; the  application  of  heat  is  neces- 
sary to  excite  it  to  activity.  It  is,  therefore,  in  a 
state  of  gum,  a softener  of  pyroxyline,  and  not  a 
solvent  as  has  been  incorrectly  stated  by  many, 
the  writer  of  this  included.  But  gum  camphor  is 
volatile,  evaporating  slowly  at  ordinary  and  more 
rapidly  at  higher  temperatures.  Therefore  cam- 
phor, when  exposed  to  the  air,  or  in  contact  with 
or  enclosed  by  previous  substances,  is  constantly 
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evaporating  more  or  less  rapidly,  according  to  the 
temperature.  This  evaporation  of  camphor  pro- 
ceeds even  in  its  most  intimate  combination  with 
pyroxyline,  and,  by  the  continued  application  of 
heat,  can  be  so  effectually  expelled  that  no  appre- 
ciable quantity  remains,  and  the  celluloid  is  thus 
separated  into  its  former  constituents,  pyroxyline 
and  camphor.  It  is  not,  however,  either  necessary 
or  advisable  to  proceed  so  far  in  the  final  prepara- 
tion of  dental  plates.  It  is  not  necessary,  because 
a certain  small  proportion  of  camphor  left  in  the 
plate  is  not  injurious ; and  it  is  not  advisable, 
because  there  is  a risk  of  rendering  the  material 
brittle  in  the  effort  to  expel  all  the  camphor. 
Pyroxyline  possesses  the  property  of  elasticity  to  a 
considerable  degree,  but  very  little  of  plasticity. 
Hence,  if  it  is  changed  by  pressure  from  one  shape 
to  another,  it  has,  on  the  removal  of  the  pressure,  a 
tendency,  from  its  elastic  nature,  to  creep  back  to 
its  former  shape.  Its  combination  with  camphor 
takes  away  from  it  the  property  of  elasticity,  and  in 
turn  gives  it  that  of  plasticity  in  proportion  to  the 
quantity  of  camphor  added.  As  stated  above,  the 
camphor  can  in  turn  be  driven  off  by  evaporation, 
thereby  exchanging  plasticity  for  elasticity.  It  is 
absolutely  necessary  to  do  this  after  the  plate  is 
moulded  and  before  removing  the  pressure,  and 
it  is  called  “ seasoning  ” on  account  of  its  analogy 
to  the  process  of  seasoning  wood  by  driving  off 
the  natural  juices. 

This  material,  celluloid,  almost  devoid  of  elas- 
ticity, can  be  rendered  sufficiently  plastic  by  heat 
to  be  moulded  by  pressure  into  any  form  or  shape 
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we  may  desire,  and  while  under  pressure  it  can  be 
rendered  sufficiently  elastic  to  prevent  any  subse- 
quent change  of  shape  under  ordinary  circum- 
stances of  use. 

From  what  has  been  said,  its  behaviour  under 
manipulation,  up  to  the  time  that  the  moulding 
has  been  completed,  - may  be  readily  inferred. 
One  important  feature — and  it  should  be  borne  in 
mind  at  all  times — is  that,  though  quite  strong  and 
tough,  it  has  a delicate  texture,  a disposition,  if  we 
may  use  that  term,  that  requires  gentle  treatment 
and  coaxing  rather  than  rude  force. 

We  come  now  to  the  processes,  means,  and 
appliances  used  for  bringing  it  (celluloid)  into  the 
forms  and  conditions  required  for  our  purposes. 
It  comes  into  our  hands  in  the  form  of  blanks,  for 
full  and  partial  plates.  The  variety  of  the  shapes 
and  configurations  of  these  blanks  is  necessarily 
limited,  for  it  would  be  impossible  to  make  blanks 
that  would  meet  all  cases  presented ; therefore 
they  are  given  to  us  in  such  general  form  that  we 
can  prepare  them  by  cutting,  if  necessary,  to  suit 
each  case. 

Should  a case  require  a greater  amount  of  cel- 
luloid than  is  to  be  found  in  a blank,  the  latter 
can  be  pieced  out,  using  a piece  or  pieces  of  the 
same  colour.  The  surfaces  intended  to  come  in 
contact  should  be  painted  freely  with  a solution  of 
celluloid  in  spirits  of  camphor.  When  properly 
done  the  union  of  the  surfaces  is  perfect.  The 
same  plan  can  be  used  for  repairs.  As  it  is 
necessary  to  heat  these  blanks  to  render  them 
sufficiently  plastic  for  moulding,  the  processes  used 
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for  heating  command  the  first  attention.  These 
may  be  enumerated  as  follows : oil,  hot  water, 
steam,  glycerine,  and  dry  heat  processes.  All 
these  processes  have  for  their  common  object  the 
application  of  heat  to  the  celluloid.  They  only  differ 
in  the  mode  of  such  application  and  the  degree  of 
results  produced.  The  oil,  steam,  hot  water,  and 
glycerine  were  intended  as  baths  for  the  celluloid, 
to  avoid  the  danger  of  combustion  or  explosion  of 
so  inflammable  a substance  as  nitro-cellulose  of 
any  grade  was  supposed  to  be.  Afterwards  the 
dry  heat  process  was  introduced,  and  shown  to  be 
as  free  from  danger  of  explosion  or  combustion,  if 
properly  conducted,  as  any  of  the  others,  with  the 
exception  of  hot  water,  and  perhaps  of  steam. 

Without  entering  into  the  particular  merits  of 
each  of  these  processes,  their  general  efficiency 
will  be  noticed  with  reference  to  special  ends  to  be 
attained  or  conditions  secured  in  a dental  plate  or 
other  appliance  made  of  celluloid.  These  condi- 
tions are — that  the  plate  or  appliance  must  fit  the 
mouth,  must  be  free  from  liability  to  change  of 
shape,  and  must  possess  the  best  degree  of  strength, 
elasticity,  and  hardness,  of  which  the  material  is 
susceptible.  The  first  of  these  .conditions  can  be 
secured  by  any  of  the  named  processes,  except  that 
of  hot  water — the  possible  temperature  of  this  in  an 
open  vessel  being  limited  to  2120,  while  the  others 
can  be  brought  to  400°  to  6oo°.  The  other  two  con- 
ditions are  inseparable  in  celluloid,  and  can  only 
be  secured  by  the  evaporation  of  the  camphor, 
which  has  performed  its  duty  of  rendering  the 
material  plastic. 
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It  is  very  evident  that  this  evaporation  will  not 
take  place  so  rapidly  or  effectually  in  a bath  of  oil, 
hot  water,  glycerine,  or  steam,  as  when  heat  is 
applied  without  their  intervention.  In  the  use  of 
any  of  these  processes  these  combined  conditions 
must  be  considered  as  indispensable.  The  pre- 
paration of  cases  for  moulding  is  so  well  known 
that  I will  only  suggest  that  care  be  taken  to  use 
plaster  that  will  set  hard  ; that  the  faces  of  the 
mould  be  freely  rubbed  with  powdered  soapstone, 


Fig.  83.  Celluloid  Press. 


by  means  ot  chamois-skin  or  other  soft  material 
(this  prevents  the  base  plate  and  celluloid  adhering 
to  the  cast),  and  that  the  modelling  composition 
prepared  for  taking  impressions  makes  a most 
excellent  base  plate.  It  can  be  prepared  with 
warm  water,  a pane  of  glass  for  a bed,  and  a bottle 
for  a roller. 

Having  the  flask  all  prepared,  the  operation  of 
moulding  is  to  be  carried  on,  keeping  in  view  three 
essential  points:  1st,  to  complete  the  moulding 
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before  too  much  camphor  is  driven  off;  2nd,  while 
doing  this,  to  shape  and  point  the  celluloid  while 
hot  and  soft,  so  that  it  will  go  wherever  desired; 
3rd,  after  the  moulding  is  completed,  to  keep  the 
plate  under  pressure  and  exposed  to  heat  till  its 
plasticity  is  exchanged  for  a sufficient  degree  of 
elasticity.  This  being  done  it  is  allowed  to  cool 
thoroughly  before  removing  from  the  flask.  It  is 
then  ready  for  finishing.”  * 

The  figure  represents  the  iron  vessel  or  tank 
which  contains  the  oil,  and  in  which  the  flask  is 
placed,  and  afterwards  closed  by  means  of  the 
screw. 


* “ B.  J.  of  Dent.  Science,”  Sept.  1876, 


CHAPTER  XIV. 

ON  THE  CONSTRUCTION  OF  OBTURATORS  AND 
ARTIFICIAL  PALATES. 

The  palatal  organs  perform  an  important  part  in 
the  production  of  articulate  speech ; any  defects, 
therefore,  in  structure,  or  any  departure  even  from 
the  ordinary  type  of  formation,  is  accompanied  by 
an  irregularity  in  the  character  of  the  produced 
sounds  more  or  less  marked  according  to  the 
locality  and  extent  of  the  defects.  In  cases  of  con- 
genital fissure  mastication  and  deglutition  are  not 
interfered  with  to  any  great  extent  by  the  abnormal 
condition  of  the  parts.  Practice,  which  under  such 
conditions  commenced  at  birth,  has  no  doubt  in 
the  course  of  time  developed  powers  in  the  sur- 
rounding parts  which  in  a great  measure  compen- 
sate for  those  which  are  wanting.  Besides  this, 
the  individual  never  having  experienced  a better 
method  in  respect  to  the  management  of  the  food, 
may  be  said  to  be  unconscious  of  his  misfortune. 
But  in  the  case  of  those  to  whom  the  defect  has 
come  in  adult  life,  discomfort  and  annoyance  are 
experienced  in  a very  high  degree.  Therefore  in 
these  cases  it  is  necessary  for  comfort , in  all  cases  it 
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is  necessary  in  order  to  obtain  distinct  articulate 
speech,  to  close  these  abnormal  openings  and  to 
restore  as  far  as  possible  the  functions  of  the  lost 
parts.  To  accomplish  this  by  providing  the  patient 
with  an  artificial  substitute  forms  a branch  of  dental 
art  which  has  long  engaged  the  attention  of  the 
dental  surgeon. 

The  earliest  appliance  made  for  palatal  defect 
of  which  we  have  any  distinct  record  was  that 
made  in  1585  by  Ambrose  Pare,  an  eminent  French 
physician.  It  consisted  of  a metal  plate  which 
fitted  over  the  opening,  and  to  the  upper  surface  of 
which  was  fixed  a pin  with  screw ; by  means  of 
this  latter  arrangement  a piece  of  sponge  was 
held  securely  to  that  surface  of  the  plate  next  the 
fissure.  When  the  case  was  placed  in  position 
the  sponge  passed  up  into  the  fissure,  and  upon 
absorbing  moisture  it  spread  out  so  as  to  form 
upon  the  superior  or  nasal  border  of  the  latter  a 
kind  of  rivet  which  retained  the  appliance  in  place. 
The  objections  to  this  description  of  obturator  will 
be  readily  understood.  The  repeated  insertion  and 
extraction  of  these  swollen  pieces  of  sponge,  which 
was  necessary,  injured  and  increased  the  extent  of 
the  defect.  Besides  this,  the  condition  of  sponge 
under  such  circumstances  quickly  became  such  as 
to  render  the  case  unwearable  on  account  of  its 
odour.  This  point  was  referred  to  by  Laforgue  about 
sixty  years  ago.  He  says,  “They  have  always 
the  inconvenience  of  charging  themselves  copiously 
with  the  fluids,  of  becoming  heavy  and  falling  out 
of  place,  and  of  causing  an  odour  insupportable  for 
the  patients  and  for  those  who  approach  them.” 

N 
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Even  at  the  present  day,  however,  this  method  of 
securing  an  artificial  palate  the  dentist  is  induced 
sometimes  to  adopt.  Fauchard  in  1728  describes 
a very  ingenious  appliance  invented  by  him  for 
palatal  defects.  Instead  of  the  sponge  Fauchard 
constructed  on  the  upper  surface  of  the  plate  an 
arrangement  of  wings.  While  the  obturator  was 
being  inserted  in  the  mouth,  the  wings  stood 
upright  so  as  easily  to  pass  through  the  opening  ; 
when  the  appliance  was  in  place,  the  wings  were 
brought  down  to  a more  or  less  horizontal  level, 
thus  they  lay  upon  the  nasal  borders  of  the  open- 
ing and  retained  the  plate  securely  to  the  palate. 
This  appliance  and  others  contrived  about  that 
time  injured  the  natural  parts  with  which  they  were 
associated  in  a very  serious  manner,  and  in  other 
respects  they  were  so  clumsily  fitted  to  the  defec- 
tive organs,  that  they  were  generally  recognised 
to  be  much  more  hurtful  and  inconvenient  than 
useful.  About  twenty-six  years  ago  Mr.  Stearns 
invented  a most  ingenious  and  practically  success- 
ful description  of  artificial  palate.  The  principle 
upon  which  he  acted  was,  that  as  the  soft  parts  of 
the  palate  are  subject  to  muscular  action,  any 
appliance  made  for  these  parts  should  be  so  con- 
structed as  to  act  in  concert  with  all  their  move- 
ments. By  this  means  what  may  remain  of  the 
soft  palate  communicates  to  the  artificial  velum 
such  motion  as  enables  the  latter  to  perform  the 
functions  proper  to  the  parts  for  which  it  is  a 
substitute.  Figs.  84  and  85  give  a view  of  both  sides 
of  this  instrument ; it  will  be  seen  that  it  consists 
essentially  of  two  wings  which  in  the  drawings 
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are  a certain  dis- 
tance apart  along  the 
centre  line ; a third 
part  is  provided 
which  covers  the  cen- 
tral slit,  but  which 
does  not  prevent  the 
wings  from  closing 
when  the  edges  of  the 
fissure  approach  each 
other,  as  in  the  act 
of  swallowing.  With- 
in the  last  few  years 
an  improved  artifi- 
cial palate  has  been 
introduced  by  Pro- 
fessor Kingsley.  The 
principle  adopted  is 
the  same  as  that 
worked  out  by 
Stearns,  but  the 
palate  itself,  which 
is  made  of  soft  rub- 
ber, is  much  more 
simple  in  its  con- 
struction. 

Cases  of  palatal 
defect  are  divided 
into  two  classes,  ac- 
cording to  the  imme- 
diate causes  which 
may  have  produced 
them.  First,  those 


Fig.  84.  Artificial  Palate  (Stearns). 


Fig.  85.  Artificial  Palate  (Stearns). 
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which  are  the  result  of  arrested  development — mal- 
formations— are  called  “ congenital second,  those 
which  are  produced  by  disease  or  otherwise  are 
called  “ accidental.”  A distinguishing  feature  in 
the  two  classes  is,  that  the  defect,  so  far  as  the 
palate  is  concerned,  is  in  congenital  cases  always  in 
the  median  line,  whereas  in  accidental  cases  the 
defect  is  generally  on  one  side  or  other  of  that  line. 
When  the  cleft  in  congenital  cases,  however,  pro- 
ceeds in  an  anterior  direction,  involving  the  central 
portion  of  the  jaw  and  teeth,  and  ending  in  fissure 
of  the  lip,  it  then  may  incline  away  from  the 
median  line  in  the  direction  of  one  or  other  nasal 
passage,  or  it  may  continue  in  the  median  line 
involving  both  nasal  passages.  Accidental  defects 
vary  much  both  as  to  locality  and  extent.  There 
may  be  a simple  perforation  only  of  the  palate, 
while  in  extreme  cases,  in- the  opposite  direction, 
the  entire  soft  palate  is  destroyed,  and  a consider- 
able portion  of  the  hard  palate  and  jaw  with  en- 
closed teeth. 

Artificial  Appliances. — The  two  classes  of  cases 
being  altogether  distinct  as  regards  their  origin, 
the  artificial  appliances  made  for  them  ought  also 
to  be  distinct  in  their  character  and  structure. 
vSuch  is  the  opinion  of  modem  practitioners  who 
have  had  special  experience  in  this  branch  of 
dentistry.  Thus  cases  of  accidental  fissure  may 
be  treated  successfully  with  an  obturator,*  whereas 

* The  term  “ obturator  ” is  applied  by  Dr.  Kingsley  to  all  artificial 
appliances  intended  to  stop  a passage,  as  all  openings  in  the  hard  or 
soft  palate  which  have  a complete  boundary.  Appliances  made  to 
supply  the  loss  of  the  posterior  soft  palate,  whether  accidental  or  con- 
genital, he  calls  artificial  palates  or  “vela.” 
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this  kind  of  instrument  falls  very  far  short  of  what 
is  required  in  the  cases  of  congenital  fissure.  For 
these  an  appliance  must  be  constructed  which 
shall  not  only  restore  in  appearance  the  lost  parts, 
but  will  also  restore  as  far  as  possible  the  functions 
which  these  parts  in  a normal  condition  perform. 
Nevertheless  many  experienced  practitioners  do 
not  adopt  this  system  of  treatment,  but  construct 
for  all  cases  of  palatal  defect  an  instrument  of  a 
similar  character.  This  is  a simple  plate  made  to 
cover  the  opening  and  to  restore  as  far  as  possible 
in  superficial  appearance  only  the  lost  parts ; the 
plate  for  defects  in  the  hard  palate  is  made  of  the 
ordinary  vulcanite,  for  those  in  the  soft  palate  soft 
vulcanite  is  employed.  Thus  it  will  be  observed 
that  the  designs  of  those  who  advocate  the  first 
method  have  a much  wider  reach  than  is  the  case 
with  those  who  adopt  the  second.  In  the  former 
case  the  ideal  is  perfect  restoration,  in  the  latter 
only  partial  restoration  is  considered  practicable. 

The  class  of  “ artificial  defects  ” we  may  subdivide 
into  three  species : first,  those  cases  in  which  there 
is  a perforation  of  the  hard  palate ; second,  those  in 
which  the  perforation  exists  in  the  soft  palate ; 
third,  those  in  which  there  is  partial  or  complete 
destruction  of  the  soft  palate.  This  classification 
might  be  extended  to  include  one  or  more  other 
kinds,  but  the  treatment  necessary  for  the  three 
mentioned  will  indicate  that  which  is  proper  for 
all.  For  the  first  species — perforations  in  the  hard 
palate — an  obturator  is  constructed  which  is  rigidly 
fixed  to  a more  or  less  extensive  plate,  fitting  to  the 
palate  and  teeth.  In  the  second  species  of  perfora- 
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tion — through  the  soft  palate — an  obturator  is  also 
constructed,  but  in  order  that  the  muscular  move- 
ments of  which  these  soft  parts  are  capable  may 
not  be  interfered  with  or  controlled  by  the  artificial 
appliance,  this  obturator  must  not  be  rigidly  fixed 
to  the  main  plate,  as  in  the  former  case,  but  in  such 
manner  that  it  will  readily  take  part  in  all  the 
movements  of  the  parts  with  which  it  is  connected. 
For  the  third  species  of  defect,  what  is  called  an 
artificial  velum  or  palate  is  required. 

Construction  of  Obturators. — Those  openings  in 
the  hard  or  soft  palate,  sometimes  almost  perfectly 
circular,  at  other  times  very  irregular  in  form,  but 
always  completely  surrounded  by  the  natural  parts, 
do  not  generally  present  any  great  difficulty  in  the 
course  of  treatment.  It  is  of  importance,  in  the 
first  place,  that  an  accurate  impression  be  obtained 
of  the  opening  and  of  the  neighbouring  parts  of 
the  palatal  surface,  and  also  of  the  teeth,  if  there 
are  any  standing.  The  only  material  which  gives 
satisfactory  results  for  this  work  is  plaster  of  Paris  ; 
but  in  using  it  special  care  must  be  observed,  for 
if  an  excess  of  plaster  be  employed,  this  excess  may 
in  the  act  of  taking  the  impression  be  pressed 
through  the  opening,  and  form  over  its  superior  or 
nasal  border  a rivet  of  plaster,  which  may  render 
it  impossible  to  withdraw  the  model  without  using 
such  an  amount  of  force  as  may  seriously  injure 
the  natural  parts.  The  following  method  may  be 
adopted  in  order  to  prevent  the  possibility  of  such 
a difficulty  arising.  An  impression  having  been 
taken  with  “ godiva  ” in  the  ordinary  manner,  is 
cut  to  a slight  depth  over  its  surface ; this  surface 
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is  then  covered  with  a thin  stratum  of  plaster,  and 
the  impression  of  the  parts  again  obtained.  The 
small  amount  of  plaster  used  in  this  method  pre- 
vents any  such  accident  happening  as  that  above 
referred  to.  Or  again,  take  a wax  impression,  and 
make  from  it  a plaster  model ; upon  this  form  a 
gutta-percha  tray,  imbedding  in  it  a piece  of  wire 
bent  into  suitable  shape  for  handle.  Into  this 
gutta-percha  tray  plaster  is  placed  in  a thin  layer 
over  its  surface,  and  the  impression  is  then  obtained 
without  risk.  Before  covering  the  surface  either  of 
the  “ godiva  ” or  of  the  gutta-percha,  such  portion  of 
the  material  as  may  have  been  pressed  into  the 
opening  must  be  removed,  and  also  around  the 
defective  part  the  surface  of  the  material  should  be 
reduced  slightly,  just  sufficient  to  insure^that  only 
the  plaster  will  be  pressed  against  these  parts  when 
the  second  impression  is  being  taken.  A plaster 
model  having  been  made  from  the  latter,  it  is  next 
necessary  to  form  upon  the  model  a pattern  in 
gutta-percha,  which  will  exactly  represent  the 
obturator  as  it  is  intended  to  be.  The  material  of 

* 

which  these  substitutes  are  made  is  now  almost 
invariably  vulcanite,  and  the  method  of  procedure 
to  be  adopted  in  constructing  them  differs  in  no 
very  material  respect  from  that  already  explained 
in  connection  with  the  ordinary  artificial  work.  It 
must  be  remembered,  however,  that  as  the  most 
perfect  obturator  would  be  that  on£  which  exactly 
represented  the  lost  parts,  it  is  necessary  in  all 
these  cases  to  construct  the  work  with  great  deli- 
cacy, so  that  the  appliance  will  as  nearly  represent 
the  normal  outline  of  the  parts  as  the  circumstances 
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will  allow.  Thus  it  will  be  possible  in  some  cases 
to  make  a simple  plug,  which  may  be  retained  in 
position  by  being  attached  to  a skeleton  plate  fitted 
with  clasps.  In  other  instances,  however,  it  will  be 
necessary  to  cover  the  whole  of  the  palate — for  ex- 
ample, where  many  or  all  of  the  natural  teeth  are 
lost.  Some  dentists  do  not  Jill  the  openings  in  the 
palate  with  vulcanite,  but  carry  the  plate  clear 
across  in  a line  with  its  palate  border.  Professor 
Kingsley,  however,  says  that  it  is  desirable  that 
the  obturator  should  enter  the  perforation,  to 
restore,  as  far  as  possible,  the  lost  portion  of  the 
palate ; but  it  ought  not  to  protrude  into  or  in  any 
way  obstruct  the  nasal  passage,  the  entire  freedom 
of  which  is  essential  to  the  purity  of  articulation. 

Those  cases  in  which  the  defect  is  situated  in  the 
soft  palate  require  a more  complicated  appliance 
than  that  just  described,  in  order  that  the  motion 
of  which  these  parts  are  capable  may  not  be  inter- 
fered with,  which  would  be  the  case  if  the  opening 
was  filled  by  an  extension  simply  of  the  rigid  palate 
plate. 

We  have,  then,  first  a main  plate,  which  extends 
more  or  less  over  the  hard  palate,  and  which  must 
sit  steadily  in  position  ; second,  we  have  the 
obturator  or  plug  fitting  into  the  opening  in  the 
soft  palate.  What  is  required  then  is  to  unite  the 
one  to  the  other  in  a sufficiently  secure  manner  and 
yet  allow  to  the  obturator  perfect  freedom  to  take 
part  in  the  muscular  movements  of  the  soft  parts 
with  which  it  is  associated.  Several  contrivances 
have  been  tried  in  order  to  accomplish  this ; the 
most  common  of  these  methods  are  spiral  springs. 
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band  gold,  and  a simple  joint.  Of  these,  the  last 
arrangement  is  the  most  satisfactory.  The  band 
gold  if  made  sufficiently  delicate  will  not  maintain 
its  shape,  and  if  made  sufficiently  strong  for  that 
purpose  it  is  then  wanting  in  the  elasticity  neces- 
sary to  permit  the  perfect  motion  of  the  obturator. 
The  spiral  spring  arrangement  is  also  objectionable, 
though  less  so  than  the  band  gold.  A case  con- 
structed with  a joint  is  shown  in  Fig.  86.  The 
skeleton  plate  is  made  of  gold,  the  joint  also  and 
the  strip  of  metal  reach- 
ing to  the  obturator  are 
made  of  the  same  metal. 


supports  the  obturator  in 

position,  and  the  joint,  which  should  be  placed  at 
the  junction  of  the  hard  and  soft  palates,  permits 
the  necessary  motion. 

For  cases  belonging  to  the  third  species  of  acci- 
dental fissure — those  in  which  a partial  or  complete 
destruction  of  the  soft  parts  of  the  palate  has  taken 
place — a substitute  must  be  made  of  a soft  and 
elastic  material ; the  delicate  parts  with  which  it  must 
come  into  contact  renders  this  essential.  Soft  rubber 
is  admirably  adapted  for  the  purpose,  and  of  that 
material  all  artificial  palates  or  vela  are  now  made. 


The  obturator  B is  made 
of  vulcanite,  and  it  will 
be  observed  that  the 
material  enters  the  open- 
ing and  forms  a flange  (c 
in  the  smaller  figure) 
around  its  superior  or 
nasal  border.  This  flange 


Fig.  86.  Obturator  attached  to 
Skeleton  Gold  Plate. 
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Fig.  87  represents  a case  in  which  the  entire 
soft  palate  is  gone.  Here  a substitute  is  formed 
very  simply  by  securing  an  apron  of  soft  rubber 
along  the  posterior  or  palate  border  of  an  ordinary 
set  of  teeth.  Fig.  88  represents  the  appliance 
attached.  A sufficient  number  of  small  holes  hav- 
ing been  made  along  the  edge  of  the  plate,  the  at- 


Fig.  87.  Model  of  Defective  Palate. 


tachment  is  completed  by  stitching  the  soft  rubber 
plate  to  the  other  by  means  of  silk  or  fine  platina 
wire. 

In  this  case,  the  muscles  of  the  palate  being 
entirely  gone,  there  is  no  necessity  to  provide 
specially  for  the  perpendicular  movement  of  the 
substitute.  Where  there  is  only  partial  destruction 
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of  the  soft  palate,  however,  as  in  Fig.  89,  an  appli- 
ance is  made  upon  the  same  principle  as  that  ex- 
plained in  connection  with  Fig.  86.  Fig.  90  shows 
this  palate  connected  with  an  upper  set  of  teeth. 
The  following  explanation  of  parts  is  given  in 
Richardson’s  “ Mech.  Dent.,”  p.  420.  “The  wings 
marked  A and  B are  made  of  soft  rubber ; the 
frame  to  support  them  is  made  of  gold,  with  a 


Fig.  88.  Artificial  Set  of  Teeth,  with  palate  attached. 

joint  to  provide  for  the  perpendicular  motion  of 
the  natural  palate,”  as  in  the  case  of  the  obturator 
represented  in  Fig.  86.  “ When  the  artificial 

palate  is  in  use,  the  joint  and  frame  imme- 
diately contiguous  lie  close  to  the  roof  of  the 
mouth ; the  rubber  wing,  letter  A,  bridges  across 
the  opening  on  the  inferior  surface  or  side  next  the 
tongue ; the  wing,  letter  B,  bridges  across  the 
opening  on  the  superior  or  nasal  surface,  and  is 
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also  prolonged  backward  until  it  nearly  touches  the 
muscles  of  the  pharynx  when  they  are  in  repose. 


Fig.  89.  Model  of  Defective  Palate. 


Both  these  wings  reach  beyond  the  boundary  of 


the  opening  and  rest  on  the  surface  of  the  soft 
palate  for  a distance  of  from  one-eighth  to  one 


Fig.  90. 


Set  of  Teeth  and  Artificial  Palate  attached  by  joint. 
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quarter  of  an  inch,  thus  embracing  the  entire  free 
edge  of  the  soft  palate.  This  last  provision  enables 
the  natural  palate  to  carry  the  artificial  palate  up 
or  down,  as  articulation  may  require. 

When  the  organs  of  speech  are  in  repose,  there 
is  an  opening  behind  the  palate  sufficient  for  respi- 
ration through  the  nares.  When  these  organs  are 
in  action,  a slight  elevation  of  the  palate,  or  a con- 
traction of  the  pharynx,  will  entirely  close  the 
nasal  passage  and  direct  all  the  voice  through  the 
mouth.  The  palate  thus 
becomes  a valve  to  open 
or  close  the  nares,  and 
to  be  tolerated  must  be 
made  with  thin  and  deli- 
cate edges  which  will 
yield  upon  pressure.  An 
instrument  thus  made 
will  restore,  as  far  as  pos- 
sible by  mechanism,  the 
functions  of  the  natural 
organ. 

In  the  case  under  description  the  patient  was  a 
lady.  The  defect  had  existed  for  seven  years  before 
remedy.  Articulation  was  very  defective  ; distinct 
and  perfect  articulation  followed  within  one  month. 

Fig.  91  represents  the  artificial  palate  separated 
into  its  constituent  parts.  The  frame  is  bent  at  the 
joint,  in  the  engraving,  to  show  a stop,  marked  D, 
which  prevents  the  appliance  from  dropping  out  of 
position.  Letter  C shows  the  tongue,  which  enters 
the  groove  in  the  plate  of  teeth  and  connects  them. 
Letters  A and  B are  the  rubber  flaps  which  are 


Fig'.  91.  Parts  of  which  Artificial 
Palate  (Fig.  90)  is  composed. 


igo 
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secured  to  the  frame  by  the  hooks,  as  seen  in  the 
engraving.” 

We  now  come  to  consider  the  second  class  of 
palatal  defects. 

Congenital  Fissures. — It  has  been  already  ob- 
served that  many  dentists  treat  these  cases  prac- 
tically as  those  are  treated  which  have  an  accidental 
origin.  The  opinion  has  long  been  held,  however, 


Fig.  92.  Model  of  a Case  of  Congenital  Fissure. 


that  a different  arrangement  is  necessary — an  ar- 
rangement by  which  the  parts  which  have  not  been 
developed  naturally  shall  be  as  far  as  possible 
represented  artificially,  and  in  such  manner  that 
the  functions  which  would  have  been  performed  by 
the  natural  organs  shall  be  performed  by  the  arti- 
ficial substitute.  This  was  the  principle  according 
to  which  Stearns  constructed  his  most  ingenious 
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though  complicated  appliance,  by  which  he  pro- 
vided that  the  muscular  action  which  arose  in  the 
remaining  parts  of  the  soft  palate  should  be  com- 
municated to  the  artificial  substitute.  Thus  the 
natural  parts  were  utilised  as  a motive  power,  as  it 
were,  to  set  the  artificial  material  in  motion,  and 
make  it  accomplish  the  functions  of  a natural 
palate. 

The  Stearns  instrument  has  now  been  superseded, 
however,  by  an  appliance  made  according  to  the 
same  theory,  and  which  accomplishes  the  same 


object,  while  at  the  same  time  it  is  much  less  com- 
plicated in  its  construction.  Fig.  92  represents  a 
case  of  congenital  fissure,  and  Fig.  93  an  artificial 
palate  of  this  description  made  for  the  case  by 
Dr.  Kingsley.* 

Here  it  will  be  observed  that  the  letters  B,  D D, 
A A,  indicate  the  parts  which  make  up  the  palate 
substitute.  These  parts  are  made  of  soft  rubber, 

* Professor  Kingsley,  with  whose  name  this  description  of  artificial 
palate  is  identified,  contributes  a chapter  upon  this  subject  to  Richard- 
son’s “ Treatise  on  Mechanical  Dentistry  ” (p.  415).  To  that  chapter  we 
are  indebted  for  the  details  and  illustrations  connected  with  this  pro- 
cess. 
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and  the  whole  may  be  removed  from  the  main 
plate,  to  which  the  appliance  is  connected  only  by 
the  pin  C.  This  pin  is  securely  fixed  at  one  extre- 
mity in  the  main  hard  rubber  plate — which  carries 
the  teeth  and  is  continued  back  under  D C in  the 
figure — at  the  other  extremity  C the  head  is  con- 
siderably larger  than  the  rest  of  the  pin.  Now  the 
main  plate  having  been  constructed  with  this  up- 


Fig.  94.  Artificial  Appliance  in  position  upon  model. 


standing  gold  pin,  and  the  artificial  palate  having 
been  constructed  with  a hole  through  its  elastic 
substance  exactly  according  with  the  pin  in  posi- 
tion, but  smaller  in  diameter,  the  latter  is  then 
forced  through  the  hole  in  the  artificial  palate,  and 
the  arrangement  of  parts  is  obtained  as  shown  in 
Fig.  93.  The  elasticity  of  the  soft  rubber  permits 
the  large-headed  pin,  C,  to  pass,  and  at  the  same 
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time  the  contracting  force  upon  the  latter  is  suffi- 
cient to  fix  the  parts  securely  together.  The  wings 
D D reach  over  the  inferior  or  palate  surface  of  the 
fissure ; A A is  a similar  plate,  but  more  delicately 
formed,  reaching  across  the  pharynx,  at  the  base 
of  the  chamber  of  the  pharynx,  behind  the  remnant 
of  the  natural  velum.  These  wings,  in  their  re- 
lation to  the  natural  parts  and  to  the  main  plate  of 
hard  rubber,  will  be  best  observed  in  Fig.  94. 
The  process  B laps  over  the  inferior  surface  of  the 
maxilla  (the  floor  of  the  nares)  and  prevents  all 
inclination  to  droop. 

Method  of  Construction. — Taking  the  impression 
in  such  cases,  it  will  be-at  once  seen,  is  an  operation 
which  involves  peculiar  difficulties  and  which  de- 
mands special  care.  Plaster  of  Paris  is  the  only 
material  which  can  be  successfully  employed  for 
this  purpose.  Professor  Kingsley  says  in  regard 
to  the  parts  of  which  an  impression  is  necessary, 
and  also  as  to  the  method  to  be  employed  in  order 
to  obtain  the  impression  : “ It  is  essential  that  the 
entire  border  of  the  fissure  from  the  apex  to  the 
uvula  should  be  perfectly  represented  in  the  model 
as  the  parts  are  when  in  repose.  It  is  also  neces- 
sary that  the  model  show  definitely  the  form  of  the 
cavity  above,  and  on  either  side  of  the  opening 
through  the  hard  palate,  being  that  part  of  the 
cavity  which  is  hidden  from  the  eye.  It  is  desir- 
able also  that  the  posterior  surface  of  the  remains 
of  the  soft  palate  be  shown,  but  this  is  not  essen- 
tial ; but  it  is  especially  important  that  the  anterior 
or  under  surface  be  represented  with  relaxed 
muscles  and  in  perfect  repose.  The  impression  for 
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such  a model  must  be  taken  in  plaster;  it  is  the 
only  material  now  in  use  adapted  to  the  purpose. 
An  ordinary  Britannia  impression-cup  may  be  used, 
selecting  one  in  size  and  form  corresponding  to  the 
general  contour  of  the  jaw.  This  cup  will  be  found 
too  short  at  the  posterior  edge  to  receive  the  palate, 
but  it  may  be  extended  by  the  addition  of  a piece 
of  sheet  gutta-percha,  which  must  be  moulded  into 
such  form  as  not  to  impinge  upon  the  soft  palate, 
but  which  will  reach  under  and  beyond  the  uvula, 
and  thus  protect  the  throat  from  the  droppings  of 
plaster.  Before  using  the  plaster  the  posterior 
edge  of  the  gutta-percha  extension  may  be  softened 
by  heat  and  introduced  into  the  mouth ; contact 
with  the  soft  palate  will  cause  it  to  yield,  so  that 
there  is  no  danger  of  its  forcing  away  the  soft 
tissues  when  the  plaster  is  used.  With  the  pre- 
caution not  to  use  too  much  plaster,  the  first  effort 
will  be  to  get  only  the  lingual  surface.  After  trial, 
if  the  impression  show  definitely  the  entire  border 
of  the  fissure,  and  the  soft  palate  has  not  been 
pushed  up  by  contact  with  the  cup,  nor  pulled  up 
by  the  spasmodic  action  of  the  levator  muscles,  it 
is  all  that  is  thus  far  desired.  If,  however,  the  soft 
parts  have  been  disturbed  (which  on  close  com- 
parison a little  experience  will  decide),  it  is  better 
to  cast  a model  into  the  impression,  and  upon  this 
model  extemporize  an  impression  - cup  (in  the 
manner  already  explained  in  connection  with  obtu- 
rators, p.  1 83).  This  temporary  cup  will  have  the  ad- 
vantage of  the  former,  insomuch  that  it  will  require 
but  a film  of  plaster  to  accomplish  the  result, 
thus  lessening  the  danger  of  disturbing  the  soft  tis- 


METHOD  OF  CONSTRUCTION. 


195 


sues.  After  the  removal,  if  it  is  seen  that  any  sur- 
plus has  projected  through  the  fissure  and  lapped 
to  the  floor  of  the  nares,  it  may  be  pared  off. 

The  next  step  will  be  to  obtain,  in  conjunction 
with  this  impression  of  the  under  surface,  which  we 
will  call  the  palatal  impression,  an  impression  of 
the  upper  or  nasal  surface  of  the  hard  palate. 

This  can  be  done  by  filling  the  cavity  above  the 
roof  of  the  mouth  with  soft  plaster  down  to  the 
border  of  the  fissure,  and,  while  yet  very  soft,  carry- 
ing immediately  the  palatal  impression  against 
it,  and  retaining  it  in  that  position  until  the  plaster 
is  hard,  which  can  easily  be  ascertained  by  the 
remains  in  the  vessel  from  which  it  was  taken. 
With  the  precaution  to  paint  the  surface  of  the 
palatal  impression  with  a solution  of  soap,  to  pre- 
vent the  two  masses  from  adhering  when  brought 
into  contact,  there  will  be  no  difficulty  in  removing 
it  from  the  mouth,  leaving  the  mass  which  forms 
the  nasal  portion  in  situ.  With  a suitable  pair 
of  tweezers  this  mass  is  easily  carried  backward 
and  withdrawn  from  the  mouth,  and  the  irregular 
surface  of  contact  indicates  its  relation  to  its  fellow 
when  brought  together. 

Fig.  95  shows  such  an  impression.  The  por- 
tion marked  ABC  will  readily  be  distinguished 
as  that  which  entered  the  nasal  cavity.  The  line 
of  separation  from  the  palatal  impression  is  plainly 
indicated.  The  groove  marked  D shows  clearly 
the  impression  made  by  the  delicate  uvula  in  the 
soft  plaster.  The  nasal  portion  is  relatively  large, 
showing  an  unusally  large  nasal  cavity. 

The  vomer  lies  between  the  projections  marked 
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A A,  these  projections  entering  the  nasal  pas- 
sages. The  surfaces  marked  B B came  in  con- 
tact with  the  middle  turbinated  bones,  the  surface 
marked  C in  contact  with  the  inferior  turbinated 
bone.  In  many  instances  these  turbinated  bones 
are  so  large  as  to  nearly  fill  the  nasal  passages.” 
Casting  a model  in  plaster  from  the  impression 
is  accomplished  in  a manner  similar  to  that  ex- 
plained in  connection  with  ordinary  work,  the 
parts  of  the  plaster  marked  ABC  being  with- 
drawn from  beneath  towards  the  back  of  the  model 


Fig-  95-  Plaster  Impression  for  a Case  of  Congenital  Defect. 

after  casting  and  separating.  The  latter  should 
then  be  somewhat  similar  in  appearance  to  Fig.  92. 

Should  the  nasal  portion  of  the  impression  not 
indicate  accurately  the  superior  surface  of  the  soft 
palate,  that  part  may  be  carved  as  near  as  possible 
to  the  dimensions  required,  the  indications  of 
which  may  be  obtained  by  the  aid  of  a small 
mirror  and  probe.  It  is  next  necessary  to  make 
to  the  model  a pattern  of  the  intended  appliance  ; 
the  best  material  to  use  for  this  purpose  is  sheet 
gutta-percha.  The  form  to  be  given  is  sufficiently 
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indicated  in  Fig.  93.  A mistake  which  is  some- 
times made  is  to  bring  the  soft  rubber  through  the 
opening  so  as  completely  to  fill  the  cleft  from  side 
to  side.  By  reference  to  the  figures  it  will  be  seen 
that  this  is  carefully  avoided.  It  must  be  remem- 
bered that  while  the  hard  palate  is  incapable  of 
muscular  action,  and  therefore  permits  us  to  bring 
the  rubber  through  the  cleft,  as  at  B C,  in  order  to 
obtain  a hold  for  the  case,  the  soft  palate  which 
commences  at  the  posterior  boundary  of  B c is 
capable  of  muscular  action  ; the  sides,  for  example, 
approach  towards  each  other,  and  therefore  only 
a thin  partition  of  rubber  is  permissible,  in  order 
that  that  movement  may  not  be  interfered  with. 
Other  movements  besides  this  one  must  be  pro- 
vided for  by  making  the  wing  A very  thin  and 
delicate  ; it  occupies  the  chamber  of  the  pharynx, 
and  is  subject  to  constant  muscular  movement. 
“The  sides  are  rolled  slightly  upward  while  the 
posterior  end  is  curved  downward.  The  inferior 
portion  marked  D D should  only  reach  to  the  base 
of  the  uvula,  and  bridge  directly  across  the 
chasm  at  this  point,  and  no  effort  to  imitate  the 
uvula  should  be  made.  The  extreme  posterior  end 
should  not  reach  the  posterior  wall  of  the  pharynx 
when  all  the  muscles  are  relaxed  by  a quarter  of 
an  inch,  although  subsequent  use  must  determine 
whether  this  space  be  increased  or  diminished, 
thus  leaving  abundant  room  for  respiration  and 
the  passage  of  nasal  sounds.  In  cases  where  it  is 
desirable  to  make  the  instrument  independent  of 
the  teeth  as  far  as  possible  in  its  support,  the 
anterior  part  which  occupies  the  apex  of  the  fissure 
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in  the  hard  palate  may  lap  over  on  to  the  floor  of 
one  or  both  nares.  Such  a projection  is  seen  in 
Fig.  93  marked  B,  and  a like  process  is  seen  in 
Fig.  98  but  not  lettered.  Were  it  not  for  this  pro- 
cess in  this  case  the  palate  would  drop  out  of  the 
fissure  into  the  mouth,  the  single  clasp  at  the 
extreme  anterior  end  not  being  sufficient  to  keep 
the  whole  appliance  in  place  throughout  its  entire 
length.  Caution  must  be  exercised  that  this  pro- 
jection entering  the  nares  be  not  too  large,  or  it 
will  obstruct  the  passage  and  give  a disagreeable 
nasal  tone  to  the  voice. 

“ All  these  described  peculiarities  must  be  pro- 
vided for  in  the  gutta-percha  pattern,  which,  after 
having  been  carefully  formed  to  the  cast,  may  be 
tried  in  the  mouth  to  ascertain  its  length  or  neces- 
sary variations.  When  its  ultimate  form  has  been 
decided  upon,  provision  must  be  made  to  duplicate 
it  in  soft  rubber.” 

To  make  a satisfactory  duplicate  in  soft  rubber, 
type  metal  models  must  be  used  to  fire  upon  in- 
stead of  the  plaster  one,  as  with  ordinary  work,  for 
this  reason  : the  plaster  leaves  an  unfinished  sur- 
face, which  in  hard  rubber  may  be  dressed,  but  in 
soft  rubber  can  not.  Professor  Kingsley  advises, 
however,  that  as  it  is  difficult  for  a beginner  to  give 
the  necessary  delicacy  of  form  to  the  gutta-percha 
pattern,  a hard  vulcanite  pattern  piece  should  be 
made  from  the  gutta-percha  one,  using  plaster  and 
a flask  as  in  ordinary  work  ; the  hard  rubber  may 
then  be  easily  dressed  to  the  delicate  shape  required 
for  the  artificial  palate.  After  a little  practice  in 
the  work  vulcanite  patterns  may  be  dispensed  with. 
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To  obtain  in  soft  rubber  a duplicate  which  will 
consist  of  one  continuous  piece  requires  a mould 
to  be  made  of  the  pattern  in  four  pieces.  This  is 
the  most  desirable  form  in  which  to  make  the  ap- 
pliance, but  to  make  such  a mould  requires  consi- 
derable mechanical  skill,  in  order  that  all  the  parts 
may  fit  accurately  together.  Therefore  Professor 
Kingsley  advises  beginners  to  make  the  palate  in 
two  pieces  instead  of  one  continuous  piece.  By 
adopting  this  method  it  can  be  constructed  with 


Fig.  96.  Artificial  Palate  made  in  two  pieces. 


very  little  trouble.  The  mould  is  also  made  in  two 
pieces,  and,  after  vulcanizing,  the  palate  pieces  are 
joined. 

Fig.  96  shows  a palate  prepared  in  this  manner. 

Fig.  97  shows  the  mould  or  flask  in  which  it  is 
vulcanized. 

“ These  flasks,”  says  the  same  author,  “ were 
made  expressly  for  this  purpose,  but  they  are  not 
so  unlike  the  flasks  in  common  use  in  dentists’ 
laboratories  that  the  latter  will  not  answer.  The 
common  flask  is  simply  unnecessarily  thick  or  deep. 


200 


MECHANICAL  DENTISTRY. 


“ The  mould  is  readily  produced  in  the  following 
manner.  Imbed  the  two  pieces  of  the  palate  in 


Fig.  97.  Moulds  in  which  the  Appliance  (Fig.  96)  is  Vulcanized. 

plaster  in  one  half  of  the  flask  ; when  the  plaster 
is  set  and  trimmed  into  form,  duplicate  it  in  type 
metal  by  removing  the  palate,  varnishing  the  sur- 
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face,  moulding  in  sand,  and  casting.  In  making  the 
sand  mould,  take  a ring  of  sheet  iron  of  the  same 
diameter  as  the  flask  and  three  or  four  inches  high, 
slip  it  over  the  flask,  and  pack  full  of  sand.  Sepa- 
rate them,  remove  the  plaster,  return  the  flask  to 
the  sand  mould,  and  fill  with  the  melted  metal 
through  a hole  made  in  the  side  or  bottom  of  the 
flask.  With  one-half  thus  made,  substantially  the 
same  process  will  produce  the  counterpart.  Fig. 
98  shows  the  palate  complete  with  its  attach- 
ment to  the  teeth.  The  palate  is  secured  to  the 
plate  by  a pin  of  gold  passing  through  a hole  in 


Fig.  98.  Appliance  completed  and  ready  for  insertion. 

the  palate  of  the  same  size,  the  head  on  the  pin 
being  larger  than  the  hole  it  is  passed  through,  and 
thus  the  two  halves  of  the  palate  are  bound  to- 
gether and  joined  to  the  plate. 

“Fig.  99  shows  a mould  in  four  pieces.  The 
blocks  C C are  accurately  adapted  to  the  body  of 
the  mould  marked  A,  and  are  prevented  from 
coming  improperly  in  contact  with  each  other  by 
the  flanges  D D,  which  overlap  and  rest  upon  the 
sides  of  the  main  piece.  B shows  the  top  of  the 
mould,  and  the  groove  E provides  for  the  surplus 
rubber  in  packing. 

“ Such  a mould  makes  the  most  perfect  appliance 
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that  can  be  produced.  The  palate  is  one  homo- 
geneous and  inseparable  piece.  The  cut  will  suffi- 
ciently indicate  the  forms  of  the  several  parts. 
Each  of  these  pieces  is  first  made  in  plaster  of 


Tig*  99*  Moulds  required  in  order  to  make  Palate  in  one  piece. 


exactly  the  form  of  which  the  type  metal  is  desired. 
They  are  then  moulded  in  sand,  and  the  type  metal 
cast  as  in  making  an  ordinary  die  for  swaging.” 
When  the  parts  have  been  obtained  in  metal 
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and  accurately  fitted,  it  is  then  necessary  to  pack 
with  the  soft  rubber  in  a manner  similar  to  that 
adopted  in  ordinary  work.  If  the  surface  of  the 
metal  be  washed  with  a thick  solution  of  soap 
previous  to  packing,  the  palate  will  be  more  easily 
removed  after  vulcanizing. 

The  soft  rubber  which  we  have  found  best 
adapted  for  this  work  is  that  known  as  “ Mr.  Ram- 
sey’s.” It  may  be  purchased  at  the  depots.  Much 
longer  time  must  be  given  for  vulcanizing  this 


Fig.  100.  Frame  in  which  the  Mould  is  held  during  Vulcanizing. 


material  than  what  is  required  for  the  ordinary 
hard  rubbers,  and  the  temperature  must  not  rise 
above  280°  Fah.  That  recommended  by  Mr. 
Ramsey  is — two  hours  at  240°,  two  hours  at  260°, 
and  two  hours  at  280°.  In  all  six  hours  after  the 
temperature  has  reached  240°.  Dr.  Kingsley  found 
that  for  the  soft  rubber  sold  by  the  American 
Company  the  best  vulcanizing  time  is  four  or  five 
hours,  during  which  time  the  heat  should  rise 
gradually  from  230°  to  270". 


CHAPTER  XV. 


VULCANITE. 

Caoutchouc,  gum-elastic,  or  india-rubber,  occurs 
as  a milky  juice  in  several  plants ; it  is,  how- 
ever, extracted  chiefly  from  the  Siphonia  elastica , 
which  grows  in  South  America  and  Java.  Inci- 
sions are  made  into  the  bark  of  the  tree,  and  the 
juice,  which  is  by  this  means  discharged,  is  spread 
upon  clay  moulds,  and  dried  in  the  sun,  or  with  the 
smoke  of  a fire,  which  blackens  it. 

“ The  specific  gravity  of  caoutchouc  is  0*925,  and 
it  is  not  permanently  increased  by  any  degree  of 
pressure.  By  cold  or  long  quiescence  it  becomes 
hard  and  stiff.  When  the  milky  juice  has  become 
once  coherent,  no  means  hitherto  known  can  restore 
it  to  the  emulsive  state.  By  long  boiling  in  water 
it  softens,  swells,  and  becomes  more  readily  soluble 
in  its  peculiar  menstrua  ; but  when  exposed  to  the 
air  it  speedily  resumes  its  former  consistence  and 
volume.  It  is  quite  insoluble  in  alcohol ; but  in 
ether  deprived  of  alcohol  by  washing  with  water 
it  readily  dissolves,  and  affords  a colourless  solution. 
When  treated  with  hot  naphtha,  distilled  from  native 
petroleum  or  from  coal  tar,  it  swells  to  thirty  times 
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its  former  bulk;  and  if  then  triturated  with  a 
pestle  and  pressed  through  a sieve  it  affords  a 
homogeneous  varnish,  which  being  applied  by  a flat 
edge  of  metal  or  wood  to  cloth,  prepares  it  for 
forming  the  patent  waterproof  cloth  of  macintosh. 
Two  surfaces  of  cloth,  to  which  several  coats  of  the 
above  varnish  have  been  applied,  are,  when  par- 
tially dried,  brought  evenly  in  contact,  and  then 
passed  between  rollers  in  order  to  condense  and 
smooth  them  together.  This  double  cloth  is  after- 
wards suspended  in  a stove-room  to  dry  and  to 
dispel  the  disagreeable  odour  of  the  naphtha. 

“The  best  solvent  is  a mixture  of  100  parts  of 
bi-sulphide  of  carbon,  with  from  6 to  8 parts  of 
anhydrous  alcohol. 

“Vulcanization. — Of  all  the  changes  effected  by 
chance,  observation,  or  chemial  experiments  of  late 
years,  few  cases  have  been  so  important  as  the 
change  in  india-rubber  by  the  process  called  vul- 
canization. 

“ When  caoutchouc  is  mixed  with  from  2 to  10  per 
cent,  of  sulphur,  and  then  heated  to  270°  and  300 °, 
it  undergoes  a change,  it  acquires  new  characters, 
its  elasticity  is  greatly  increased  and  is  more 
equable  ; it  is  not  affected  nor  is  the  substance 
altered  by  cold,  no  climate  effects  a change,  heat 
scarcely  affects  it,  and  when  it  does  it  does  not 
become  sticky  and  a viscid  mass  ; if  it  yields  to  a 
high  temperature  it  is  to  become  harder,  and  will 
ultimately  yield  at  the  advanced  temperature  to 
char  and  decompose/’  * 

The  first  movement  towards  this  new  manufacture 


* Ure’s  Dictionary. 
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appears  to  have  been  made  in  America  by  Mr. 
Goodyear,  who,  having  made  a contract  for  india- 
rubber  mail  bags,  found  that  they  “ softened  and 
decomposed  in  service,  and  while  he  thought  a 
permanent  article  had  been  made,  the  colouring 
materials  and  the  heat  united  to  soften  and  to 
destroy  the  bags ; hence  by  this  failure  distress  of 
all  kinds  arose,  and  the  trade  was  at  an  end.”  This 
moved  Mr.  Goodyear  to  make  certain  experiments. 
He  tried  heating  the  substance,  and  found  it  charred 
like  leather  instead  of  melting  as  gum  elastic  does, 
when  exposed  to  a high  heat.  The  idea  thus  gained 
was  the  germ  from  which  the  process  of  vulcaniza- 
tion was  derived. 

The  mixture  of  sulphur  and  other  substances  with 
the  india-rubber  was  not  new,  several  patents 
having  been  taken  out  in  England  and  America  for 
mixing  with  these  substances,  simply  in  order  to 
get  rid  of  the  tendency  which  the  pure  or  unmixed 
rubber  has  to  adhere.  But  no  one  had  any  idea 
that  heat  would  make  a further  and  remarkable 
change  upon  this  mixed  substance,  until  Goodyear 
accidentally  discovered  the  new  fact.  “ The  general 
method  is  to  incorporate  sulphur  with  caoutchouc, 
and  submit  it  to  heat ; if  any  particular  form  is 
required,  the  mixture  is  placed  in  moulds,  and  takes 
off  any  delicate  design  that  may  be  upon  the  metal 
mould,  and  if  these  are  submitted  to  higher  degrees 
of  heat,  the  substance  and  evolved  gases  expand, 
and  thus  a very  hard,  horny,  and  light,  but  very 
strong  substance  is  produced,  called  hard  india- 
rubber,  or ‘ vulcanite/  ” The  term  vulcanization  was 
given  by  Mr.  Brockedon  to  this  process,  which 
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seemed  by  the  employment  of  heat  and  sulphur  to 
partake  of  the  attributes  of  the  Vulcan  of  mythology. 
For  the  “ change”  or  “vulcanizing,”  to  get  a yielding 
but  permanently  elastic  substance,  steam  heat  is 
usually  employed  in  England,  but  in  America 
ovens  with  various  plans  for  producing  dry  heat 
are  generally  employed. 

Table  of  Elastic  Force  of  Steam,  quoted 
from  Results  of  the  Experiments  of  the 
Commission  of  the  French  Academy  ap- 
pointed by  the  French  Government  to 

INVESTIGATE  THIS  SUBJECT. 


Elasticity  of  Steam 
taking  Atmospheric 
Pressure  as  Unity. 

Temp.  Fah. 

Pressure  per  sq.  in. 
in  lbs. 

deg. 

deg. 

r 

212 

I4-7 

G 

233-96 

22-05 

2 

250-52 

29-4 

263-84 

36-75 

3 

275-18 

44" 1 

0 A 

02 

285-08 

51-45 

4 

293-72 

58-8 

4-2- 

300-28 

66-15 

5 

307-05 
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3*4*24 

80-85 

6 

320-36 

88-2 

6} 

326-26 

95-55 

7 

33 1 ‘ 7 
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7\ 

336-86 

110-85 

8 

34I-78 

350-78 
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9 

i32-3 

10 

358-88 
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366-85 

161*7 

12 
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176-4 

13 

380-66 

191*1 

r4 

386-94 

205-8 

15 

392-86 

220-5 

16 

398-48 

235-2 

17 

403-82 

249-9 

18 

408*92 

264-6 

19 

4I3-78 

279-3 

20 

418-46 
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The  above  table  shows  that  the  pressure  upon 
the  vulcanizer  increases  at  a much  greater  rate 
than  the  temperature. 


Incr.  of  Incr.  of  Force  Giving  a Force 

Degrees.  ' Temp.  per  sq.  in.  per  sq.  in. 

From  212  to  263-84  = 5 1 -84  . . . 22-05  lbs.  . • • 36*75  lbs. 

263-84  to  314-24  = 50-40  . . . 44-10  ,,  . . . 80-85  „ 

314-24  to  366-85  = 52-61  . . . 80-85  „ • • • 161-85  „ 

366-8510418-46  = 51-61  . . . 132-15  „ . . . 294-00  „ 

Thus  we  find  that  while  the  temperature 
increased  from  263°  to  418°  at  the  rate  of  only 
60  per  cent.,  the  pressure  or  force  exerted  by  the 
steam  within  the  chamber  after  that  increase  of 
heat  was  at  the  rate  of  600  per  cent 


CHAPTER  XVI. 

METALS  USED  IN  DENTISTRY. 

Gold. — (Sym.,  Au. ; At.  wt.,  197). — Gold  has 
now  been  detected  in  almost  every  kind  of  rock, 
and  in  all  parts  of  the  world ; but  it  is  usually 
found  associated  with  the  older  rocks  and  in  the 
sands  of  those  rivers  which  pass  through  them.  It 
is  chiefly  met  with  in  the  metallic  state,  sometimes 
crystallized  in  cubes  and  its  derivative  forms.  It 
also  occurs  in  threads  of  various  sizes,  twisted 
and  interlaced  into  a chain  of  minute  octa- 
hedral crystals,  and  in  spangles  or  rounded  grains, 
which  are  called  nuggets  when  of  a certain  size. 
The  small  grains  are  not  fragments  broken  from 
a greater  mass,  but  show  by  their  flattened  ovoid 
shape  and  their  rounded  outline  that  this  is  their 
original  shape.* 

Pieces  of  gold  weighing  more  than  a few  ounces 
have  rarely  been  met  with  in  nature,  yet  some  of 
considerable  size  have  been  recorded.  In  Siberia, 
according  to  Humboldt,  large  pieces  have  been 
found;  the  largest  weighed  27  lbs.,  and  is  in  the 
Imperial  Museum.  A piece  weighing  28  lbs.  was 

* Kerl’s  “Metallurgy.” 
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found  in  1828  at  Reid’s  mines,  Cabarras  County, 
North  Carolina.  In  the  drift  near  La  Paz,  in  Peru, 
a mass  59  lbs.  in  weight  was  obtained ; whilst  in 
our  own  colonies  one  weighing  106  lbs.  was  dug 
out  of  the  quartz  rock  near  Bathurst.  The  latter 
contained  upwards  of  91  per  cent,  of  pure  gold  and 
nearly  8|  per  cent,  of  silver,  being  as  pure  as  the 
English  sovereign.* 

Physical  Properties  of  Gold. — Pure  gold  is  softer 
than  silver,  and  possesses  malleability  and  ductility 
in  a greater  degree  than  any  other  metal.  It  may 
be  beaten  into  leaves  so  thin  as  to  require  251,154 
folds  to  make  one  inch  in  thickness.  The  coating 
of  gold  upon  ordinary  gold  lace  is  yet  thinner, 
because  in  making  it  a small  cylinder  of  silver  is 
covered  with  i-48th  its  weight  of  gold,  and  drawn 
into  wire  which  is  rolled  until  n*8feet  in  length 
weigh  but  one  grain. 

Reamur  covered  a cylinder  of  silver  with  1*360 
its  weight  of  gold.  It  was  drawn  into  a wire,  of 
which  6 feet  weighed  one  grain,  and  then  rolled  to 
a width  of  i-48th  of  an  inch,  which  increased  its 
length  to  7*5  feet;  and  yet  the  silver  was  so  com- 
pletely covered  that  the  microscope  failed  to  detect 
the  least  appearance  of  it.  The  tenacity  of  gold  is 
less  than  that  of  platinum,  copper,  and  iron.  A 
weight  of  173*3  lbs.  is  sufficient  to  break  a wire 
whose  diameter  is  0*0784  inch,  or  nearly  i-i3th  of 
an  inch.  Its  tenacity  is  lessened  by  hammering, 
but  its  stiffness  and  elasticity  are  increased.  The 
tenacity  may  be  restored  by  exposing  the  metal  to 
sufficient  heat. 


* Cooley,  “ Cyclop.” 
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Whilst  passing  from  the  liquid  state  it  con- 
tracts more  than  any  other  metal.  According  to 
Berthier  the  specific  gravity  of  gold  after  melting 
is  19-258.  This  density  is  increased  in  proportion  as 
it  is  hammered,  the  maximum  being  given  as  19*65. 

For  a detailed  account  of  the  metallurgical  pro- 
cess of  refining  gold,  as  well  as  for  the  methods 
adopted  by  the  assayer,  we  would  refer  the  reader 
to  the  “ Manual  of  Metallurgy,”  by  Makins,  or 
Ure’s  “ Dictionary  of  Arts  ; ” a description  of  the 
humid  process  of  refining,  however,  which  the 
dentist  might  wish  to  adopt  for  intractable  scrap 
or  lemel,  is  here  given. 

To  refine  Gold  by  the  Humid  Process . — To  ac- 
complish this  the  metal  must  be  submitted  to  the 
action  of  either  nitric  acid  or  of  aqua  regia.  If 
it  be  intended  to  use  the  nitric,  then  the  gold  must 
first  be  melted  along  with  an  excess  of  silver  (2^ 
silver  to  1 part  gold),  and  the  alloy  should  be 
granulated  by  pouring  the  melted  metal  from  a 
considerable  height  into  a deep  vessel  of  water. 
The  grains  having  been  carefully  collected  are  then 
placed  in  a basin  or  suitable  German  flask,  and 
treated  with  nitric  acid,  as  follows  : — 

Alloy  of  gold  . . . . . i oz. 

Nitric  acid  (sp.  grav.  rq)  . . 2\  to  3 ozs. 

The  time  required  for  the  acid  to  do  its  work  of 
dissolving  the  silver  depends  upon  its  tempera- 
ture ; if  cold  it  will  require  several  hours,  but  if  it 
be  heated  to  boiling  the  action  is  very  rapid.  The 
fluid,  after  this  has  been  satisfactorily  accom- 
plished, is  poured  off  into  a second  basin,  and  the 
gold  may  be  subjected  to  the  action  of  a smaller 
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quantity  of  fresh  nitric  acid  ; this,  when  it  has  done 
its  work,  is  also  poured  into  the  second  basin  ; the 
gold  remaining  in  the  first  is  then  carefully  washed 
and  dried,  when  it  is  placed  in  a crucible  and 
melted  with  a little  borax  ; the  resulting  “ button  ” 
of  gold  is  then  alloyed,  melted,  and  poured,  as 
already  described  at  p.  35. 

The  silver  which  is  held  in  solution  in  the  nitric 
acid  poured  off,  is  precipitated  by  adding  common 
salt,  which  throws  the  metal  down  in  the  state  of 
white  powder.  Before  adding  the  salt  dilute  the 
acid  copiously  with  water. 

The  precipitated  metal  is  washed  and  dried,  and 
melted  in  the  same  manner  as  the  gold. 

In  refining  by  means  of  aqua  regia  the  gold 
requires  no  addition  of  silver  to  be  made  to  it ; but 
it  should  be  rolled  very  thin,  or  granulated,  before 
submitting  it  to  the  acid.  Aqua  regia  is  composed 
of  3 parts  of  hydrochloric  acid  and  1 of  nitric.  For 
1 oz.  of  gold  alloy,  use  4 ozs.  of  aqua  regia.  The 
flask  is  then  heated  on  a sand  bath,  and  when  the 
desired  effect  has  been  produced  the  solution  is 
poured  off ; and  the  residue  of  chloride  of  silver  is 
boiled  again  with  a smaller  quantity  of  aqua  regia, 
then  washed  with  distilled  water  and  reduced. 
The  gold  held  in  the  solutions  poured  off  is  preci- 
pitated by  adding  protosulphate  of  iron  dissolved 
in  clean  rain-water.  “ It  is  to  be  added  gradually 
to  the  gold  solution  as  long  as  a precipitate  is 
found,  and  even  longer,  as  an  excess  will  the  better 
insure  the  precipitation  of  all  the  gold.  The  gold 
thus  precipitated  is  a brown  powder,  having  none 
of  the  appearances  of  gold  in  its  ordinary  state. 
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The  solution  should  now  be  filtered,  or  the  gold 
should  be  allowed  to  settle  to  the  bottom,  where  it 
may  be  washed  after  pouring  off  the  solution.  It 
is  better  to  filter  than  decant  in  this  case,  as  fre- 
quently particles  of  the  gold  float  on  the  surface, 
and  would  be  lost  in  the  washing  by  the  latter 
process. 

“ Minute  traces  of  iron  may  adhere  to  the  gold 
thus  precipitated.  These  can  be  removed  by 
digesting  the  gold  in  dilute  sulphuric  acid,  and 
when  the  process  is  properly  conducted  thus  far 
the  result  is  pure  gold,  which  may  be  melted  under 
carbonate  of  potash,  in  a crucible  lined  with  borax, 
and  reduced  to  the  required  carat.”  * 

“ The  chloride  of  silver  may  be  reduced  by  melt- 
ing it  with  carbonate  of  potash  or,  better — accord- 
ing to  Guy  Lussac — with  freshly  burned  lime.”  f 

TO  CALCULATE  THE  AMOUNT  OF  ALLOY  REQUIRED 

for  Gold  Plate. 


[The  following  table  is  given  by  Professor  Austen,  and  shows  the 
amount  of  fine  gold  in  the  various  carats.] 


Fractions. 

Carats. 

Decimals. 

Pure  gold 

I 

24 

IOOO 

English  coin 

1 l 
1 2 

22 

9r6-0 

American  coin 

9 

10 

21-6 

900 

Dentists’  gold,  best 

6 

20 

833 

,,  ,,  good  . 

4 

"5 

I9-2 

800 

Jewellers’  gold,  best 

3 

4 

18 

750 

,,  „ good  . 

£ 

8 

15 

625 

,,  ,,  common 

1 

!£ 

12 

500 

Commonest  solder 

1 

3 

8 

333‘3 

* Prof.  Watts,  “ Dental  Register  of  the  West.” 
f Kerl,  “ Treatise  on  Metallurgy.” 
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The  table  gives  the  amount  of  pure  gold,  sub- 
tracting which  from  the  number  at  the  head  of 
each  column  will  give  the  amount  of  alloy.  For 
example,  the  best  jewellers’  gold  contains  18  carats 
of  pure  gold;  subtract  18  from  24,  the  number  at 
head  of  column,  gives  6 parts  of  alloy ; or  take 
the  fraction  column,  f pure  gold  and  | alloy ; or 
the  decimals,  750  parts  pure  gold  and  250  parts 
alloy. 

Various  formulae  are  given  for  reducing  gold 
from  a higher  to  a lower  standard.  The  following 
is  by  Professor  Austen  : “ Divide  the  lower  carat 
(r)  by  the  difference  between  the  lower  carat  ( c ) 
and  the  higher  (c) ; divide  the  weight  (w)  of  the 
gold  by  this  quotient,  and  it  will  give  the  amount 
of  alloy  to  be  added.  This  expressed  in  algebraic 
formula  is — 


Suppose  the  weight  is  20  dwts.,  the  carat  24,  it  is 
required  to  reduce  this  to  18-carat  gold;  divide 
the  weight  20  by  3 (which  is  the  quotient  after 
dividing  the  lower  carat  by  the  difference  between 
the  lower  and  the  higher),  this  gives  6 dwts.  16  grs. 
as  the  amount  of  alloy  required.” 

Professor  Watt*  gives  the  following  formula : 
“ To  reduce  gold  to  a required  carat,  the  propor- 
tion may  be  expressed  as  follows : as  the  required 
carat  is  to  24,  so  is  the  weight  of  the  pure  gold 
used  to  the  weight  of  the  alloyed  mass  when  re- 
duced. The  weight  of  gold  subtracted  from  this 


* “ Dental  Register  of  the  West.” 


TO  ASCERTAIN  THE  CARAT  OF  ANY  GIVEN  ALLOY.  2 1 5 


gives  the  quantity  of  alloy  to  be  added.  For  ex- 
ample, reduce  6 ozs.  of  pure  gold  to  16  carats. 

16  : 24  ::  6 : 9 

Six  subtracted  from  9 leaves  3,  which  is  the 
quantity  of  alloy  to  be  added.  As  another  ex- 
ample, reduce  1 dwt.  of  22-carat  gold  to  18  carat. 
As  the  gold  is  only  22  carats  fine  i-i2th  of  it  is 
already  alloy.  The  1 dwt.  therefore  contains  but 
22  grs.  of  gold.  The  statement  is  therefore  thus 
expressed — 

18  : 24  22  : 291 

Twenty-two  subtracted  from  29  J leaves  7 J.  There- 
fore each  dwt.  of  2 2 -carat  gold  requires  7^  grs.  of 
alloy  to  reduce  it  to  18  carats.” 

To  ascertain  the  Carat  of  any  given  Alloy. — As 
the  weight  of  the  alloy  is  to  the  weight  of  gold  it 
contains,  so  is  24  to  the  standard  sought.  For 
example,  take  Harris’s  No.  3 gold  solder  : — 

Pure  gold  . 

Pure  silver  . 

Pure  copper 

Total  . 

The  proportion  would  be  expressed  thus : — 

9 : 6 ; ; 24  ; 16 

As  another  example  under  the  same  rule  take 
Harris’s  No.  1 solder  : — 

22-carat  gold  . . . .48  parts. 

Pure  silver 16  ,, 

Pure  copper  . . . . 12  ,, 


. 6 parts. 

• 2 ,, 

• I 1 f 

• 9 t> 


Total . 
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2 I 6 

As  the  gold  used  is  but  22  carats  fine,  i-i2th  of 
it  is  alloy ; i-i2th  of  48  is  4,  which  subtracted  from 
48  leaves  44.  The  statement  then  is  : — 

76 : 44 ::  24 : 13*9 

The  solder  therefore  falls  a fraction  below  14 
carats. 

To  raise  Gold  from  a Lower  to  a Higher  Carat. 

— Gee  gives  the  following.  The  numeral  20  repre- 
sents 20  dwts.  of  gold,  which  is  to  be  raised  from 
9-carat  to  15-carat.  The  15  represents  the  carat 
required ; the  9 represents  the  difference  between 
the  required  carat  and  24. 

20  x 15  = 3 00 

20  x 9 — 180 

300  — 180  = 120 

120-4-  9 = 13  dwts.  8 grs. 

“ Therefore  to  every  ounce  of  9-carat  gold  we 
shall  have  to  add  13  dwts.  8 grs.  of  fine  gold  to 
make  15-carat  gold.”* 

Supposing  we  have  a piece  of  gold  of  a certain 
carat,  and  we  wish  to  raise  it  to  a higher  one,  then 
the  weight  of  the  gold  is  multiplied  by  the  required 
carat,  also  by  the  difference  between  the  required 
carat  and  24 ; the  difference  between  the  two 
products  is  then  divided  by  that  between  the 
required  carat  and  24  ; the  result  gives  the  fine 
gold  to  be  added. 


* “ Practical  Goldworker  M (Gee). 
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Gold  Alloys. 

Composition  of  a sovereign. 


Fine  gold,  per  oz. 

ozs. 

0 

dwts.  grs, 

18  8 

Refined  copper 

• 

. 0 

1 

16 

I 

0 

0 

Gold  plate,  20  carats  fine. 


Fine  gold  . 
Fine  copper 
Fine  silver 


ozs.  dwts.  grs. 

I O O 

0 2 0 

0 2 0 

I 4 O 


Gold  plate,  20  carats  fine,  reduced  from  English 
coin. 


OZS. 

dwts.  grs, 

Four  sovereigns 

• 

I 

O 12 

Fine  copper 

. 

0 

O 15 

Fine  silver 

• 

0 

I IO 

I 

2 13 

Gold  plate,  19  carats  fine. 

ozs.  dwts.  grs 

0 19  O 

. 030 

. 0 2 0 

1 4 O 


Fine  gold  . 
Fine  copper 
Fine  silver 
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coin. 


coin. 


plate,  19  carats  fine, 

reduced  from  English 

ozs. 

dwts. 

prs. 

Four  sovereigns 

I 

O 

12 

Fine  copper 

0 

I 

O 

Fine  silver 

0 

2 

6 

I 

3 

18 

plate,  18  carats  fine. 

ozs. 

dwts. 

firs. 

Fine  gold  .... 

0 

18 

0 

Fine  copper  . 

0 

4 

0 

Fine  silver 

0 

2 

0 

1 

4 

0 

plate,  18  carats  fine, 

reduced  from  English 

OZS. 

dwts. 

grs. 

Four  sovereigns 

r 

O 

12 

Fine  copper 

0 

I 

9* 

Fine  silver 

. 0 

3 

1 

5 

0 

plate,  16  carats  fine. 

OZS. 

dwts. 

grs. 

Fine  gold  .... 

0 

16 

O 

Fine  silver 

0 

4 

O 

Fine  copper 

0 

4 

0 

1 

4 

O 

GOLD  REDUCED  TO  VARIOUS  QUALITIES.  2 IQ 


Gold  plate,  1 6 carats  line,  reduced  from  English 
coin. 


Four  sovereigns 

OZS. 

I 

dwts. 

O 

grs, 

12 

Fine  silver 

. 

. 

0 

4 

15 

Fine  copper 

• 

• 

0 

2 

21 

I 

8 

O 

Spring  gold,  for  clasps,  wire, 

&C., 

20 

carats 

OZS. 

dwts.  grs. 

Fine  gold  . 

I 

O 

0 

Fine  copper  . . . . 

0 

2 

0 

Fine  silver  . 

0 

I 

0 

Platinum  . 

0 

I 

0 

I 

4 

0 

Spring  gold,  16  carats  line. 

OZS. 

dwts. 

grs 

Fine  gold  

I 

16 

O 

Fine  silver  .... 

0 

6 

O 

Fine  copper  .... 

0 

12 

O 

2 

H 

O 

Solders. 

1 6 carats  line.  Used  with  20-carat  plate. 

ozs.  dwts.  grs. 

Fine  gold 060 

Roset  copper  . . . ,020 

Fine  silver  . . . . o 1 o 

o 9 o 
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15  carats  fine  (fraction  over).  Used  with  18-carat 
plate. 

ozs.  dwts.  grs. 

Fine  gold 060 

Fine  silver  . . . .0  212 

Fine  copper  . . . . o r o 

o 9 12 


15  carats  fine  (fraction  over).  Reduced  from 
English  coin. 


Sovereign  gold  . 

OZS. 

0 

dwts. 

6 

ers. 

0 

Fine  silver 

• 

• 

0 

1 

17 

Fine  copper 

• 

• 

0 

1 

0 

0 

8 

17 

The  same  reduced  from  18-carat  plate. 


18-carat  gold  . 

ozs. 

0 

dwts. 

6 

RTS. 

0 

Fine  silver 

0 

0 

15 

Fine  copper 

. 0 

0 

9 

0 

7 

/ 

0 

Harris’s  fine  flowing  solders.  No  i.  Fraction 
below  14  carats. 


Sovereign  gold  . 

ozs.  dwts. 
O 2 

prs 

O 

Fine  silver 

. O 

O 

l6 

Roset  copper  . 

O 

O 

12 

O 

3 

4 

GOLD  REDUCED  TO  VARIOUS  QUALITIES.  22  1 


No.  2.  About  12I  carats. 


Sovereign  gold  . 

ozs. 

. . . 0 

dwts. 

I 

grs, 

15 

Fine  silver 

0 

O 

l6 

Roset  copper  . 

0 

O 

12 

0 

2 

19 

The  two  last  recipes  are  objected  to  by  Richard- 
son, as  being  too  inferior  in  quality  for  dental 
work. 

Brass  or  Zinc  in  Solder. — Richardson  adds  10 
grs.  of  brass  to  the  15-carat  solders  given  above. 


Table  showing  the  Proportion  of  Alloy  to 

BE  ADDED  TO  I Oz.  OF  STANDARD  GOLD  IN 
MAKING  THE  FOLLOWING  OUALITIES. 

<v 


Qualities. 

Standard  Gold. 

Carats. 

OZS. 

dwts. 

grs. 

21 

I 

O 

0 

20 

I 

O 

O 

19 

I 

O 

O 

18 

I 

O 

O 

U 

I 

O 

O 

16 

I 

O 

O 

15 

I 

O 

O 

Alloy  added. 

Total. 

OZS. 

dwts. 

grs. 

OZS. 

dwts.  grs. 

0 

O 

23 

I 

O 23 

0 

2 

0 

I 

2 O 

0 

3 

4 

I 

3 4 

0 

4 

10 

I 

4 10 

0 

5 

21 

I 

5 21 

0 

7 

12 

I 

7 12 

0 

9 

8 

I 

9 8 
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Table  showing  the  Proportion  of  Alloy  to 
BE  ADDED  TO  I Oz.  OF  FINE  GOLD  IN  MAKING 
THE  FOLLOWING  OUALITIES. 


Qualities. 

Fine  Gold. 

Alloy  added. 

Total. 

Carats. 

ozs. 

dvvts. 

grs. 

OZS. 

dwts. 

grs. 

OZS. 

dwts. 

ftrs. 

23 

I 

O 

O 

o 

O 

20 

I 

O 

20 

22 

I 

O 

O 

o 

I 

18 

I 

I 

l8 

21 

I 

O 

O 

o 

2 

20 

1 

2 

20 

20 

I 

0 

O 

o 

4 

O 

I 

4 

O 

19 

I 

O 

O 

o 

5 

6 

I 

5 

6 

18 

I 

o 

o 

o 

6 

16 

I 

6 

16 

i7 

I 

o 

o 

o 

8 

5 

I 

8 

5 

16 

I 

o 

o 

o 

IO 

o 

I 

10 

o 

15 

I 

o 

o 

0 

12 

o 

I 

12 

o 

Table  giving  the  Weights  of  Pieces  of  Gold 

OF  THE  SAME  DIMENSIONS,  BUT  OF  DIFFERENT 

Carat  Value. 


Qualities. 

24  carat  of  given  dimensions  will  weigh 

ozs. 

I 

dwts. 

O 

grs. 

O 

23 

99 

99 

99 

99 

0 

19 

12 

22 

99 

99 

99 

99 

0 

19 

O 

20 

9 9 

99 

99 

99 

0 

18 

O 

18 

99 

99 

9 9 

99 

0 

17 

12 

15 

99 

99 

99 

99 

0 

16 

O 

13 

9 9 

99 

99 

99 

0 

15 

O 

12 

9 9 

9 9 

99 

99 

0 

14 

12 

10 

9 9 

99 

99 

99 

0 

14 

O 

9 

99 

9 9 

9 9 

99 

0 

13 

12 

8 

99 

99 

9 9 

99 

0 

13 

O 

7 

9 9 

9 9 

99 

99 

0 

12 

12 

From  the  above  table  an  approximate  estimate, 
therefore,  may  be  made  of  the  value  of  any  piece 
of  gold. 


PLATINUM. 
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Table  of  Value. 


Qualities.  £ s.  d. 


24-carat 

gold  costs 

per  oz. 

4 

6 

0 

23 

99 

99 

99 

99 

4 

2 

6 

22 

99 

99 

99 

99 

3 

19 

0 

21 

99 

99 

99 

99 

3 

IS 

6 

20 

99 

99 

99 

>> 

3 

12 

0 

19 

99 

99 

99 

99 

3 

8 

6 

18 

99 

99 

99 

99 

3 

5 

0 

17 

99 

99 

99 

9 9 

3 

1 

6 

l6 

99 

99 

99 

99 

2 

18 

0 

15 

99 

99 

99 

99 

2 

14 

6 

D 

99 

99 

99 

99 

2 

1 1 

0 

13 

99 

99 

99 

99 

2 

7 

6 

12 

99 

99 

99 

99 

2 

4 

0 

I I 

99 

99 

99 

99 

2 

0 

6 

IO 

99 

99 

99 

9 9 

1 

U 

0 

9 

99 

99 

99 

99 

1 

13 

6 

8 

9 9 

99 

99 

1 

10 

0 

7 

99 

99 

99 

99 

1 

6 

6 

Platinum. — (Sym.,  Pt. ; At.  wt.,  98-5). — “ A 
metal  of  a greyish  white  colour,  harder  than  silver, 
and  of  about  double  its  density,  being  of  specific 
gravity  21.  It  is  so  infusible  that  no  considerable 
portion  of  it  can  be  melted  by  the  strongest  heats 
of  our  furnaces.  It  is  unchangeable  in  the  air  and 
water,  nor  does  a white  heat  impair  its  polish.  The 
only  acid  which  dissolves  it  is  the  nitro-muriatic 
(aqua  regia). 

Great  improvements  in  refining  platinum  have 
been  introduced  by  Messrs.  Deville  & Debray. 
In  a furnace  composed  of  blocks  of  lime  the 
platinum  is  fused  by  means  of  the  oxyhydrogen 
llame.”  * 


* Ure’s  “ Dictionary  of  Arts.” 
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Platinum  Alloys. — 7 parts  of  platinum  and  3 gold 
form  an  alloy  infusible  in  the  strongest  blast- 
furnace. Alloys  containing  a large  proportion  of 
gold  fuse  at  that  degree  of  heat  (Prinset).  2 parts 
platinum  and  1 gold  form  a brittle  alloy ; 1 part 
platinum  and  1 gold  form  a very  malleable  alloy 
having  nearly  the  same  colour  as  gold.  The  alloy 
of  1 part  platinum  and  9*6  gold  has  the  colour  of 
gold  and  the  density  of  platinum.  1 part  platinum 
and  1 1 gold  form  a greyish  white  alloy,  like  tar- 
nished silver. 

Silver  unites  with  platinum  in  all  proportions. 
A very  small  quantity  renders  silver  hard.  Hot 
oil  of  vitriol  dissolves  out  the  silver  from  the  alloy 
and  leaves  the  platinum. 

With  copper , platinum  does  not  combine  below 
a white  heat. 

Lead  unites  very  easily  with  platinum.  1 part 
of  spongy  platinum  and  2*7  of  lead  heated  to  red- 
ness together  combine  without  visible  combustion, 
and  form  an  easily  fusible  compound  which  has  the 
colour  of  bismuth,  splits  under  the  hammer,  and 
exhibits  a fibrous  texture. 

Equal  parts  of  platinum  and  palladium  unite 
somewhat  below  the  melting  point  of  the  latter, 
forming  a grey  alloy  as  hard  as  wrought  iron, 
having  a specific  gravity  of  15*141,  less  ductile  than 
the  alloy  of  palladium  and  gold. 

Palladium. — (Sym.,  Pd. ; At.  wt.,  53*36). — The 
specific  gravity  of  palladium  is  1 1 *8  to  12*14.  It  is 
found  in  native  platinum,  also  as  an  alloy  with 
gold,  in  Brazil,  and  in  many  varieties  of  native 
gold.  It  is  one  of  the  hardest  of  the  metals ; 
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colour  not  so  bright  as  that  of  silver ; it  is  malle- 
able, ductile,  and  capable  of  being  welded.  Palla- 
dium is  more  oxidisable  than  silver,  for  it  tarnishes 
in  air  at  the  ordinary  temperature.  When  heated  in 
air  it  becomes  blue  at  first  from  partial  oxidation  ; 
but  if  the  temperature  be  increased,  this  colour  dis- 
appears and  its  brightness  returns.  It  is  remark- 
able that,  though  silver  tarnishes,  and  palladium 
does  so  in  a still  greater  degree,  an  alloy  of  the  two 
metals  does  not  tarnish,  and  such  an  alloy  is  on 
account  of  this  valuable  property  frequently  used 
by  dentists  as  a base  on  which  to  mount  the 
artificial  teeth. 

The  union  of  palladium  with  gold  injures  the 
colour,  and  even  1 per  cent,  may  be  detected 
by  sight  and  5 per  cent,  renders  it  a silver  colour, 
while  about  10  per  cent,  destroys  it;  but  the 
ductility  of  the  alloy  is  not  much  injured. 

The  alloys  of  silver  and  palladium  may  be  made 
in  any  proportions ; it  has  been  found  that  even 
3 per  cent,  of  palladium  prevents  silver  tarnishing 
so  soon  as  without  it,  10  per  cent,  very  considerably 
protects  the  silver,  and  30  per  cent,  of  palladium 
will  prevent  the  silver  being  affected  by  fumes  of 
sulphuretted  hydrogen  unless  very  long  exposed. 
The  latter  alloy  has  been  found  useful  for  dental 
purposes,  and  the  alloy  with  less  proportions — say 
10  to  15  per  cent. — has  been  used  for  graduated 
scales  of  mathematical  instruments.* 

Silver. — (Sym.,  A g.  ; At.  wt.,  io*8). — “When 
pure  and  polished,  silver  is  the  brightest  of  the 
metals.  Its  specific  gravity  in  the  ingot  is  10*47  5 but 

* Ure. 

Q 
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when  condensed  under  the  hammer  or  in  the  coin- 
ing press  it  becomes  10*5.  It  melts  at  a bright  red 
heat,  at  a temperature  estimated  by  some  as  equal 
to  1,873°  Fah.  It  is  exceedingly  malleable  and 
ductile,  affording  leaves  not  more  than  , 0 0 0 of 

an  inch  thick,  and  wire  far  finer  than  a human 
hair.  By  Sickington’s  experiments,  its  tenacity  is 
to  that  of  gold  and  platinum,  as  the  numbers  19,  15, 
and  2 6j,  so  that  it  has  an  intermediate  strength 
between  these  two  metals.  Pure  atmospheric  air 
does  not  affect  silver,  but  that  of  houses  impreg- 
nated with  sulphuretted  hydrogen  soon  tarnishes 
it  with  a film  of  brown  sulphide.  It  is  distinguished 
chemically  from  gold  and  platinum  by  its  ready 
solubility  in  nitric  acid,  and  from  almost  all  other 
metals  by  its  saline  solutions  affording  a curdy 
precipitate  with  a most  minute  quantity  of  sea-salt 
or  any  soluble  chloride.”  * 

Silver  is  used  in  combination  with  palladium  in 
the  proportion  of  100  silver  to  30  palladium,  to  form 
an  alloy  sometimes  used  for  “ base  plates.”  It  is 
also  alloyed  with  platinum  for  the  same  purpose. 

Copper. — (Sym.,  Cu. ; At.  wt.,  317). — One  of  the 
metals  most  anciently  known.  It  was  named  from 
the  island  of  Cyprus,  where  it  was  most  extensively 
mined  and  smelted  by  the  Greeks.  It  has  a red- 
dish brown  colour  inclining  to  yellow,  a faint  but 
nauseous  and  disagreeable  taste,  and  when  rubbed 
between  the  fingers  imparts  a smell  somewhat 
analagous  to  its  taste.  Its  specific  gravity  is  from 
8’8  to  8* 9.  It  is  much  more  malleable  than  ductile, 
so  that  far  finer  leaves  may  be  obtained  from  it 


* Ure. 
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than  wire.  Its  melting-  point  is  stated  to  be  1,996° 
Fah. ; at  a higher  temperature  it  evaporates  in 
fumes  which  tinge  flame  a bluish  green.  By  ex- 
posure to  heat  with  access  of  air,  it  is  rapidly  con- 
verted into  black  scales  of  protoxide.  In  tenacity 
it  yields  to  iron,  but  considerably  surpasses  gold, 
silver,  and  platinum  in  this  respect. 

Aluminium. — (Sym.,  Ah;  At.  wt.,  137). — This 
metal  is  extremely  light,  its  specific  gravity  being 
only  2*5 6 ; thus  gold  is  more  than  seven  times,  and 
platinum  more  than  eight  times,  heavier.  Its  colour 
is  white,  but  with  a bluish  tinge  resembling  lead, 
and  its  fusing  point  is  between  the  melting  points 
of  zinc  and  silver.  It  is  not  acted  upon  by  cold 
nitric  acid,  very  slightly  attacked  by  dilute  sul- 
phuric, but  readily  dissolved  by  hydrochloric  acid 
with  evolution  of  hydrogen. 

Alloys  of  Aluminium. — Very  small  quantities  of 
other  metals  suffice  to  destroy  the  malleability  and 
ductility  of  aluminium.  With  i-20th  of  iron  or 
copper  it  cannot  be  worked,  and  i-ioth  of  copper 
renders  it  as  brittle  as  glass.  Silver  and  gold  pro- 
duce brittleness  in  a less  degree.  An  alloy  of 
5 parts  of  silver  with  100  of  aluminium  is  capable 
of  being  worked  like  the  pure  metal,  but  it  is  harder 
and  therefore  susceptible  of  a finer  polish  ; whilst 
the  alloy  containing  10  per  cent,  of  gold  is  softer, 
but,  nevertheless,  not  so  malleable  as  the  pure 
metal.  The  presence  of  even  1-1, oooth  part  of  bis- 
muth renders  aluminium  brittle  in  a high  degree. 

Copper  alloyed  with  only  i-ioth  of  its  weight  of 
aluminium  has  the  colour  and  brilliance  of  gold, 
and  is  still  very  malleable. 
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Aluminium  may  be  gilded  by  being  dipped  into 
a solution  of  the  hyposulphate  of  gold,  after  it  has 
been  well  cleaned  by  the  successive  use  of  potash, 
nitric  acid,  and  water. 

It  is  soldered  with  difficulty.  The  most  success- 
ful method  is  to  coat  the  aluminium  with  copper  by 
the  electrotype  process,  after  which  soldering  can  be 
effected  in  the  usual  way.  Otherwise  the  soldering 
should  be  effected  in  the  following  manner.  The 
pieces  of  aluminium  intended  to  be  soldered  must  be 
prepared  in  the  same  manner  as  objects  are  treated 
for  soldering  with  “ tin,”  viz.  by  a tinning,  but  this 
tinning  must  be  done  with  the  solder  itself.  The 
pieces  to  be  soldered  thus  “tinned”  beforehand  are 
afterwards  bound  together  and  exposed  to  the  flame 
of  either  a glass  blowpipe  or  other  source  of  heat. 
In  order  to  unite  the  solderings,  small  tools  of 
aluminium  are  used.  These  tools  are  used  as  little 
soldering  instruments,  and  they  facilitate  at  the 
same  time  the  fusion  of  the  solder  and  its  adhesion 
to  the  previously  prepared  aluminium.  Use  no 
flux  to  make  the  solder  melt.  The  use  of  the  little 
tools  is  an  art  which  the  workman  must  acquire  by 
practice ; in  fact  at  the  moment  of  fusion  the  solder- 
ings must  have  the  friction  applied  as  they  melt 
suddenly  in  a complete  manner. 


Solders  for  Aluminium. 


I. 

2. 

3- 

4- 

Zinc  . 

80 

85 

88 

90 

Copper 

8 

6 

5 

4 

Aluminium 

12 

9 

7 

6 

ZINC. 
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No.  i is  most  fusible.  No.  4 is  most  preferred, 
particularly  for  smaller  objects. 

In  making  the  solder,  the  copper  is  first  melted, 
the  necessary  aluminium  is  added  and  stirred  with 
an  iron  spatula  (unpolished  as  it  comes  from  the 
blacksmith).  The  zinc  is  then  added,  avoiding  too 
much  heat,  as  this  last  metal  is  easily  oxidized  and 
very  volatile. 

Zinc. — (Sym.,  Zn. ; At.  wt.,  32*5). — This  metal  is 
of  a bluish  white  colour,  of  considerable  lustre  when 
broken,  but  easily  tarnished  by  the  air  ; its  fracture 
is  hackly,  and  foliated  with  small  facets  irregularly 
set.  It  has  little  cohesion,  and  breaks  in  thin  plates 
before  the  hammer  unless  it  has  been  previously 
subjected  to  a process  of  lamination  at  the  tempera- 
ture of  from  220°  to  300°  Fah.,  by  which  it  becomes 
malleable  and  ductile. 

The  specific  gravity  of  zinc  varies  from  6’9  to  7*2 
according  to  the  degree  of  condensation  to  which  it 
has  been  subjected.  It  melts  under  a red  heat  at 
7730  Fah.  When  strongly  heated  with  contact  of 
air,  the  metal  takes  fire  and  burns  with  a brilliant 
bluish  white  light.  The  result  of  this  combustion 
is  the  white  powder  “ ozide  of  zinc.” 

The  malleability  of  zinc  depends  in  a certain 
degree  upon  the  temperature  at  which  it  has  been 
melted : when  cast  near  the  temperature  of  its 
melting  point,  it  is  more  malleable  than  when  cast 
at  a higher  temperature. 

The  discovery  that  zinc  is  malleable  is  compara- 
tively recent,  and  since  that  time  the  rolling  of  zinc 
has  become  a manufacture  of  considerable  import- 
ance.* 


* Ure. 
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Reduction  of  Zinc  by  Carbon  and  Carbonic  Oxide. — 
The  oxide  is  reduced  by  either  of  these  agents  at  a 
strong  red  heat.  In  order  that  complete  reduction 
should  be  effected  by  carbon,  it  is  not  necessary 
that  the  oxide  of  zinc  and  solid  carbonaceous 
matter  should  be  intimately  mixed.* 

Lead. — (Sym.,  Pb. ; At.  wt.,  103*572). — Lead  is  of 
a bluish  grey  tint ; its  specific  gravity  is  11*4,  and 
it  is  the  softest  metal  in  common  use.  Lead  is 
very  malleable,  and  may  be  rolled  into  thin  sheets, 
but  its  ductility  is  not  great,  and  it  cannot  be  drawn 
into  fine  wire. 

When  a pig  of  lead  is  heated  to  a certain  degree 
bordering  on  its  melting  point,  and  then  struck 
sharply  with  a hammer,  it  breaks  into  pieces  hav- 
ing a remarkable  columnar  structure,  like  tin 
similarly  treated. 

When  two  plane  and  perfectly  clean  surfaces  of 
lead,  such  as  may  easily  be  produced  by  cutting 
the  metal  with  a sharp  knife,  are  pressed  together, 
they  adhere  with  great  tenacity. f 

Mercury. — (Sym.,  Hg. ; At.  wt.,  100). — “Mercury 
is  often  found  native  in  globules  disseminated 
through  its  ores  ; it  occurs  also  combined  with 
silver  and  with  gold  in  the  form  of  amalgams, 
also  as  iodide  and  chloride,  and  very  rarely  as 
selenide  ; but  the  most  abundant  ore  is  the  sul- 
phide, or  cinnabar,  from  which  nearly  all  the 
mercury  of  commerce  is  obtained.  Its  most  impor- 
tant mines  are  those  of  Idria,  in  Illyria,  and  of 
Almaden,  in  Spain.  At  Almaden  it  is  found  in 
veins,  often  nearly  fifty  feet  thick,  traversing 

f Ibid. 


* Percy’s  “ Metallurgy.” 
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the  micaceous  schists  of  the  older  transition 
period.” 

Purification  f rom  Foreign  Metals.  — “ A small 
quantity  of  mercury  may  be  speedily  purified  by 
placing  it  in  a bottle  with  a little  finely  powdered 
loaf-sugar,  the  mercury  not  occupying  more  than 
one-fourth  of  the  capacity  of  the  bottle ; the  bottle 
is  then  closed  and  briskly  agitated  for  a few 
minutes,  after  which  the  stopper  is  withdrawn, 
and  fresh  air  blown  into  the  bottle  with  a pair  of 
bellows,  and  the  agitation  is  repeated  ; this  is  done 
three  or  four  times,  and  the  mercury  is  then  poured 
into  a cone  of  smooth  writing  paper,  having  a pin 
hole  at  its  apex.  The  metal  then  runs  through, 
leaving  the  pounded  sugar  mixed  with  the  oxides 
of  the  foreign  metals,  and  a considerable  quantity 
of  finely  divided  mercury. 

“Pure  mercury  should  leave  no  residue  when 
dissolved  in  nitric  acid,  evaporated  and  ignited, 
or  when  fused  with  sulphur  and  sublimed  in 
a glass  flask.  When  made  to  run  down  a gently 
inclined  surface  it  should  retain  its  round  form, 
and  not  drag  a tail ; and  when  agitated  in  a bottle 
with  dry  air  it  should  not  yield  any  black 
powder.”* 

Properties. — Mercury  freezes  at  37*9°  Fah.  un- 
dergoing considerable  contraction  at  the  moment 
of  congelation,  and  forming  a tin-white,  ductile 
mass,  crystallized  in  octahedrons  and  needles, 
capable  of  being  cut  with  a knife,  and  exhibiting  a 
granular  fracture.  When  heated  to  662°  Fah. 
mercury  boils,  and  forms  an  invisible  transparent 

* Watts’s  “Dictionary  of  Chemistry.” 
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vapour  of  specific  gravity  6*976.  The  specific 
gravity  of  this  metal  at  6o°  Fah.  is  13*56. 


Silver  Solders. 


Description. 

Fine  Silver. 

Copper. 

Spelter. 

Hard  solder 

1 6 parts 

3l  parts 

75-  part 

Medium  solder. 

15  „ 

4 >> 

Easy  common  solder 

14  „ 

4s  >> 

Common  hard  . 

12J  ,, 

6 ,, 

Common  easy  . 

115  „ 

>> 

2 y 9 

Fusing  Points  of  Above. 


No.  1.  Hard  solder 
,,  2.  Medium  solder  . 

„ 3.  Easy  solder 

,,  4.  Common  solder  . 

,,  5.  Common  easy  solder 


1,866  deg.  Fah. 
1,843 

1,818  „ 

1,826  „ 

1,802  ,, 


Soft  Solder. 

Pure  grain  tin  . . . . 2 parts. 

Pure  lead  . . . . i part. 

Melt  in  an  iron  ladle,  lead  first,  then  after  heating 
the  tin  over  the  ladle  add  it  to  the  melted  lead. 


Soft  Soldering  Fluid. 

Spirits  of  salt  ....  2 parts. 

Metallic  zinc  . . . . i part. 
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Procure  an  earthen  pipkin,  and  put  into  it  2\  ozs. 
of  spirits  of  salts  and  1 oz.  of  metallic  zinc  in 
small  pieces.  When  the  zinc  has  dissolved,  or 
the  effervescence  has  partially  ceased,  the  tem- 
perature may  conveniently  be  increased  by  placing 
the  pipkin  with  its  contents  upon  a sheet  of  iron 
over  a gas-jet ; the  extra  half-ounce  of  spirits  of 
salts  will  allow  for  loss  by  evaporation.  Some- 
times it  will  be  found  necessary,  especially  when 
the  acid  is  not  good,  to  increase  its  temperature 
in  order  to  effect  its  thorough  saturation,  for  the 
more  neutral  the  mixture  the  better  it  acts.  The 
solution  may  be  allowed  to  settle  when  sufficiently 
acted  upon,  and  the  supernatant  liquor  poured 
from  the  sediment  into  a bottle  ready  for  use. 
This  mixture  will  keep  any  length  of  time  in  a 
corked  bottle.  When  this  is  employed  in  soft- 
soldering  iron  or  steel,  the  addition  to  it  of  a small 
portion  of  powdered  sal-ammoniac  is  a great  im- 
provement ; a quarter  of  an  ounce  to  the  propor- 
tion of  solution  given  above  will  form  a very  good 
mixture. 


CHAPTER  XVII. 
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Properties  of  Metals. — Tenacity. — The  tenacity 
of  the  metals  has  been  measured  by  fixing  firmly 
in  a vice  one  end  of  a bar  or  wire  of  the  metal, 
the  strength  of  which  is  to  be  ascertained,  and 
attaching  to  the  other  end  a convenient  support 
for  weights,  which  are  cautiously  increased  until 
the  wire  breaks.  Taking  the  tenacity  of  lead  as  i, 
that  of  the  different  metals  after  annealing  is  as 
follows  * : — 


Lead  ..... 

r 

Silver  . ' . 

89 

Cadmium  .... 

1-2 

Platinum  .... 

13 

Tin 

i’3 

Palladium  .... 

15 

Gold 

5-6 

Copper  .... 

G 

Zinc  ..... 

8 

lion  . 

26 

Copper,  it  will  be  observed,  resists  being  torn 
asunder  with  three  times  the  power  of  gold. 

Malleability. — Gold 

is 

the  most  malleable 

of 

metals ; that  is,  it  can  be  hammered  out  into  the 
thinnest  leaves — it  can  be  beaten  out  so  thin  that 


one  square  foot  weighs  less  than  3 grs. 


* Miller’s  “ Chemistry.” 
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The  following  gives  the  order  of  malleability  of 
the  metals  beginning  with  the  most  malleable  : — 


1.  Gold. 

2.  Silver. 

3.  Copper. 

4.  Platinum. 

5.  Palladium. 


6.  Iron. 

7.  Aluminium. 

8.  Tin. 

9.  Zinc. 


10.  Lead. 

11.  Cadmium. 

12.  Nickel. 

13.  Cobalt. 


Ductility.—  This  property  of  being  drawn  into 
wire  is  given  in  the  following  order,  beginning 
with  the  most  ductile  : — 


1.  Gold. 

2.  Silver. 

3.  Platinum. 

4.  Iron. 

5.  Copper. 

6.  Palladium. 


7.  Cadmium. 

8.  Cobalt. 

9.  Nickel. 

10.  Aluminium. 

11.  Zinc. 


12.  Tin. 

13.  Lead. 

14.  Thallium. 

15.  Magnesium 

16.  Lithium. 


Expansion  of  Metals. 


Zinc  (cast) 

. 1 in 

323 

Zinc  (sheet) 

1 in 

340 

Lead 

. 1 in 

351 

Tin  . 

1 in 

Silver 

. 1 in 

524 

Copper 

. 1 in 

581 

Brass 

. 1 in 

584 

Pure  gold  . 

. 1 in 

682 

Iron  wire  . 

. 1 in 

1802 

Palladium  . 

. 1 in 

1000 

Platinum  . 

. 1 in 

1167 

Expansion  of  Liquids. 

Spirits  of  wine  expand  that  is,  9 measures  become  10 

Fixed  oils  ,,  JTT,  ,,  12  ,,  >>  T3 

Water  ,,  -g-g-Ve,  >>  2276  >>  1*  23'76 

Mercury  „ rbtfj  „ 55*5  » ” 56'j> 
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Spirits  of  wine  is  therefore  six  times  more 
expansible  by  heat  than  mercury  is.  The  difference 
in  the  heat  of  the  seasons  affects  sensibly  the  bulk 
of  spirits.  In  the  height  of  summer  spirits  will 
measure  5 per  cent,  more  than  in  the  depth  of 
winter. 

Specific  Gravity. — The  specific  gravity  of  a body 
is  its  weight  as  compared  with  an  equal  bulk  of 
another  body  which  is  taken  as  the  standard.  For 
solid  bodies  and  liquids  the  standard  of  reference 
is  pure  water  at  a temperature  of  6o°  Fah. ; water 
is  stated  as  1 (or  1000),  so  that  gold,  whose  specific 
gravity  is  stated  at  19*5,  is  thus  exactly  19^  times 
heavier  than  water,  bulk  for  bulk.  For  gases  the 
common  standard  is  air,  but  frequently  hydrogen  is 
taken  as  the  standard  by  the  chemist. 

Method  of  obtaining  the  Specific  Gravity  of  Solids 
by  the  Hydrostatic  Balance. — Any  ordinary  balance 
which  acts  accurately  may  be  used  for  this  opera- 
tion, one  pan  being  made  shorter  than  the  other. 

When  the  substance  is  solid,  heavier  than  water , 
and  insoluble  in  it,  it  is  first  weighed  in  the  usual 
manner,  then  it  is  suspended  by  means  of  a horse- 
hair attached  to  the  lower  surface  of  the  short  pan  of 
the  balance  ; a vessel  of  distilled  water  is  so  placed 
that  the  substance  will  hang  freely  in  it,  so  as  not 
to  touch  the  side,  and  the  surface  of  the  substance 
should  be  free  from  air  bubbles.  The  loss  of  weight 
sustained  by  the  substance  when  thus  immersed  is 
exactly  equal  to  its  own  volume  of  water  which 
it  has  displaced.  It  is  then  necessary  to  place 
weights  in  the  short  pan  until  the  equilibrium  is 
restored.  To  calculate  the  specific  gravity,  we  have 
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only  to  divide  the  weight  in  air  by  the  loss  of 
weight  in  water.  Where  the  substance  is  solid, 
and  insoluble  in  but  lighter  than  water,  it  must  be 
attached  to  a piece  of  lead  (or  other  substance 
sufficiently  heavy  to  sink  it) ; the  two  are  then 
weighed  in  the  water  as  before. 

To  ascertain  the  specific  gravity  in  such  cases, 
the  lead  must  be  weighed  first  by  itself  in  water, 
and  then  with  the  lighter  substance  attached  to  it 
in  water  also  ; subtract  the  latter  weight  from  the 
former  and  to  the  result  add  the  weight  of  the  light 
substance  in  air,  then  divide  the  last  weight  (that 
of  the  light  substance  in  air)  by  the  number  so 
obtained;  the  result  is  the  specific  gravity  of  the 
light  substance. 

Or,  to  state  the  problem  in  algebraic  formula, 
only  three  data  are  required,  viz.  : the  weight  in 
air  of  the  light  substance  = P ; the  weight  in  water 
of  the  piece  of  lead  (or  other  heavy  substance) 
— P' ; and  the  weight  in  water  of  the  light  sub- 
stance and  the  lead  attached  to  each  other  = P"  . 
We  have  then  the  density  D by  the  following 
expression : — 


P'  _ p"  _i_  p 

Specific  Gravity  of  various  Qualities  of 

Gold,  &c. 

Spec.  Grav. 

• 19-5 

. 19-08 

. 1 8 -68 


Carat. 

24  . 
23  • 
22  . 
20  . 
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Carat.' 
l8  . 

IS  • 

13  • 

12  . 

IO  . 

9 • 

8 . 

7 • 

Silver,  pure 
Copper,  pure 
Composition 
Spelter  . 


Spec.  Grav. 

17-05 

15-74 

14-86 

I4H5 

13-6 

IV2 

12-82 

12-5 

10-5 

8-96 

8-37 

7-2 


By  the  above  table,  the  quality  of  any  gold  plate 
or  article  may  very  closely  be  ascertained,  if  the 
gold  be  first  weighed,  and  its  specific  gravity 
ascertained  by  means  of  the  hydrostatic  balance  as 
described.  For  example,  suppose  we  wish  to  know 
the  carat  value  of  a “ strange  ” plate,  we  weigh  it  in 
water  and  find  that  its  specific  gravity  is,  say, 
14-5  ; comparing  this  with  the  numbers  in  the 
table,  we  find  that  the  plate  is  a fraction  above 
1 2 carat. 


Specific  Gravity  of  the  Metals. 


Platinum 

Gold 

Mercury 

Palladium 

Lead 

Silver  . 

Bismuth 

Copper  . 

Nickel  . 

Cadmium 


Spec.  Grav. 

21-53 
19-5 
I3-596 
1 1-8 
11-36 
io-S3 
9‘799 
8-95 
8-82 
8-694 
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Spec.  Grav. 


Manganese 8-013 

Iron 7 '844 

Tin 7-292 

Zinc  ' . . . . . . 7'x46 

Antimony 6-71 

Aluminium  .....  2-67 


Fusing  Points  of  Gold  and  other  Metals. 

[The  following  Table  is  given  by  Gee.] 


23  carat  gold  melts 

Deg.  Fah. 
at  2012 

22  „ 

yy 

2009 

20  „ 

yy 

2002 

18  „ 

yy 

1995 

15 

yy 

1992 

13 

yy 

1990 

12  „ 

yy 

1987 

10  „ 

yy 

1982 

9 

yy 

1979 

8 

yy 

1973 

7 )> 

yy 

1587 

Mercury 

melts 

at 

Deg.  Fah. 

37'9 

Tin 

yy 

442 

Cadmium 

yy 

yy 

442 

Bismuth 

yy 

yy 

507 

Lead 

yy 

yy 

617 

Zinc 

yy 

yy 

773 

Antimony 

yy 

yy 

1150 

Silver 

yy 

y y 

1873 

Copper 

yy 

yy 

1996 

Gold 

yy 

2016 

Cast  iron 

y y 

yy 

to 

OO 

O' 

Palladium 

Platinum 


} 


require  the  heat  of  the 
oxyhydrogen  blowpipe. 


Thus  it  will  be  seen  that  while  mercury  remains 
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fluid  at  a temperature  as  low  as  3 7 -9°  below  the 
zero  of  Fahrenheit’s  scale,  tin,  cadmium,  bis- 
muth, lead,  and  zinc  melt  below  redness ; * anti- 
mony above  a red  heat ; silver,  copper,  and  gold 
require  a bright  cherry-red  heat ; iron  requires  a 
white  heat ; and  platinum  and  palladium  require 
to  effect  their  fusion  the  intenser  heat  of  the  oxy- 
hydrogen  blowpipe.  Some  metals  near  their 
melting  points,  before  undergoing  complete  fusion, 
pass  through  a soft  intermediate  stage,  in  which,  if 
two  clean  surfaces  be  presented  to  each  other,  and 
strong  pressure  or  hammering  be  employed,  they 
unite  or  weld  together  so  as  to  form  one  continuous 
mass.  Iron,  thallium,  lithium,  and  potassium  afford 
the  most  striking  instances  of  this.  Palladium  and 
platinum  are  also  susceptible  of  it. 

* Vide  pp.  254,  255. 


CHAPTER  XVIII. 

ELECTR  O-  GILDING * 

For  the  purpose  of  giving  to  gold  plates  that 
uniformity  of  colour  which  is  wanting  where  a 
considerable  surface  of  solder  exists — as  is  the  case 
with  flat  teeth — some  dentists  give  them  a coat- 
ing of  fine  gold  by  means  of  the  “ battery  process.” 
The  apparatus  and  materials  required  are  a 
battery,  a thin  plate  of  fine  gold,  and  a pot  contain- 
ing a solution  of  fine  gold  with  cyanide  of  potas- 
sium ; two  copper  wires  proceed  from  the  battery, 
the  one  joined  to  the  zinc  and  the  other  to  the  plati- 
num, and  reach  over  to  the  vessel  containing  the 
solution,  and  to  these  extremities,  which  are  bent 
to  a hook  shape,  the  fine  gold  and  the  plate  to  be 
coloured  are  attached.  The  fine  gold  is  invariably 
attached  to  the  wire  which  proceeds  from  the 
-platinum  of  the  battery — the  positive  pole  ; the  plate 
to  be  coloured  is  invariably  attached  to  the  wire 
which  proceeds  from  the  zinc — the  negative  pole. 
The  solution  is  heated  to  150  Fah.  before  com- 

* As  many  dentists  adopt  this  practice  with  a legitimate  object,  we 
have  inserted  this  chapter  on  the  subject  in  the  hope  that  it  will  enable 
them  to  obtain  oatisfactory  results. 
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mencing  this  operation,  and  the  gold  plate,  which 
must  be  carefully  cleaned,  should  remain  in  a basin 
of  pure  water  until  all  is  prepared  for  dipping.  It 
is  then  suspended  upon  its  proper  wire,  and,  along 
with  the  fine  gold  which  is  upon  the  other,  im- 
mersed in  the  solution.  Action  at  once  commences  ; 
the  effective  current  of  electricity  flowing  from  the 
zinc  to  the  platinum,  thence  through  the  copper 
wire  to  the  fine  gold,  and  through  the  solution 
to  the  suspended  plate  upon  which  it  deposits  a 
layer  of  gold,  and  so  passing  onwards  by  the  wire 
attached  to  the  latter  plate  it  reaches  again  the 
zinc,  from  which  it  started. 

Battery. — The  “ Smee  ” battery  is  most  conve- 
nient, and  is  generally  employed  for  this  purpose. 
A single  cell  arrangement  (Fig.  ioi)  consists  of  a 
sheet  of  platinized  silver  placed  between,  but  without 
touching  two  plates  of  amalgamated  zinc.  So  as  to 
keep  the  zinc  plates  apart,  a slip  of  varnished  wood 
is  interposed  between  them  at  their  upper  borders ; 
in  a groove  on  the  under  surface  of  this  slip,  or 
frame  of  wood,  is  secured  the  silver  plate ; all  the 
parts  are  bound  together  by  a brass  binding-screw, 
the  silver  plate  is  prevented  from  touching  the 
amalgamated  zincs  by  pieces  of  cork  placed 
between  them  at  their  lower  ends. 

This  arrangement  is  then  placed  in  a jar — glass, 
stoneware,  or  gutta-percha — containing  dilute  sul- 
phuric acid  (one  of  acid  to  ten  of  water,  by 
measure).  It  is  important  that  the  sulphuric  acid 
(oil  of  vitriol)  should  be  free  from  nitric  acid  (which 
it  sometimes  contains),  because  that  acid  wastes  the 
zinc,  and  in  Smee’s  battery  also  corrodes  the  silver. 
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The  gilding  operation  may  be  performed  with 
the  one  cell.  In  that  case  the  gold  solution  must 
be  heated  to  a higher  degree  (200  Fah.)  than  when 
the  double  cell  is  used.  The  latter  is  commonly 
employed. 

The  battery  may  easily  be  constructed  in  the 
workroom.  The  following  particulars  will  be  found 
of  service  whether  they  be  so  made  or  whether  they 
be  purchased,  as  in  the  latter  case  it  is  still  neces- 
sary to  amalgamate  the  zincs  from 
time  to  time  ; further,  the  success 
of  the  operation  depends  upon 
maintaining  the  apparatus  and  so- 
lution in  good  working  order,  and 
to  accomplish  this  some  acquaint- 
ance with  details  is  necessary. 

First,  with  regard  to  the  platin- 
ized silver  plate,  which  constitutes 
the  negative  metal  (the  copper  wire 
attached  to  this  and  reaching  to 
the  solution  is  called  the  positive 
pole).  The  silver  to  be  prepared  F,g-  Batterymee  s 
for  this  should  be  of  a thickness 
sufficient  to  carry  the  current  of  electricity  (about  the 
thickness  of  pattern  lead),  and  should  be  roughened 
by  brushing  it  over  with  a little  strong  nitric  acid, 
so  that  a frosted  appearance  is  obtained.  It  is  then 
washed  and  placed  in  a vessel  with  dilute  sulphuric 
acid,  to  which  a few  drops  of  nitro-muriate  of 
platinum  has  been  added  ; a porous  tube  is  then 
placed  into  this  vessel  with  a little  dilute  sulphuric 
acid.  Into  this  tube  a piece  of  zinc  is  put,  con- 
tact being  made  between  the  zinc  and  silver ; the 
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platinum  will  in  a few  seconds  be  drawn  down 
upon  the  silver  as  a black  metallic  powder.  The 
operation  is  now  completed  and  the  platinized 
silver  ready  for  use.  A simple  method  which 
obviates  the  use  of  a battery  may  be  adopted. 
Place  the  silver  between  two  pieces  of  sandpaper, 
and  press  it  with  a common  smoothing-iron,  then 
pull  the  silver  out  while  under  the  pressure. 
The  platinum  solution  is  made  very  hot,  and  the 
silver  dipped  into  it  for  some  time,  which  effects 
the  coating.  The  nitro-muriate  of  platinum  is 
easily  prepared.  Take  one  part  of  nitric  acid  and 
two  parts  of  hydrochloric,  mix  together,  and  add  a 
little  platinum,  either  as  metal  or  sponge ; keep 
the  whole  at  or  near  boiling  point ; the  metal  is  then 
dissolved,  forming  the  solution  required. 

The  zinc  plates  used  are  from  4 to  6 inches  long 
by  4 broad,  and  they  should  be  at  least  ■£■  of  an  inch 
thick.  The  following  is  from  Napier’s  “ Electro- 
Metallurgy.” 

Zinc  for  Battery. — The  zinc  used  for  the  battery 
should  be  milled  or  rolled  zinc,  not  thinner  than 
L of  an  inch,  otherwise  the  waste  will  be  very 
great.  The  best  thickness  when  their  size  is  up- 
wards of  4 inches  square  is  ^ of  an  inch. 

Amalgamation  of  the  Zinc  Plates. — A mixture 
of  eight  parts  water  and  one  sulphuric  acid  is  put 
into  a stoneware  basin,  which  should  be  large 
enough  to  allow  the  zinc  plate  to  lie  flat  in  it ; the 
acid  should  cover  the  zinc  plate,  which  must  remain 
until  the  surface  becomes  perfectly  bright.  The 
pan  is  now  raised  on  one  side,  and  a little  mercury 
put  into  the  lower  part,  care  being  taken  that  the 
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zinc  does  not  touch  the  mercury,  to  prevent  which 
is  the  object  of  raising  the  pan  on  one  side.  A 
little  coarse  tow,  tied  to  the  end  of  a piece  of  wood, 
is  dipped  into  the  mercury,  which  lifts  small 
portions  of  the  metal  mechanically,  which  is  then 
rubbed  with  considerable  pressure  upon  both  sides 
of  the  zinc  plate,  over  which  the  mercury  flows 
easily ; the  plate  is  then  washed  by  dipping  it 
into  clear  water,  and  is  next  made  to  stand  upon 
its  edge  in  another  pan  with  two  small  pieces  of 
wood  under  it,  so  as  to  allow  any  excess  of  mercury 
to  drain  from  it.  After  the  zincs  have  drained  for 
a few  hours  the  process  should  be  repeated,  only  it 
is  not  necessary  to  allow  the  metal  to  lie  in  the 
acid  in  the  second  process  previous  to  rubbing 
in  the  mercury;  after  draining  a few  hours  the 
second  time  amalgamation  is  completed.  The 
zinc  plates  should  always  be  removed  from  the 
battery  immediately  after  the  gilding  operation  is 
completed,  and  the  surface  carefully  brushed -with 
a hard  hair-brush  in  water,  and  then  laid  by  in 
a safe  place. 

If  the  battery  is  to  be  used  seldom,  and  only 
for  a short  period  at  a time,  or  if  the  zinc  is  thin, 
another  method  of  amalgamation  may  be  adopted. 
The  zinc  plate,  after  lying  in  the  dilute  acid  till  the 
surface  is  bright,  may  be  rubbed  over  with  a 
solution  of  nitrate  of  mercury,  Avhich  gives  a very 
thin  amalgamation  ; but  this  method  is  unsuitable 
if  the  battery  is  to  be  used  for  several  hours 
together. 

Battery  Process  of  preparing  the  Gold  Solu- 
tion.— This  is  the  best  and  cheapest  method  of 
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making  up  the  solution ; it  saves  all  expense  of 
aeids  and  the  labour  of  precipitation  and  washing 
necessary  in  preparing  it  from  the  chloride  of 
gold.  Say  the  operator  wishes  to  prepare  a gallon 
of  gold  solution,  he  dissolves  4 ounces  of  cyanide 
of  potassium  in  1 gallon  of  water,  and  heats  the 
solution  to  150  Fah. ; he  now  takes  a small  porous 
cell  and  fills  it  with  this  cyanide  solution,  and 
places  it  inside  the  gallon  of  solution.  The  two 
solutions  should  be  on  a level.  Into  this  cell  is 
put  a small  plate  of  iron  or  copper,  and  attached 
by  a wire  to  the  zinc  of  a battery.  A piece  of  gold 
is  placed  into  the  large  solution,  facing  the  plate 
in  the  porous  cell,  and  attached  to  the  copper  of 
the  battery ; the  whole  is  allowed  to  remain  in 
action  until  the  gold,  wdiich  is  to  be  taken  out  from 
time  to  time  and  weighed,  has  lost  the  quantity 
required  in  solution.  The  solution  in  the  porous 
cell,  except  the  action  has  continued  a long  time, 
will  have  no  gold,  and  may  be  thrown  away.  Half 
an  hour  will  suffice  for  a small  quantity  of  solution. 
For  all  the  operations  of  gilding  by  the  cyanide 
solution,  it  must  be  heated  to  at  least  130  Fah. 
Any  convenient  means  may  be  adopted  for  heating 
the  solution.  Where  glass  or  stoneware  vessels 
are  used  for  holding  the  gilding  solution,  these  are 
placed  in  another  vessel,  made  of  tin  plate  or  iron, 
of  the  same  depth,  and  filled  to  within  an  inch  of 
the  mouth  with  water,  and  placed  upon  a hot  plate 
over  a fire,  or  over  gas  burners,  and  the  water 
heated  to  the  boiling  point. 

If  two  pairs  of  plates  be  used,  the  solution  should 
be  kept  at  about  150°  Fah.  while  gilding;  if  only 
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one  pair,  the  heat  of  the  gold  solution  should  be 
raised  to  200°  Fah. 

Conditions  required  in  Gilding.  The  gilding 
solution  generally  contains  one-half  to  an  ounce  of 
gold  in  the  gallon  ; but  for  colouring  small  articles 
a weaker  solution  will  do.  The  solution  should  be 
sufficient  in  quantity  to  entirely  cover  the  article  at 
once,  so  that  it  should  not  have  to  be  done  bit  by 
bit.  *The  rapidity  with  which  metals  are  acted  upon 
at  the  surface  line  of  the  solution  is  remarkable.  If 
the  positive  electrode  is  not  wholly  immersed  in  the 
solution,  it  will  in  a short  time  be  cut  through  at 
the  surface  of  the  water  as  if  cut  by  a knife. 

Maintaining  the  Gold  Solution.  As  the  gold 
solution  evaporates  by  being  kept  hot,  distilled 
water  must  from  time  to  time  be  added.  This  water 
should  always  be  added  when  the  operation  of 
gilding  is  over  for  the  time,  not  when  it  is  about  to 
be  commenced,  or  the  solution  will  not  give  so 
satisfactory  a result.  The  average  cost  of  deposit- 
ing gold  is  about  2d.  per  dwt. 

To  obtain  a deposit  of  a good  colour,  much 
depends  upon  the  heat  and  state  of  the  solution 
and  battery.  It  is  therefore  necessary  that  strict 
attention  be  paid  to  these,  and  also  the  weight  of 
gold  deposited,  and  the  loss  sustained  by  t te 
positive  electrode.  The  plate  of  pure  gold  which 
is  attached  to  the  wire  proceeding  from  the  pla- 
tinum of  the  battery  should,  in  regard  to  its  surface, 
be  as  near  as  possible  equal  in  extent  to  the  article 

to  be  coloured. 

From  time  to  time  a little  cyanide  of  potassium 
must  be  added  to  the  gold  solution ; ll  the  gold 
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pole  has  a film  or  crust  upon  it  when  withdrawn 
from  the  solution,  that  is  a certain  indication  that 
the  latter  is  deficient  of  cyanide  of  potassium ; if 
the  gold  pole  comes  out  clean  the  solution  is  right. 
Care  must  be  taken  to  distinguish  the  crust,  which 
is  occasionally  dark  green  or  black,  from  a black 
appearance  which  the  gold  pole  will  take  when  it 
is  very  small  in  comparison  with  the  article  being 
gilt,  and  which  is  caused  by  the  tendency  to  evolve 
gas.  In  this  case  an  addition  of  cyanide  of  potas- 
sium would  increase  the  evil.  The  black  appearance, 
from  the  tendency  to  the  escape  of  gas,  has  a slimy 
feel  and  look.  This  generally  takes  place  when 
the  solution  is  nearly  exhausted  of  gold,  of  which 
fact  this  appearance,  taken  conjointly  with  the  rela- 
tive sizes  of  the  electrodes,  is  a sure  guide. 

To  regulate  the  Colour  of  the  Gilding. — The 
gold  upon  the  gilt  article,  on  coming  out  of  the 
solution,  should  be  of  a dark  yellow  colour,  ap- 
proaching to  brown  ; this  when  “ scratch-brushed  ” 
will  yield  a beautifully  rich  deep  gold.  If  the 
colour  is  blackish  it  ought  not  to  be  finished,  for 
it  will  never  either  brush  or  burnish  a good  colour. 
If  the  battery  is  too  strong,  and  gas  is  given  off  from 
the  article,  the  colour  will  be  black  ; if  the  solution 
is  too  cold,  or  the  battery  rather  weak,  the  gold 
will  be  light  coloured.  A very  rich  dead  shade 
may  be  made  by  adding  ammoniuret  of  gold  to  the 
solution  just  as  the  articles  are  being  put  in.  If 
a bright  clear  yellow  gilding  is  wanted,  that  will 
require  no  scratch-brushing,  add  to  the  solution  a 
small  quantity  of  caustic  soda. 

Preparation  of  Articles  for  Plating — Articles 
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that  are  to  be  plated  are  first  boiled  in  an  alkaline 
ley  to  free  them  from  grease,  then  washed  from 
the  ley  and  dipped  into  dilute  nitric  acid,  which 
removes  any  oxide  that  may  be  formed  upon  the 
surface ; they  are  afterwards  brushed  over  with  a 
hard  brush  and  sand,  of  which  a kind  obtained 
from  the  Isle  of  Wight,  and  known  .as  silver  sand, 
is  the  best.  The  alkaline  ley  should  be  in  a caustic 
state,  which  is  easily  effected  by  boiling  the  car- 
bonated alkali  and  adding  slaked  lime,  until,  on 
the  addition  of  a little  acid  to  a small  drop  of  the 
solution  diluted  with  cold  water,  no  effervescence 
occurs.  The  lime  is  then  allowed  to  settle,  and  the 
clear  liquid  is  fit  for  use.  The  ley  should  have 
about  half  a pound  of  soda-ash  or  pearl-ash  to  the 
gallon  of  water.  The  nitric  acid,  into  which  the 
article  is  dipped,  may  be  diluted  to  such  an  extent 
that  it  will  merely  act  upon  the  metal.  Any  old 
waste  acid  used  for  dipping  before  plating  will  do 
for  this  purpose.  The  article,  being  thoroughly 
cleaned  and  dried,  is  weighed,  and  a copper  wire 
attached  to  it,  either  by  twisting  it  round  the 
article  or  putting  it  through  any  open  part  of  it 
to  maintain  it  in  suspension.  It  is  then  dipped 
into  strong  nitric  acid  as  quickly  as  possible, 
washed  through  water,  and  then  immersed  in  the 
gold  solution,  suspending  it  from  the  wire  con- 
nected with  the  zinc  of  the  battery.  This  first 
immersion  should  only  be  continued  long  enough 
to  impart  a blush  of  gold  ; the  article  is  then  taken 
out  and  again  brushed  and  put  back  into  the 
solution,  and  kept  there  for  three  or  four  minutes, 
which  will  be  sufficient  if  the  solution  and  battery 
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are  in  good  condition ; but  the  length  of  time 
necessarily  depends  on  these  two  conditions,  which 
must  be  studied  and  regulated  by  the  operator. 

When  taken  from  the  solution  the  article,  if 
it  is  not  wanted  to  have  a dead  surface,  is  brushed 
with  a hard  hair-brush  and  old  ale,  beer,  or  water 
containing  in  solution  a little  gum,  glue,  or  sugar. 

Roseleur  says,  “ I do  not  hesitate  to  state  that, 
even  with  very  inferior  electro-plating  solution, 
good  results  may  be  arrived  at  if  the  cleansing  is 
perfect,  while  the  converse  cannot  be  maintained.” 

Such  is  the  method  employed  where  electro- 
plating is  carried  on  upon  a large  scale,  and  it 
shows  how  important  it  is  to  have  the  articles  in  a 
perfect  state  of  cleanliness  before  immersing  them 
in  the  solution  in  order  to  obtain  good  results. 
Dentists  seldom  put  the  work  through  all  these 
preparations,  however,  and  simply  wash  the  plate 
thoroughly  after  polishing  at  the  wheel,  and  leave 
it  in  a basin  of  pure  water  until  ready  to  immerse 
it  in  the  solution. 

Glass  hooks  should  be  used  for  manipulating 
with.  They  are  very  easily  made  by  heating  and 
bending  a glass  rod  over  the  bunsen  flame  into  a 
convenient  shape,  one  end  being  turned  back 
upon  itself  to  form  the  handle,  and  the  other  bent 
to  a hook  shape.  These  are  used  if  the  plate 
should  happen  to  fall  into  the  solution. 


CHAPTER  XIX. 


MISCELLANEA. 

THERMOMETERS , TEMPERING,  ETC. 


The  scale  according  to  Fahrenheit  is  the  one 
generally  adopted  in  England  for  registering 
degrees  of  temperature ; but  the  Centigrade  ther- 
mometer is  preferred  by  scientists.  The  scales 
of  Reamur  and  De  Lisle  are  not  so  generally  used 
as  the  two  former. 

The  boiling  point  of  water  is  represented  on  the 
Fahrenheit  scale  as  21 2°;  on  the  Centigrade  as 
ioo°;  and  on  the  Reamur  as  8o°.  To  change 
Fahrenheit  to  Centigrade,  subtract  32  from  the 
Fahrenheit  degrees,  multiply  the  answer  by  5, 
and  divide  the  product  by  9 ; the  result  gives  the 
degrees  Centigrade.  For  example,  convert  2120 
Fahrenheit  into  Centigrade  : 32  from  212  gives  180, 
this  multiplied  by  5 gives  900,  which  divided  by 
9 becomes  100  = the  degrees  Centigrade,  corre- 
sponding to  2120  Fahrenheit. 

To  convert  Centigrade  to  Fahrenheit,  multiply 
the  degrees  Centigrade  by  9,  divide  the  product 
by  5,  and  add  32  to  the  quotient;  the  result  gives 
the  degrees  Fahrenheit. 

The  method  of  converting  the  degrees  of  one 
scale  into  others  is  thus  stated  : — 


To  convert  Fah.  to  Cent,  f (F.°  — 32)  = C.° 

„ „ Cent,  to  Fah.  f C.°  + 32  = F-° 

„ „ Reamur  to  Fah.  f R.°  + 32  — F.° 

„ ,,  Fah.  to  Reamur  f (F.°  — 32)  = R. 


)> 
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The  following  table  represents  the  corresponding 
temperature  of  Fahrenheit  and  Centigrade  below 
boiling  point. 

Table  of  Corresponding  Temperatures  on 
the  Scales  of  Fahrenheit  and  Centi- 
grade Thermometers. 


Deg.  Cent. 

Deg.  Fah. 

Deg.  Cent. 

Deg.  Fah. 

Deg.  Cent. 

Deg.  Fah. 

IOO 

212 

66 

I50*8 

32 

89-6 

99 

210-2 

65 

149 

31 

87-8 

98 

208-4 

64 

147-2 

30 

86 

97 

206-6 

63 

I45A 

29 

84-2 

96 

204-8 

62 

143-6 

28 

82-4 

95 

203 

61 

141-8 

27 

8o-6 

94 

201-2 

60 

140 

26 

78-8 

93 

199-4 

59 

138-2 

25 

77 

92 

197*6 

58 

136-4 

24 

75*2 

9i 

195-8 

57 

134-6 

23 

73U 

90 

194 

56 

132-8 

22 

71-6 

89 

192-2 

55 

131 

21 

69-8 

88 

190-4 

54 

129-2 

20 

68 

87 

188-6 

53 

127-4 

*9 

66-2 

86 

186-8 

52 

125-6 

18 

64-4 

85 

185 

5i 

123-8 

17 

62-6 

84 

183-2 

50 

122 

16 

6o-8 

83 

181-4 

49 

120-2 

*5 

59 

82 

179-6 

48 

118-4 

14 

57-2 

81 

177-8 

47 

1 16-6 

13 

55'4 

80 

176 

46 

1 14-8 

12 

53-6 

79 

174-2 

45 

1 13 

T I 

51-8 

78 

172-4 

44 

I I 1-2 

IO 

50 

77 

1 70-6 

43 

I09-4 

9 

48-2 

76 

1 68-8 

42 

I07-6 

8 

46-4 

75 

167 

4i 

105-8 

7 

446 

74 

165-2 

40 

IO4 

6 

42-8 

73 

163-4 

39 

102-2 

5 

4i 

72 

161-6 

38 

IOO-4 

4 

39-2 

7i 

159*8 

37 

98-6 

3 

37-4 

7o 

158 

36 

96-8 

2 

35'6 

69 

156-2 

35 

95 

1 

33-8 

68 

L54-4 

34 

93*2 

0 

32 

67 

152-6 

33 

91-4 
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The  Tempering  of  Instruments  and  Tools. — As 

many  are  in  the  habit  of  reshaping  and  tempering 
their  own  excavators,  &c.,  and  all  may  occasionally 
find  it  necessary  to  adapt  an  instrument  for  special 
circumstances,  the  following  remarks  upon  tem- 
pering may  be  of  value. 

Before  the  instrument  can  be  filed  or  bent  into 
shape,  its  temper  must  be  taken  out ; this  is  done 
by  heating  it  to  a red  heat.  But  it  must  be  re- 
membered that  over-heating  destroys  the  steel  and 
permanently  deprives  it  of  its  essential  qualities. 
An  instrument  heated  to  a white  heat,  for  example, 
cannot  subsequently  be  satisfactorily  tempered, 
and  may  indeed  be  considered  altogether  useless. 
Therefore  it  is  most  important  to  remember  that 
in  heating  to  extract  the  “ temper  ” of  the  instru- 
ment or  tool  that  is  to  be  reshaped,  only  a dull  red 
should  be  given  to  the  metal ; it  is  then  allowed 
to  cool  in  air,  when  it  may  be  worked  upon.  After 
being  shaped,  fine  filed,  and  smoothed,  the  instru- 
ment is  next  heated  in  the  flame  to  a cherry  red, 
and  instantly  plunged  into  cold  water.  This 
operation  leaves  the  steel  too  hard  for  our  purpose, 
so  that  it  is  necessary  to  “ draw  ” the  temper  to 
the  required  amount.  This  is  done  by  very  care- 
fully heating  the  instrument  more  or  less  according 
to  the  work  it  is  designed  for.  The  point  is  first 
brightened  by  rubbing  it  on  sand-paper,  so  that 
the  colours  which  the  heat  imparts  to  the  steel  may 
be  clearly  observed.  A pale  straw  colour  is  the 
one  allowed  for  excavators ; when  that  is  reached 
the  instrument  is  at  once  withdrawn  from  the 
flame.  Or  the  following  method  may  be  adopted. 
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“ For  excavating  instruments  cover  with  oil  and 
hold  over  the  alcohol  lamp,  apply  the  heat  to 
the  instrument  a little  back  from  the  point,  and 
move  it  backwards  and  forwards  in  the  flame 
so  as  to  heat  it  up  slowly  and  uniformly,  and 
at  the  instant  the  oil  takes  fire  at  the  point  of 
the  instrument  it  should  be  plunged  into  cold 
water.” 

Tempering  Liquid. — 2 quarts  soft  rain  water, 
^ oz.  corrosive  sublimate,  1 oz.  common  salt. 

Tempering  Drills  and  Gravers. — When  the  graver 
or  drill  is  too  hard — which  may  be  known  by  the 
frequent  breaking  of  the  point — temper  as  follows  : 
heat  a poker  red  hot  and  hold  the  graver  to  it 
within  an  inch  of  the  point,  waving  it  to  and  fro 
till  the  steel  changes  to  a light  straw  colour ; then 
put  the  point  into  oil  to  cool. 

Steel  alloyed  with  1 -500th  part  of  platinum  is 
rendered  harder,  more  malleable,  and  better  adapted 
for  cutting  instruments. 

Pouillet  has  employed  an  air  thermometer  pro- 
vided with  a bulb  of  platinum  to  determine  with 
precision  high  degrees  of  temperature.* 


Results. 


Incipient  red  heat  corresponds  to 

Fah. 

Deg. 

977 

Cent. 

Deg. 

525 

Dull 

>> 

1292 

700 

Incipient  cherry  red 

» 

1472 

800 

Cherry  red 

1652 

9OO 

Clear  cherry  red 

1832 

IOOO 

* Percy's  “ Metallurgy.” 
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Deep  orange  corresponds  to 
Clear  ,,  ,, 

White 

Bright  white  ,, 

Dazzling  ,, 


Fah. 

Cent. 

Deg. 

Deg. 

2012 

I IOO 

2192 

1200 

2372 

1300 

2552 

I400 

2732  to 

1500  to 

2912 

1600 

Table  for  Tempering. 


I. 

Very  pale  straw  yellow 

Fah. 

Deg. 

430 

) Tools  for  metal 

2. 

Shade  of  darker  ,, 

450 

J excavators,  &c. 

3- 

Darker  straw  .... 

470 

i Tools  for  wood, 

4- 

Still  darker  straw 

490 

) screw  taps,  &c. 

5- 

Brown  ..... 

50° 

v Hatchets,  chipping, 

6. 

Yellow  tinged  slightly  with  purple 

520 

)>  and  other  percussion 

7- 

Light  purple  .... 

530 

J tools,  saws,  &c. 

8. 

Dark  ,,  .... 

550 

9- 

Dark  blue  ..... 

570 

} Springs. 

10. 

Paler  ,, 

590 

J 

1 1. 

Still  paler  blue  .... 

6lO 

) Too  soft  for  above 

12. 

„ „ tinge  of  green 

630 

; purposes. 

Table  of  Useful  Numerical  Data.* 


1 centimetre 
1 decimetre 
1 metre 
1 gramme  . 

1 kilogramme 

* >» 

1 ounce  avoirdupois 
1 pound  ,, 


•3937  inches. 

3'937 

39’37 

1 5 "432  grains. 

15432 

35-274  ounces,  avoirdupois. 
2-2046  pounds  ,, 

437-5  grains. 

7000  „ 


* “Electro-Metallurgy”  (Gore). 
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i pennyweight  troy 
i ounce  „ 

i pound  ,, 

i litre  of  water 

i 

i gallon  of  water 
* >> 

i cubic  inch  of  water  . 

1 ounce  measure  . 
i pint  (or  20  ounces)  . 
i gallon  (or  160  ounces) 
i litre  .... 


24  grains. 

480  „ 

576o  „ 

1 5432  » 

1000  grammes. 

35  ounces  by  measure. 
4-536  litres. 

70000  grains. 

252-5  „ 

1 *733  cubic  inches. 

34-659 

277-276  „ 

61-024  >> 


At  the  ordinary  temperature  and  pressure  of  the  atmosphere  100 
cubic  inches  of — 


Hydrogen 
Ammonia 
Hydrocyanic  acid 
Vapour 
Nitrogen 
Atmospheric  air 


grs. 

weigh  2-1 1 
„ 18-00 

„ 28-57 

,,  29-70 

„ 3 1-00 


grs. 

Oxygen  weigh  33-80 

Carbonic  anhydride  ,,  46-50 

Sulphurous  ,,  ,,  67-78 

Chlorine  ,,  76-40 

Sulphuretted  hydrogen  ,,  80-50 


Soldering  on  Casting  Sand  instead  of  Plaster. — 
“A  handful  of  light  moist  sand,  just  in  a state  to 
cast  with,  is  deposited  in  the  hollow  of  the  casting 
coke.  The  two  pieces  of  gold  to  be  soldered  together 
are  placed  upon  it,  having  been  previously  stuck 
together  in  their  relative  position,  as  previously 
spoken  of.  They  are  gently  pressed  into  the  sand 
so  as  to  be  supported  underneath,  everywhere 
steadily,  care  being  taken  not  to  disturb  their 
relative  positions.  The  sand  is  pressed  down 
around  them  so  as  not  to  be  blowing  loosely  about 
when  the  blowpipe  is  used,  and  none  is  allowed  to 
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remain  on  the  upper  surface.  The  flame  is  now  at 
once  applied  with  the  blowpipe  until  all  the  cement 
has  disappeared.  With  a very  light  hand  place  a 
piece  of  No.  1 solder  on  the  most  convenient  part 
of  the  joint,  but  put  no  borax.  This  must  now  be 
run  with  the  blowpipe  so  as  to  hitch  the  two  to-  * 
gether.  If  borax  were  used  it  would  shift  the  pieces 
in  rising  when  heated,  sand  not  being  strong 
enough  to  resist  it.  This  is  the  point  in  soldering 
in  sand  which  requires  more  care  than  soldering  in 
plaster.  It  is  soon  learned,  and  the  advantage  in 
time  and  cleanliness  only  needs  trial  to  be  appre- 
ciated. After  hitching  one  point  with  solder,  borax 
maybe  freely  applied,  and  the  soldering  completed. 
This  method  can  be  used  in  almost  all  cases  where 
two  pieces  of  gold  have  to  be  joined  in  exact  rela- 
tive positions,  such  as  mounting  clasps,  &c.  ; but 
not  in  putting  up  flatbacks,  as  it  is  not  convenient 
for  the  gradual  heating  they  require.” — (Mr.  Balk- 
will,  B.  J.  D.  S.,  May,  1876.) 

Where  this  plan  is  adopted,  only  new  sand, 
which  has  not  yet  been  used  for  casting,  should  be 
employed ; the  sand  in  use  contains  particles  of 
zinc  and  lead,  which  when  heated  with  it  will 
destroy  the  gold  plate. 

Packing  the  Vulcanite  Regulating  Pieces  with- 
out using  Wax  Plates. — This  plan,  suggested  by 
Mr.  Caleb  Williams,  is  further  referred  to  by  Mr. 
Balkwill  in  the  British  Journal  of  Dental  Science 
for  January,  1876.  He  says,  “The  plaster  model 
is  not  dipped  in  wax  but  dried,  and,  whilst  warm, 
coated  by  a camel’s-hair  pencil  with  a chloroform 
solution  of  uncooked  rubber.  I generally  use  the 
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‘ whalebone.5  This  coat  is  laid  on  while  the  model 
is  warm  to  promote  the  evaporation  of  the  chloro- 
form, which  makes  the  rubber  spongy  if  any 
remains.  The  solution  should  be  carried  wherever 
the  plate  is  intended  to  go. 

“ A pattern  in  sheet  lead  having  been  previously 
prepared,  a plate  is  cut  by  it  out  of  the  soft  rubber, 
which  is  placed  upon  the  model  and  carefully 
pressed  with  the  forefinger  into  all  the  inequalities 
of  the  impression.  The  rubber  will  be  found  to 
adhere  to  the  previous  coating  with  the  greatest 
tenacity,  therefore  a little  care  is  necessary  in 
placing  in  position,  as  after  touching  the  model  it 
cannot  be  shifted.  This  can  be  done  by  doubling 
the  pattern  over  the  right  forefinger  and  placing 
this  on  the  middle  of  the  palate  ; the  two  wings  can 
then  be  brought  down  and  gently  pressed  into 
place.  Any  part  that  requires  strengthening  or 
thickening  to  carry  plugs,  &c.,  must  have  rubber 
added,  just  as  in  the  ordinary  method  wax  is  built 
upon  a wax  core.  The  piece  is  now  smothered  in 
plaster,  placed  in  a flask,  filled  up,  and,  when  the 
plaster  is  set,  vulcanized.  The  process  up  to  the 
vulcanizing  occupies  from  five  to  ten  minutes  in- 
stead of  one  or  two  hours.  There  is  no  straining 
of  the  model  in  any  way,  the  fit  is  exact,  and 
slender  teeth  and  undercuts,  which,  to  say  the 
least,  make  a difficulty  ordinarily,  are  thus  fitted 
with  ease.” 

Acids,  &c.,  used  in  the  Workroom. — In  the  text- 
book of  “ Electro-Metallurgy,”  by  Gore,  the  follow- 
ing remarks  are  made  with  regard  to  acids. 

Nitric  Acid. — Called  also  aqua-fortis.  The  pure 
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acid  for  dissolving  silver,  &c.,  should  be  colourless, 
have  a specific  gravity  of  not  less  than  1*52,  and 
separate  portions  of  it,  diluted  with  pure  distilled 
water,  should  give  no  cloud  with  a single  drop  of 
solution  of  nitrate  of  silver  or  of  chloride  of  barium. 
It  should  be  kept  in  a stoppered  bottle,  in  a dark, 
cool,  and  dry  place.  If  a drop  of  this  or  any 
other  acid  falls  upon  one’s  clothes,  diluted  aqueous 
ammonia  should  at  once  be  freely  applied. 

All  the  pure  strong  acids  should  be  kept  in 
stoppered  bottles  in  a dry  place.  Carboys  of  com- 
mon acids  and  dripping  liquids  should  have  stone- 
ware stoppers,  and  be  kept  in  an  outhouse. 

Hydrofluoric  Acid. — Called  also  fluoric  acid. 
This  liquid  is  always  very  impure.  It  should  be 
kept  in  a bottle  of  gutta-percha,  provided  with  a 
stopper  of  india-rubber,  in  a dry  and  cool  place, 
and  not  in  close  proximity  to  glass  vessels,  because 
the  vapour  corrodes  them.  It  is  highly  dangerous 
to  breathe  the  fumes  of  this  acid ; and  if  a drop  of 
it  falls  upon  the  skin  it  should  be  thoroughly 
washed  off  at  once , otherwise  after  a few  hours  great 
pain  will  be  suffered. 

Hydrochloric  Acid. — Called  also  “muriatic  acid,” 
“ spirits  of  salt,”  and  “ smoking  salts.”  The  pure 
acid  should  be  colourless,  of  not  less  specific 
gravity  than  1*20.  It  should  be  kept  in  a cool 
place. 

Aqua  Regia. — Called  also  nitro-hydrochloric  acid. 
This  is  a mixture  of  one  volume  of  nitric  and  from 
two  to  three  of  hydrochloric  acid.  It  should  not  be 
prepared  until  required  to  be  used,  because  it  de- 
composes spontaneously. 
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Sulphuric  Acid. — Or  “ Oil  of  Vitriol."  The  pure 
acid  should  have  a specific  gravity  of  not  less  than 
i '85,  and  be  nearly  or  quite  colourless.  The  least 
trace  of  dust  or  organic  matter  imparts  a darkness 
of  appearance  to  it.  It  should  be  kept  in  a dry 
place.  When  diluting  it,  the  water  should  not  be 
poured  into  the  acid,  because  that  is  dangerous, 
but  the  acid  into  the  water,  and  that  slowly. 

Bisulphide  of  Carbon. — Called  also  “ sulphuret  of 
carbon  " and  “ carbon  disulphide.”  This  is  a very 
volatile  and  inflammable  liquid,  and  a flame  should 
not  therefore  be  brought  near  its  vapour.  It  should 
be  kept  in  a well-stoppered  or  corked  bottle  in  a 
cool  place. 

Phosphorus. — This  substance  should  be  kept  in  a 
wide-mouthed  stoppered  bottle,  filled  with  water, 
to  keep  the  air  from  contact  with  it.  The  bottle 
should  also  be  covered  with  black  varnish,  and 
kept  in  a dark  place,  because  the  light  changes  the 
phosphorus  and  makes  it  insoluble.  Phosphorus 
should  never  be  exposed  to  the  air  for  more  than  a 
few  seconds,  or  it  may  inflame ; and  it  should 
always  be  cut  whilst  under  the  surface  of  water. 

Phosphorus  Solution. — Called  also  “ Greek  fire." 
This  highly  inflammable  and  dangerous  mixture  is 
composed  of  phosphorus  dissolved  in  bisulphide  of 
carbon.  It  should  only  be  prepared  in  small 
quantity ; and  the  bottle  containing  it  should  be 
kept  in  a cool  place,  partly  immersed  in  sand,  in  a 
stone-ware  vessel  covered  with  a metal  lid.  It  is 
extremely  liable  to  spontaneous  combustion,  espe- 
cially if  any  be  spilt. 

Aqueous  Ammonia. — Called  also  “volatile  alkali,” 
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“ spirit  of  hartshorn,”  &c.  This  liquid  is  very 
volatile,  and  should  be  kept  in  well-stoppered 
bottles  in  a very  cool  place.  Its  specific  gravity 
should  not  be  greater  than  *88o.  It  is  dangerous 
to  break  the  bottles. 

Carbonate  of  Ammonia. — Called  also  “smelling 
salts  ” and  “ sal  volatile.”  The  unchanged  substance 
is  in  the  form  of  transparent  colourless  pieces.  By 
exposure  to  air  it  loses  ammonia,  and  becomes 
opaque  white.  It  should  therefore  be  kept  in  well- 
closed  bottles. 

Hydrocyanic  Acid. — Called  also  “ prussic  acid.” 
This  is  a colourless  liquid  consisting  of  water  more 
or  less  impregnated  with  the  gas.  Water  will 
dissolve  a very  large  amount  of  the  gas.  The 
strongest  usually  sold  is  known  as  Scheele’s,  and 
contains  about  5 per  cent,  of  the  actual  substance; 
the  ordinary  medicinal  acid  contains  only  2 per 
cent.  It  is  extremely  poisonous,  and  dangerous  to 
smell  or  inhale  the  vapour  arising  from  it.  It  is 
decomposed  by  light,  and  should  therefore  be  kept 
in  an  opaque  bottle,  in  a dark  and  cool  place. 

Cyanide  of  Potassium. — Called  also  “ prussiate  of 
potash.”  This  substance  also  is  a deadly  poison 
and  almost  as  dangerous  when  absorbed  by  the 
skin  as  when  swallowed.  It  is  strongly  alkaline 
and  abstracts  moisture  rapidly,  and  should  there- 
fore be  kept  in  well-covered  jars  or  bottles. 

Filters. — Small  ones  for  filtering  dilute  acids  or 
alkalies,  and  liquids  generally,  are  made  by  doub- 
ling a circular  sheet  of  filtering  paper  [i.e.  unsized 
or  blotting-paper)  twice  at  right  angles,  opening 
one  of  the  outer  folds,  and  placing  the  filter  in  a 
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glass  funnel.  Large  ones  are  usually  formed  by 
tying  or  nailing  the  edges  of  a piece  of  washed  or 
unglazed  calico  to  those  of  a square  frame  of  wood 
or  of  a wooden  hoop.  A filter  for  strong  acids  or 
alkalies  is  made  by  placing  a loose  plug  of  asbestos 
in  the  neck  of  a glass  funnel,  or  by  filling  the  neck 
of  the  vessel  with  broken  glass,  and  covering  the 
latter  with  a layer  of  asbestos. 

Remedies  for  Accidents. — The  following,  which 
is  also  quoted  from  Gore’s  work,  may  be  found  use- 
ful in  the  workroom. 

“ As  various  poisonous  substances  are  employed 
in  the  art,  it  would  be  well  for  the  operator  to 
know  their  best  antidotes.  If  either  nitric,  hydro- 
chloric, or  sulphuric  acid  have  been  swallowed, 
the  best  remedies  are  either  to  administer  abund- 
ance of  tepid  water  to  act  as  an  emetic,  or  to  cause 
the  patient  to  swallow  milk,  the  whites  of  eggs, 
some  calcined  magnesia,  or  a mixture  of  chalk 
and  water.  If  those  acids  in  a concentrated  state 
have  been  spilled  upon  the  skin,  the  parts  should 
be  washed  with  plenty  of  cold  water,  and  if  neces- 
sary a mixture  of  whiting  and  olive-oil  then  ap- 
plied. A useful  mixture  for  such  cases  is  formed 
by  slaking  about  an  ounce  of  caustic  lime  with  a 
quarter  of  an  ounce  of  water,  then  adding  it  to  a 
quart  of  water  and  shaking  the  mixture  repeat- 
edly ; decanting  the  clear  liquid,  and  beating  it 
up  with  olive-oil  to  form  a thin  pomatum.  Acids 
spilled  upon  the  clothes  should  at  once  be  treated 
with  plenty  of  a quite  dilute  solution  of  ammonia 
or  its  carbonate,  and  then  well  washed  with 
water. 


REMEDIES  FOR  ACCIDENTS. 


263 


“In  cases  where  hydrocyanic  acid,  cyanide  of 
potassium,  or  the  ordinary  silvering  or  gilding 
solutions  have  been  swallowed,  almost  instant 
death  usually  follows  ; if  it  does  not,  very  cold  water 
should  be  allowed  to  run  upon  the  head  and  spine 
of  the  sufferer,  and  the  patient  be  made  to  swallow 
a dilute  solution  of  either  acetate,  citrate,  or  tartrate 
of  iron.  If  the  poisoning  arises  from  inhaling  the 
vapour  of  hydrocyanic  acid,  cold  water  should  be 
applied  as  above,  and  the  patient  be  caused  to 
inhale  atmospheric  air  containing  a little  chlorine 
gas.  It  is  a dangerous  practice  to  dip  the  naked 
hands  or  arms  in  cyanide  solutions,  as  workmen 
sometimes  do,  in  order  to  recover  articles  which 
have  fallen  into  them,  because  those  liquids  are 
absorbed  by  the  skin,  and  produce  poisonous  effects ; 
they  also  cause  very  painful  sores,  which  should  be 
well  washed  with  water,  and  the  mixture  of  lime- 
water  and  olive-oil  applied.  If  alkalies  such  as 
potash  or  soda  have  been  swallowed,  a dilute 
solution  of  vinegar,  some  lemonade,  or  extremely 
dilute  sulphuric  acid,  should  be  given,  and,  after 
about  ten  minutes,  a few  spoonfuls  of  olive-oil. 

“ If  metallic  salts  have  been  taken,  the  patient 
should  be  made  to  vomit  by  means  of  tepid  water, 
and  then  to  swallow  some  milk,  whites  of  eggs, 
precipitated  sulphur,  or  some  sulphuretted  hydro- 
gen water.  To  remove  stains  of  sulphate  of  copper, 
or  of  salts  of  mercury,  silver,  or  gold  from  the 
hands,  &c.,  wash  them  first  with  a dilute  solution 
either  of  ammonia,  iodide,  bromide,  or  cyanide  of 
potassium,  and  then  with  plenty  of  water ; if  the 
stains  are  old  ones,  they  should  first  be  rubbed 
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with  the  strongest  acetic  acid,  and  then  treated  as 
above. 

“ Grease,  oil,  pitch,  or  tar  may  usually  be  removed 
from  the  hands,  clothes,  &c.,  by  rubbing  with  a rag 
saturated  with  benzine,  spirits  of  turpentine,  or 
bisulphide  of  carbon.” 


INDEX. 


^CIDS  used  in  workroom,  258 
Alloying  gold,  32 
Alloys  of  gold,  217 
platinum,  224 
palladium,  225 
silver,  with  platinum  and  pal- 
ladium, 226 
aluminium,  227 
Aluminium,  227 

Amalgamation  of  zinc  plates,  244 
Annealing  gold  plate,  53 
Anvil,  or  striking  block,  54 
Aqua  Regia,  259 
Articulating  frames,  77 
teeth,  102 

Artificial  palates,  186 
Asbestos,  used  with  plaster  as  in- 
vestient,  85,  155 

Austen,  Prof.,  on  vulcanizing,  118, 
123 

table  for  ascertaining  amount 
of  alloy,  213 

table  of  fusible  metals,  29 

gACKING  flat  teeth,  83 

Balkwill,  Mr.,  soldering  on 
casting  sand,  256 

Bell  and  Turner  vulcanite  flask, 
104 

Binding  wire,  used  in  soldering  flat 
teeth,  85 

Bites,  obtaining,  in  wax  and  plaster, 

74 

Blowpipe,  bellows,  44 
hydrostatic,  44 — 46 
mouth,  46 


Borax,  as  flux  in  gold  melting,  37 
soldering  solution,  49 

(^ASTING  plaster  models,  13 
in  sand,  18 
rings,  19 

sand  used  to  solder  upon, 
256 

Celluloid,  167 

Chambers  for  gold  plates,  57 
vulcanite  cases,  103 
Chasing  gold  plates,  60 
Clamps  (wire)  used  in  soldering, 

58 

Clasps  for  gold  plates,  61 
vulcanite  cases,  1 16 
Coin  gold,  English,  33 
Combination  work,  129 
Composition,  impression,  7,  12,  15 
Congenital  fissures,  190 
Continuous  gum  work,  150 
Copper  frames,  for  soldering  flat 
teeth,  88 
Crucibles,  32 
Cutting  pliers,  93 
Cyanide  of  potassium,  261 

£)IES  and  counters,  26,  55 

Die,  to  prevent  splitting  of,  55 
with  filed  teeth,  58 
Difficulties  in  sand  casting,  21 
Draw-plate,  42 
Drawing-tongs,  42 
Dressing  plaster  models,  16 
Drying  ,,  ,,  16 
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[2DENTUL0US  cases,  trays  for, 
2 

Electro-plating,  241 
Evans,  Dr.,  method  of  retaining 
upper  cases  by  means  of 
ridges,  127 

Expansion  of  liquids,  235 
metals,  235 

pTAHRENHEIT  scale,  to  convert 
to  centigrade,  251 
Fauchard’s  obturator,  178 
Filters,  261 

Finishing  gold  plates,  89 
vulcanite,  125 

Flame  used  in  soldering,  50 
Flasks  for  vulcanite  work,  104 
Flat  tooth  on  pivot,  139 
Flat  teeth  fitted  to  plate,  80 
backing  of,  83 
prepared  for  soldering,  86 
Folding  of  plates  in  swaging,  53 
Formulm  for  ascertaining  amount 
of  alloy  required  in  reducing 
gold,  213 

Franklin,  Dr.,  on  vulcanizing,  123 
French  chalk,  19 
Furnaces  for  gold,  31,  32 

continuous  gum  work,  150, 
IS* 

zinc,  26 

Fusible  metals,  28 
Fusing  point  of  metals,  239 

("jEE,  Mr.,  to  raise  gold  to  higher 
standard,  216 
Godiva  composition,  7 
Gold,  209 

physical  properties  of,  210 
refining  by  humid  process,  21 1 
Gold,  formulae  to  ascertain  amount 
of  alloy  for,  213 

Gold,  fine,  unsuitable  for  base  plates, 
3° 

effect  of  tin,  lead,  antimony, 
&c.,  upon,  38 
purified  by  nitre,  38 
purified  by  chloride  of  mercury, 
38 

lemel,  treatment  of,  39 
Gold  Alloys,  for  plate,  2x7 


Gold  Alloys,  for  clasps,  219 
solder,  219 

Gutta-percha,  for  impressions,  6 
impression  cups,  11,  183 
plates  for  biting  blocks,  99 

J-JARD  models,  13 

Harris,  Dr.,  on  blowpipe,  47 
pivoting,  136 

Hayes  moulding  flask  for  sand  cast- 
ing, 24 

Heater  for  vulcanite,  109 
Hunt,  Dr.  Finlay,  on  celluloid,  168 
Hydrochloric  acid,  259 
Hydrocyanic  ,,  261 

Hydrofluoric  ,,  259 

JMPRESSIONS,  6,  9 
of  cleft  palate,  182,  194 
Impression  trays,  2 
materials,  5 
Ingot  moulds,  32 

Instrument  for  dressing  between  the 
teeth  of  vulcanite  cases,  125, 
126 

Instruments,  tempering  of,  253 
Investing  mixture,  85 

J£INGSLEY’S  method  of  con- 
structing artificial  palates, 

193 

J^ADLE  used  in  pouring  metal, 
26 

for  lemel,  39 
Lathe  for  fitting  teeth,  81 
Lawrence,  Dr.,  on  thermometers, 
121 

Lead,  casting  counters  in,  27 
properties  of,  230 
Lemel,  treatment  of,  39 
Lower  plates,  swaging  of,  60 
Lycopodium,  19 

jyjAGNET  used  to  extract  iron 
from  gold  filings,  37 
Mallets  (horn)  for  striking  up 
plates,  53 

Marker  for  tube  teeth,  91 
Measuring,  instead  of  taking  im- 
pressions of  the  jaw,  1 
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Melting  gold,  35 
zinc,  26 
Mercury,  230 

purification  of,  231 
properties  of,  231 
Metals,  properties  of,  234 
expansion  of,  235 
specific  gravity  of,  236 — 238 
Misfitting  plates,  how  to  correct,  56 
Mixture  of  resin  and  wax  for  models, 

Models,  casting  in  plaster,  13 
casting  in  sand,  19 
for  plate,  14,  16 
for  vulcanite,  14,  103 
Moulding  sand,  18 
Moulds  for  Dr.  Kingsley’s  artificial 
palate,  200,  202 
Mouth  blowpipe,  46 

^ITRIC  acid,  258 

QBJECTIONS  to  certain  forms  of 
combination  work,  133 
Obtaining  bites,  74 

in  vulcanite  work,  99 
Obturators,  176 

Opening  flask  after  vulcanizing,  124 
Overheating  plaster  destructive,  17, 
107 

zinc,  26 

pACKING  vulcanite,  109 
Palladium,  224 
alloys  of,  225 

Pare,  Ambrose,  earliest  obturator 
recorded,  177 
Partial  cases,  trays  for,  3 

models,  casting  in  sand,  21 
plates,  striking  up  of,  58 
cases  in  vulcanite,  i 16 
continuous  gum,  16 1 
Parting  liquids  for  impressions,  13 
Patterns  for  plates,  52,  58 
Perforating  pliers,  83 
Perforating  pliers  (Dr.  Mallet’s),  84 
Phosphorus,  260 

Pins  for  supporting  plaster  teeth,  12 
Pivot  teeth,  136 

Plaster  of  Paris  used  as  impression 
material,  8 


Plaster  of  Paris,  casting  models  in,  13 
Plates,  striking  up  of,  52 
finishing  of,  89 
Platinum,  223 
alloys,  224 
Pouring  gold,  36,  41 
Press  for  closing  vulcanite  flasks,  1 1 1 
celluloid,  174 
Properties  of  metals,  234 
Pumice-stone,  90 

Punches  for  dressing  zinc  models,  27 
(bone)  for  plate  striking,  59 
(copper)  for  chasing,  60 
(steel)  „ „ 6r 

Punching  pliers,  55 

J^EAMUR’S  scale  to  convert  to 
Fahrenheit,  251 
Remedies  for  accidents,  262 
Repairing  gold  plates,  143 
vulcanite,  146 

Resetting  teeth  of  vulcanite  case, 

*47 

Richardson,  Dr.,  on  hydrostatic 
blowpipe,  45 

Ridges,  upper  cases  retained  by 
means  of,  127 

Rifflers  for  finishing  vulcanite,  125, 
126 

Rising  of  vulcanite  cases,  1 14 
Riveting  teeth  backs,  84 
Roberts,  Dr.,  on  continuous  gum, 
161 

Rollers  for  gold,  41 
Rolling  or  flatting  gold,  42 
Rouge,  used  in  plate  polishing,  90 

gAL- AMMONIAC,  flux  for  gold, 

37 

Sand  moulding,  18 
Setting  mixture  for  plaster,  8 
Shears  for  plate,  55 
Silver,  225 

properties  of,  226 
alloyed  with  palladium  and 
platinum,  226 

Slipping  of  plates  when  striking,  59 
Soft  rubber  for  artificial  palates,  203 
Soft  soldering  liquid,  232 
Solders  for  gold,  219 
aluminium,  228 
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Solders  for  continuous  gum  work,  1 56 
Solder,  silver,  232 
soft,  232 
Soldering,  48 
flat  teeth,  86 

teeth  in  continuous  gum  work, 

156 

aluminium,  228 
on  casting  sand,  256 
Specific  gravity  of  wax,  107 
vulcanite  (American)  108 
to  ascertain,  236 
tables  for  gold  and  other 
metals,  237 

Steam,  elastic  force  of,  207 
Steam-gauge,  12 1 
Stearns’  artificial  palate,  178 
Stent  composition,  7 
Strengthened  plates,  70 
Striking  up  plates,  52 

difficult  cases  of,  53,  59 
Suction  chambers  in  plates,  57 
vulcanite  cases,  103 
Sulphur,  used  to  fasten  tube  teeth,  98 
Sulphuric  acid,  259 
Swivels  attached  to  gold  plates,  95 
vulcanite  sets,  102 

'pABLE  of  corresponding  tempe- 
ratures on  different  thermo- 
meter scales,  252 
for  tempering,  255 
specific  gravity,  237 
of  useful  numerical  data,  255 
showing  elastic  force  of  steam, 
207 

Temperinginstrumentsandtools,  253 
Thermometers,  12 1 
Thermometer  scales,  251 
Tomes,  Mr.,  on  pivoting,  136 
Tough  gold,  36 
Trays,  impression,  2 
Trimming  plate  after  swaging,  55 
Tube  teeth,  90 
Type-metal,  29 


VALUE  of  gold  of  the  vari 
carats,  table  of, ^23  ~ ^ 


Vulcanite,  manufacture  of,  204 
properties  of,  123 
dentures,  99 
firing  models  for,  103 
measuring,  109 
packing,  107,  no 
thick  cases  in,  123 
finishing,  125 

in  combination  with  gold,  129 
soft,  for  artificial  palates,  203 
obturators  and  artificial  palates, 
180 

press  for  closing  flask,  1 1 1 
partial  cases  in,  1 16 
partial  cases,  with  clasps,  1 1 7 
cases  with  ridges,  127 
Vulcanite  flasks,  104,  1 1 3 
Vulcanizers,  118  — 120 
Vulcanizing,  122 

V/^RPING  °f  plates,  87 
Water  of  Ayr  stone,  89 
Watt,  Prof.,  formulae  for  ascertain- 
ing the  amount  of  alloy  re- 
quired in  reducing  gold,  214 
Wax  for  impressions,  5 
for  biting  blocks,  74 
Waxing  plaster  models,  17 
Weighing  alloy  for  gold,  33,  35 
Whitney’s  flask  for  vulcanite  work, 
104 

vulcanizer,  120 

Wildman,  Prof.,  on  vulcanizing,  122 
Wire  (iron)  used  with  gutta-percha 
biting  plates,  99 
Wire  (gold),  drawing  of,  42 
Wireclamps,  used  in  soldering,  58,  71 
clasps,  objections  to,  61 
Wood  pivots,  140 

j^INC,  properties  of,  229 
melting  and  pouring,  26 
shrinkage,  28 

to  prevent  splitting  of  die,  55 
sheet  used  for  special  impies- 
sion  trays,  4 
plates  for  battery,  244 
amalgamation  of,  244 
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Humber  s New  Work  on  W iter- Supply. 

A COMPREHENSIVE  TREATISE  on  the  WATER-SUPPLY 
of  CITIES  and  TOWNS.  By  William  Humber,  Assoc.  Inst. 
C.E.,  and  M.  Inst.  M.E.  Author  of  “Cast  and  Wrought  Iron 
Bridge  Construction,”  &c.  &c.  Imp.  4to.  Illustrated  with  50 
Double  Plates,  2 Single  Plates,  Coloured  Frontispiece,  and  upwards 
of  250  Woodcuts,  and  containing  400  pages  of  Text,  elegantly  and 
substantially  half-bound  in  morocco.  61.  6s. 

List  of  Contents: — 

I.  Historical  Sketch  of  some  of  the  means  that  have  been  adopted  for  the  Supply 
of  Water  to  Cities  and  Towns. — II.  Water  and  the  Foreign  Matter  usually  asso- 
ciated with  it.— III.  Rainfall  and  Evaporation. — IV.  Springs  and  the- water- 
bearing formations  of  various  districts. — V.  Measurement  and  Estimation  of  the 
Flow  of  Water. — VI.  On  the  Selection  of  the  Source  of  Supply. — VII.  Wells. — 
VIII.  Reservoirs. — IX.  Tne  Purification  of  Water. — X.  Pumps. — XI.  Pumping 
Machinery. — XII.  Conduits. — XIII.  Distribution  of  Water. — XIV.  Meters,  Ser- 
vice Pipes,  and  House  Fittings. — XV.  The  Law  and  Economy  of  Water  Works. — • 
XVI.  Constant  and  Intermittent  Supply. — XVII.  Description  of  Plates.— Appen- 
dices, giving  Tables  of  Rates  of  Supply,  Velocities,  &c.  &c.,  together  with 
Specifications  of  several  Works  illustrated,  among  which  will  be  found  : — Aberdeen, 
Bideford,  Canterbury,  Dundee,  Halifax,  Lambeth,  Rotherham,  Dublin,  and  others. 

OPINIONS  OF  THE  PREf  S. 

“ The  most  systematic  and  valuable  work  upon  water  supply  hitherto  produced  in 
English,  or  in  any  other  language.” — Engineer  (first  notice'. 

“ Mr.  Humber’s  work  is  characterised  almost  throughout  by  an  exhaustiveness 
much  more  distinctive  of  French  and  German  than  of  English  technical  treatises.”— 
Engineer  (third  notice). 

“ We  can  congratulate  Mr.  Humber  on  having  been  able  to  give  so  large  an 
amount  of  information  on  a subject  so  important  as  the  Water  supply  of  cities  and 
towns.  The  plates,  fifty  in  number,  arc  mostly  drawings  of  executed  works,  and 
alone  would  have  commanded  the  attention  of  every  engineer  whose  practice  may  lis 
in  this  branch  of  the  profession.” — Builder , 
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Humber  s Modern  Engineering.  First  Series. 

A RECORD  of  the  PROGRESS  of  MODERN  ENGINEER- 
ING, 1863.  Comprising  Civil,  Mechanical,  Marine,  Hydraulic, 
Railway,  Bridge,  and  other  Engineering  Works,  &c.  By  William 
Humber,  Assoc.  Inst.  C.E.,  &c.  Imp.  4to,  with  36  Double 
Plates,  drawn  to  a large  scale,  and  Photographic  Portrait  of  John 
Hawkshaw,  C.E.,  F.  R.  S.,  &c.  3/.  3^.  half  morocco. 


NAME  AND  DESCRIPTION. 

Victoria  Station  and  Roof — L.  B.&  S.  C.  Rail. 

Southport  Pier 

Victoria  Station  and  Roof— L.  C.  &D.  &G.  W. 

Railways  

Roof  of  Cremorne  Music  Hall 

Bridge  over  G.  N.  Railway 

Roof  of  Station — Dutch  Rhenish  Railway  . . 
Bridge  over  the  Thames— West  London  Ex- 
tension Railway  

Armour  Plates 

Suspension  Bridge,  Thames 

The  Allen  Engine  

Suspension  Bridge,  Avon 

Underground  Railway 


NAME  OF  ENGINEER. 
Mr.  R.  Jacomb  Hood,  C.E. 
Mr.  James  Brunlees,  C.E. 

11  to isa  Mr.  John  Fowler,  C.E. 

16  Mr.  William  Humber,  C.E. 

17  Mr.  Joseph  Cubitt,  C.E. 

18 and  19  Mr.  Euschedi,  C.E. 

20  to  24  Mr.  William  Baker,  C.E. 

25  Mr.  James  Chalmers,  C.E. 
26  to  29  Mr.  Peter  W.  Barlow,  C.E, 
30  Mr.  G.  T.  Porter,  M.E. 

31  to  33  Mr.  John  Hawkshaw,  C.E. 

and  W.  H.  Barlow,  C.E. 
Mr.  John  Fowler,  C.E. 


List  of  the  Plates. 

PLATES. 

I to  8 
9 and  10 


34  to  36 

With  copious  Descriptive  Letterpress,  Specifications,  &c. 


“ Handsomely  lithographed  and  printed.  It  will  find  favour  with  many  who  desire 
to  preserve  in  a permanent  form  copies  of  the  plans  and  specifications  prepared  for  the 
guidance  of  the  contractors  for  many  important  engineering  works.” — Engmeer. 


Humber  s Modern  Engineering.  Second  Series. 

A RECORD  of  the  PROGRESS  of  MODERN  ENGINEER- 
ING, 1864  ; with  Photographic  Portrait  of  Robert  Stephenson, 
C.E.,  M.P.,  F.R.S.,  &c.  3/.  3.L  half  morocco. 


List  of  the  Plates. 

NAME  AND  DESCRIPTION.  FLATES. 


NAME  OF  ENGINEER. 


Birkenhead  Docks,  Low  Water  Basin  . 1 to  15 

Charing  Cross  Station  Roof — C.  C.  Railway.  16  to  18 
Digswell  Viaduct — Great  Northern  Railway.  19 
Robbery  Wood  Viaduct — Great  N.  Railway.  20 

Iron  Permanent  Way 20 a 

Clydach  Viaduct  — Merthyr,  Tredegar,  and 

Abergavenny  Railway  21 

Ebbw  Viaduct  ditto  ditto  ditto  22 

College  Wood  Viaduct — Cornwall  Railway  . . 23 

Dublin  Winter  Palace  Roof 24  to  26 

Bridge  over  the  Thames — L.  C.  & D.  Railw.  27  to  32 
Albert  Harbour,  Greenock  33  to  36 


Mr.  G.  F.  Lyster,  C.E. 
Mr.  Hawkshaw,  C.E. 
Mr.  J.  Cubitt,  C.E. 

Mr.  J.  Cubitt,  C.E. 


Mr.  Gardner,  C.E. 

Mr.  Gardner,  C.E. 

Mr.  Brunei. 

Messrs.  Ordish  & Le  Feuvre. 
Mr.  J.  Cubitt,  C.E. 

Messrs.  Bell  & Miller. 


With  copious  Descriptive  Letterpress,  Specifications,  &c. 


" A rtsumi  of  all  the  more  interesting  and  important  works  lately  completed  in  Great 
Britain  ; and  containing,  as  it  does,  carefully  executed  drawings,  with  full  working 
details,  it  will  be  found  a valuable  accessory  to  the  profession  at  large.” — Engineer. 

“ Mr.  Humber  has  done  the  profession  good  and  true  service,  by  the  fine  collection 
of  examples  he  has  here  brought  before  the  profession  and  the  public.” — Practical 
Mechanics’  Journal. 


PUBLISHED  BY  CROSBY  LOCKWOOD  & CO. 
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Humber's  Modern  Engineering.  Third  Series. 

A RECORD  of  the  PROGRESS  of  MODERN  ENGINEER- 
ING, 1865.  Imp.  4to,  with  40  Double  Plates,  drawn  to  a large 
scale,  and  Photo  Portrait  of  J.  R.  M ‘Clean,  Esq.,  late  President 
of  the  Institution  of  Civil  Engineers.  3/.  34.  hall  morocco. 

List  of  Plates  and  Diagrams. 


MAIN  DRAINAGE,  METROPOLIS, 
North  Side. 

Plate  1.  Map  showing  Interception  of 
Sewers. — 2 and  3.  Middle  Level  Sewer. 
Sewer  under  Regent’s  Canal  ; and  Junc- 
tion with  Fleet  Ditch. — 4,  5,  and  6.  Out- 
fall Sewer.  Bridge  over  River  Lea. 
Elevation  and  Details.  — 7.  Outfall 
Sewer.  Bridge  over  Marsh  Lane,  North 
Woolwich  Railway,  and  Bow  and  Barking 
Railway  Junction.— 8,  9,  and  io.  Outfall 
Sewer.  Bridge  over  Bow  and  Barking 
Railway.  Elevation  and  Details. — 
11  and  12.  Outfall  Sewer.  Bridge  over 
East  London  Waterworks’  Feeder.  Ele- 
vation and  Details. — 13  and  14.  Outfall 
Sewer.  Reservoir.  Plan  and  Section. — 
15.  Outfall  Sewer.  Tumbling  Bay  and 
Outlet. — 16.  Outfall  Sewer.  Penstocks. 
South  Side. 

Plates  17  and  18.  Outfall  Sewer.  Ber- 
mondsey Branch. — 19,  20,  21,  and  22. 


MAIN  DRAINAGE,  METROPOLIS, 

continued — 

Outfall  Sewer.  Reservoir  and  Outlet. 
Plan  and  Details. — 23.  Outfall  Sewer. 
Filth  Hoist. — 24  Sections  of  Sewers 
North  and  South  Sides). 

THAMES  EMBANKMENT. 

Plate  25.  Section  of  River  Wall. — 
26  and  27.  Steam-boat  Pier,  Westminster. 
Elevation  and  Details.  — 28.  Landing 
Stairs  between  Charing  Cross  and  Water- 
loo Bridges. — 29  and  30.  York  Gate. 
Front  Elevation.  Side  Elevation  and 
Details. — 31,  32,  and  33.  Overflow  and 
Outlet  at  Savoy  Street  Sewer.  Details  ; 
and  Penstock.  —34,  35,  and  36.  Steam-boat 
Pier,  Waterloo  Bridge.  Elevation  and 
Details. — 37.  Junction  of  Sewers.  Plans 
and  Sections  — 38.  Gullies.  Plans  and 
Sections. — 39.  Rolling  Stock. — 40.  Granite 
and  Iron  Forts. 


With  copious  Descriptive  Letterpress,  &c. 


Humber's  Modern  Engineering.  Fourth  Series. 

A RECORD  of  the  PROGRESS  of  MODERN  ENGINEER- 
ING, 1866.  Imp.  4to,  with  36  Double  Plates,  drawn  to  a large 
scale,  and  Photographic  Portrait  of  John  Fowler,  Esq.,  President 
of  the  Institution  of  Civil  Engineers.  3/.  3J.  half  morocco. 

List  of  the  Plates  and  Diagrams. 


NAME  AND  DESCRIPTION. 

Abbey  Mills  Pumping  Station,  Main  Drainage, 

Metropolis 

Barrow  Docks 

Manquis  Viaduct,  Santiago  and  Valparaiso 

Railway 

Adams’  Locomotive,  St.  Helen’s  Canal  Railw. 

Cannon  Street  Station  Roof  

Road  Bridge  over  the  River  Moka 

Telegraphic  Apparatus  for  Mesopotamia 

Viaduct  over  the  River  Wye,  Midland  Railw. 
St.  Germans  Viaduct,  Cornwall  Railway  .... 

Wrought- Iron  Cylinder  for  Diving  Bell 

Millwall  Docks 

Milroy’s  Patent  Excavator  

Metropolitan  District  Railway 

Harbours,  Ports,  and  Breakwaters 


PLATES.  NAME  OF  ENGINEER. 


i to  4 Mr.  Bazalgette,  C.E. 

5 to  9 Messrs.  M ‘Clean  & Stillman, 

[C.E. 

10,  11  Mr.  W.  Loyd,  C.E. 

12,  13  Mr.  H.  Cross,  C.E. 

14  to  16  Mr.  J.  Hawkshaw,  C.E. 

17,  18  Mr.  H.  Wakefield,  C.E. 

19  Mr.  Si'emens,  C.E. 

20  to  22  Mr.  W.  H.  Barlow,  C.E. 

23,  24  Mr.  Brunei.  C.E. 

25  Mr.  J.  Coode,  C.E. 

26  to  31  Messrs.  J.  Fowler,  C.E. , and 
William  Wilson,  C.E. 

32  Mr.  Milroy,  C.E. 

33  to  38  Mr.  J.  Fowler,  and  Mr.  T. 
M.  Johnson,  C.E. 

A to  C 


With  Copious  Descriptive  Letterpress , Specifications } <2rr. 
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Humber's  Great  Work  on  Bridge  Construction. 

A COMPLETE  and  PRACTICAL  TREATISE  on  CAST  and 
WROUGHT-IRON  BRIDGE  CONSTRUCTION,  including 
Iron  Foundations.  In  Three  Parts — Theoretical,  Practical,  and 
Descriptive.  By  W illiam  Humber,  Assoc.  Inst.  C.E.,  and  M.  Inst. 
M.E.  Third  Edition,  revised  and  much  improved,  with  115  Double 
Plates  (20  of  which  now  first  appear  in  this  edition),  and  numerous 
additions  to  the  Text.  In  2 vols.  imp.  4to,  6/.  16 s.  6 d.  half-bound 
in  morocco. 

“A  very  valuable  contribution  to  the  standard  literature  of  civil  engineering.  In 
addition  to  elevations,  plans,  and  sections,  large  scale  details  are  given,  which  very 
much  enhance  the  instructive  worth  of  these  illustrations.  No  engineer  would  wil- 
lingly be  without  so  valuable  a fund  of  information.” — Civil  Engineer  and  Architect' s 
Journal. 

“ Mr.  Humber’s  stately  volumes  lately  issued — in  which  the  most  important  bridges 
erected  during  the  last  five  years,  under  the  direction  of  our  most  eminent  engineers, 
are  drawn  and  specified  in  great  detail.” — Engineer. 

“A  book — and  particularly  a larga  and  costly  treatise  like  Mr.  Humber’s — which 
has  reached  its  third  edition  may  certainly  be  said  to  have  established  its  own 
reputation.” — Engineering. 

Strains,  Formula  & Diagrams for  Calculation  of. 

A HANDY  BOOK  for  the  CALCULATION  of  STRAINS 
in  GIRDERS  and  SIMILAR  STRUCTURES,  and  their 
STRENGTH  ; consisting  of  Formulae  and  Corresponding  Diagrams, 
with  numerous  Details  for  Practical  Application,  &c.  By  William 
Humber,  Assoc.  Inst.  C.E.,  &c.  Second  Edition.  Fcap.  8vo, 
with  nearly  100  Woodcuts  and  3 Plates,  7 s.  6 d.  cloth. 

“ The  arrangement  of  the  matter  in  this  little  volume  is  as  convenient  as  it  well 

could  be The  system  of  employing  diagrams  as  a substitute  for  complex 

computations  is  one  justly  coming  into  great  favour,  and  in  that  respect  Mr.  Humber’s 
volume  is  fully  up  to  the  times.” — Engineering. 

“The  formulae  are  neatly  expressed,  and  the  diagrams  good.” — Atheneeum. 

“ Mr.  Humber  has  rendered  a great  service  to  the  architect  and  engineer  by  pro- 
ducing a work  especially  treating  on  the  methods  of  delineating  the  strains  on  iron 
beams,  roofs,  and  bridges  by  means  of  diagrams." — Builder. 

Barlow  on  the  Strength  of  Materials,  enlarged. 

A TREATISE  ON  THE  STRENGTH  OF  MATERIALS, 
with  Rules  for  application  in  Architecture,  the  Construction  of 
Suspension  Bridges,  Railways,  &c.  ; and  an  Appendix  on  the 
Power  of  Locomotive  Engines,  and  the  effect  of  Inclined  Planes 
and  Gradients.  By  Peter  Barlow,  F.  R.  S.  A New  Edition, 
revised  by  his  Sons,  P.  W.  Barlow,  F.R.  S.,  and  W.  H.  Barlow, 
F.R.S.,  to  which  are  added  Experiments  by  IIodgkinson,  Fair- 
bairn,  and  Kirkaldy  ; an  Essay  (with  Illustrations)  on  the  effect 
produced  by  passing  Weights  over  Elastic  Bars,  by  the  Rev. 
Robert  Willis,  M.A.,  F.R.S.  And  Formulae  for  Calculating 
Girders,  &c.  The  whole  arranged  and  edited  by  W.  Humber, 
Assoc.  Inst.  C.E.,  Author  of  “ A Complete  and  Practical  Treatise 
on  Cast  and  Wrought-Iron  Bridge  Construction,”  &c.  8vo,  400 
pp.,  with  19  large  Plates,  and  numerous  woodcuts,  i8j.  cloth. 

“The  book  is  undoubtedly  worthy  of  the  highest  commendation.” — Mining  Journal. 

“The  best  book  on  the  subject  which  has  yet  appeared We  know  of 

no  work  that  so  completely  fulfils  its  mission.” — English  Mechanic. 

“The  standard  treatise  upon  this  particular  subject.” — Engineer. 
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Tramways  and  Tram-Traffic. 

TRAMWAYS  : their  CONSTRUCTION  and  WORKING. 
Containing  a Comprehensive  History  of  the  System  ; an  exhaus- 
tive Analysis  of  the  Various  Modes  of  Traction,  including  Horse 
Power,  Steam,  Heated  Water,  and  Compressed  Air;  a Description 
of  the  varieties  of  Rolling  Stock  ; and  ample  Details  of  Cost  and 
Working  Expenses,  with  Special  reference  to  the  Tramways  of  the 
United  Kingdom.  By  D.  Kinnear  Ci.ark,  M.  I.  C.  E.,  Author 
of  ‘ Railway  Machinery,’  &c.,  in  one  vol.  8vo,  with  numerous  illus- 
trations and  thirteen  folding  plates.  [Nearly  ready. 

Iron  and  Steel. 

‘IRON  AND  STEEL’:  a Work  for  the  Forge,  Foundry, 
Factory,  and  Office.  Containing  Ready,  Useful,  and  Trustworthy 
Information  for  Ironmasters  and  their  Stocktakers  ; Managers  of 
Bar,  Rail,  Plate,  and  Sheet  Rolling  Mills  ; Iron  and  Metal 
Founders  ; Iron  Ship  and  Bridge  Builders  ; Mechanical,  Mining, 
and  Consulting  Engineers  ; Architects,  Contractors,  Builders,  and 
Professional  Draughtsmen.  By  Charles  Hoare,  Author  of 
‘The  Slide  Rule,’  &c.  Eighth  Edition.  Revised  throughout  and 
considerably  enlarged.  With  folding  Scales  of  “Foreign  Mea- 
sures compared  with  the  English  Foot,”  and  “fixed  Scales  of 
Squares,  Cubes,  and  Roots,  Areas,  Decimal  Equivalents,  &c.” 
Oblong,  32mo,  leather  elastic-band,  6s. 

“ We  cordially  recommend  this  book  to  those  engaged  in  considering  the  details 

of  all  kinds  of  iron  and  steel  works It  has  been  compiled  with  care  and 

accuracy Many  useful  rules  and  hints  are  given  for  lessening  the 

amount  of  arithmetical  labour  which  is  always  more  or  less  necessary  in  arranging 
iron  and  steel  work  of  all  kinds,  and  a great  quantity  of  useful  tables  for  preparing 
estimates  of  weights,  dimensions,  strengths  of  structures,  costs  of  work,  &c. , will  be 
found  in  Mr.  Hoare’s  book. — Naval  Science. 

Wealds  Engineer  s Pocket-Book. 

THE  ENGINEER’S,  ARCHITECT’S,  and  CONTRACTOR’S 
POCKET-BOOK  (Lockwood  & Co.’s;  formerly  Weale’s). 
Published  Annually.  In  roan  tuck,  gilt  edges,  with  io  Copper- 
Plates  and  numerous'-Woodcuts.  6s. 

“ A vast  amount  of  really  valuable  matter  condensed  into  the  small  dimen- 
sions of  a book  which  is,  in  reality,  what  it  professes  to  be — a pocket-book.  . . . 

We  cordially  recommend  the  book. — Colliery  Guardian. 

“ It  contains  a large  amount  of  information  peculiarly  valuable  to  those  for  whose 
use  it  is  compiled.  We  cordially  commend  it  to  the  engineering  and  architectural 
professions  generally.” — Mining  Journal. 

Iron  Bridges , Girders , Roofs , &c. 

A TREATISE  on  the  APPLICATION  of  IRON  to  the  CON- 
STRUCTION of  BRIDGES,  GIRDERS,  ROOFS,  and  OTHER 
WORKS  ; showing  the  Principles  upon  which  such  Structures  are 
Designed,  and  their  Practical  Application.  Especially  arranged  for 
the  use  of  Students  and  Practical  Mechanics,  all  Mathematical  For- 
mulae and  Symbols  being  excluded.  By  Francis  Campin,  C.E. 
Second  Edition  revised  and  corrected.  With  numerous  Diagrams. 
l2mo,  cloth  boards,  3J. 

“ Invaluable  to  those  who  have  not  been  educated  in  mathematics.'’ — Colliery 
Guardian. 

“ Remarkably  accurate  and  well  written.”— A rtizan. 
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Pioneer  Engineering. 

PIONEER  ENGINEERING.  A Treatise  on  the  Engineering 
Operations  connected  with  the  Settlement  of  Waste  Lands  in  New 
Countries.  By  PIdward  Dobson,  Assoc.  Inst.  C.E.,  Author  of 
“The  Art  of  Building,”  &c.  With  numerous  Plates  and  Wood 
Engravings.  Crown  8vo,  io.r.  6</. , cloth.  [Just published. 

“A  most  useful  handbook  to  engineering  pioneers.” — Iron. 

“ The  author’s  experience  has  been  turned  to  good  account,  and  the  book  is  likely 
to  be  of  considerable  service  to  pioneer  engineers.” — Building  News. 

New  Iron  Trades  Companion. 

THE  IRON  AND  METAL  TRADES’  COMPANION  : 
Being  a Calculator  containing  a Series  of  Tables  upon  a new  and 
comprehensive  plan  for  expeditiously  ascertaining  the  value  of  any 
goods  bought  or  sold  by  weight,  from  is.  per  cwt.  to  II2J.  per 
cwt.,  and  from  one  farthing  per  pound  to  one  shilling  per  pound. 
Each  Table  extends  from  one  pound  to  ioo  tons  ; to  which  are 
appended  Rules  on  Decimals,  Square  and  Cube  Root,  Mensuration 
of  Superficies  and  Solids,  &c.  ; also  Tables  of  Weights  of  Materials, 
and  other  Useful  Memoranda.  By  Thomas  Downie.  Strongly 
bound  in  leather,  396  pp.,  9^. 

“ A most  useful  set  of  tables,  and  will  supply  a want,  for  nothing  like  them  before 
existed.  ” — Building  News. 

“ Will  save  the  possessor  the  trouble  of  making  numerous  intricate  calculations. 
Although  specially  adapted  to  the  iron  and  metal  trades,  the  tables  contained  in  this 
handy  little  companion  will  be  found  useful  in  every  other  business  in  which  mer- 
chandise is  bought  and  sold  by  weight.” — Railway  News. 

Sanitary  Work. 

SANITARY  WORK  IN  THE  SMALLER  TOWNS  AND 
IN  VILLAGES.  Comprising  : — 1.  Some  of  the  more  Common 
Forms  of  Nuisance  and  their  Remedies  ; 2.  Drainage  ; 3.  Water 
Supply.  A useful  book  for  Members  of  Local  Boards  and  Rural 
Sanitary  Authorities,  Health  Officers,  Engineers,  Surveyors, 
Builders,  and  Contractors.  By  Charles  Slagg,  Assoc.  Inst.  C.E. 
Crown  8vo,  5^.,  cloth. 

“Mr.  Slagg  has  brought  together  much  valuable  information,  and  has  a happy 
lucidity  of  expression  ; and  he  has  been  industrious  in  collecting  data.” — Athencenvi. 

“This  is  a very  useful  book,  and  may  be  safely  recommended The  author, 

Mr.  Charles  Slagg,  has  had  practical  experience  in  the  works  of  which  he  treats. 
There  is  a great  deal  of  work  required  to  be  done  in  the  smaller  towns  and  villages, 
and  this  little  volume  will  help  those  who  are  willing  to  do  it.” — Builder. 

Sanitary  E ngineering. 

WHOLESOME  HOUSES:  being  an  exposition  of  the  Banner 
System  of  Sanitation.  By  Edward  Gregson  Banner,  C.E.  New 
and  enlarged  edition  (25th  thousand),  illustrated  with  numerous 
Wood  Engravings.  Crown  8vo,  sewed  6c/. , cloth  ij.  [Just published. 

Steam  Engine. 

STEAM  AND  THE  STEAM  ENGINE,  Stationary  and  Port- 
able, an  Elementary  Treatise  on.  Being  an  Extension  of  Mr. 
John  Sewell’s  Treatise  on  Steam.  By  D.  Kinnear  Clark, 
C.E.,  M.I.C.E.,  Author  of  “ Railway  Locomotives, ” &c.  With 
Illustrations.  i2mo,  4^.,  cloth. 

“Every  essential  part  of  the  subject  is  treated  of  competently,  and  in  a popular 
style.” — Iron, 
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Strains. 

THE  STRAINS  ON  STRUCTURES  OF  IRONWORK  j 
with  Practical  Remarks  on  Iron  Construction.  By  F.  W.  Sheilds, 
M.  Inst.  C.E.  Second  Edition,  with  5 plates.  Royal  8vo,  5-f.  cloth. 

Contents. — Introductory  Remarks  ; Beams  Loaded  at  Centre  ; Beams  Loaded  at 
unequal  distances  between  supports  ; Beams  uniformly  Loaded  ; Girders  with  triangu- 
lar bracing  Loaded  at  centre  ; Ditto,  Loaded  at  unequal  distances  between  supports  ; 
Ditto,  uniformly  Loaded ; Calculation  of  the  Strains  on  Girders  with  triangular 
Basings  ; Cantilevers;  Continuous  Girders;  Lattice  Girders;  Girders  with  Vertical 
Struts  and  Diagonal  Ties  ; Calculation  of  the  Strains  on  Ditto ; Bow  and  String 
Girders  ; Girders  of  a form  not  belonging  to  any  regular  figure  ; Plate  Girders  ; Ap- 
portionments of  Material  to  Strain ; Comparison  of  different  Girders ; Proportion  of 
Length  to  Depth  of  Girders  ; Character  of  the  Work  ; Iron  Roofs. 

Construction  of  Iron  Beams , Pillars , &c. 

IRON  AND  HEAT,  Exhibiting  the  Principles  concerned  in  the 
Construction  of  Iron  Beams,  Pillars,  and  Bridge  Girders,  and  the 
Action  of  Heat  in  the  Smelting  Furnace.  By  James  Armour, 
C.E.  Woodcuts,  l2mo,  cloth  boards,  3J.  6d.  ; cloth  limp,  2s.  6 d. 

“A  very  useful  and  thoroughly  practical  little  volume,  in  every  way  deserving  of 
circulation  amongst  working  men.” — Mining  Journal. 

“No  ironworker  who  wishes  to  acquaint  himself  with  the  principles  of  his  own 
trade  can  afford  to  be  without  it.” — South  Durham  Mercury. 

Power  in  Motion. 

POWER  IN  MOTION  : Horse  Power,  Motion,  Toothed  Wheel 
Gearing,  Long  and  Short  Driving  Bands,  Angular  Forces,  &c. 
By  James  Armour,  C.E.  With  73  Diagrams.  i2mo,  cloth 
boards,  3-r.  6d. 

“ Numerous  illustrations  enable  the  author  to  convey  his  meaning  as  explicitly  as 
it  is  perhaps  possible  to  be  conveyed.  The  value  of  the  theoretic  and  practical  know- 
ledge imparted  cannot  well  be  over  estimated.  ” — Newcastle  Weekly  Chronicle. 

Metallurgy  of  Iron. 

A TREATISE  ON  THE  METALLURGY  OF  IRON  : con- 
taining Outlines  of  the  History  of  Iron  Manufacture,  Methods  of 
Assay,  and  Analyses  of  Iron  Ores,  Processes  of  Manufacture  of 
Iron  and  Steel,  &c.  By  H.  Bauerman,  F.G.S.,  Associate  of  the 
Royal  School  of  Mines.  With  numerous  Illustrations.  Fourth 
Edition,  revised  and  much  enlarged.  i2mo,  cloth  boards,  5-f.  6 d. 

“ Carefully  written,  it  has  the  merit  of  brevity  and  conciseness,  as  to  less  important 
points,  while  all  material  matters  are  very  fully  and  thoroughly  entered  into.” — 
Standard. 

Trigonometrical  Surveying. 

AN  OUTLINE  OF  THE  METHOD  OF  CONDUCTING  A 
TRIGONOMETRICAL  SURVEY,  for  the  Formation  of  Geo- 
graphical and  Topographical  Maps  and  Plans,  Military  Recon- 
naissance, Levelling,  &c.,  with  the  most  useful  Problems  in  Geodesy 
and  Practical  Astronomy,  and  Formula  and  Tables  for  Facilitating 
their  Calculation.  By  Lieut-General  Frome,  R.E.,  late  In- 
spector-General of  Fortifications,  &c.  Fourth  Edition,  Enlarged, 
thoroughly  Revised,  and  partly  Re-written.  By  Captain  Charles 
Warren,  R.E.,  F.G.S.  With  19  Plates  and  115  Woodcuts, 
royal  8vo,  i6j.  cloth. 
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Practical  Tunnelling. 

PRACTICAL  TUNNELLING:  Explaining  in  detail  the  Setting 
out  of  the  Works,  Shaft-sinking  and  Heading-Driving, ‘Ranging 
the  Lines  and  Levelling  under  Ground,  Sub-Excavating,  Timbering, 
and  the  Construction  of  the  Brickwork  of  Tunnels  with  the  amount 
of  labour  required  for,  and  the  Cost  of,  the  various  portions  of  the 
work.  By  Frederick  Walter  Simms,  M.  Inst.  C.E.,  author 
of  “A  Treatise  on  Levelling.”  Third  Edition,  Revised  and  Ex- 
tended, with  additional  chapters  illustrating  the  Recent  Practice  of 
Tunnelling  as  exemplified  by  the  St.  Gothard,  Mont  Cenis,  and 
other  modern  works,  by  D.  Kinnear  Clark,  M.  Inst.  C.E. 
Imp.  8vo,  with  21  Folding  Plates  and  numerous  Wood  En- 
gravings, 30 s.,  cloth. 

“ It  is  the  only  practical  treatise  on  the  great  art  of  tunnelling.  Mr.  Clark’s  work 
brings  the  exigencies  of  tunnel  enterprise  up  to  our  own  time.  The  great  length  of 
modern  tunnels  has  led  to  a new  difficulty  in  the  art,  which  the  last  generation  was 
ignorant  of,  namely,  the  difficulty  of  ventilation.  In  Mr.  Clark’s  supplement  we  find 
this  branch  of  the  subject  has  been  fully  considered.  Mr.  Clark’s  additional  chapters 
on  the  Mont  Cenis  and  St.  Gothard  Tunnels  contain  minute  and  valuable  experiences 
and  data  relating  to  the  method  of  excavation  by  compressed  air,  the  heading 
operations,  rock-boring  machinery,  process  of  enlargement,  ventilation  in  course  of 
construction  by  compressed  air,  labour  and  cost,  &c.” — Building  News. 

“ The  estimation  in  which  Mr.  Simms’  book  on  tunnelling  has  been  held  for  over 
thirty  years  cannot  be  more  truly  expressed  than  in  the  words  of  the  late  Professor 
Rankine  : — ‘ The  best  source  of  information  on  the  subject  of  tunnels  is  Mr.  F.  W. 
Simms’  work  on  “Practical  Tunnelling.’’’ — The  Architect. 

Levelling. 

A TREATISE  on  the  PRINCIPLES  and  PRACTICE  of 
LEVELLING;  showing  its  Application  to  Purposes  of  Railway 
and  Civil  Engineering,  in  the  Construction  of  Roads  ; with  Mr. 
Telford’s  Rules  for  the  same.  By  Frederick  W.  Simms, 
F.G.S.,  M.  Inst.  C.E.  Sixth  Edition,  very  carefully  revised,  with 
the  addition  of  Mr.  Law’s  Practical  Examples  for  Setting  out 
Railway  Curves,  and  Mr.  Trautwine’s  Field  Practice  of  Laying 
out  Circular  Curves.  With  7 Plates  and  numerous  Woodcuts.  8vo, 
8j.  6 d.  cloth.  *#*  Trautwine  on  Curves,  separate,  5-f. 

“One  of  the  most  important  text-books  for  the  general  surveyor,  and  there  is 
scarcely  a question  connected  with  levelling  for  which  a solution  would  be  sought  but 
that  would  be  satisfactorily  answered  by  consulting  the  volume.” — Mining  Journal. 

“The  text-book  on  levelling  in  most  of  our  engineering  schools  and  colleges.”— 
Engineer. 

The  High-Pressure  Steam  Engine. 

THE  HIGH-PRESSURE  STEAM  ENGINE  ; an  Exposition 
of  its  Comparative  Merits,  and  an  Essay  towards  an  Improved 
System  of  Construction,  adapted  especially  to  secure  Safety  and 
Economy.  By  Dr.  Ernst  Alban,  Practical  Machine  Maker, 
Plau,  Mecklenberg.  Translated  from  the  German,  with  Notes,  by 
Dr.  Pole,  F.  R.S.,  M.  Inst.  C.E.,  &c.  &c.  With  28  fine  Plates, 
8vo,  16 s.  6 d.  cloth. 

“ A work  like  this,  which  goes  thoroughly  into  the  examination  of  the  high-pressure 
engine,  the  boiler,  and  its  appendages,  &c.„  is  exceedingly  useful,  and  deserves  a place 
in  every  scientific  library.” — Steatn  Shipping  Chronicle. 
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Reynolds  Locomotive- Engine  Driving. 

LOCOMOTIVE-ENGINE  DRIVING  ; a Practical  Manual  for 
Engineers  in  charge  of  Locomotive  Engines.  By  Michael 
Reynolds,  Inspector,  Locomotive  and  Carriage  Department, 
London,  Brighton,  and  South  Coast  Railway.  Second  Edition. 
With  Illustrations.  Crown  8vo,  4s.  6</.,  cloth.  [ Just  published. 

“ Mr.  Reynolds  has  supplied  a want,  and  has  supplied  it  well.  We  can  confidently 
recommend  the  book  not  only  to  the  practical  driver,  but  to  every  one  who  takes  an 
interest  in  the  performance  of  locomotive  engines.” — The  Engineer. 

“The  work  is  as  novel  as  it  is  useful,  and  if  drivers  and  firemen  will  but  take  as 
much  pains  in  reading  it  as  the  author  has  in  writing  it,  there  can  be  no  question  as 
to  the  benefit  they  will  derive.  ” — English  Mechanic. 

“ Mr.  Reynolds  has  opened  a new  chapter  in  the  literature  of  the  day.  This 
admirable  practical  treatise,  of  the  practical  utility  of  which  we  have  to  speak  in 
terms  of  warm  commendation. " — A theuceum. 

Hydraulics. 

HYDRAULIC  TABLES,  CO-EFFICIENTS,  and  FORMULA 
for  finding  the  Discharge  of  Water  from  Orifices,  Notches,  Weirs, 
Pipes,  and  Rivers.  With  New  Formulae,  Tables,  and  General 
Information  on  Rain-fall,  Catchment-Basins,  Drainage,  Sewerage, 
Water  Supply  for  Towns  and  Mill  Power.  By  John  Neville, 
Civil  Engineer,  M.R.I.A.  Third  Edition,  carefully  revised,  with 
considerable  Additions.  Numerous  Illustrations.  Cr.  8vo,  14.J.  cloth. 

“ Undoubtedly  an  exceedingly  useful  and  elaborate  compilation.” — Iron. 

“ Alike  valuable  to  students  and  engineers  in  practice.” — Mining  Journal. 

Strength  of  Cast  Iron , &c. 

A PRACTICAL  ESSAY  on  the  STRENGTH  of  CAST  IRON 
and  OTHER  METALS.  By  the  late  Thomas  Tredgold,  Mem. 
Inst.  C.E.,  Author  of  “Elementary  Principles  of  Carpentry,”  &c. 
Fifth  Edition,  Edited  by  Eaton  Hodgkinson,  F.R.  S.  ; to 
which  are  added  EXPERIMENTAL  RESEARCHES  on  the 
STRENGTH  and  OTHER  PROPERTIES  of  CAST  IRON. 
By  the  Editor.  The  whole  Illustrated  with  9 Engravings  and 
numerous  Woodcuts.  8vo,  12 s.  cloth. 

***  Hodgkinson  on  Cast  Iron,  separately.  Price  6s.  clo^ 

Steam  Boilers. 

A TREATISE  ON  STEAM  BOILERS  : their  Strength,  Con- 
struction, and  Economical  Working.  By  R.  Wilson,  A.I.C.E. 
Fourth  Edition.  l2mo,  6.r.,  cloth. 

“ The  best  work  on  boilers  which  has  come  under  our  notice.” — Engineering. 
“The  best  treatise  that  has  ever  been  published  on  steam  boilers.” — Engineer. 

Tables  of  Curves. 

TABLES  OF  TANGENTIAL  ANGLES  and  MULTIPLES 
for  setting  out  Curves  from  5 to  200  Radius.  By  Alexander 
Beazeley,  M.  Inst.  C.E.  Printed  on  48  Cards,  and  sold  in  a 
cloth  box,  waistcoat-pocket  size,  3-r.  6 J. 

“ Each  table  is  printed  on  a small  card,  which,  being  placed  on  the  theodolite,  leaves 
the  hands  free  to  manipulate  the  instrument — no  small  advantage  as  regards  the  rapidity 
of  work.  They  are  clearly  printed,  and  compactly  fitted  into  a small  case  for  the 
pocket — an  arrangement  that  will  recommend  them  to  all  practical  men.  Engineer. 

“ Very  handy  : a man  may  know  that  all  his  day’s  work  must  fall  on  two  of  these 
cards,  which  he  puts  into  his  own  card-case,  and  leaves  the  rest  behind.”  Athenawm. 
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Slate  and  Slate  Quarrying. 

A TREATISE  ON  SLATE  AND  SLATE  QUARRYING, 
Scientific,  Practical,  and  Commercial.  By  D.  C.  Davies,  F.G.S., 
Mining  Engineer,  &c.  With  numerous  Illustrations  and  Folding 
Plates.  Crown  8vo,  6s.,  cloth.  [Just published. 

“A  useful  and  practical  hand-book  on  an  important  industry. ” — Engineering. 

“A  useful  embodiment  of  practical  information  derived  from  original  sources,  com- 
bined with  a digest  of  everything  that  has  already  appeared  likely  to  be  of  interest.” 

— Building  News. 

“ There  is  no  other  book  which  contains  so  much  information  concerning  the  pro- 
cedure observed  in  taking  quarries,  the  processes  employed  in  working  them,  and 
such  full  statistics  of  the  present  and  past  position  of  the  great  slate  trade  of 
Wales.” — The  Architect. 

Earthwork. 

EARTHWORK  TABLES,  showing  the  Contents  in  Cubic  Yards 
of  Embankments,  Cuttings,  &c.,  of  Heights  or  Depths  up  to  an 
average  of  80  feet.  By  Joseph  Broadbent,  C.  E.,  and  Francis 
Campin,  C.E.  Cr.  8vo,  oblong,  5.5-.  cloth. 

“The  way  in  which  accuracy  is  attained,  by  a simple  division  of  each  cross 
section  into  three  elements,  two  of  which  are  constant  and  one  variable,  is  in- 
genious.”— A thenceum. 

“ Cannot  fail  to  come  into  general  use.” — Mining  Journal. 

Surveying  ( Land  and  Marine). 

LAND  AND  MARINE  SURVEYING,  In  Reference  to  the 
Preparation  of  Plans  for  Roads  and  Railways,  Canals,  Rivers, 
Towns’  Water  Supplies,  Docks  and  Harbours  ; with  Description 
and  Use  of  Surveying  Instruments.  By  W.  Davis  IIaskoll,  C.E. 
8vo,  12 s.  6d.  cloth,  with  14  folding  Plates,  and  numerous  Woodcuts. 

“A  most  useful  and  well  arranged  book  for  the  aid  of  a student.” — Builder. 

“ Cannot  fail  to  prove  of  the  utmost  practical  utility,  and  may  be  safely  recom- 
mended to  all  students  who  aspire  to  become  clean  and  expert  surveyors.” — Mining 
Journal. 

Engineering  Fieldwork. 

THE  PRACTICE  OF  ENGINEERING  FIELDWORK, 
applied  to  Land  and  Hydraulic,  Hydrographic,  and  Submarine 
Surveying  and  Levelling.  Second  Edition,  revised,  with  consider- 
able additions,  and  a Supplementary  Volume  on  WATER- 
WORKS, SEWERS,  SEWAGE,  and  IRRIGATION.  By  W. 
Davis  Haskoll,  C.E.  Numerous  folding  Plates.  Demy  8vo,  2 
vols.  in  one,  cloth  boards,  il.  is.  (published  at  2/.  4-r.) 

Mining,  Surveying  and  Valuing. 

THE  MINERAL  SURVEYOR  AND  VALUER’S  COM- 
PLETE GUIDE,  comprising  a Treatise  on  Improved  Mining 
Surveying,  with  new  Traverse  Tables  ; and  Descriptions  of  Im- 
proved Instruments  ; also  an  Exposition  of  the  Correct  Principles 
of  Laying  out  and  Valuing  Home  and  Foreign  Iron  and  Coal 
Mineral  Properties.  By  William  Lintern,  Mining  and  Civil 
Engineer.  With  four  Plates  of  Diagrams,  Plans,  &c.,  l2mo,  4s.,  cloth. 

“Contains  much  valuable  information  given  in  a small  compass,  and  which,  as  far 
as  we  have  tested  it,  is  thoroughly  trustworthy.” — Iron  and  Coal  Trades  Review. 

The  above,  bound  with  Thoman’s  Tables.  (See  page  22). 
Price  7 s.  6d.,  cloth. 
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Fire  Engineering. 

FIRES,  FIRE-ENGINES,  AND  FIRE  BRIGADES.  With 
a History  of  Fire-Engines,  their  Construction,  Use,  and  Manage- 
ment ; Remarks  on  Fire-Proof  Buildings,  and  the  Preservation  of 
Life  from  Fire ; Statistics  of  the  Fire  Appliances  in  English 
Towns  ; Foreign  Fire  Systems  ; Hints  on  Fire  Brigades,  &c.,  &c. 
By  Charles  F.  T.  Young,  C.E.  With  numerous  Illustrations, 
handsomely  printed,  544  pp.,  demy  8vo,  1/.  4J.  cloth. 

“ We  can  most  heartily  commend  this  book It  is  really  the  only  English 

work  we  now  have  upon  the  subject.” — Engineering. 

“ We  strongly  recommend  the  book  to  the  notice  of  all  who  are  in  any  way  in- 
terested in  fires,  fire-engines,  or  fire-brigades.” — Mechanics'  Magazine. 

Manual  of  Mining  Tools. 

MINING  TOOLS.  For  the  use  of  Mine  Managers,  Agents, 
Mining  Students,  &c.  By  William  Morgans,  Lecturer  on  Prac- 
tical Mining  at  the  Bristol  School  of  Mines.  Volume  of  Text. 
l2mo.  With  an  Atlas  of  Plates,  containing  235  Illustrations.  4to. 
Together,  9 s.  cloth  boards. 

“ Students  in  the  Science  of  Mining,  and  not  only  they,  but  subordinate  officials  in 
mines,  and  even  Overmen,  Captains,  Managers,  and  Viewers  may  gain  practical 
knowledge  and  useful  hints  by  the  study  of  Mr.  Morgans’  Manual.” — Colliery 
Guardian. 

“ A very  valuable  work,  which  will  tend  materially  to  improve  our  mining  litera- 
ture.”— Mining  Journal. 

Common  Sense  for  Gas-Users. 

COMMON  SENSE  FOR  GAS-USERS:  a Catechism  of  Gas- 
Lighting  for  Householders,  Gasfitters,  Millowners,  Architects, 
Engineers,  &c.,  &c.  By  Robert  Wilson,  C.E.,  Author  of  “A 
Treatise  on  Steam  Boilers.”  Second  Edition.  Crown  8vo,  sewed, 
with  Folding  Plates  and  Wood  Engravings,  2s.  6d.  [Just  published. 

Gas  and  Gasworks. 

A TREATISE  on  GASWORKS  and  the  PRACTICE  of 
MANUFACTURING  and  DISTRIBUTING  COAL  GAS. 
By  Samuel  Hughes,  C.E.  Fourth  Edition,  revised  by  W. 
Richards,  C.E.  With  68  Woodcuts,  121110,  4 s.,  cloth  boards. 

Waterworks  for  Cities  and  Towns. 

WATERWORKS  for  the  SUPPLY  of  CITIES  and  TOWNS, 
with  a Description  of  the  Principal  Geological  Formations  of 
England  as  influencing  Supplies  of  Water.  By  Samuel  Hughes, 
F.G.S.,  Civil  Engineer.  New  and  enlarged  edition,  i2mo,  with 
numerous  Illustrations,  5-l  , cloth  boards. 

“ One  of  the  most  convenient,  and  at  the  same  time  reliable  works  on  a subject, 
the  vital  importance  of  which  cannot  be  over-estimated.” — Bradford  Observer. 

Coal  and  Coal  Mining. 

COAL  AND  COAL  MINING : a Rudimentary  Treatise  on.  By 
Warington  W.  Smyth,  M.A.,  F.R.S.,  &c.,  Chief  Inspector 
of  the  Mines  of  the  Crown  and  of  the  Duchy  of  Cornwall.  New 
edition,  revised  and  corrected.  l2mo,  with  numerous  Illustra- 
tions, 4-y.  6d.,  cloth  boards. 

“ Every  portion  of  the  volume  appears  to  have  been  prepared  with  much  care,  and 
as  an  outline  is  given  of  every  known  coal-field  in  this  and  other  countries,  as  well  as 
of  the  two  principal  methods  of  working,  the  book  will  doubtless  interest  a very 
large  number  of  readers.” — Mining  Journal. 
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Roads  and  Streets. 

THE  CONSTRUCTION  OF  ROADS  AND  STREETS.  In 
Two  Parts.  I.  The  Art  of  Constructing  Common  Roads.  By 
Henry  Law,  C.E.  Revised  and  Condensed  by  D.  KlNNEAR 
Clark,  C.E. — II.  Recent  Practice  in  the  Construction  of  Roads 
and  Streets  : including  Pavements  of  Stone,  Wood,  and  Asphalte. 
By  D.  Kinnear  Clark,  C.E.,  M.I.C.E.,  Author  of  “Railway 
Machinery,”  “A  Manual  of  Rules,  Tables,  and  Data,”  &c.  With 
numerous  Illustrations.  121110,  5 s.,  cloth.  [Just  published. 

“ A book  which  every  borough  surveyor  and  engineer  must  possess,  and  which  will 
be  of  considerable  service  to  architects,  builders,  and  property  owners  generally.”— 
Building  News. 

“ The  volume  is  suggestive,  and  will  be  an  acquisition  not  only  to  engineers  but  to 
the  greater  number  of  people  in  this  country  on  whom  devolves  the  administration  of 
roads  as  a part  of  the  system  of  local  government.” — The  Architect. 

“ To  highway  and  town  surveyors  this  book  will  have  the  utmost  value,  and  as  con- 
taining the  largest  amount  of  information  in  the  shortest  space  and  at  the  lowest  price, 
we  may  predict  for  it  a wide  circulation.”. — Journal  of  Gas  Lighting. 

Field-Book  for  Engineers. 

THE  ENGINEER’S,  MINING  SURVEYOR’S,  and  CON- 
TRACTOR’S FIELD-BOOK.  By  W.  Davis  Haskoll,  C.E. 
Third  Edition,  enlarged,  consisting  of  a Series  of  Tables,  with 
Rules,  Explanations  of  Systems,  and  Use  of  Theodolite  for  Traverse 
Surveying  and  Plotting  the  Work  with  minute  accuracy  by  means 
of  Straight  Edge  and  Set  Square  only;  Levelling  with  the  Theodo- 
lite, Casting  out  and  Reducing  Levels  to  Datum,  and  Plotting  Sec- 
tions in  the  ordinary  manner ; Setting  out  Curves  with  the  Theodo- 
lite by  Tangential  Angles  and  Multiples  with  Right  and  Left-hand 
Readings  of  the  Instrument ; Setting  out  Curves  without  Theodolite 
on  the  System  of  Tangential  Angles  by  Sets  of  Tangents  and  Off- 
sets; and  Earthwork  Tables  to  So  feet  deep,  calculated  for  every  6 
inches  in  depth.  With  numerous  wood-cuts,  i2mo,  12 s.  cloth. 

“ The  book  is  very  handy,  and  the  author  might  have  added  that  the  separate  tables 
of  sines  and  tangents  to  every  minute  will  make  it  useful  for  many  other  purposes,  the 
genuine  traverse  tables  existing  all  the  same.” — Athenaeum. 

“ A very  useful  work  for  the  practical  engineer  and  surveyor.” — Railway  News. 

“ The  work  forms  a handsome  pocket  volume,  and  cannot  fail,  from  its  portability 
and  utility,  to  be  extensively  patronised  by  the  engineering  profession.” — Mining 
Journal. 

“ We  strongly  recommend  it  to  all  classes  of  surveyors.” — Colliery  Guardian. 

Earthwork , Measurement  and  Calculation  of. 

A MANUAL  on  EARTHWORK.  By  Alex.  J.  S.  Graham, 
C.E.,  Resident  Engineer,  Forest  of  Dean  Central  Railway.  With 
numerous  Diagrams.  i8mo,  2 s.  6 d.  cloth. 

“As  a really  handy  book  for  reference,  we  know  of  no  work  equal  to  it ; and  the 
railway  engineers  and  others  employed  in  the  measurement  and  calculation  of  earth- 
work will  find  a great  amount  of  practical  information  very  admirably  arranged,  and 
available  for  general  or  rough  estimates,  as  well  as  for  the  more  exact  calculations 
required  in  the  engineers’  contractor’s  offices.” — Artizan. 

Harbours. 

THE  DESIGN  and  CONSTRUCTION  of  HARBOURS:  A 
Treatise  on  Maritime  Engineering.  By  Thomas  Stevenson, 
F.R.S.E.,  F.G.S.,  M.I.C.E.  Second  Edition,  containing  many 
additional  subjects,  and  otherwise  generally  extended  and  revised. 
With  20  Plates  and  numerous  Cuts.  Small  4to,  15J.  cloth. 
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Bridge  Construction  in  Masonry , Timber , & Iron. 

EXAMPLES  OF  BRIDGE  AND  VIADUCT  CONSTRUC- 
TION OF  MASONRY,  TIMBER,  AND  IRON  ; consisting  of 
46  Plates  from  the  Contract  Drawings  or  Admeasurement  of  select 
Works.  By  W.  Davis  IIaskoll,  C.E.  Second  Edition,  with 
the  addition  of  554  Estimates,  and  the  Practice  of  Setting  out  Works, 
illustrated  with  6 pages  of  Diagrams.  Imp.  4to,  2/.  12 s.  6 d.  half- 
morocco. 

“ One  of  the  very  few  works  extant  descending  to  the  level  of  ordinary  routine,  and 
treating  on  the  common  every-day  practice  of  the  railway  engineer.  ...  A work  of 
the  present  nature  by  a man  of  Mr.  Haskoll’s  experience,  must  prove  invaluable  to 
hundreds.  The  tables  of  estimates  appended  to  this  edition  will  considerably  enhance 
its  value.” — Engineering. 

Mathematical  Instruments , their  Construction,  &c. 

MATHEMATICAL  INSTRUMENTS  : their  CONSTRUC- 
TION,  ADJUSTMENT,  TESTING,  AND  USE;  comprising 
Drawing,  Measuring,  Optical,  Surveying,  and  Astronomical  Instru- 
ments. By  J.  F.  Heather,  M.A.,  Author  of  “Practical  Plane 
Geometry,”  “Descriptive  Geometry,”  &c.  Enlarged  Edition,  for 
the  most  part  entirely  rewritten.  With  numerous  Wood-cuts. 
i2mo,  5j.  cloth  boards. 

Drawing  for  Engineers , &c. 

THE  WORKMAN'S  MANUAL  OF  ENGINEERING 
DRAWING.  By  John  Maxton,  Instructor  in  Engineering 
Drawing,  Royal  Naval  College,  Greenwich,  formerly  of  R.  S.  N.  A., 
South  Kensington.  Third  Edition,  carefully  revised.  With  upwards 
of  300  Plates  and  Diagrams.  i2mo,  cloth,  strongly  bound,  4 s.  6 d. 

“ Even  accomplished  draughtsmen  will  find  in  it  much  that  will  be  of  use  to  them. 
A copy  of  it  should  be  kept  for  reference  in  every  drawing  office.” — Engineering. 

“ Indispensable  for  teachers  of  engineering  drawing.” — Mechanics'  Magazine. 

Oblique  Arches. 

A PRACTICAL  TREATISE  ON  THE  CONSTRUCTION  of 
OBLIQUE  ARCHES.  By  John  Hart.  Third  Edition,  with 
Plates.  Imperial  8vo,  8j.  cloth. 

Oblique  Bridges. 

A PRACTICAL  and  THEORETICAL  ESSAY  on  OBLIQUE 
BRIDGES,  with  13  large  folding  Plates.  By  Geo.  Watson 
Buck,  M.  Inst.  C.E.  Second  Edition,  corrected  by  W.  H. 
Barlow,  M.  Inst.  C.E.  Imperial  8vo,  12 s.  cloth. 

“ The  standard  text-book  for  all  engineers  regarding  skew  arches,  is  Mr.  Buck’s 
treatise,  and  it  would  be  impossible  to  consult  a better.” — Engineer. 

Pocket-Book  for  Marine  Engineers. 

A POCKET  BOOK  FOR  MARINE  ENGINEERS.  Con- 
taining useful  Rules  and  Formulae  in  a compact  form.  By  Frank 
Proctor,  A.I.N.A.  Second  Edition,  revised  and  enlarged. 
Royal  32mo,  leather,  gilt  edges,  with  strap,  4 a 
“We  recommend  it  to  our  readers  as  going  far  to  supply  a long- felt  want.”— 
Naval  Science.  . . . 

“ A most  useful  companion  to  all  marine  engineers.” — United  Service  Gazette. 

“ Scarcely  anything  required  by  a naval  engineer  appears  to  have  been  for- 
gotten.”— Iron. 
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Grantham s Iron  Ship-Building , enlarged. 

ON  IRON  SHIP-BUILDING  ; with  Practical  Examples  and 
Details.  Fifth  Edition.  Imp.  4to,  boards,  enlarged  from  24  to  40 
Plates  (21  quite  new),  including  the  latest  Examples.  Together 
with  separate  Text,  l2mo,  cloth  limp,  also  considerably  enlarged. 
By  John  Grantham,  M.  Inst.  C.E.,  &c.  2/.  2 s.  complete. 

“ A thoroughly  practical  work,  and  every  question  of  the  many  in  relation  to  iron 
shipping  which  admit  of  diversity  of  opinion,  or  have  various  and  conflicting  personal 
interests  attached  to  them,  is  treated  with  sober  and  impartial  wisdom  and  good  sense. 

. . . . As  good  a volume  for  the  instruction  of  the  pupil  or  student  of  iron  naval 

architecture  as  can  be  found  in  any  language.” — Practical  Mechanics’  Journal. 

“ A very  elaborate  work.  . . . It  forms  a most  valuable  addition  to  the  history 

of  iron  shipbuilding,  while  its  having  been  prepared  by  one  who  has  made  the  subject 
his  study  for  many  years,  and  whose  qualifications  have  been  repeatedly  recognised, 
will  recommend  it  as  one  of  practical  utility  to  all  interested  in  shipbuilding.” — Army 
and  Navy  Gazette. 

“ Mr.  Grantham’s  work  is  of  great  interest.  . . . It  is  also  valuable  as  a record 
of  the  progress  of  iron  shipbuilding.  ...  It  will,  we  are  confident,  command  an 
extensive  circulation  among  shipbuilders  in  general.  . . . By  order  of  the  Board 

ot  Admiralty,  the  work  will  form  the  text-book  on  which  the  examination  in  iron  ship- 
building of  candidates  for  promotion  in  the  dockyards  will  be  mainly  based.” — 
Engineering. 

Weales  Dictionary  of  Terms. 

A DICTIONARY  of  TERMS  used  in  ARCHITECTURE, 
BUILDING,  ENGINEERING,  MINING,  METALLURGY, 
ARCHAEOLOGY,  the  FINE  ARTS,  &c.  By  John  Weale. 
Fifth  Edition,  revised  and  corrected  by  Robert  Hunt,  F.R.  S., 
Keeper  of  Mining  Records,  Editor  of  “ Ure’s  Dictionary  of  Arts,” 
&c.  l2mo,  cloth  boards,  6s. 

" A book  for  the  enlightenment  of  those  whose  memory  is  treacherous  or  education 
deficient  in  matters  scientific  and  industrial.  The  additions  made  of  modern  disco- 
veries and  knowledge  are  extensive.  The  result  is  570  pages  of  concentrated  essence 
of  elementary  knowledge,  admirably  and  systematically  arranged,  and  presented  in 
neat  and  handy  form.” — Iron. 

“ The  best  small  technological  dictionary  in  the  language.” — Architect. 

“ A comprehensive  and  accurate  compendium.  Author,  editor,  and  publishers  de- 
serve high  commendations  for  producing  such  a useful  work.  We  can  warmly  recom- 
mend such  a dictionary  as  a standard  work  of  reference  to  our  subscribers.  Every 
ironmonger  should  procure  it — no  engineer  should  be  without  it — builders  and  archi-' 
tects  must  admire  it — metallurgists  and  archaeologists  would  profit  by  it.” — Iron- 
monger. 

“ l'he  absolute  accuracy  of  a work  of  this  character  can  only  be  judged  of  after 
extensive  consultation,  and  from  our  examination  it  appears  very  correct  and  very 
complete.” — M ining  Journal. 

“ There  is  no  need  now  to  speak  of  the  excellence  of  this  work  ; it  received  the  ap- 
proval of  the  community  long  ago.  Edited  now  by  Mr.  Robert  Hunt,  and  published 
in  a cheap,  handy  form,  it  will  be  of  the  utmost  service  as  a book  of  reference  scarcely 
to  be  exceeded  in  value.” — Scotsman. 

Steam. 

THE  SAFE  USE  OF  STEAM  : containing  Rules  for  Unpro- 
fessional  Steam  Users.  By  an  Engineer.  Third  Edition.  i2mo. 
Sewed,  6 d. 

N.  B.  — This  little  work  should  be  in  the  hands  of  every  person 
having  to  deal  with  a Steam  Engine  of  any  Jcind. 

“ If  steam-users  would  but  learn  this  little  book  by  heart,  and  then  hand  it  to 
their  stokers  to  do  the  same,  and  see  that  the  latter  do  it,  boiler  explosions  would 
become  sensations  by  their  rarity.” — English  Mechanic. 
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Construction. 

THE  SCIENCE  of  BUILDING  : An  Elementary  Treatise  on 
the  Principles  of  Construction.  By  E.  Wyndham  Tarn,  M.A., 
Architect.  With  47  Wood  Engravings.  Demy  8vo.  8j\  6 d.  cloth. 

“ A very  valuable  book,  which  we  strongly  recommend  to  all  students.” — Builder. 
“ No  architectural  student  should  be  without  this  hand-book.” — Architect. 

“An  able  digest  of  information  which  is  only  to  be  found  scattered  through  various 
works.  ” — E ngineering. 

Beaton  s Pocket  Estimator. 

THE  POCKET  ESTIMATOR  FOR  THE  BUILDING 
TRADES,  being  an  easy  method  of  estimating  the  various  parts 
of  a Building  collectively,  more  especially  applied  to  Carpenters’ 
and  Joiners’  work,  priced  according  to  the  present  value  of  material 
and  labour.  By  A.  C.  Beaton,  Author  of  ‘ Quantities  and 
Measurements.’  Second  Edition.  Carefully  revised.  33  Wood- 
cuts.  Leather.  Waistcoat-pocket  size.  is.  6d. 

Beaton  s Builders  and  Surveyors  Technical  Guide. 

THE  POCKET  TECHNICAL  GUIDE  AND  MEASURER 
FOR  BUILDERS  AND  SURVEYORS:  containing  a Complete 
Explanation  of  the  Terms  used  in  Building  Construction,  Memo- 
randa for  Reference,  Technical  Directions  for  Measuring  Work  in 
all  the  Building  Trades,  &c.,  &c.  By  A.  C.  Beaton.  With  19 
Woodcuts.  Leather.  Waistcoat-pocket  size.  is.  6d. 

Villa  Architecture. 

A HANDY  BOOK  of  VILLA  ARCHITECTURE  ; being  a 
Series  of  Designs  for  Villa  Residences  in  various  Styles.  With 
Detailed  Specifications  and  Estimates.  By  C.  WlCKES,  Architect, 
Author  of  “The  Spires  and  Towers  of  the  Mediaeval  Churches  of  Eng- 
land,” &c.  Complete  in  I vol.  61  Plates.  4to,  2/.  2 s.  half  morocco. 

***  A Selection  from  the  Above,  containing  30  Designs, 
with  Detailed  Specifications,  Estimates,  &c.  21s.  half  morocco. 

“The  whole  of  the  designs  bear  evidence  of  their  being  the  work  of  an  artistic 
architect,  and  they  will  prove  very  valuable  and  suggestive.” — Building  News. 

House  Painting. 

HOUSE  PAINTING,  GRAINING,  MARBLING,  AND 
SIGN  WRITING  : a Practical  Manual  of.  With  9 Coloured 
Plates  of  Woods  and  Marbles,  and  nearly  150  Wood  Engravings. 
By  Ellis  A.  Davidson,  Author  of  ‘ Building  Construction,’’  &c. 
Second  Edition,  carefully  revised.  121110,  6s.  cloth  boards. 

“ Contains  a mass  of  information  of  use  to  the  amateur  and  of  value  to  the  practical 
man  .''—English  Mechanic. 

“ Deals  with  the  practice  of  painting  in  all  its  parts,  from  the  grinding  of  colours 
to  varnishing  and  gilding.” — Architect. 

Wilson  s Boiler  and  Factory  Chimneys. 

BOILER  AND  FACTORY  CHIMNEYS  ; their  Draught -power 
and  Stability,  with  a chapter  on  Lightning  Conductors.  By  Robert 
Wilson,  A I.C.E.,  Author  of  “Treatise  on  Steam  Boilers,” 
&c.,  &c.  Crown  8vo,  3.?.  6d. , cloth.  \Jfust  published. 

“A  most  valuable  book  of  its  kind,  full  of  useful  information,  definite  in  statement, 
and  thoroughly  practical  in  treatment.” — The  Local  Government  Chronicle. 
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A Book  on  Building. 

A BOOK  ON  BUILDING,  CIVIL  AND  ECCLESIASTICAL. 
By  Sir  Edmund  Beckett,  Bart.,  LL.D.,  Q.C.,  F.R.A.S., 

Author  of  “Clocks  and  Watches  and  Bells,”  &c.  Crown  8vo, 
with  Illustrations,  7 s.  6d.,  cloth. 

“A  book  which  is  always  amusing  and  nearly  always  instructive.  Sir  E.  Beckett 
will  be  read  for  the  raciness  of  his  style.  We  are  able  very  cordially  to  recommend 
all  persons  to  read  it  for  themselves.  The  style  throughout  is  in  the  highest  degree 
condensed  and  epigrammatic,”— -T ivies. 

“ We  commend  the  book  to  the  thoughtful  consideration  of  all  who  are  interested 
in  the  building  art.” — Builder. 

‘‘There  is  hardly  a subject  connected  with  either  building  or  repairing  on  which 
sensible  and  practical  directions  will  not  be  found,  the  use  of  which  is  probably 
destined  to  prevent  many  an  annoyance,  disappointment,  and  unnecessary  expense.” 
— Daily  News. 

Architecture , Ancient  and  Modern. 

RUDIMENTARY  ARCHITECTURE,  Ancient  and  Modern. 
Consisting  of  VITRUVIUS,  translated  by  Joseph  Gwilt, 
F.S.A.,  &c.,  with  23  fine  copper  plates;  GRECIAN  Archi- 
tecture, by  the  Earl  of  Aberdeen  ; the  ORDERS  of 
Architecture,  by  W.  H.  Leeds,  Esq. ; The  STYLES  of  Archi- 
tecture of  Various  Countries,  by  T.  Talbot  Bury  ; The 
PRINCIPLES  of  DESIGN  in  Architecture,  by  E.  L.  Garbett. 
In  one  volume,  half-bound  (pp.  1,100),  copiously  illustrated,  12 s. 
***  Sold  separately,  in  two  vols.,  as  follows — 

ANCIENT  ARCHITECTURE.  Containing  Gwilt’s  Vitruvius 
and  Aberdeen’s  Grecian  Architecture.  Price  6s.  half-bound. 

N.B. — This  is  the  only  edition  of  VITRUVIUS  procurable  at  a 
moderate  price . 

MODERN  ARCHITECTURE.  Containing  the  Orders,  by  Leeds  ; 
The  Styles,  by  Bury ; and  Design,  by  Garbett.  6s.  half-bound. 

The  Young  Architect1  s Book. 

HINTS  TO  YOUNG  ARCHITECTS.  By  George  Wight- 
wick,  Architect,  Author  of  “ The  Palace  of  Architecture,”  &c.  &c. 
New  Edition,  revised  and  enlarged.  By  G.  HUSKISSON  Guil- 
laume, Architect.  Numerous  illustrations.  i2mo,  cloth  boards,  4A 
“ Will  be  found  an  acquisition  to  pupils,  and  a copy  ought  to  be  considered  as 
necessary  a purchase  as  a box  of  instruments.” — Architect. 

“ Contains  a large  amount  of  information,  which  young  architects  will  do  well  to 
acquire,  if  they  wish  to  succeed  in  the  everyday  work  of  their  profession.  ’ — English 
Mechanic. 

Drawing  for  Builders  and  Students. 

PRACTICAL  RULES  ON  DRAWING  for  the  OPERATIVE 
BUILDER  and  YOUNG  STUDENT  in  ARCHITECTURE. 
By  George  Pyne,  Author  of  a “ Rudimentary  Treatise  on  Per- 
spective for  Beginners.”  With  14  Plates,  4to,  7 s.  6 d.  boards. 

Builder  s and  Contractor  s Price  Book. 

LOCKWOOD  & CO.’S  BUILDER’S  AND  CONTRACTOR’S 
PRICE  BOOK  for  1878,  containing  the  latest  prices  of  all  kinds 
of  Builders’  Materials  and  Labour,  and  of  all  Trades  connected 
with  Building,  &c.,  &c.  The  whole  revised  and  edited  by 
Francis  T.  W.  Miller,  Architect  and  Surveyor.  Fcap.  8vo, 
strongly  half-bound,  4.L 


PUBLISHED  BY  CROSBY  LOCKWOOD  & CO. 


17 


Handbook  of  Specifications. 

THE  HANDBOOK  OF  SPECIFICATIONS  ; or,  Practical 
Guide  to  the  Architect,  Engineer,  Surveyor,  and  Builder,  in  drawing 
up  Specifications  and  Contracts  for  Works  and  Constructions. 
Illustrated  by  Precedents  of  Buildings  actually  executed  by  eminent 
Architects  and  Engineers.  Preceded  by  a Preliminary  Essay,  and 
Skeletons  of  Specifications  and  Contracts,  &c.,  & c.  By  Professor 
Thomas  L.  Donaldson,  M.I.B.A.  With  A Review  of  the 
Law  of  Contracts.  By  W.  Cunningham  Glen,  of  the 
Middle  Temple.  With  33  Lithographic  Plates,  2 vols.,  8vo,  2/.  2 s. 
“ In  these  two  volumes  of  i,ioo  pages  (together),  forty-four  specifications  of  executed 
works  are  given,  including  the  specifications  for  parts  of  the  new  Houses  of  Parliament, 
by  Sir  Charles  Barry,  and  for  the  new  Royal  Exchange,  by  Mr.  Tite,  M.P. 
Donaldson’s  Handbook  of  Specifications  must  be  bought  by  all  architects.” — Builder. 

Taylor  and  Cresys  Rome. 

THE  ARCHITECTURAL  ANTIQUITIES  OF  ROME.  By 
the  late  G.  L.  Taylor,  Esq.,  F.S.A.,  and  Edward  Cresy,  Esq. 
New  Edition,  thoroughly  revised,  and  supplemented  under  the 
editorial  care  of  the  Rev.  Alexander  Taylor,  M.A.  (son  of 
the  late  G.  L.  Taylor,  Esq.),  Chaplain  of  Gray’s  Inn.  This  is 
the  only  book  which  gives  on  a large  scale,  and  with  the  precision 
of  architectural  measurement,  the  principal  Monuments  of  Ancient 
Rome  in  plan,  elevation,  and  detail.  Large  folio,  with  130  Plates, 
half-bound,  3/.  3^. 

* y Originally  published  in  two  volumes,  folio,  at  18/.  i8j. 

Specifications  for  Practical  A rchitecture. 

SPECIFICATIONS  FOR  PRACTICAL  ARCHITECTURE  : 
A Guide  to  the  Architect,  Engineer,  Surveyor,  and  Builder ; with 
an  Essay  on  the  Structure  and  Science  of  Modern  Buildings.  By 
Frederick  Rogers,  Architect.  With  numerous  Illustrations. 
Demy  8vo,  15^.,  cloth.  (Published  at  1 /.  ioj.) 

***  A volume  of  specifications  of  a practical  character  being  greatly  required,  and  the 
old  standard  work  of  Alfred  Bartholomew  being  out  of  print,  the  author,  on  the  basis 
of  that  work,  has  produced  the  above.  He  has  also  inserted  specifications  of  works 
that  have  been  erected  in  his  own  practice. 

The  House-Owner s Estimator. 

TPIE  HOUSE-OWNER’S  ESTIMATOR;  or,  What  will  it 
Cost  to  Build,  Alter,  or  Repair  ? A Price-Book  adapted  to  the 
Use  of  Unprofessional  People  as  well  as  for  the  Architectural 
Surveyor  and  Builder.  By  the  late  James  D.  Simon,  A.R.I.B.  A. 
Edited  and  Revised  by  Francis  T.  W.  Miller,  Surveyor.  With 
numerous  Illustrations.  Second  Edition,  with  the  prices  carefully 
revised  to  1875.  Crown  8vo,  cloth,  3J.  6 d. 

“ In  two  years  it  will  repay  its  cost  a hundred  times  over.” — Field. 

“ A very  handy  book  for  those  who  want  to  know  what  a house  will  cost  to  build, 
alter,  or  repair.” — English  Mechanic. 

“ Especially  valuable  to  non-professional  readers.” — Mining  Journal. 

Useful  Text- Book  for  Architects. 

THE  ARCHITECT’S  GUIDE  : Being  a Text-book  of  Useful 
Information  for  Architects,  Engineers,  Surveyors,  Contractors, 
Clerks  of  Works,  &c.,  &c.  By  Frederick  Rogers,  Architect, 
Author  of  ‘ Specifications  for  Practical  Architecture,’  &c.  With 
numerous  Illustrations.  Crown  8vo,  6s.  cloth. 
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CARPENTRY,  TIMBER,  MECHANICS. 

Tredgold’ s Carpentry , new  and  cheaper  Edition. 

THE  ELEMENTARY  PRINCIPLES  OF  CARPENTRY  : 
a Treatise  on  the  Pressure  and  Equilibrium  of  Timber  Framing,  the 
Resistance  of  Timber,  and  the  Construction  of  Floors,  Arches, 
Bridges,  Roofs,  Uniting  Iron  and  Stone  with  Timber,  &c.  To  which 
is  added  an  Essay  on  the  Nature  and  Properties  of  Timber,  &c., 
with  Descriptions  of  the  Kinds  of  Wood  used  in  Building  ; also 
numerous  Tables  of  the  Scantlings  of  Timber  for  different  purposes, 
the  Specific  Gravities  of  Materials,  &c.  By  Thomas  Tredgold, 
C.E.  Edited  by  Peter  Barlow,  F.R.S.  Fifth  Edition,  cor- 
rected and  enlarged.  With  64  Plates  (1 1 of  which  now  first  appear 
in  this  edition),  Portrait  of  the  Author,  and  several  Woodcuts.  I11 
I vol.,  4to,  published  at  2/.  2 s.,  reduced  to  il.  51-.,  cloth. 

“ ‘ Tredgold’s  Carpentry’  ought  to  be  in  every  architect’s  and  every  builder’s 
library,  and  those  who  do  not  already  possess  it  ought  to  avail  themselves  of  the  new 
issue.  ” — Builder. 

“A  work  whose  monumental  excellence  must  commend  it  wherever  skilful  car- 
pentry is  concerned.  The  Author’s  principles  are  rather  confirmed  than  impaired  by 
time,  and,  as  now  presented,  combine  the  surest  base  with  the  most  interesting  display 
of  progressive  science.  The  additional  plates  are  of  great  intrinsic  value.” — Building 
News. 

Grandy s Timber  Tables. 

THE  TIMBER  IMPORTER’S,  TIMBER  MERCHANT’S, 
and  BUILDER’S  STANDARD  GUIDE.  By  Richard  E. 
Grandy.  Comprising  : — An  Analysis  of  Deal  Standards,  Home 
and  Foreign,  with  comparative  Values  and  Tabular  Arrangements 
for  Fixing  Nett  Landed  Cost  on  Baltic  and  North  American  Deals, 
including  all  intermediate  Expenses,  Freight,  Insurance,  &c.,  &c.  ; 
together  with  Copious  Information  for  the  Retailer  and  Builder. 
Second  Edition.  Carefully  revised  and  corrected.  i2mo,  31.  6<Y. 
cloth. 

“ Everything  it  pretends  to  be  : built  up  gradually,  it  leads  one  from  a forest  to  a 
treenail,  and  throws  in,  as  a makeweight,  a host  of  material  concerning  bricks,  columns, 
cisterns,  &c. — all  that  the  class  to  whom  it  appeals  requires.” — English  Mechanic. 

“ The  only  difficulty  we  have  is  as  to  what  is  not  in  its  pages.  What  we  have  tested 
of  the  contents, taken  at  random,  is  invariably  correct.” — Illustrated  Builder’s  Journal. 

Tables  for  Packing-Case  Makers. 

PACKING-CASE  TABLES  ; showing  the  number  of  Superficial 
Feet  in  Boxes  or  Packing-Cases,  from  six  inches  square  and 
upwards.  Compiled  by  William  Richardson,  Accountant. 
Second  Edition.  Oblong  4to,  3J.  6d.,  cloth.  [yust  Published. 

“Will  save  much  labour  and  calculation  to  packing-case  makers  and  those  who  use 
packing-cases.” — Grocer.  “ Invaluable  labour-saving  tables.” — Ironmonger. 

Nichols oii ' s Carpenter  s Guide. 

THE  CARPENTER’S  NEW  GUIDE ; or,  BOOK  of  LINES 
for  CARPENTERS  : comprising  all  the  Elementary  Principles 
essential  for  acquiring  a knowledge  of  Carpentry.  Founded  on  the 
late  Peter  Nicholson’s  standard  work.  A new  Edition,  revised 
by  Arthur  Asiifitel,  F.S.A.,  together  with  Practical  Rules  on 
Drawing,  by  George  Pyne.  With  74  Plates,  4to,  il.  is.  cloth. 
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Dowsing’ s Timber  Merchant’ s Companion. 

THE  TIMBER  MERCPIANT’S  AND  BUILDER’S  COM- 
PANION ; containing  New  and  Copious  Tables  of  the  Reduced 
Weight  and  Measurement  of  Deals  and  Battens,  of  all  sizes,  from 
One  to  a Thousand  Pieces,  and  the  relative  Price  that  each  size 
bears  per  Lineal  Foot  to  any  given  Price  per  Petersburgh  Standard 
Hundred  ; the  Price  per  Cube  Foot  of  Square  Timber  to  any  given 
Price  per  Load  of  50  Feet;  the  proportionate  Value  of  Deals  and 
Battens  by  the  Standard,  to  Square  Timber  by  the  Load  of  50  Feet ; 
the  readiest  mode  of  ascertaining  the  Price  of  Scantling  per  Lineal 
Foot  of  any  size,  to  any  given  Figure  per  Cube  Foot.  Also  a 
variety  of  other  valuable  information.  By  William  Dowsing, 
Timber  Merchant.  Third  Edition,  Revised  and  Corrected.  Crown 
8vo,  3-f.  cloth. 

“Everything  is  as  concise  and  clear  as  it  can  possibly  be  made.  There  can  be  no 
doubt  that  every  timber  merchant  and  builder  ought  to  possess  it.” — Httll  Advertiser. 

Timber  Freight  Book. 

THE  TIMBER  IMPORTERS’  AND  SHIPOWNERS’ 
FREIGHT  BOOK  : Being  a Comprehensive  Series  of  Tables  for 
the  Use  of  Timber  Importers,  Captains  of  Ships,  Shipbrokers, 
Builders,  and  all  Dealers  in  Wood  whatsoever.  By  William 
Richardson,  Timber  Broker.  Crown  8vo,  6s.,  cloth. 

Hortons  Measurer. 

THE  COMPLETE  MEASURER  ; setting  forth  the  Measure- 
ment of  Boards,  Glass,  &c.,  &c.  ; Unequal-sided,  Square-sided, 
Octagonal-sided,  Round  Timber  and  Stone,  and  Standing  Timber. 
With  just  allowances  for  the  bark  in  the  respective  species  of 
trees,  and  proper  deductions  for  the  waste  in  hewing  the  trees, 
&c. ; also  a Table  showing  the  solidity  of  hewn  or  eight-sided 
timber,  or  of  any  octagonal-sided  column.  Compiled  for  the 
accommodation  of  Timber-growers,  Merchants,  and  Surveyors, 
Stonemasons,  Architects,  and  others.  By  Richard  Horton. 
Third  edition,  with  considerable  and  valuable  additions,  l2mo, 
strongly  bound  in  leather, 

“Not  only  are  the  best  methods  of  measurement  shown,  and  in  some  instances 
illustrated  by  means  of  woodcuts,  but  the  erroneous  systems  pursued  by  dishonest 
dealers  are  fully  exposed The  work  must  be  considered  to  be  a valuable  addi- 

tion to  every  gardener’s  library. — Garden. 

Superficial  Measurement. 

THE  TRADESMAN’S  GUIDE  TO  SUPERFICIAL  MEA- 
SUREMENT. Tables  calculated  from  1 to  200  inches  in  length, 
by  1 to  108  inches  in  breadth.  For  the  use  of  Architects,  Surveyors, 
Engineers,  Timber  Merchants,  Builders,  &c.  By  James  Haw- 
kings.  Fcp.  3J.  6d.  cloth. 

Practical  Timber  Merchant. 

THE  PRACTICAL  TIMBER  MERCHANT,  being  a Guide 
for  the  use  of  Building  Contractors,  Surveyors,  Builders,  & c., 
comprising  useful  Tables  for  all  purposes  connected  with  the 
Timber  Trade,  Marks  of  Wood,  Essay  on  the  Strength  of  Timber, 
Remarks  on  the  Growth  of  Timber,  &c.  By  W.  Richardson. 
Fcap.  8 vo,  3J.  6d.,  cloth. 
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The  Mechanic  s Workshop  Companion. 

THE  OPERATIVE  MECHANIC’S  WORKSHOP  COM- 
PANION, and  THE  SCIENTIFIC  GENTLEMAN’S  PRAC- 
TICAL ASSISTANT.  By  William  Templeton.  Twelfth 
Edition,  with  Mechanical  Tables  for  Operative  Smiths,  Millwrights, 
Engineers,  &c.  ; and  an  Extensive  Table  of  Powers  and  Roots, 
&c.,  &c.  ii  Plates.  i2mo,  5-r.  bound. 

“As  a text-book  of  reference,  in  which  mechanical  and  commercial  demands  are 
judiciously  met,  Templeton’s  Companion  stands  unrivalled.’’ — Mechanics' Magazine. 

“ Admirably  adapted  to  the  wants  of  a very  large  class.  It  has  met  with  great 
success  in  the  engineering  workshop,  as  we  can  testify  ; and  there  are  a great  many 
men  who,  in  a great  measure,  owe  their  rise  in  life  to  this  little  work.” — Building  News. 

Engineer  s Assistant. 

THE  ENGINEER’S,  MILLWRIGHT’S,  and  MACHINIST’S 
PRACTICAL  ASSISTANT  ; comprising  a Collection  of  Useful 
Tables,  Rules,  and  Data.  Compiled  and  Arranged,  with  Original 
Matter,  by  William  Templeton.  6th  Edition.  i8mo,  2 s.  6 d. 
cloth. 

“ So  much  varied  information  compressed  into  so  small  a space,  and  published  at  a 
price  which  places  it  within  the  reach  of  the  humblest  mechanic,  cannot  fail  to  com- 
mand the  sale  which  it  deserves.  With  the  utmost  confidence  we  commend  this  book 
to  the  attention  of  our  readers.” — Mechanics’  Magazine. 

“A  more  suitable  present  to  an  apprentice  to  any  of  the  mechanical  trades  could  not 
possibly  be  made.” — Building  News. 

Designing , Measuring , and  Valuing. 

THE  STUDENT’S  GUIDE  to  the  PRACTICE  of  MEA- 
SURING, andVALUING  ARTIFICERS’  WORKS;  containing 
Directions  for  taking  Dimensions,  Abstracting  the  same,  and  bringing 
the  Quantities  into  Bill,  with  Tables  of  Constants,  and  copious 
Memoranda  for  the  Valuation  of  Labour  and  Materials  in  the  re- 
spective Trades  of  Bricklayer  and  Slater,  Carpenter  and  Joiner, 
Painter  and  Glazier,  Paperhanger,  &c.  With  43  Plates  and  Wood- 
cuts.  Originally  edited  by  Edward  Dobson,  Architect.  New 
Edition,  re-written,  with  Additions  on  Mensuration  and  Construc- 
tion, and  useful  Tables  for  facilitating  Calculations  and  Measure- 
ments. By  E.  Wyndilam  Tarn,  M.A.,  8vo,  ioj.  6 d.  cloth. 

“We  have  failed  to  discover  anything  connected  with  the  building  trade,  from  ex- 
cavating foundations  to  bell-hanging,  that  is  not  fully  treated  upon.” — The  Artizan. 

“ Altogether  the  book  is  one  which  well  fulfils  the  promise  of  its  title-page,  and  we 
can  thoroughly  recommend  it  to  the  class  for  whose  use  it  has  been  compiled.  Mr. 
Tarn’s  additions  and  revisions  have  much  increased  the  usefulness  of  the  work,  and 
have  especially  augmented  its  value  to  students.” — Engineering. 

Plumbing. 

PLUMBING  ; a text-book  to  the  practice  of  the  art  or  craft  of  the 
plumber.  With  supplementary  chapters  upon  house-drainage,  em- 
bodying the  latest  improvements.  By  William  Paton  Buchan, 
Sanitary  Engineer.  i2mo.,  with  about  300  illustrations.  3.1.  &/., 
cloth. 

“There  is  no  other  manual  ill  existence  of  the  plumber’s  art;  and  the  volume  will 
be  welcomed  as  the  work  of  a practical  master  of  his  trade.” — Public  Health. 

“ The  chapters  on  house-drainage  may  be  usefully  consulted,  not  only  by  plumbers, 
but  also  by  engineers  and  all  engaged  or  interested  in  house-building." — Iron. 

“ A book  containing  a large  amount  of  practical  information,  put  together  in  a very 
intelligent  manner,  by  one  who  is  well  qualified  for  the  task.” — City  Press. 
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Gregory  s Practical  Mathematics. 

MATHEMATICS  for  PRACTICAL  MEN  ; being  a Common- 
place Book  of  Pure  ancl  Mixed  Mathematics.  Designed  chiefly 
for  the  Use  of  Civil  Engineers,  Architects,  and  Surveyors.  Part  I. 
Pure  Mathematics — comprising  Arithmetic,  Algebra,  Geometry, 
Mensuration,  Trigonometry,  Conic  Sections,  Properties  of  Curves. 
Part  II.  Mixed  Mathematics — comprising  Mechanics  in  general, 
Statics,  Dynamics,  Hydrostatics,  Hydrodynamics,  Pneumatics, 
Mechanical  Agents,  Strength  of  Materials.  With  an  Appendix  of 
copious  Logarithmic  and  other  Tables.  By  Olinthus  Gregory, 
LL.  D.,  F.R.  A.  S.  Enlarged  by  Henry  Law,  C.E.  4th  Edition, 
carefully  revised  and  corrected  by  J.  R.  Young,  formerly  Profes- 
sor of  Mathematics,  Belfast  College;  Author  of  “A  Course  of 
Mathematics,”  &c.  With  13  Plates.  Medium  8vo,  1 /.  ij.  cloth. 

“ As  a standard  work  on  mathematics  it  has  not  been  excelled.” — Artizan. 

“ The  engineer  or  architect  will  here  find  ready  to  his  hand,  rules  for  solving  nearly 
every  mathematical  difficulty  that  may  arise  in  his  practice.  The  rules  are  in  all  cases 
explained  by  means  of  examples,  in  which  every  step  of  the  process  is  clearly  worked 
out.  ” — Builder. 

“One  of  the  most  serviceable  books  to  the  practical  mechanics  of  the  country. 

In  the  edition  just  brought  out,  the  work  has  again  been  revised  by 

Professor  Young.  He  has  modernised  the  notation  throughout,  introduced  a few 

Paragraphs  here  and  there,  and  corrected  the  numerous  typographical  errors  which 
ave  escaped  the  eyes  of  the  former  Editor.  The  book  is  now  as  complete  as  it  is 
possible  to  make  it.  It  is  an  instructive  book  for  the  student,  and  a Text- 
book for  him  who  having  once  mastered  the  subjects  it  treats  of,  needs  occasionally  to 
refresh  his  memory  upon  them.” — Building  News. 

The  Metric  System. 

A SERIES  OF  METRIC  TABLES,  in  which  the  British 
Standard  Measures  and  Weights  are  compared  with  those  of  the 
Metric  System  at  present  in  use  on  the  Continent.  By  C.  H. 
Dowling,  C.  E.  Second  Edition,  revised  and  enlarged.  8vo, 
ioj.  6d.  strongly  bound. 

“Mr.  Dowling’s  Tables,  which  are  well  put  together,  come  just  in  time  as  a ready 
reckoner  for  the  conversion  of  one  system  into  the  other.” — A thenceum. 

“Their  accuracy  has  been  certified  by  Prof.  Airy,  Astronomer-Royal.”—  Builder. 
“ Resolution  8. — That  advantage  will  be  derived  from  the  recent  publication  of 
Metric  Tables,  by  C.  H.  Dowling,  C.E.” — Report  of  Section  F,  Brit.  Assoc.,  Bath. 

Comprehensive  Weight  Calculator. 

THE  WEIGHT  CALCULATOR;  being  a Series  of  Tables 
upon  a New  and  Comprehensive  Plan,  exhibiting  at  one  Reference 
the  exact  Value  of  any  Weight  from  1 lb.  to  15  tons,  at  300  Pro- 
gressive Rates,  from  1 Penny  to  168  Shillings  per  cwt.,  and  con- 
taining 186,000  Direct  Answers,  which  with  their  Combinations, 
consisting  of  a single  addition  (mostly  to  be  performed  at  sight), 
will  afford  an  aggregate  of  10,266,000  Answers  ; the  whole  being 
calculated  and  designed  to  ensure  Correctness  and  promote 
Despatch.  By  Henry  Harben,  Accountant,  Sheffield,  Author 
of  ‘The  Discount  Guide.’  An  entirely  New  Edition,  carefully 
revised.  Royal  8vo,  strongly  half-bound,  30 j. 
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Comprehensive  Discount  Guide. 

THE  DISCOUNT  GUIDE  : comprising  several  Series  of  Tables 
for  the  use  of  Merchants,  Manufacturers,  Ironmongers,  and  others, 
by  which  may  be  ascertained  the  exact  profit  arising  from  any  mode 
of  using  Discounts,  either  in  the  Purchase  or  Sale  of  Goods,  and 
the  method  of  either  Altering  a Rate  of  Discount,  or  Advancing  a 
Price,  so  as  to  produce,  by  one  operation,  a sum  that  will  realise 
any  required  profit  after  allowing  one  or  more  Discounts  : to  which 
are  added  Tables  of  Profit  or  Advance  from  1 5 to  90  per  cent., 
Tables  of  Discount  from  1 J to  p8£  per  cent.,  and  Tables  of  Commis- 
sion, &c.,  from  | to  10  per  cent.  By  Henry  Harben,  Accountant, 
Author  of  “The  Weight  Calculator.”  New  Edition,  carefully  Re- 
vised and  Corrected.  In  a handsome  demy  8vo.  volume  (544  pp.), 
strongly  and  elegantly  half-bound, £\  5.?. 

Inwood’s  Tables , greatly  enlarged  and  improved. 

TABLES  FOR  THE  PURCHASING  of  ESTATES,  Freehold, 
Copyhold,  or  Leasehold;  Annuities,  Advowsons,  &c.,  and  for  the 
Renewing  of  Leases  held  under  Cathedral  Churches,  Colleges,  or 
other  corporate  bodies;  for  Terms  of  Years  certain,  and  for  Lives  ; 
also  for  Valuing  Reversionary  Estates,  Deferred  Annuities,  Next 
Presentations,  &c.,  together  with  Smart’s  Five  Tables  of  Compound 
Interest,  and  an  Extension  of  the  same  to  Lower  and  Intermediate 
Rates.  By  William  Inwood,  Architect.  The  20th  edition,  with 
considerable  additions,  and  new  and  valuable  Tables  of  Logarithms 
for  the  more  Difficult  Computations  of  the  Interest  of  Money,  Dis- 
count, Annuities,  &c.,  by  M.  Fedor  Thoman,  of  the  Societe 
Credit  Mobilier  of  Paris.  l2mo,  8r.  cloth. 

“ Those  interested  in  the  purchase  and  sale  of  estates,  and  in  the  adjustment  of 
compensation  cases,  as  well  as  in  t-ansactions  in  annuities,  life  insurances,  &c.,  will 
find  the  present  edition  of  eminent  service.” — Engineering. 

“ ‘ Inwood’s  Tables’  still  maintain  a most  enviable  reputation.  The  new  issue  has  been 
enriched  by  large  additional  contributions  by  M.  Fedor  Thoman,  whose  carefully 
arranged  Tables  cannot  fail  to  be  of  the  utmost  utility." —Mining  journal. 

Geometry  for  the  A rchitect , Engineer , &c. 

PRACTICAL  GEOMETRY,  for  the  Architect,  Engineer,  and 
Mechanic  ; giving  Rules  for  the  Delineation  and  Application  of 
various  Geometrical  Lines,  Figures  and  Curves.  By  E.  W.  Tarn, 
M.A.,  Architect,  Author  of  “The  Science  of  Building,”  &c. 
With  164  Illustrations.  Demy  8vo.  X2s.  6d.,  cloth. 

“No  book  with  the  same  objects  in  view  has  ever  been  published  in  which  the 
clearness  of  the  rules  laid  down  and  the  illustrative  diagrams  have  been  so  satis- 
factory. ” — Scotsman. 

Compound  Interest  and  A nnuities. 

THEORY  of  COMPOUND  INTEREST  and  ANNUITIES  ; 
with  Tables  of  Logarithms  for  the  more  Difficult  Computations  of 
Interest,  Discount,  Annuities,  &c.,  in  all  their  Applications  and 
Uses  for  Mercantile  and  State  Purposes.  With  an  elaborate  Intro- 
duction. By  Fedor  Thoman,  of  the  Societe  Credit  Mobilier, 
Paris.  3rd  Edition,  carefully  revised  and  corrected.  i2mo,4r.  6d.,  cl. 

A very  powerful  work,  and  the  Author  has  a very  remarkable  command  of  his 
subject.” — Professor  A.  de  Morgan. 

“ We  recommend  it  to  the  notice  of  actuaries  and  accountants.” — Athena’um. 

%*  The  above  bound  with  Lintern’s  Mineral  Surveyor. 
(See  page  10.)  Price  Js.  6d.  cloth. 
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Brewing. 

A HANDBOOK  FOR  YOUNG  BREWERS.  By  Herbert 
Edwards  Wright,  B.A.  (Trin.  Coll.  Camb.).  Crown  8vo, 
3-B  Gd.,  cloth.  \Just  Published. 

“ A thoroughly  scientific  treatise  in  popular  language.  It  is  evident  that  the 
author  has  mastered  his  subject  in  its  scientific  aspects.”- — Morning  Advertiser. 

“We  would  particularly  recommend  all  teachers  of  the  art  to  place  a copy  of  it  in 
every  pupil’s  hands,  and  we  feel  sure  its  perusal  will  be  attended  with  advantage.” — 
Brewer. 

The  Military  Sciences. 

AIDE-MEMOIRE  to  the  MILITARY  SCIENCES.  Framed 
from  Contributions  of  Officers  and  others  connected  with  the  dif- 
ferent Services.  Originally  edited  by  a Committee  of  the  Corps  of 
Royal  Engineers.  Second  Edition,  most  carefully  revised  by  an 
Officer  of  the  Corps,  with  many  additions ; containing  nearly  350 
Engravings  and  many  hundred  Woodcuts.  3 vols.  royal  8vo,  extra 
cloth  boards,  and  lettered,  4/.  ioa 

“A  compendious  encyclopaedia  of  military  knowledge.” — Edinburgh  Review. 

“ The  most  comprehensive  work  of  reference  to  the  military  and  collateral  sciences.” 
— Volunteer  Service  Gazette. 

Field  Fortification. 

A TREATISE  on  FIELD  FORTIFICATION,  the  ATTACK 
of  FORTRESSES,  MILITARY  MINING,  and  RECON- 
NOITRING. By  Colonel  I.  S.  Macaulay,  late  Professor  of 
Fortification  in  the  R.  M.  A.,  Woolwich.  Sixth  Edition,  crown 
8vo,  cloth,  with  separate  Atlas  of  12  Plates,  12s.  complete. 

Field  Fortification. 

HANDBOOK  OF  FIELD  FORTIFICATION,  intended  for 
the  Guidance  of  Officers  preparing  for  Promotion,  and  especially 
adapted  to  the  requirements  of  Beginners.  By  Major  W.  W. 
Knollys,  F.  R.G.  S.,  93rd  Sutherland  Highlanders,  & c.  With 
163  Woodcuts.  Crown  8vo,  3s.  6 d.  cloth. 

Dye-  Wares  and  Colours. 

THE  MANUAL  of  COLOURS  and  DYE-WARES  : their 
Properties,  Applications,  Valuation,  Impurities,  and  Sophistications. 
For  the  Use  of  Dyers,  Printers,  Dry  Salters,  Brokers,  &c.  By  J. 
W.  Slater.  Post  8vo,  7 s.  6 d.,  cloth. 

“ A complete  encyclopaedia  of  the  materia  tinctona.  The  information  given 
respecting  each  article  is  full  and  precise,  and  the  methods  of  determining  the  value 
of  articles  such  as  these,  so  liable  to  sophistication,  are  given  with  clearness,  and  are 
practical  as  well  as  valuable.” — Chemist  and  Druggist. 

Storms. 

STORMS  : their  Nature,  Classification,  and  Laws,  with  the 
Means  of  Predicting  them  by  their  Embodiments,  the  Clouds. 
By  William  Blasius.  With  Coloured  Plates  and  numerous 
Wood  Engravings.  Crown  8vo,  icxr.  Gd.  cloth  boards. 
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Light-Houses. 

EUROPEAN  LIGHT-IIOUSE  SYSTEMS  ; being  a Report  of 
a Tour  of  Inspection  made  in  1873.  By  Major  George  H. 
Elliot,  Corps  of  Engineers,  U.S.A.  Illustrated  by  51  En- 
gravings and  31  Woodcuts  in  the  Text.  8vo,  2 is.  cloth. 

Electricity. 

A MANUAL  of  ELECTRICITY ; including  Galvanism,  Mag- 
netism, Diamagnetism,  Electro-Dynamics,  Magno-Electricity,  and 
the  Electric  Telegraph.  By  Henry  M.  Noad,  Ph.D.,  F.C.S., 
Lecturer  on  Chemistry  at  St.  George’s  Hospital.  Fourth  Edition, 
entirely  rewritten.  Illustrated  by  500  Woodcuts.  8vo,  I /.  4 s.  cloth. 
“ The  commendations  already  bestowed  in  the  pages  of  the  Lancet  on  the  former 
editions  of  this  work  are  more  than  ever  merited  by  the  present.  The  accounts  given 
of  electricity  and  galvanism  are  not  only  complete  in  a scientific  sense,  but,  which  is  a 
rarer  thing,  are  popular  and  interesting.” — Lancet. 

Text- Book  of  Electricity. 

THE  STUDENT’S  TEXT-BOOK  OF  ELECTRICITY.  By 
Henry  M.  Noad,  Ph.D.,  Lecturer  on  Chemistry  at  St.  George’s 
Hospital.  New  Edition,  revised  and  enlarged,  with  additions  on 
Telegraphy,  the  Telephone,  Phonograph,  &c.,  by  G.  E.  Preece, 
Esq.,  of  the  Telegraph  Department,  General  Post  Office,  London. 
Upwards  of  400  Illustrations. 

[Nearly  ready. 

Rudimentary  Magnetism. 

RUDIMENTARY  MAGNETISM  : being  a concise  exposition 
of  the  general  principles  of  Magnetical  Science,  and  the  purposes 
to  which  it  has  been  applied.  By  Sir  W.  Snow  Harris,  F.R.S. 
New  and  enlarged  Edition,  with  considerable  additions  by  Dr. 
Noad,  Ph.D.  With  165  Woodcuts.  i2mo,  cloth,  4 s.  6 d. 

“As  concise  and  lucid  an  exposition  of  the  phenomena  of  magnetism  as  we  believe 
it  is  possible  to  write.” — English  Mechanic. 

“ The  best  possible  manual  on  the  subject  of  magnetism.” — Mechanics'  Magazine. 

Chemical  A nalysis. 

THE  COMMERCIAL  HANDBOOK  of  CHEMICAL  ANA- 
LYSIS ; or  Practical  Instructions  for  the  determination  of  the  In- 
trinsic or  Commercial  Value  of  Substances  used  in  Manufactures, 
in  Trades,  and  in  the  Arts.  By  A.  Normandy,  Author  of  “ Prac- 
tical Introduction  to  Rose’s  Chemistry,”  and  Editor  of  Rose’s 
“ Treatise  on  Chemical  Analysis.”  New  Edition.  Enlarged,  and 
to  a great  extent  re-written,  by  Henry  M.  Noad,  Ph.  D.,  F.R.S. 
With  numerous  Illustrations.  Cr.  8vo,  12 s.  6 d.  cloth. 

“We  recommend  this  book  to  the  careful  perusal  of  every  one  ; it  may  be  truly 
affirmed  to  be  of  universal  interest,  and  we  strongly  recommend  it  to  our  readers  as  a 
guide,  alike  indispensable  to  the  housewife  as  to  the  pharmaceutical  practitioner.”— 
Medical  Times. 

“ Essential  to  the  analysts  appointed  under  the  new  Act.  The  most  recent  results 
are  given,  and  the  work  is  well  edited  and  carefully  written.” — Nature. 

Mollusca. 

A MANUAL  OF  THE  MOLLUSCA  ; being  a Treatise  on 
Recent  and  Fossil  Shells.  By  Dr.  S.  P.  Woodward,  A.L. S. 
V’ith  Appendix  by  Ralph  Tate,  A.L. S.  F.G.S.  With  numer- 
ous Plates  and  300  Woodcuts.  3rd  Edition.  Cr.  8vo,  7 s.  6d.  cloth. 
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Clocks , Watches , and  Bells. 

RUDIMENTARY  TREATISE  on  CLOCKS,  and  WATCHES, 
and  BELLS.  By  Sir  Edmund  Beckett,  Bart,  (late  E.  B. 
Denison),  LL.D.,  Q.C.,  F.R.A.S.,  Author  of  “ Astronomy  with- 
out Mathematics,”  &c.  Sixth  edition,  thoroughly  revised  and 
enlarged,  with  numerous  Illustrations.  Limp  cloth  (No.  67, 
Weale’s  Series),  4 s.  6 d.\  cloth  boards,  5x.  6 d. 

“Asa  popular  and  practical  treatise  it  is  unapproached.” — English  Mechanic. 
“The  best  work  on  the  subject  probably  extant.  The  treatise  on  bells  is  un- 
doubtedly the  best  in  the  language.  To  call  it  a rudimentary  treatise  is  a misnomer, 
at  least  as  respects  clocks  and  bells.  It  is  the  most  important  work  of  its  kind  in 
English.  ” — E ngineering. 

“The  only  modern  treatise  on  clock-making.” — Horo'logical  Journal. 

“ This  admirable  treatise  on  clocks,  by  the  most  able  authority  on  such  a subject, 
is  completely  perfect  of  its  kind.”—  Standard. 

Gold  and  Gold-Working. 

THE  PRACTICAL  GOLD-WORKER;  or,  The  Goldsmith’s 
and  Jeweller’s  Instructor.  The  Art  of  Alloying,  Melting,  Re- 
ducing, Colouring,  Collecting  and  Refining.  The  processes  of 
Manipulation,  Recovery  of  Waste,  Chemical  and  Physical  Pro- 
perties of  Gold,  with  a new  System  of  Mixing  its  Alloys  ; Solders, 
Enamels,  and  other  useful  Rules  and  Recipes,  & c.  By  George 
E.  Gee.  Crown  8vo,  7 s.  6d.,  cloth.  [Just  Published. 

“ A good,  sound,  technical  educator,  and  will  be  generally  accepted  as  an 
authority.  It  gives  full  particulars  for  mixing  alloys  and  enamels,  is  essentiallya  book 
for  the  workshop,  and  exactly  fulfils  the  purpose  intended.” — Horological  Journal. 

“ The  best  work  yet  printed  on  its  subject  for  a reasonable  price.  We  have  no 
doubt  that  it  will  speedily  become  a standard  book  which  few  will  care  to  be  with- 
out.”— Jeweller  and  Metalworker. 

Silver  and  Silver  Working. 

THE  SILVERSMITH’S  HANDBOOK,  containing  full  In- 
structions for  the  Alloying  and  Working  of  Silver,  including  the 
different  modes  of  refining  and  melting  the  metal,  its  solders,  the 
preparation  of  imitation  alloys,  methods  of  manipulation,  preven- 
tion of  waste,  instructions  for  improving  and  finishing  the  surface 
of  the  work,  together  with  other  useful  information  and  memoranda. 
By  George  E.  Gee,  Jeweller,  See.  Crown  8vo,  with  numerous 
illustrations,  "]s.  6d. , cloth.  [. Just  Published. 

“This  work  is  destined  to  take  up  as  good  a position  in  technical  literature  as  the 
Practical  Goldworker,  a book  which  has  passed  through  the  ordeal  of  critical  ex- 
amination and  business  tests  with  great  success.” — Jeweller  and  Metalworker. 

Science  and  Scripture. 

SCIENCE  ELUCIDATIVE  OF  SCRIPTURE,  AND  NOT 
ANTAGONISTIC  TO  IT  ; being  a Series  of  Essays  on—  1. 
Alleged  Discrepancies  ; 2.  The  Theory  of  the  Geologists  and 
Figure  of  the  Earth  ; 3.  The  Mosaic  Cosmogony ; 4.  Miracles  in 
general — Views  of  Hume  and  Powell ; 5-  The  Miracle  of  Joshua — 
Views  of  Dr.  Colenso : The  Supernaturally  Impossible ; 6.  The 
Age  of  the  Fixed  Stars— their  Distances  and  Masses.  By  Professor 
J.  R.  Young.  Fcap.  8vo,  5.0  cloth. 

“Distinguished  by  the  true  spirit  of  scientific  inquiry,  by  great  knowledge,  by  keen 
logical  ability,  and  by  a style  peculiarly  clear,  easy,  and  energetic.”— Nonconformist. 

Practical  Philosophy. 

A SYNOPSIS  of  PRACTICAL  PHILOSOPHY.  By  Rev.  J. 
Carr,  M.  A., late  Fellow  of Trin.  Coll.,Camb.  2ndEd.i8mo,  Sn  cl. 
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DR.  LARDNER’S  POPULAR  WORKS. 

Dr.  L ar drier  s Museum  of  Science  and  Art. 

THE  MUSEUM  OF  SCIENCE  AND  ART.  Edited  by 
Dionysius  Lardner,  D.C.L.,  formerly  Professor  of  Natural  Phi- 
losophy and  Astronomy  in  University  College,  London.  With  up- 
wards of  1200  Engravings  on  Wood.  In  6 Double  Volumes. 
Price  £l  is.,  in  a new  and  elegant  cloth  binding,  or  handsomely 
bound  in  half  morocco,  3U.  6d. 

“The  ‘Museum  of  Science  and  Art’  is  the  most  valuable  contribution  that  has 
ever  been  made  to  the  Scientific  Instruction  of  every  class  of  society.” — Sir  David 
Brewster  in  the  North  British  Review. 

“Whether  we  consider  the  liberality  and  beauty  of  the  illustrations,  the  charm  of 
the  writing,  or  the  durable  interest  of  the  matter,  we  must  express  our  belief  that 
there  is  hardly  to  be  found  among  the  new  books,  one  that  would  be  welcomed  by 
people  of  so  many  ages  and  classes  as  a valuable  present.” — Examiner. 

* * Separate  books  formed  from  the  above,  suitable  for  Workmen' s 
Libraries,  Science  Classes,  <nc. 

COMMON  THINGS  EXPLAINED.  Containing  Air,  Earth,  Fire, 
Water,  Time,  Man,  the  Eye,  Locomotion,  Colour,  Clocks  and 
Watches,  &c.  233  Illustrations,  cloth  gilt,  5j. 

THE  MICROSCOPE.  Containing  Optical  Images,  Magnifying 
Glasses,  Origin  and  Description  of  the  Microscope,  Microscopic 
Objects,  the  Solar  Microscope,  Microscopic  Drawing  and  Engrav- 
ing, &c.  147  Illustrations,  cloth  gilt,  2 s. 

POPULAR  GEOLOGY.  Containing  Earthquakes  and  Volcanoes, 
the  Crust  of  the  Earth,  etc.  201  Illustrations,  cloth  gilt,  2s.  6d. 
POPULAR  PHYSICS.  Containing  Magnitude  and  Minuteness,  the 
Atmosphere,  Meteoric  Stones,  Popular  Fallacies,  Weather  Prog- 
nostics, the  Thermometer,  the  Barometer,  Sound,  &c.  85  Illus- 

trations, cloth  gilt,  2 s.  6 d. 

STEAM  AND  ITS  USES.  Including  the  Steam  Engine,  the  Lo- 
comotive, and  Steam  Navigation.  89  Illustrations,  cloth  gilt,  2 s. 
POPULAR  ASTRONOMY.  Containing  How  to  Observe  the 
Heavens.  The  Earth,  Sun,  Moon,  Planets.  Light,  Comets, 
Eclipses,  Astronomical  Influences,  &c.  182  Illustrations,  4jt.  6d. 

THE  BEE  AND  WHITE  ANTS  : Their  Manners  and  Plabits. 
With  I llustrations  of  Animal  Instinct  and  Intelligence.  135  Illus- 
trations, cloth  gilt,  2 s. 

THE  ELECTRIC  TELEGRAPH  POPULARISED.  To  render 
intelligible  to  all  who  can  Read,  irrespective  of  any  previous  Scien- 
tific Acquirements,  the  various  forms  of  Telegraphy  in  Actual 
Operation.  100  Illustrations,  cloth  gilt,  is.  6d. 

Scientific  Class-Books,  by  Dr.  Lardner. 

NATURAL  PHILOSOPHY  FOR  SCHOOLS.  By  Dr.  Lardner. 
328  Illustrations.  Sixth  Edition.  1 vol.  3J.  6 d.  cloth. 

“ Conveys,  in  clear  and  precise  terms,  general  notions  of  all  the  principal  divisions 
of  Physical  Science.” — British  Quarterly  Review. 

ANIMAL  PHYSIOLOGY  FOR  SCHOOLS.  By  Dr.  Lardner. 
With  190  Illustrations.  Second  Edition.  1 vol.  2s-  6d.  cloth. 

‘ ‘ Clearly  written,  well  arranged,  and  excellently  illustrated.  ” — Gardeners  Chronicle, 
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DR.  LARDNER’S  SCIENTIFIC  WORKS. 

Astronomy. 

THE  HANDBOOK  OF  ASTRONOMY.  4th  Edition.  Edited 
by  Edwin  Dunkin,  F.R.  S.,  Rl.  Observatory,  Greenwich.  With 
38  plates  and  upwards  of  100  Woodcuts.  Cr.  8vo,  gs.  6 d.  cloth. 

“ Probably  no  other  book  contains  the  same  amount  of  information  in  so  com- 
pendious and  well-arranged  a form.” — Athenceum. 

Animal  Physics. 

THE  HANDBOOK  OF  ANIMAL  PHYSICS.  With  520 
Illustrations.  New  edition,  small  8vo,  cloth,  7 s.  6 d.  732  pages. 

“ We  have  no  hesitation  in  cordially  recommending  it.” — Educational  Times. 

Electric  Telegraph. 

THE  ELECTRIC  TELEGRAPH.  New  Edition.  By  E.  B. 
Bright,  F.  R.A.S.  140  Illustrations.  Small  8vo,  2s.  6 d.  cloth. 

“ One  of  the  most  readable  books  extant  on  the  Electric  Telegraph.” — Eng.  Mechanic. 

LARDNER’S  COURSE  OF  NATURAL  PHILOSOPHY. 
Mechanics. 

THE  HANDBOOK  OF  MECHANICS.  Enlarged  and  almost 
rewritten  by  Benjamin  Loewy,  F. R.A.S.  With  378  Illustra- 
tions. Post  8 vo,  6s.  cloth.  [Just  Published. 

“The  perspicuity  of  the  original  has  been  retained,  and  chapters  which  had 
become  obsolete,  have  been  replaced  by  others  of  more  modern  character.  The 
explanations  throughout  are  studiously  popular,  and  care  has  been  taken  to  show 
the  application  of  the  various  branches  of  physics  to  the  industrial  arts,  and  to 
the  practical  business  of  life.” — Mining  Journal. 

Heat. 

THE  HANDBOOK  OF  HEAT.  Edited  and  almost  entirely 
Re-written  by  Benjamin  Loewy,  F. R.A.S.  etc.  1 1 7 Illustra- 
tions. Post  8vo,  6s.  cloth.  [Just  Published. 

“ The  style  is  always  clear  and  precise,  and  conveys  instruction  without  leaving 
any  cloudiness  or  lurking  doubts  behind.” — Engineering. 

Hydrostatics  and  Pneumatics. 

THE  HANDBOOK  of  HYDROSTATICS  and  PNEUMATICS. 
New  Edition,  Revised  and  Enlarged  by  Benjamin  Loewy, 
F. R.A.S.  With  236  Illustrations.  Post  Svo,  5.?.  cl. 

“ For  those  ‘who  desire  to  attain  an  accurate  knowledge  of  physical  science  with- 
out the  profound  methods  of  mathematical  investigation,’  this  work  is  not  merely  in- 
tended, but  well  adapted.” — Chemical  News. 

Electricity , Magnetism , and  Acoustics. 

THE  PIANDBOOIC  of  ELECTRICITY,  MAGNETISM,  and 
ACOUSTICS.  New  Edition.  Edited  by  Geo.  Carey  Foster, 
B.  A.,  F.C.S.  With  400  Illustrations.  Post  Svo,  5^.  cloth. 

“ The  book  could  not  have  been  entrusted  to  any  one  better  calculated  to  preserve 
the  terse  and  lucid  style  of  Lardner,  while  correcting  his  errors  and  bringing  up  his 
work  to  the  present  state  of  scientific  knowledge.” — Popular  Science  Review. 

Optics. 

THE  HANDBOOK  OF  OPTICS.  New  Edition.  Edited  by 
T.  Olver  Harding,  B.  A.  298  Illustrations.  Post  8vo,  5 c.  cloth. 

“ Written  by  one  of  the  ablest  English  scientific  writers,  beautifully  and  elaborately 
illustrated.” — Mechanic s Magazine. 

***  The  above  5 Vols.  form  a Complete  Course  of  Natural 
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WORKS  IN  SCIENCE  AND  ART,  ETC., 


Pictures  and  Painters. 

THE  PICTURE  AMATEUR’S  HANDBOOK  AND  DIC- 
TIONARY OF  PAINTERS  : being  a Guide  for  Visitors  to 
Public  and  Private  Picture  Galleries,  and  for  Art-Students,  in- 
cluding an  explanation  of  the  various  methods  of  Painting  ; In- 
structions for  Cleaning,  Re-Lining,  and  Restoring  Oil  Paintings ; 
A Glossary  of  Terms;  an  Historical  Sketch  of  the  Principal  Schools 
of  Painting ; and  a Dictionary  of  Painters,  giving  the  Copyists 
and  Imitators  of  each  Master.  By  Philippe  Daryl,  B.  A.  Crown 
8 vo,  y.  6 d.,  cloth.  [Just  Published. 

“ Useful  as  bringing  together  in  a compendious  form  an  almost  complete  bio- 
graphical stock  of  information  respecting  the  painters  of  the  world.” — Mayfair. 

“ The  bulk  of  the  book  is  occupied  by  a dictionary  of  painters  which,  considering 
its  small  compass,  is  really  admirable  ; where  only  a few  wordsare  devoted  to  an  artist, 
his  speciality  is  well  indicated  ; and  the  utility  of  a table  of  dates  of  painters  in  so 
portable  a form  is  unquestionable.  We  cordially  recommend  the  book.” — Builder. 

Popular  Work  on  Painting. 

PAINTING  POPULARLY  EXPLAINED;  with  Historical 
Sketches  of  the  Progress  of  the  Art.  By  Thomas  John  Gullick, 
Painter,  and  John  Timbs,  F.  S.A.  Fourth  Edition,  revised  and 
enlarged.  With  Frontispiece  and  Vignette.  In  small  8vo,  6s.  cloth. 

***  This  Work  has  been  adopted  as  a Prize-book  in  the  Schools  of 
Art  at  South  Kensington. 

“ Much  may  be  learned,  even  by  those  who  fancy  they  do  not  require  to  be  taught, 
from  the  careful  perusal  of  this  unpretending  but  comprehensive  treatise.  ” — A rt  Journal. 

“ Contains  a large  amount  of  original  matter,  agreeably  conveyed,  and  will  be  found  of 
value,  as  well  by  the  young  artist  seeking  information  as  by  the  general  reader.  ” — Builder. 

Grammar  of  Colouring. 

A GRAMMAR  OF  COLOURING,  applied  to  Decorative 
Painting  and  the  Arts.  By  George  Field.  New  edition,  en- 
larged and  adapted  to  the  use  of  the  Ornamental  Painter  and 
Designer,  by  Ellis  A.  Davidson.  With  new  Coloured  Diagrams 
and  numerous  Engravings  on  Wood.  121110,  3-r.  6d.  cloth  boards. 

“ One  of  the  most  useful  of  student’s  books,  and  probably  the  best  known  of  the 
few  we  have  on  the  subject.” — Architect. 

“ The  book  is  a most  useful  resume  of  the  properties  of  pigments.” — Builder. 

Geology  and  Genesis  H armonised. 

THE  TWIN  RECORDS  of  CREATION;  or,  Geology  and 
Genesis,  their  Perfect  Harmony  and  Wonderful  Concord.  By 
G.  W.  Victor  Le  Vaux.  With  numerous  Ulus.  Fcap.  8vo,  5-G  cl. 

“ We  can  recommend  Mr.  Le  Vaux  as  an  able  and  interesting  guide  to  a popular 
appreciation  of  geological  science.” — Spectator. 

Geology , Physical  and  Historical. 

A CLASS-BOOK  of  GEOLOGY,  PHYSICAL  and  HIS- 
TORICAL. With  more  than  250  Woodcuts.  By  Ralph  Tate, 
A.  L.S.,  F.G.  S.  i2mo,  5.L,  cloth  boards. 

“ The  fulness  of  the  matter  has  elevated  the  book  into  a manual.” — School  Boat'd 
Chronicle. 

Wood-  Carving. 

INSTRUCTIONS  in  WOOD-CARVING,  for  Amateurs;  with 
Hints  on  Design.  By  A Lady.  In  emblematic  wrapper,  hand- 
somely printed,  with  Ten  large  Plates,  2 s.  6 d. 

“ The  handicraft  of  the  wood-carver,  so  well  as  a book  can  impart  it,  may  be  learnt 
from  ‘ A Lady’s  ’ publication.” — A thenceuin. 
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Delamotte  s Works  on  I Humiliation  & Alphabets. 

A PRIMER  OF  THE  ART  OF  ILLUMINATION  ; for  the 
use  of  Beginners  : with  a Rudimentary  Treatise  on  the  Art,  Prac- 
tical Directions  for  its  Exercise,  and  numerous  Examples  taken 
from  Illuminated  MSS.,  printed  in  Gold  and  Colours.  By  F.  Dela- 
motte. Small  4to,  9^.  Elegantly  bound,  cloth  antique. 

"A  handy  book,  beautifully  illustrated  ; the  text  of  which  is  well  written,  and  cal- 
culated to  be  useful.  . . . The  examples  of  ancient  MSS.  recommended  to  the  student, 
which,  with  much  good  sense,  the  author  chooses  from  collections  accessible  to  all,  are 
selected  with  judgment  and  knowledge,  as  well  as  taste.” — Athetueum. 

ORNAMENTAL  ALPHABETS,  ANCIENT  and  MEDIAEVAL  ; 
from  the  Eighth  Century,  with  Numerals  ; including  Gothic, 
Church-Text,  large  and  small,  German,  Italian,  Arabesque,  Initials 
for  Illumination,  Monograms,  Crosses,  &c.  &c.,  for  the  use  of 
Architectural  and  Engineering  Draughtsmen,  Missal  Painters, 
Masons,  Decorative  Painters,  Lithographers,  Engravers,  Carvers, 
&c.  &c.  &c.  Collected  and  engraved  by  F.  Delamotte,  and 
printed  in  Colours.  Royal  8vo,  oblong,  4J.  cloth. 

“ A well-known  engraver  and  draughtsman  has  enrolled  in  this  useful  book  the 
result  of  many  years’  study  and  research.  For  those  who  insert  enamelled  sentences 
round  gilded  chalices,  who  blazon  shop  legends  over  shop-doors,  who  letter  church 
walls  with  pithy  sentences  from  the  Decalogue,  this  book  will  be  useful.” — Athetueum . 

EXAMPLES  OF  MODERN  ALPHABETS,  PLAIN  and  ORNA- 
MENTAL; including  German,  Old  English,  Saxon,  Italic,  Per- 
spective, Greek,  Hebrew,  Court  Hand,  Engrossing,  Tuscan, 
Riband,  Gothic,  Rustic,  and  Arabesque ; with  several  Original 
Designs,  and  an  Analysis  of  the  Roman  and  Old  English  Alpha- 
bets, large  and  small,  and  Numerals,  for  the  use  of  Draughtsmen, 
Surveyors,  Masons,  Decorative  Painters,  Lithographers,  Engravers, 
Carvers,  &c.  Collected  and  engraved  by  F.  Delamotte,  and 
printed  in  Colours.  Royal  Svo,  oblong,  4 s.  cloth. 

“ To  artists  of  all  classes,  but  more  especially  to  architects  and  engravers,  this  very 
handsome  book  will  be  invaluable.  There  is  comprised  in  it  every  possible  shape  into 
which  the  letters  of  the  alphabet  and  numerals  can  be  formed,  and  the  talent  which 
has  been  expended  in  the  conception  of  the  various  plain  and  ornamental  letters  is 
wonderful.  ” — A tandard. 

MEDIAEVAL  ALPHABETS  AND  INITIALS  FOR  ILLUMI- 
NATORS. By  F.  Delamotte,  Illuminator,  Designer,  and 
Engraver  on  Wood.  Containing  21  Plates,  and  Illuminated  Title, 
printed  in  Gold  and  Colours.  With  an  Introduction  by  J.  Willis 
Brooks.  Small  4to,  6s.  cloth  gilt. 

“ A volume  in  which  the  letters  of  the  alphabet  come  forth  glorified  in  gilding  and 
all  the  colours  of  the  prism  interwoven  and  intertwined  and  intermingled,  sometimes 
with  a sort  of  rainbow  arabesque.  A poem  emblazoned  in  these  characters  would  be 
only  comparable  to  one  of  those  delicious  love  letters  symbolized  in  a bunch  of  flowers 
well  selected  and  cleverly  arranged.” — Sun. 

THE  EMBROIDERER’S  BOOK  OF  DESIGN  ; containing  Initials, 
Emblems,  Cyphers,  Monograms,  Ornamental  Borders,  Ecclesias- 
tical Devices,  Mediaeval  and  Modern  Alphabets,  and  National 
Emblems.  Collected  and  engraved  by  F.  Delamotte,  and 
printed  in  Colours.  Oblong  royal  Svo,  2 s.  6d.  in  ornamental  boards. 
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Youatt  and  Burns  Complete  Grazier. 

THE  COMPLETE  GRAZIER,  and  FARMER’S  and  CATTLE- 
BREEDER’S  ASSISTANT.  A Compendium  of  Husbandry. 
By  William  Youatt,  Esq.,  V.S.  12th  Edition,  enlarged  by 
Robert  Scott  Burn,  Author  of  “The  Lessons  of  My  Farm,”  &c. 
One  large  8vo  volume,  860  pp.  with  244  Illustrations.  I /.  is.  half-bd. 
“ The  standard  and  text-book,  with  the  farmer  and  grazier.” — Farmer's  Magazine. 
“A  treatise  which  will  remain  a standard  work  on  the  subject  as  long  as  British 
agriculture  endures.” — Mark  Lane  Express. 

Spooner  on  Sheep. 

SHEEP  ; THE  HISTORY,  STRUCTURE,  ECONOMY, 
AND  DISEASES  OF.  By  W.  C.  Spooner,  M.R.V.C.,  &c. 
Third  Edition,  considerably  enlarged  ; with  numerous  fine  engra- 
vings, including  some  specimens  of  New  and  Improved  Breeds. 
Fcp.  8vo,  366  pp.,  6s.  cloth. 

“ The  book  is  decidedly  the  best  of  the  kind  in  our  language.’’ — Scotsman. 

“ Mr.  Spooner  has  conferred  upon  the  agricultural  class  a lasting  benefit  by  em- 
bodying in  this  work  the  improvements  made  in  sheep  stock  by  such  men  as 
Humphreys,  Rawlence,  Howard,  and  others.” — H ampshire  Advertiser. 

“The  work  should  be  in  possession  of  every  flock-master.” — Banbury  Guardian, 

Scott  Burns  System  of  Modern  Fawning. 

OUTLINES  OF  MODERN  FARMING.  By  R.  Scott  Burn. 
Soils,  Manures,  and  Crops — Farming  and  Farming  Economy — 
Cattle,  Sheep,  and  Horses — Management  of  the  Dairy,  Pigs,  and 
Poultry — Utilisation  of  Town-Sewage,  Irrigation,  &c.  New  Edition. 
In  1 vol.  1250  pp.,  half-bound,  profusely  illustrated,  12s. 

“There  is  sufficient  stated  within  the  limits  of  this  treatise  to  prevent  a farmer 
from  going  far  wrong  in  any  of  his  operations.” — Observer. 

Good  Gardening. 

A PLAIN  GUIDE  TO  GOOD  GARDENING  ; or,  How  to 
Grow  Vegetables,  Fruits,  and  Flowers.  With  Practical  Notes  on 
Soils,  Manures,  Seeds,  Planting,  Laying-out  of  Gardens  and 
Grounds,  &c.  By  S.  Wood.  Second  Edition,  with  considerable 
Additions,  &c. , and  numerous  Illustrations.  Cr.  8vo,  5^.,  cloth. 

“ A very  good  book,  and  one  to  be  highly  recommended  as  a practical  guide. 
The  practical  directions  are  excellent.” — Atheneeum. 

“ A thoroughly  useful  guidebook  for  the  amateur  gardener  who  may  want  to  make 
liis  plot  of  land  not  merely  pretty,  but  useful  and  profitable.” — Daily  Telegraph. 

Profitable  Gardening. 

MULTUM-IN-PARVO'GARDENING;  or,  Howto  make  One 
Acre  of  Land  produce  £ 620  a year,  by  the  Cultivation  of  Fruits 
and  Vegetables  ; also,  How  to  Grow  Flowers  in  Three  Glass 
Houses,  so  as  to  realise  ,£176  per  annum  clear  Profit.  By  Samuel 
Wood,  Author  of  “ Good  Gardening,”  See.  2nd  Edition,  revised. 
With  Wood  Engravings.  Cr.  8vo,  2s.,  cloth.  [pst  Published. 
“ We  are  bound  to  recommend  it  as  not  only  suited  to  the  case  of  the  amateur  and 
gentleman’s  gardener,  but  to  the  market  grower.” — Gardener’s  Magazine. 

Horton’s  Underwood  and  Woodland  Tables. 

TABLES  FOR  PLANTING  and  Valuing  Underwood  and  Wood- 
land. By  R.  Horton.  i2mo.,  2s.  bound. 
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Donaldson  and  Burn  s Suburban  Farming. 

SUBURBAN  FARMING.  A Treatise  on  the  Laying  Out  and 
Cultivation  of  Farms,  adapted  to  the  produce  of  Milk,  Butter  and 
Cheese,  Eggs,  Poultry,  and  Pigs.  By  the  late  Professor  John 
Donaldson.  With  considerable  Additions,  Illustrating  the  more 
Modern  Practice  by  Robert  Scott  Burn.  With  numerous 
Illustrations.  Crown  8vo,  6s.,  cloth.  [Just  Published. 

“An  admirable  treatise  on  all  matters  connected  with  the  laying-out  and  cultivation 
of  dairy  farms.’’ — Live  Stock  Journal. 

Ewart' s Land  Improved s Pocket-Book. 

THE  LAND  IMPROVER’S  POCKET-BOOK  OF  FOR- 
MULAE, TABLES,  and  MEMORANDA,  required  in  any  Com- 
putation relating  to  tlie  Permanent  Improvement  of  Landed  Pro- 
perty. By  John  Ewart,  Land  Surveyor  and  Agricultural  Engineer. 
Royal  32mo,  oblong,  leather,  gilt  edges,  with  elastic  band,  4 s. 

“ Admirably  calculated  to  serve  its  purpose.” — Scotsman. 

“ A compendious  and  handy  little  volume.’’ — Spectator. 

Hudsons  Tables  for  Land  Valuers. 

THE  LAND  VALUER’S  BEST  ASSISTANT : being  Tables, 
on  a very  much  improved  Plan,  for  Calculating  the  Value  of 
Estates.  With  Tables  for  reducing  Scotch,  Irish,  and  Provincial 
Customary  Acres  to  Statute  Measure  ; also,  Tables  of  Square  Mea- 
sure, and  of  the  Dimensions  of  an  Acre  by  which  the  Contents 
of  any  Plot  of  Ground  may  be  ascertained  without  the  expense  of 
a regular  Survey;  &c.  By  R.  Hudson,  C.  E.  New  Edition, 
royal  32mo,  oblong,  leather,  gilt  edges,  with  elastic  band,  4-r. 

“Of  incalculable  value  to  country  gentlemen  and  professional  men.  ” — Far>ner's  Journal. 

Complete  Agricultural  Surveyor  s Pocket-Book. 

THE  LAND  VALUER’S  AND  LAND  IMPROVER’S  COM- 
PLETE POCKET-BOOK  ; consisting  of  the  above  two  works 
bound  together,  leather,  gilt  edges,  with  strap,  7 s.  6 d. 

tiUJfp  The  above  forms  an  unequalled  and  most  compendious  Pocket 
Vade-mecum  for  the  Land  Agent  and  Agricultural  Engineer. 

“We  consider  Hudson’s  book  to  be  the  best  ready-reckoner  on  matters  relating  to 
the  valuation  of  land  and  crops  we  have  ever  seen,  and  its  combination  with  Mr. 
Ewart’s  work  greatly  enhances  the  value  and  usefulness  of  the  latter-mentioned  . . 
It  is  most  useful  as  a manual  for  reference.” — North  of  England  Farmer. 

The  Management  of  Estates. 

LANDED ^ ESTATES  MANAGEMENT:  Treating  of  the 
Varieties  of  Lands,  Peculiarities  of  its  Farms,  Methods  of  Farming, 
the  Setting-out  of  Farms  and  their  Fields,  Construction  of  Roads, 
Fences,  Gates,  and  Farm  Buildings,  of  Waste  or  Unproductive 
Lands,  Irrigation,  Drainage,  Plantation,  &c.  By  R.  Scott  Burn, 
Fcp.  8vo.  numerous  Illustrations,  3 s.  6 d. 

Scott  Burn7 s Introduction  to  Farming. 

THE  LESSONS  of  MY  FARM  : a Book  for  Amateur  Agricul- 
turists, being  an  Introduction  to  Farm  Practice,  in  the  Culture  of 
Crops,  the  Feeding  of  Cattle,  Management  of  the  Dairy,  Poultry, 
Pigs,  &c.  By  R.  Scott  Burn.  With  numerous  Ulus.  Fcp.  6s.  cl. 
“A  complete  introduction  to  the  whole  round  of  farming  practice.  John  Bull. 
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“ A Complete  Epitome  of  the  Laws  of  this 
Country .” 

EVERY  MAN’S  OWN  LAWYER ; a Handy-Book  of  the  Prin- 
ciples of  Law  and  Equity.  By  A Barrister,  15th  Edition, 
Revised  to  the  end  of  last  Session.  Including  a Summary  of  the 
Judicature  Acts,  and  the  principal  Acts  of  the  past  Session,  viz. 
— The  Canal  Boats’  Act,  The  Destructive  Insects’  (or  Colorado 
Beetle)  Act,  The  Fisheries’  (Oyster,  Crab,  and  Lobster)  Act,  and 
the  Fisheries’  (Dynamite)  Act,  &c.,  &c.  With  Notes  and 
References  to  the  Authorities.  Crown  Svo,  price  6r.  8d.  (saved  at 
every  consultation),  strongly  bound. 

COMPRISING  THE  LAWS  OF 

Bankruptcy — Bills  of  Exchange — Contracts  and  Agreements — Copyright 
— Dower  and  Divorce — Elections  and  Registration — Insurance — Libel 
and  Slander — Mortgages— Settlements— Stock  Exchange  Practice — 
Trade  Marks  and  Patents — Trespass,  Nuisances,  etc. — Transfer  of 
Land,  etc. — Warranty — Wills  and  Agreements,  etc.  Also  Law  for 
Landlord  and  Tenant — Master  and  Servant— Workmen  and  Apprentices — Heirs, 
Devisees,  and  Legatees — Husband  and  Wife — Executors  and  Trustees — Guardian 
and  Ward — Married  Women  and  Infants — Partners  and  Agents — Lender  and 
Borrower — Debtor  and  Creditor — Purchaser  and  Vendor — Companies  and  Asso- 
ciations— Friendly  Societies — Clergymen,  Churchwardens — Medical  Practitioners, 
&c. — Bankers — Farmers — Contractors — Stock  and  Share  Brokers — Sportsmen 
and  Gamekeepers — Farriers  and  Horse-Dealers — Auctioneers,  House-Agents— 
Innkeepers,  &c. — Pawnbrokers — Surveyors — Railways  and  Carriers,  &c.  &c. 

“ No  Englishman  ought  to  be  without  this  book.” — Engmeer. 

“ What  it  professes  to  be — a complete  epitome  of  the  laws  of  this  country,  thoroughly 
intelligible  to  non-professional  readers.” — Bell's  Life. 

A uctioneers  A ssistant. 

TPIE  APPRAISER,  AUCTIONEER,  BROKER,  HOUSE 
AND  ESTATE  AGENT,  AND  VALUER’S  POCKET  AS- 
SISTANT, for  the  Valuation  for  Purchase,  Sale,  or  Renewal  of 
Leases,  Annuities,  and  Reversions,  and  of  property  generally ; 
with  Prices  for  Inventories,  &c.  By  John  Wheeler,  Valuer,  &c. 
Fourth  Edition,  enlarged,  by  C.  Norris.  Royal  32mo,  cloth,  5j. 

“ A neat  and  concise  book  of  reference,  containing  an  admirable  and  clearly- 
arranged  list  of  prices  for  inventories,  and  a very  practical  guide  to  determine  the 
value  of  furniture,  &c.” — Standard. 

Pawnbroker  s Legal  Guide. 

THE  PAWNBROKER’S,  FACTOR’S,  and  MERCHANT’S 
GUIDE  to  the  LAW  of  LOANS  and  PLEDGES.  By  II.  C. 
Folkard,  Esq.,  Barrister-at-Law,  Author  of  the  “Law of  Slander 
and  Libel,”  &c.  With  Additions  and  Corrections  to  1876.  l2mo, 
cloth  boards,  3J.  6d. 

House  Property. 

HANDBOOK  OF  HOUSE  PROPERTY  : a Popular  and  Prac- 
tical Guide  to  the  Purchase,  Mortgage,  Tenancy,  and  Compulsory 
Sale  of  Houses  and  Land  ; including  the  Law  of  Dilapidations  and 
Fixtures;  with  Explanations  and  Examples  of  all  kinds  of  Valua- 
tions, and  useful  Information  and  Advice  on  Building.  By  Edward 
Lance  Tarbuck,  Architect  and  Surveyor.  121110,  5J.  cloth  boards. 

“We  are  glad  to  be  able  to  recommend  it.” — Builder. 

“ The  advice  is  thoroughly  practical.” — Law  Journal. 
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PHILADELPHIA,  1876. 
THE  PRIZE  MEDAL 

Was  awarded  to  the  Publishers  for 

Books : Rudimentary  Scientific, 

“WEALE’S  SERIES,”  ETC. 

A NEW  LIST  OF 


WEALE’S  SERIES 

RUDIMENTARY  SCIENTIFIC,  EDUCATIONAL, 

AND  CLASSICAL. 


LONDON,  1862. 

THE  PRIZE  MEDAL 

Was  awarded  to  the  Publishers  of 

“WEALE’S  SERIES.” 

These  popular  and  cheap  Series  of  Boohs,  now  comprising  nearly  Three  Hundred 
distinct  works  in  almost  every  department  of  Science,  Art,  and  Education,  are  re- 
commended to  the  notice  of  Engineers,  Architects,  Builders , Artisans,  and  Students 
generally,  as  well  as  to  those  interested  m Workmen' s Libraries,  Tree  Libraries, 
Literary  and  Scientific  Institutions,  Colleges,  Schools,  Science  Classes,  &*c.,  Uc. 


N.B. — In  ordering  from  this  List  it  is  recommended,  as  a means  of  facilitating 
business  and  obviating  error,  to  quote  the  numbers  affixed  to  the  volumes,  as  well  as 
the  titles  and  prices. 

***  The  books  are  bound  in  limp  cloth,  unless  otherwise  stated. 

RUDIMENTARY  SCIENTIFIC  SERIES. 

ARCHITECTURE,  BUILDING,  ETC. 

No. 

16.  ARCHITECTURE — ORDERS — The  Orders  and  their  ^Esthetic 

Principles.  By  W.  H.  Leeds.  Illustrated,  is.  6d. 

17.  ARCHITECTURE— STYLES— The  History  and  Description  of 

the  Styles  of  Architecture  of  Various  Countries,  from  the  Earliest  to  the 
Present  Period.  By  T.  Talbot  Bury,  F.R.I.B.A.,  &c.  Illustrated.  2s. 

***  Orders  and  Styles  of  Architecture,  in  One  Vol.,  3s.  6 d. 

18.  ARCHITECTURE— DESIGN— The  Principles  of  Design  in 

Architecture,  as  deducible  from  Nature  and  exemplified  in  the  Works  of  the 
Greek  and  Gothic  Architects.  By  E.  L.  Garbett,  Architect.  Illustrated.  2s. 
***  The  three  preceding  Works,  in  One  handsome  Vol.,  half  bound,  entitled 
“ Modern  Architecture,”  Price  6s. 

22.  THE  ART  OF  BUILDING,  Rudiments  of.  General  Principles 

of  Construction,  Materials  used  in  Building:,  Strength  and  Use  of  Materials, 
Working  Drawings,  Specifications,  and  Estimates.  By  Edward  Dobson, 
M.R.I.B.A.,  Sic.  Illustrated.  2s. 

23.  BRICKS  AND  TILES,  Rudimentary  Treatise  on  the  Manufac- 

ture of;  containing  an  Outline  of  the  Principles  ot  Brickmaking.  By  Edw. 
Dobson,  hi. R. I. B. A.  With  Additions  by  C.  Tomlinson,  F.R.S.  Illustrated,  3s. 
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Architecture,  Building,  etc.,  continued. 

25.  MASONRY  AND  STONECUTTING , Rudimentary  Treatise 

on  ; in  which  the  Principles  of  Masonic  Projection  and  their  application  to 
the  Construction  of  Curved  Wing-Walls,  Domes,  Oblique  Bridges,  and 
Roman  and  Gothic  Vaulting,  are  concisely  explained.  By  Edward  Dobson, 
M.R.I.B.A.,  &c.  Illustrated  with  Plates  and  Diagrams.  2s.  6d. 

44.  FOUNDATIONS  AND  CONCRETE  WORKS,  a Rudimentary 

Treatise  on  ; containing  a Synopsis  of  the  principal  cases  of  Foundation 
Works,  with  the  usual  Modes  of  Treatment,  and  Practical  Remarks  on 
Footings,  Planking,  Sand,  Concrete,  Beton,  Pile-driving,  Caissons,  and 
Cofferdams.  By  E.  Dobson,  M.R.I.B.A.,  &c.  Fourth  Edition,  revised  by 
George  Dodd,  C.E.  Illustrated,  is.  6d. 

42.  COTTAGE  BUILDING.  By  C.  Bruce  Allen,  Architect. 

Eleventh  Edition,  revised  and  enlarged.  Numerous  Illustrations,  is.  6d. 

45.  LIMES , CEMENTS , MORTARS , CONCRETES,  MASTICS , 

PLASTERING,  &c.  By  G.  R.  Burnell,  C.E.  Ninth  Edition,  is.  6d. 

57.  WARMING  AND  VENTILATION,  a Rudimentary  Treatise 

on  ; being  a concise  Exposition  of  the  General  Principles  of  the  Art  of  Warm- 
ing and  Ventilating  Domestic  and  Public  Buildings,  Mines,  Lighthouses, 
Ships,  &c.  By  Charles  Tomlinson,  F.R.S.,  &c.  Illustrated.  3s. 

83**.  CONSTRUCTION  OF  DOOR  LOCKS.  Compiled  from  the 
Papers  of  A.  C.  Hobbs,  Esq.,  of  New  York,  and  Edited  by  Charles  Tom- 
linson, F.R.S.  To  which  is  added,  a Description  of  Fenby’s  Patent  Locks, 
and  a Note  upon  Iron  Safes  by  Robert  Mallet,  M.I.C.E.  Ulus.  2s.  6d. 

ill.  ARCHES,  PIERS,  BUTTRESSES,  <5rc. : Experimental  Essays 

on  the  Principles  of  Construction  in  ; made  with  a view  to  their  being  useful 
to  the  Practical  Builder.  By  William  Bland.  Illustrated,  is.  6d. 

1 16.  THE  ACOUSTICS  OF  PUBLIC  BUILDINGS;  or,  The 

Principles  of  the  Science  of  Sound  applied  to  the  purposes  of  theJArcliitect  and 
Builder.  By  T.  Roger  Smith,  M.R.I.B.A.,  Architect.  Illustrated,  is.  6d. 

124.  CONSTRUCTION  OF  ROOFS,  Treatise  on  the,  as  regards 
Carpentry  and  Joinery.  Deduced  from  the  Works  of  Robison,  Price,  and 
Tredgold.  Illustrated,  is.  6d. 

127.  ARCHITECTURAL  MODELLING  IN  PAPER,  the  Art  of. 

By  T.  A.  Richardson,  Architect.  Illustrated,  is.  6d. 

128.  VITRUVIUS— THE  ARCHITECTURE  OF  MARCUS 

VITRUVIUS  POLLO.  In  Ten  Books.  Translated  from  the  Latin  by 
Joseph  Gwilt,  F.S.A.,  F.R.A.S.  With  23  Plates.  5s. 

130.  GRECIAN  ARCHITECTURE,  An  Inquiry  into  the  Principles 
of  Beauty  in  ; with  a Historical  View  of  the  Rise  and  Progress  of  the  Art  in 
Greece.  By  the  Earl  of  Aberdeen,  is. 

%*  The  two  Preceding  Works  in  One  handsome  Vol.,  half  bound,  entitled  “Ancient 

Architecture.”  Price  6s. 

132.  DWELLING-HOUSES,  a Rudimentary  Treatise  on  the  Erection 

of.  By  S.  H.  Brooks,  Architect.  New  Edition,  with  Plates.  2s.  6d. 

1 56.  Q UANTITIES  AND  MEASUREMENTS,  How  to  Calculate  and 

Take  them  in  Bricklayers’,  Masons’,  Plasterers’,  Plumbers’,  Painters’,  Paper- 
hangers’,  Gilders’,  Smiths’,  .Carpenters’,  and  Joiners’  Work.  By  A.  C. 
Beaton,  Architect  and  Surveyor.  New  and  Enlarged  Edition.  Ulus.  is.  6d. 

175.  LOCKWOOD  & CO.'S  BUILDER'S  AND  CONTRACTOR'S 

PRICE  BOOK,  for  1878,  containing  the  latest  Prices  of  all  kinds  of  Builders’ 
Materials  and  Labour,  and  of  all  Trades  connected  with  Building  : Lists  of 
the  Members  of  the  Metropolitan  Board  of  Works,  of  Districts,  District 
Officers,  and  District  Surveyors,  and  the  Metropolitan  Bye-laws.  Edited  by 
Francis  T.  W.  Miller,  Architect  and  Surveyor.  3s.  6d. 

182.  CARPENTRY  AND  JOINERY—  The  Elementary  Prin- 
ciples of  Carpentry.  Chiefly  composed  from  the  Standard  Work  of 
Thomas  Tredgold,  C.E.  With  Additions  from  the  Works  of  the  most 
Recent  Authorities,  and  a TREATISE  ON  JOINERY  by  E.  Wyndham 
Tarn,  M.A.  Numerous  Illustrations.  3s.  6d. 
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Architecture,  Building,  etc.,  continued. 

182*.  CARPENTRY  AND  JOINERY.  ATLAS  of  35  Plates  to 

accompany  the  foregoing-  book.  With  Descriptive  Letterpress.  4to.  6s. 

187.  HINTS  TO  YOUNG  ARCHITECTS.  By  George  Wight- 

wick.  New,  Revised,  and  enlarged  Edition.  By  G.  Huskisson  Guillaume, 
Architect.  With  numerous  Woodcuts.  3s.  6d. 

188.  HOUSE  PAINTING,  GRAINING,  MARBLING,  AND  SIGN 

WRITING : A Practical  Manual  of.  With  9 Coloured  Plates  ci Woods 
and  Marbles,  and  nearly  150  Wood  Engravings.  By  Ellis  A.  Davidson. 
Second  Edition,  carefully  revised,  5s.  [ Just  published. 

189.  THE  RUDIMENTS  OF  PRACTICAL  BRICKLAYING . 

In  Six  Sections:  General  Principles;  Arch  Drawing,  Cutting,  and  Setting; 
Pointing ; Paving,  Tiling,  Materials ; Slating  and  Plastering ; Practical 
Geometry,  Mensuration,  &c.  By  Adam  Hammond.  Illustrated,  is.  6d. 

1 9 1.  PLUMBING.  A Text-Book  to  the  Practice  of  the  Art  or  Craft  of 

the  Plumber.  With  Chapters  upon  House  Drainage,  embodying  the  latest 
Improvements.  Containing  about  300  Illustrations.  By  W.  P.  Buchan, 
Sanitary  Engineer.  3s.  {Just published. 

192.  THE  TIMBER  IMPORTER'S,  TIMBER  MERCHANTS, 

and  BUILDER’S  STANDARD  GUIDE;  comprising  copious  and  valu- 
able Memoranda  for  the  Retailer  and  Builder.  By  Richard  E.  Grandy  . 
Second  Edition,  Revised.  3s. 


CIVIL  ENGINEERING,  ETC. 

13.  CIVIL  ENGINEERING,  the  Rudiments  of;  for  the  Use  of 

Beginners,  for  Practical  Engineers,  and  for  the  Army  and  Navy.  By  Henry 
Law,  C.E.  Including  a Section  on  Hydraulic  Engineering,  by  George  R. 
Burnell,  C.E.  5th  Edition,  with  Notes  and  Illustrations  by  Robert 
Mallet,  A.M.,  F.R.S.  Illustrated  with  Plates  and  Diagrams.  5s. 

29.  THE  DRAINAGE  OF  DISTRICTS  AND  LANDS.  By  G. 

Drysdale  Dempsey,  C.E.  New  Edition,  enlarged.  Illustrated,  is.  6d. 

30.  THE  DRAINAGE  OF  TOWNS  AND  BUILDINGS.  By 

G.  Drysdale  Dempsey,  C.E.  New  Edition.  Illustrated.  2s.  6d. 

***  With  “ Drainage  of  Districts  and  Lands,"  in  One  Vol.,  3s.  6d. 

31.  WELL-DIGGING,  BORING,  AND  PUMP-WORIC.  By 

John  George  Swindell,  Assoc.  R.I.B.A.  New  Edition,  revised  by  G.  R. 
Burnell,  C.E.  Illustrated.  is.6d. 

35.  THE  BLASTING  AND  QUARRYING  OF  STONE,  for 

Building  and  other  Purposes.  With  Remarks  on  the  Blowing  up  of  Bridges. 
By  Gen.  Sir  John  Burgoyne,  Bart.,  K.C.B.  Illustrated,  is.  6d. 

43.  TUBULAR  AND  OTHER  IRON  GIRDER  BRIDGES. 

Particularly  describing  the  Britannia  and  Conway  Tubular  Bridges. 
With  a Sketch  of  Iron  Bridges,  and  Illustrations  of  the  Application  of 
Malleable  Iron  to  the  Art  of  Bridge  Building.  By  G.  D.  Dempsey,  C.E. 
New  Edition,  with  Illustrations,  is.  6d. 

62.  RAILWAY  CONSTRUCTION,  Elementary  and  Practical  In- 
struction on.  By  Sir  Macdonald  Stephenson,  C.E.  New  Edition,  enlarged 
by  Edward  Nugent,  C.E.  Plates  and  numerous  Woodcuts.  3s. 

80*.  EMBANKING  LANDS  FROM  THE  SEA,  the  Practice  of. 

Treated  as  a Means  of  Profitable  Employment  for  Capital.  With  Examples 
and  Particulars  of  actual  Embankments,  and  also  Practical  Remarks  on  the 
Repair  of  old  Sea  Walls.  By  John  Wiggins,  F.G.S.  New  Edition,  with 
Notes  by  Robert  Mallet,  F.R.S.  2s. 

81.  WATER  WORKS,  for  the  Supply  of  Cities  and  Towns.  With 

a Description  of  the  Principal  Geological  Formations  of  England  as  in- 
•fluencing  Supplies  of  AVater ; and  Details  of  Engines  and  Pumping  Machinery 
for  raising  Water.  By  Samuel  Hughes,  k.G.S.,  C.E.  New  Edition, 
revised  and  enlarged,  with  numerous  Illustrations.  4s. 

82**.  GAS  WORKS,  and  the  Practice  of  Manufacturing  and  Distributing 
Coal  Gas.  By  Samuel  PIughes,  C.E.  New  Edition,  revised  by  AV. 
Richards,  C.E.  Illustrated.  3s.  6d. 
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Civil  Engineering,  etc.,  continued. 

1 1 7.  SUBTERRANEOUS  SURVEYING ; an  Elementary  and  Prac- 

tical Treatise  on.  By  Thomas  Fenwick.  Also  tlie  Method  of  Conducting 
Subterraneous  Surveys  without  the  Use  of  the  Magnetic  Needle,  and  other 
modern  Improvements.  By  Thomas  Baker,  C.E.  Illustrated.  2s.  6d. 

1 18.  CIVIL  ENGINEERING  IN  NORTH  AMERICA,  a Sketch 

of.  By  David  Stevenson,  F.R.S.E.,  8cc.  Plates  and  Diagrams.  3s. 

1 2 1 . RIVERS  AND  TORRENTS.  With  the  Method  of  Regulating 
their  Courses  and  Channels.  Bj'  Professor  Paul  Frisi,  F.R.S.,  of  Milan. 
To  which  is  added,  AN  ESSAY  ON  NAVIGABLE  CANALS.  Translated 
by  Major-General  John  Garstin,  of  the  Bengal  Engineers.  Plates.  2s.  6d. 

197.  ROADS  AND  STREETS  ( THE  CONSTRUCTION  OF), 

in  two  Parts:  I.  The  Art  of  Constructing  Common  Roads, by  Henry 
Law,  C.E.,  revised  and  condensed  by  D.  Kinnear  Clark,  C.E. ; II.  Recent 
Practice  in  the  Construction  of  Roads  and  Streets,  includingpavements- 
of  Stone,  AVood,  and  Asphalte,  by  D.  K.  Clark,  M.I.C.E.,  with  numerous 
Illustrations.  4s.  6d.  [Just  published. 

MECHANICAL  ENGINEERING,  ETC. 

33.  CRANES,  the  Construction  of,  and  other  Machinery  for  Raising 

Heavy  Bodies  for  the  Erection  of  Buildings,  and  for  Hoisting  Goods.  By 
Joseph  Glynn,  F.R.S.,  &c.  Illustrated,  is.  6d. 

34.  THE  STEAM  ENGINE,  a Rudimentary  Treatise  on.  By  Dr. 

Lardner.  Illustrated,  is.  6d. 

59.  STEAM  BOILERS : their  Construction  and  Management.  By 

R.  Armstrong,  C.E.  Illustrated,  is.  6d. 

63.  AGRICULTURAL  ENGINEERING : Farm  Buildings,  Motive 
Power,  Field  Machines,  Machinery,  and  Implements.  By  G.  H.  Andrews, 
C.E.  Illustrated.  3s. 

67.  CLOCKS,  WATCHES,  AND  BELLS,  a Rudimentary  Treatise 
on.  By  Sir  Edmund  Beckett  (late  Edmund  Beckett  Denison,  LL.D.,  Q.C.). 
A new,  Revised,  and  considerably  Enlarged  Edition  (the  6th),  with  very 
numerous  Illustrations.  4s.  6d.  [Just  published. 

77*.  THE  ECONOMY  OF  FUEL,  particularly  with  Reference  to 

Revcrbatory  Furnaces  for  the  Manufacture  of  Iron,  and  to  Steam  Boilers. 
By  T.  Symes  Prideaux.  is.  6d. 

82.  THE  BOWER  OF  WATER,  as  applied  to  drive  Flour  Mills, 
and  to  give  motion  to  Turbines  and  other  Hydrostatic  Engines.  By  Joseph 
Glynn,  F.R.S.,  &c.  New  Edition,  Illustrated.  2s. 

98.  PRACTICAL  MECHANISM,  the  Elements  of;  and  Machine 
Tools.  By  T.  Baker,  C.E.  With  Remarks  on  Tools  and  Machinery,  by 
J.  Nasmyth,  C.E.  Plates.  2s.  6d. 

1 14.  MACHINERY,  Elementary  Principles  of,  in  its  Construction  and 

AArorking.  Illustrated  by  numerous  Examples  of  Modern  Machinery  for 
different  Branches  of  Manufacture.  By  C.  D.  Adel,  C.E.  is.  6d. 

13.  ATLAS  OF  PLATES.  Illustrating  the  above  Treatise.  By 

C.  D.  Abel,  C.E.  7s.  6d. 

125.  THE  COMBUSTION  OF  COAL  AND  THE  PREVENTION 

OF  SMOKE,  Chemically  and  Practically  Considered.  AVith  an  Appendix. 
By  C.  Wye  Williams,  A.I.C.E.  Plates.  3s. 

139.  THE  STEAM  ENGINE,  a Treatise  on  the  Mathematical  Theory 

of,  with  Rules  at  length,  and  Examples  for  the  Use  of  Practical  Men.  By 
T.  Baker,  C.E.  Illustrated,  is.  6d. 

162.  THE  BRASS  FOUNDER' S MANUAL ; Instructions  for 
Modelling,  Pattern -Making,  Moulding,  Turning,  Filing,  Burnishing, 
Bronzing,  &c.  AVith  copious  Receipts,  numerous  Tables,  and  Notes  on  Prime 
Costs  and  Estimates.  By  Walter  Graham.  Illustrated.  2s.  6d. 

164.  MODERN  WORKSHOP  PRACTICE,  as  applied  to  Marine, 

Land,  and  Locomotive  Engines,  Floating  Docks,  Dredging  Machines, 
Bridges,  Cranes,  Ship-building,  &c.,  &c.  By  J.  G.  Winton.  Illustrated.  3s. 
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Mechanical  Engineering,  etc.,  continued. 

165.  IRON  AND  HEAT,  exhibiting  the  Principles  concerned  in  the 

Construction  of  Iron  Beams,  Pillars,  and  Bridge  Girders,  and  the  Action  of 
Heat  in  the  Smelting  Furnace.  By  J.  Armour,  C.E.  2s.  6d. 

166.  POWER  IN  MOTION : Horse-Power,  Motion,  Toothed-Wheel 

Gearing,  Long  and  Short  Driving  Bands,  Angular  Forces.  By  James 
Armour,  C.E.  With  73  Diagrams.  2s.  6d. 

167.  THE  APPLICATION  OF  IRON  TO  THE  CONSTRUCTION 

OF  BRIDGES,  GIRDERS,  ROOFS,  AND  OTHER  AVORKS.  By 
Francis  Campin,  C.E.  Second  Edition,  revised  and  corrected.  Numerous 
AVoodcuts.  2s.  6d. 

1 7 1.  THE  WORKMANS  MANUAL  OF  ENGINEERING 

DRAWING.  By  John  Maxton,  Engineer,  Instructor  in  Engineering 
Drawing,  Royal  Naval  College,  Greenwich.  Third  Edition,  illustrated 
with  7 Plates  and  nearly  350  AVoodcuts.  3s.  6d. 

190.  STEAM  AND  THE  STEAM  ENGINE,  Stationary  and 

Portable.  Being  an  extension  of  Air.  John  Sewell’s  “ Treatise  on  Steam.” 
By  D.  Kinnear  Clark,  M. I. C.E.,  Author  of  “ Railway  Machinery,”  &c., 
&c.  AVith  numerous  Illustrations.  3s.  6d. 


SHIPBUILDING,  NAVIGATION,  MARINE 
ENGINEERING,  ETC. 

51.  NAVAL  ARCHITECTURE,  the  Rudiments  of;  or,  an  Exposi- 
tion of  the  Elementary  Principles  of  the  Science,  and  their  Practical  Appli- 
cation to  Naval  Construction.  Compiled  for  the  Use  of  Beginners.  By 
James  Peake,  School  of  Naval  Architecture,  H.M.  Dockyard,  Portsmouth. 
Fourth  Edition,  corrected,  with  Plates  and  Diagrams.  3s.  6d. 

53*.  SHIPS  FOR  OCEAN  AND  RIVER  SERVICE,  Elementary 

and  Practical  Principles  of  the  Construction  of.  By  Hakon  A.  Sommer- 
feldt,  Surveyor  of  the  Royal  Norwegian  Navy.  AVith  an  Appendix,  is. 

53**.  AN  ATLAS  OFENGRA  VINGS  to  Illustrate  the  above.  Twelve 

large  folding  plates.  Royal  4to,  cloth.  7s.  6d. 

54.  MASTING,  MAST-MAKING,  AND  RIGGING  OF  SHIPS, 

Rudimentary  Treatise  on.  Also  Tables  of  Spars,  Rigging,  Blocks;  Chain, 
Wire,  and  Hemp  Ropes,  &c.,  relative  to  every  class  of  vessels.  Together 
with  an  Appendix  of  Dimensions  of  Masts  and  Yards  of  the  Royal  Navy  of 
Great  Britain  and  Ireland.  By  Robert  Kipping,  N.A.  Fourteenth  Edition. 
Illustrated.  2s. 

54*.  IRON  SHIP-BUILDING.  With  Practical  Examples  and  Details 

for  the  Use  of  Ship  Owners  and  Ship  Builders.  By  John  Grantham,  Con- 
sulting Engineer  and  Naval  Architect.  5th  Edition,  with  Additions.  4s. 

54**.  AN  ATLAS  OF  FORTY  PLATES  to  Illustrate  the  above. 

Fifth  Edition.  Including  the  latest  Examples,  such  as  H.M.  Steam  Frigates 
“ AVarrior,”  “Hercules,”  “ Bellerophon  ; ” H.M.  Troop  Ship  “Scrapis,” 
Iron  Floating  Dock,  &c.,  Sec.  4to,  boards.  38s. 

55.  THE  SAILOR'S  SEA  BOOK:  a Rudimentary  Treatise  on 

Navigation.  I.  How  to  Keep  the  Log  and  AVork  it  off.  II.  On  Finding  the 
Latitude  and  Longitude.  By  James  Greenwood,  B.A.,  of  Jesus  College, 
Cambridge.  To  which  are  added.  Directions  for  Great  Circle  Sailing;  an 
Essay  on  the  Law  of  Storms  and  Variable  AVinds  ; and  Explanations  of 
Terms  used  in  Ship-building.  Ninth  Edition,  with  several  Engravings  and 
Coloured  Illustrations  of  the  Flags  of  Maritime  Nations.  2s. 

80.  MARINE  ENGINES,  AND  STEAM  VESSELS,  a Treatise 

on.  Together  with  Practical  Remarks  on  the  Screw  and  Propelling  Power, 
as  used  in  the  Royal  and  Merchant  Navy.  By  Robert  Murray,  C.E., 
Engineer- Surveyor  to  the  Board  of  Trade.  AVith  a Glossary  of  Technical 
Terms,  and  their  Equivalents  in  French,  German,  and  Spanish.  Fifth  Edition, 
revised  and  enlarged.  Illustrated.  3s. 
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Shipbuilding,  Navigation,  etc.,  continued. 

8$bis.  THE  FORMS  OF  SHIPS  AND  BOATS:  Hints,  Experiment- 
ally Derived,  on  some  of  the  Principles  regulating  Ship-building.  By  W. 
Bland.  Sixth  Edition,  revised,  with  numerous  Illustrations  and  Models,  is.  6d. 

99.  NAVIGATION  AND  NAUTICAL  ASTRONOMY. , in  Theory 

and  Practice.  With  Attempts  to  facilitate  the  Finding  of  the  Time  and  the 
Longitude  at  Sea.  By  J.  R.  Young,  formerly  Professor  of  Mathematics  in 
Belfast  College.  Illustrated.  2s.  6d. 

100*.  TABLES  intended  to  facilitate  the  Operations  of  Navigation  and 
Nautical  Astronomy,  as  an  Accompaniment  to  the  above  Book.  By  J.  R. 
Young,  is.  6d. 

106.  SHIPS'  ANCHORS,  a Treatise  on.  By  George  Cotsell, 
N.A.  Illustrated,  is.  6d. 

149.  SAILS  AND  SAIL-MAKING,  an  Elementary  Treatise  on. 
With  Draughting,  and  the  Centre  of  Effort  of  the  Sails.  Also,  Weights 
and  Sizes  of  Ropes  ; Masting,  Rigging,  and  Sails  of  Steam  Vessels,  &c.,  &c. 
Tenth  Edition,  enlarged,  with  an  Appendix.  By  Robert  Kipping,  N.A., 
Sailmaker,  Quayside,  Newcastle.  Illustrated.  2s.  6d. 

155.  THE  ENGINEER’S  GUIDE  TO  THE  ROYAL  AND 
MERCANTILE  NAVIES.  By  a Practical  Engineer.  Revised  by  D. 
F.  M'Carthy,  late  of  the  Ordnance  Survey  Office,  Southampton.  3s. 


PHYSICAL  SCIENCE,  NATURAL  PHILO- 
SOPHY, ETC. 

1.  CHEMISTRY,  for  the  Use  of  Beginners.  By  Professor  George 

Fownes,  F.R.S.  With  an  Appendix,  on  the  Application  of  Chemistry  to 
Agriculture,  is. 

2.  NATURAL  PHILOSOPHY \ Introduction  to  the  Study  of;  for 

the  Use  of  Beginners.  By  C.  Tomlinson,  Lecturer  on  Natural  Science  in 
King’s  College  School,  London.  Woodcuts,  is.  od. 

4.  MINERALOGY,  Rudiments  of;  a concise  View  of  the  Properties 

of  Minerals.  By  A.  Ramsay,  Jun.  Woodcuts  and  Steel  Plates.  3s. 

6.  MECHANICS,  Rudimentary  Treatise  on ; being  a concise  Ex- 

position of  the  General  Principles  of  Mechanical  Science,  and  their  Applica- 
tions. By  Charles  Tomlinson,  Lecturer  on  Natural  Science  in  King’s 
College  School,  London.  Illustrated,  is.  6d. 

7.  ELECTRICITY ; showing  the  General  Principles  of  Electrical 

Science,  and  the  purposes  to  which  it  has  been  applied.  By  Sir  W.  Snow 
Harris,  F.R.S.,  &c.  AVith  considerable  Additions  by  R.  Sabine,  C.E., 
F.S.A.  AVoodcuts.  is.  6d. 

7*.  GALVANISM,  Rudimentary  Treatise  on,  and  the  General  Prin- 
ciples of  Animal  and  Voltaic  Electricity.  By  Sir  AV.  Snow  Harris.  New 
Edition,  revised,  with  considerable  Additions,  by  Robert  Sabine,  C.E., 
F.S.A.  AVoodcuts.  is.  6d. 

8.  MAGNETISM ; being  a concise  Exposition  of  the  General  Prin- 

ciples of  Magnetical  Science,  and  the  Purposes  to  which  it  has  been  applied. 
By  Sir  AV.  Snow  Harris.  New  Edition,  revised  and  enlarged  by  PL  M. 
NoAd,  Ph.D.,  Vice-President  of  the  Chemical  Society,  Author  of  “A 
Manual  of  Electricity,”  &c.,  &c.  AVith  165  AVoodcuts.  3s.  6d. 

I.  THE  ELECTRIC  TELEGRAPH ; its  History  and  Progress; 
with  Descriptions  of  some  of  the  Apparatus.  By  R.  Sabine,  C.E.,  F.S.A.,  &c. 
Woodcuts.  3s. 

12.  PNEUMATICS,  for  the  Use  of  Beginners.  By  Charles 

Tomlinson.  Illustrated,  is.  6d. 

72.  MANUAL  OF  THE  MOLLUSCA  ; a Treatise  on  Recent  and 
Fossil  Shells.  By  Dr.  S.  P.  AVoodward,  A.L.S.  AVith  Appendix  by 
Ralph  Tate,  A.L.S.,  F.G.S.  AVith  numerous  Plates  and  300  AVoodcuts, 
6s.  6a.  Cloth  boards,  7s.  6d. 
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Physical  Science,  Natural  Philosophy,  etc.,  continued. 

79**.  PHOTOGRAPHY,  Popular  Treatise  on;  with  a Description  of 
the  Stereoscope,  &c.  Translated  from  the  French  of  D.  Van  Monckhoven, 
by  W.  H.  Thornthwaite,  Ph.D.  Woodcuts,  is.  6d. 

96.  ASTRONOMY.  By  the  Rev.  R.  Main,  M.A.,  F.R.S.,  &c. 

New  and  enlarged  Edition,  with  an  Appendix  on  “ Spectrum  Analysis.” 
Woodcuts,  is.  6d. 

97.  STATICS  AND  DYNAMICS,  the  Principles  and  Practice  of; 

embracing  also  a clear  development  of  Hydrostatics,  Hydrodynamics,  and 
Central  Forces.  By  T.  Baker,  C.E.  is.  6d. 

138.  TELEGRAPH,  Handbook  of  the;  a Manual  of  Telegraphy, 

Telegraph  Clerks’  Remembrancer,  and  Guide  to  Candidates  for  Employ- 
ment in  the  Telegraph  Service.  By  R.  Bond.  Fourth  Edition,  revised  and 
enlarged  : to  which  is  appended,  QUESTIONS  on  MAGNETISM,  ELEC- 
TRICITY, and  PRA.CTICAL  TELEGRAPHY,  for  the  Use  of  Students, 
by  W.  McGregor,  First  Assistant  Superintendent,  Indian  Gov.  Telegraphs. 
Woodcuts.  3s. 

143.  EXPERIMENTAL  ESSAYS.  By  Charles  Tomlinson. 

I.  On  the  Motions  of  Camphor  on  Water.  II.  On  the  Motion  of  Camphor 
towards  the  Light.  III.  History  of  the  Modern  Theory  of  Dew.  Woodcuts,  is. 

173.  PHYSICAL  GEOLOGY,  partly  based  on  Major-General  Port- 
lock’s  “ Rudiments  of  Geology.”  By  Ralph  Tate,  A.L.S.,  &c.  Numerous 
Woodcuts.  2S. 


174.  HISTORICAL  GEOLOGY , partly  based  on  Major-General 
Portlock’s  “ Rudiments.”  By  Ralph  Tate,  A.L.S.,  &c.  Woodcuts.  2s.6d. 
173  RUDIMENTARY  TREATISE  ON  GEOLOGY,  Physical  and 

& Historical.  Partly  based  on  Major-General  Portlock’s  “Rudiments  of 
Geology.”  By  Ralph  Tate,  A.L.S.,  F.G.S.,  &c.,  &c.  Numerous  Illustra- 
' ■*  tions.  In  One  Volume.  4s.  6d. 


183. 
& 

184. 


ANIMAL  PHYSICS,  Handbook  of.  By  Dionysius  Lardner, 

D.C.L.,  formerly  Professor  of  Natural  Philosophy  and  Astronomy  in  Uni- 
versity College,  London.  With  520  Illustrations.  In  One  Volume,  cloth 
boards.  7s.  6d. 


***  Sold  also  in  Two  Paris,  as  follows  : — 

183.  Animal  Physics.  By  Dr.  Lardner.  Part  I.,  Chapter  I — VII.  4s. 

184.  Animal  Physics.  By  Dr.  Lardner.  Part  II.  Chapter  VIII — XVIII.  3s. 


MINING,  METALLURGY,  ETC. 

1 1 7.  SUBTERRANEOUS  SURVEYING,  Elementary  and  Practical 
Treatise  on,  with  and  without  the  Magnetic  Needle.  By  Thomas  Fenwick, 
Surveyor  of  Mines,  and  Thomas  Baker,  C.E.  Illustrated.  2s.  6d. 

133.  METALLURGY  OF  COPPER  ; an  Introduction  to  the  Methods 

of  Seeking,  Mining,  and  Assaying  Copper,  and  Manufacturing  its  Alloys. 
By  Robert  H.  Lamborn,  Ph.D.  Woodcuts.  2s.  6d. 

134.  METALLURGY  OF  SILVER  AND  LEAD.  A Description 

of  the  Ores  ; their  Assay  and  Treatment,  and  valuable  Constituents.  By  Dr. 
R.  H.  Lamborn.  Woodcuts.  2s 

135.  ELECTRO-METALLURGY ; Practically  Treated.  By  Alex- 

ander Watt,  F.R.S.S.A.  New  Edition,  enlarged.  Woodcuts.  2s.  6d. 

172.  MINING  TOOLS,  Manual  of.  For  the  Use  of  Mine  Managers, 

Agents,  Students,  &c.  Comprising  Observations  on  the  Materials  from,  and 
Processes  by,  which  they  are  manufactured  ; their  Special  Uses,  Applica- 
tions, Qualities,  and  Efficiency.  By  William  Morgans,  Lecturer  on  Mining 
at  the  Bristol  School  of  Mines.  2s.  6d. 

172*.  MINING  TOOLS,  ATLAS  of  Engravings  to  Illustrate  the 

above,  containing  235  Illustrations  of  Mining  Tools,  drawn  to  Scale.  4to 
4s.  6d. 
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Mining,  Metallurgy,  etc.,  continued. 

176.  METALLURGY  OF  IRON,  a Treatise  on  the.  Containing 

History  of  Iron  Manufacture,  Methods  of  Assay,  and  Analyses  of  Iron  Ores, 
Processes  of  Manufacture  of  Iron  and  Steel,  &c.  By  H.  Bauerman,  E.G.S. 
Fourth  Edition,  enlarged,  with  numerous  Illustrations.  4s.  6d. 

180.  COAL  AND  COAL  MINING : A Rudimentary  Treatise  on. 
By  Warington  AY.  Smyth,  M.A.,  F.R.S.,  &c.,  Chief  Inspector  of  the 
Mines  of  the  Crown  and  of  the  Duchy  of  Cornwall.  New  Edition,  revised 
and  corrected.  AVith  numerous  Illustrations.  3s.  6d. 

195.  THE  MINERAL  SURVEYOR  AND  VALUER’S  COM- 

PLETE  GUIDE,  with  new  Traverse  Tables;  and  Descriptions  of  Improved 
Instruments  ; also  the  Correct  Principles  of  Laying  out  and  Valuing  Mineral 
Properties.  By  AVilliAM  Lintern,  Alining  and  Civil  Engineer.  AVith 
four  Plates  of  Diagrams,  Plans,  &c.  3s.  6d.  [Now  Ready. 


EMIGRATION. 

154.  GENERAL  HINTS  TO  EMIGRANTS.  Containing  Notices 

of  the  various  Fields  for  Emigration.  AVith  Hints  on  Preparation  for 
Emigrating,  Outfits,  &c.,  &c.  AVith  Directions  and  Recipes  useful  to  the 
Emigrant.  AVith  a Map  of  the  AVorld.  2s. 

157.  THE  EMIGRANTS  GUIDE  TO  NATAL.  By  Robert 

James  Mann,  F.R.A.S.,  F.M.S.  Second  Edition,  carefully  corrected  to 
the  present  Date.  Map.  2s. 

159.  THE  EMIGRANT’S  GUIDE  TO  AUSTRALIA,  New  South 

Wales,  Western  Australia,  South  Australia,  Victoria,  and  Queensland.  By 
the  Rev.  James  Baird,  B.A.  Map.  2s.  6d. 

160.  THE  EMIGRANTS  GUIDE  TO  TASMANIA  and  NEW 

ZEALAND.  By  the  Rev.  James  Baird,  B.A.  AVith  a Map.  2s. 

159  & THE  EMIGRANTS  GUIDE  TO  AUSTRALASIA.  By  the 

160.  Rev.  J.  Baird,  B.A.  Comprising  the  above  two  volumes,  cloth  boards.  5s. 


AGRICULTURE. 

29.  THE  DRAINAGE  OF  DISTRICTS  AND  LANDS.  By 

G.  Drysdale  Dempsey,  C.E.  Illustrated,  is.  6d. 

***  With  “ Drainage  of  Towns  and  Buildings,"  in  One  Vol.,  3.?.  6 d. 

63.  AGRICULTURAL  ENGINEERING : Farm  Buildings,  Motive 

Powers  and  Machinery  of  the  Steading,  Field  Machines,  and  Implements. 
By  G.  H.  Andrews,  C.E.  Illustrated.  3s. 

66.  CLAY  LANDS  AND  LOAMY  SOILS.  By  Professor 

Donaldson,  is. 

131.  MILLER’S,  MERCHANTS,  AND  FARMER’S  READY 

RECKONER,  for  ascertaining  at  sight  the  value  of  any  quantity  of  Corn, 
from  One  Bushel  to  One  Hundred  Quarters,  at  any  given  price,  from  £ 1 to 
£5  Per  Qr«  AVith  approximate  values  of  Millstones,  Millwork,  &c.  is. 

140.  SOILS,  MANURES,  AND  CROPS.  (Vol.  1.  Outlines  of 

Modern  Farming.)  By  R.  Scott  Burn.  AVoodcuts.  2s. 

141.  FARMING  AND  FARMING  ECONOMY,  Notes,  Historical 

and  Practical,  on.  (Vol.  2.  Outlines  of  Modern  Farming.)  By  R.  Scott 
Burn.  AVoodcuts.  3s. 

142.  STOCK ; CATTLE , SHEEP,  AND  HORSES.  (Vol.  3. 

Outlines  of  Modern  Farming.)  By  R.  Scott  Burn.  AVoodcuts.  2s.  6d. 

145.  DAIRY,  PIGS,  AND  POULTRY,  Management  of  the.  By 

R.  Scott  Burn.  AVith  Notes  on  the  Diseases  of  Stock.  (Vol.  4.  Outlines 
of  Modern  Farming.)  AVoodcuts.  2s, 

146.  UTILIZATION  OF  SEWAGE,  IRRIGATION,  AND 

RECLAMATION  OF  AVASTE  LAND.  (Vol.  5.  Outlines  of  Modern 
Farming.)  By  R.  Scott  Burn.  AVoodcuts.  2s.  6d. 

***^Nos.  140-1-2-5-6,  in  One  Vol.,  handsomely  half-bound,  entitled  “ Outlines  of 
Modern  Farming.”  By  Robert  Scott  Burn.  Price  12s. 

177.  FRUIT  TREES,  The  Scientific  and  Profitable  Culture  of.  From 

the  French  of  Du  Breuil,  Revised  by  Geo.  Glenny.  187  AVoodcuts.  3s.  6d. 
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FINE  ARTS. 

20.  PERSPECTIVE  FOR  BEGINNERS.  Adapted  to  Young 

Students  and  Amateurs  in  Architecture,  Painting,  &c.  By  George  Pyne, 
Artist.  Woodcuts.  2s. 

40  GLASS  STAINING  ; or,  Painting  on  Glass,  The  Art  of.  Com- 

& prising  Directions  for  Preparing  the  Pigments  and  Fluxes,  laying  them  upon 
a I,  the  Glass,  and  Firing. or  Burning  in  the  Colours.  From  the  German  of  Dr. 
^ ' Gessert.  To  which  is  added,  an  Appendix  on  The  Art  of  Enamelling, 
&c.,  with  The  Art  of  Painting  on  Glass.  From  the  German  of  Emanuel 
Otto  Fromberg.  In  One  Volume.  2s.  6d. 

69.  MUSIC , A Rudimentary  and  Practical  Treatise  on.  With 

numerous  Examples.  By  Charles  Child  Spencer.  2s.  6d. 

71.  PIANOFORTE , The  Art  of  Playing  the.  With  numerous  Exer- 
cises and  Lessons.  Written  and  Selected  from  the  Best  Masters,  by  Charles 
Child  Spencer,  is.  6d. 

1 8 1 . PAINTING  POPULARLY  EXPLAINED , including  Fresco, 

Oil,  Mosaic,  Water  Colour,  Water-Glass,  Tempera,  Encaustic,  Miniature, 
Painting  on  Ivory,  Vellum,  Pottery,  Enamel,  Glass,  &c.  With  Historical 
Sketches  of  the  Progress  of  the  Art  by  Thomas  John  Gullick,  assisted  by 
John  Timbs,  F.S.A.  Third  Edition,  revised  and  enlarged,  with  Frontispiece 
and  Vignette.  5s. 

186.  A GRAMMAR  OF  COLOURING , applied  to  Decorative 

Painting  and  the  Arts.  By  George  Field.  New  Edition,  enlarged  and 
adapted  to  the  Use  of  the  Ornamental  Painter  and  Designer.  By  Ellis  A. 
Davidson,  Author  of  “ Drawing  for  Carpenters,”  &c.  With  two  new 
Coloured  Diagrams  and  numerous  Engravings  on  Wood.  2s.  6d. 


ARITHMETIC,  GEOMETRY,  MATHEMATICS, 

ETC. 

32.  MATHEMATICAL  INSTRUMENTS,  a Treatise  on;  in  which 

their  Construction  and  the  Methods  of  Testing,  Adjusting,  and  Using  them 
are  concisely  Explained.  By  J.  F.  Heather,  M.A.,  of  the  Royal  Military 
Academy,  Woolwich.  Original  Edition,  in  1 vol.,  Illustrated,  is.  6d. 

*#*  In  ordering  the  above,  be  careful  to  say,  “ Original  Edition or  give  the  number 
in  the  Series  (32)  to  distinguish  it  from  the  Enlarged  Edition  in  3 vols. 
(Nos.  168-9-70.) 

60.  LAND  AND  ENGINEERING  SURVEYING,  a Treatise  on; 

with  all  the  Modern  Improvements.  Arranged  for  the  Use  of  Schools  and 
Private  Students  ; also  for  Practical  Land  Surveyors  and  Engineers.  By 
T.  Baker,  C.E.  New  Edition,  revised  by  Edward  Nugent,  C.E.  Illus- 
trated with  Plates  and  Diagrams.  2s. 

61*.  READY  RECKONER  FOR  THE  ADMEASUREMENT  OF 

LAND.  By  Abraham  Arman,  Schoolmaster,  Thurleigli,  Beds.  To  which 
is  added  a Table,  showing  the  Price  of  Work,  from  2s.  6d.  to£i  per  acre,  and 
Tables  for  the  Valuation  of  Land,  from  is.  to  £1,000  per  acre,  and  from  one 
pole  to  two  thousand  acres  in  extent,  &c.,  &c.  is.  6d. 

76.  DESCRIPTIVE  GEOMETRY , an  Elementary  Treatise  on; 

with  a Theory  of  Shadows  and  of  Perspective,  extracted  from  the  French  of 
G.  Monge.  To  which  is  added,  a description  of  the  Principles  and  Practice 
of  Isometrical  Projection  ; the  whole  being  intended  as  an  introduction  to  the 
Application  of  Descriptive  Geometry  to  various  branches  of  the  Arts.  By 
T.  F.  Heather,  M.A.  Illustrated  with  14  Plates.  2s. 

178.  PRACTICAL  PLANE  GEOMETRY : giving  the  Simplest 

Modes  of  Constructing  Figures  contained  in  one  Plane  and  Geometrical  Con- 
struction of  the  Ground.  By  J.  F.  Heather,  M.A.  With  215  Woodcuts.  2s. 
9.  PROJECTION : Orthographic,  Topographic,  and  Perspective: 
giving  the  various  Modes  of  Delineating  Solid  Forms  by  Constructions  on  a 
Single  Plane  Surface.  By  J.  F.  Heather,  M.A.  (In  preparation. 

The  above  three  volumes  will  form  a Complete  Elementary  Course  of 
Mathematical  Drawing. 
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Arithmetic,  Geometry,  Mathematics,  etc.,  continued. 

83.  COMMERCIAL  BOOK-KEEPING.  With  Commercial  Phrases 

i'and  Forms  in  English,  French,  Italian,  and  German.  By  James  Haddon, 
M.A.,  Arithmetical  Master  of  King’s  College  School,  London,  is. 

84.  ARITHMETIC,  a Rudimentary  Treatise  on:  with  full  Explana- 

tions of  its  Theoretical  Principles,  and  numerous  Examples  for  Practice.  For 
the  Use  of  Schools  and  for  Self-Instruction.  By  J.  R.  Young,  late  Professor 
of  Mathematics  in  Belfast  College.  New  Edition,  with  Index,  is.  6d. 

84*.  A Key  to  the  above,  containing  Solutions  in  full  to  the  Exercises,  together 
with  Comments,  Explanations,  and  Improved  Processes,  for  the  Use  of 
Teachers  and  Unassisted  Learners.  By  J.  R.  Young,  is.  6d. 

85.  EQUA  TIONAL  ARITHMETIC,  applied  to  Questions  of  Interest, 

83*.  Annuities,  Life  Assurance,  and  General  Commerce  ; with  various  Tables  by 

which  all  Calculations  may  be  greatly  facilitated.  By  W.  Hipsley.  2s. 

86.  ALGEBRA,  the  Elements  of.  By  James  Haddon,  M.A., 

Second  Mathematical  Master  of  King’s  College  School.  With  Appendix, 
containing  miscellaneous  Investigations,  and  a Collection  of  Problems  in 
various  parts  of  Algebra.  2s. 

86*.  A Key  and  Companion  to  the  above  Book,  forming  an  extensive  repository  of 
Solved  Examples  and  Problems  in  Illustration  of  the  various  Expedients 
necessary  in  Algebraical  Operations.  Especially  adapted  for  Self-Instruc- 
tion. By  J.  R.  Young,  is.  6d. 

88.  EUCLID,  The  Elements  of  : with  many  additional  Propositions 

8p.  and  Explanatory  Notes : to  which  is  prefixed,  an  Introductory  Essay  on 
Logic.  By  Henry  Law,  C.E.  2s.  6d. 

***  Sold  also  separately,  viz.  : — 

88.  Euclid,  The  First  Three  Books.  By  Henry  Law,  C.E.  is. ' 

89.  Euclid,  Books  4,  5,  6,  11,  12.  By  Henry  Law,  C.E.  is.  6d. 

90.  ANALYTICAL  GEOMETRY  AND  CONIC  SECTIONS, 

a Rudimentary  Treatise  on.  By  James  Hann,  late  Mathematical  Master  01 
King’s  College  School,  London.  A New  Edition,  re-written  and  enlarged 
by  J.  R.  Young,  formerly  Professor  of  Mathematics  at  Belfast  College.  2s. 

91.  PLANE  TRIGONOMETRY,  the  Elements  of.  By  James 

Hann,  formerly  Mathematical  Master  of  King’s  College,  London,  is. 

92.  SPHERICAL  TRIGONOMETRY,  the  Elements  of.  By  James 

Hann.  Revised  by  Charles  H.  Dowling,  C.E.  is. 

%*  Or  •with  “ The  Elements  of  Plane  Trigonometry ,”  in  One  Volume,  is. 

93.  MENSURATION  AND  MEASURING,  for  Students  and  Prac- 

tical Use.  With  the  Mensuration  and  Levelling  of  Land  for  the  Purposes  or 
Modern  Engineering.  By  T.  Baker,  C.E.  New  Edition,  with  Corrections 
and  Additions  by  E.  Nugent,  C.E.  Illustrated,  is.  6d. 

94.  LOGARITHMS,  a Treatise  on;  with  Mathematical  Tables  for 

facilitating  Astronomical,  Nautical, Trigonometrical,  and  Logarithmic  Calcu- 
lations; Tables  of  Natural  Sines  and  Tangents  and  Natural  Cosines.  By 
Henry  Law,  C.E.  Illustrated.  2s.  6d. 

101*.  MEASURES,  WEIGHTS,  AND  MONEYS  OF  ALL  NA- 
TIONS, and  an  Analysis  of  the  Christian,  Hebrew,  and  Mahometan 
Calendars.  By  W.  S.  B.  Woolhouse,  F.R.A.S.,  &c.  is.  6d. 

102.  INTEGRAL  CALCULUS,  Rudimentary  Treatise  on  the.  By 

Homersham  Cox,  B.A.  Illustrated,  is. 

103.  INTEGRAL  CALCULUS , Examples  on  the.  By  James  Hann, 

late  of  King’s  College,  London.  Illustrated,  is. 

101.  DIFFERENTIAL  CALCULUS,  Examples  of  the.  By  W.  S.  B. 

Woolhouse,  F.R.A.S.,  &c.  is.  6d. 

104.  DIFFERENTIAL  CALCULUS,  Examples  and  Solutions  of  the. 

By  James  Haddon,  M.A.  is. 
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Arithmetic,  Geometry,  Mathematics,  etc.,  continued. 

105.  MNEMONICAL  LESSONS.  — Geometry,  Algebra,  and 

Trigonometry,  in  Easy  Mnemonical  Lessons.  By  the  Rev.  Thomas 
Penyngton  Kirkman,  M.A.  is.  6d. 

136.  ARITHMETIC , Rudimentary,  for  the  Use  of  Schools  and  Self- 

Instruction.  By  James  Haddon,  M.A.  Revised  by  Abraham  Arman, 
is.  6d. 

137.  A Key  to  Haddon’s  Rudimentary  Arithmetic.  By  A.  Arman,  is.  6d. 

147.  ARITHMETIC , Stepping-Stone  to;  being  a Complete  Course 

of  Exercises  in  the  First  Four  Rules  (Simple  and  Compound),  on  an  entirely 
new  principle.  For  the  Use  of  Elementary  Schools  of  every  Grade.  Intended 
as  an  Introduction  to  the  more  extended  works  on  Arithmetic.  By  Abraham 
Arman,  is. 

148.  A Key  to  Stepping-Stone  to  Arithmetic.  By  A.  Arman,  is. 

158.  THE  SLIDE  RULE,  AND  HOW  TO  USE  IT;  containing 

full,  easy,  and  simple  Instructions  to  perform  all  Business  Calculations  with 
unexampled  rapidity  and  accuracy.  By  Charles  Hoare,  C.E.  With  a 
Slide  Rule  in  tuck  of  cover.  3s. 

168.  DRAWING  AND  MEASURING  INSTRUMENTS.  Includ- 

ing'— I.  Instruments  employed  in  Geometrical  and  Mechanical  Drawing, 
and  in  the  Construction,  Copying,  and  Measurement  of  Maps  and  Plans. 
II.  Instruments  used  for  the  purposes  of  Accurate  Measurement,  and  for 
Arithmetical  Computations.  By  J.  F.  Heather,  M.A.,  late  of  the  Royal 
Military  Academy,  Woolwich,  Author  of  “ Descriptive  Geometry,”  &c.,  &c. 
Illustrated,  is.  6d. 

169.  OPTICAL  INSTRUMENTS.  Including  (more  especially)  Tele- 

scopes, Microscopes,  and  Apparatus  for  producing  copies  of  Maps  and  Plans 
by  Photography.  By  J.  F.  Heather,  M.A.  Illustrated,  is.  6d. 

170.  SURVEYING  AND  ASTRONOMICAL  INSTRUMENTS. 

Including — I.  Instruments  Used  for  Determining  the  Geometrical  Features 
of  a portion  of  Ground.  II.  Instruments  Employed  in  Astronomical  Observa- 
tions. By  J.  F.  Heather,  M.A.  Illustrated,  is.  6d. 

The  above  three  volumes  form  an  enlargement  of  the  Author's  original  work, 
“ Mathematical  Instruments : their  Construction,  Adjustment,  Testing,  and  Use ,” 
the  Eleventh  Edition  of  which  is  on  sale,  price  is.  6 d.  (See  No.  32  in  the  Series.) 

168. )  .MATHEMATICAL  INSTRUMENTS.  By  J.  F.  Heather, 

169.  y M.A.  Enlarged  Edition,  for  the  most  part  entirely  re-written.  The  3 Parts  as 

170.  J above,  in  One  thick  Volume.  With  numerous  Illustrations.  4s.  6d. 

185.  THE  COMPLETE  MEASURER ; setting  forth  the  Measure- 
ment of  Boards,  Glass,  &c.,  &c. ; Unequal-sided,  Square-sided,  Octagonal- 
sided, Round  Timber  and  Stone,  and  Standing  Timber.  With  a Table 
showing  the  solidity  of  hewn  or  eight-sided  timber,  or  of  any  octagonal- 
sided column.  Compiled  for  the  accommodation  of  Timber-growers,  Mer- 
chants, and  Surveyors,  Stonemasons,  Architects,  and  others.  By  Richard 
Horton.  Third  Edition,  with  valuable  additions.  4s. 

196.  THEORY  OF  COMPOUND  INTEREST  AND  ANNUI- 
TIES ; with  Tables  of  Logarithms  for  the  more  Difficult  Computations  of 
Interest,  Discount,  Annuities,  &c.  By  FiSdor  Thoman,  of  the  Societe  Credit 
Mobilier,  Paris.  4s.  [Row  ready. 


LEGAL  TREATISES. 

50.  THE  LAW  OF  CONTRACIS  FOR  WORKS  AND  SER- 
VICES. By  David  Gibbons.  Third  Edition,  revised  and  considerably 
enlarged.  3s.  [fust  published. 

1: 1.  A HANDY  BOOK  ON  THE  LAW  OF  FRIENDLY,  IN- 
DUSTRIAL &•*  PROVIDENT  BUILDING  <Sv  LOAN  SOCIETIES. 
With  copious  Notes.  By  Nathaniel  White,  of  H.M.  Civil  Service,  is. 

163.  THE  LAW  OF  PATENTS  FOR  INVENTIONS ; and  on 

the  Protection  of  Designs  and  Trade  Marks.  By  F.  W.  Campin,  Barrister- 
at-Law.  2s. 
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MISCELLANEOUS  VOLUMES. 

36.  A DICTIONARY  OF  TERMS  used  in  ARCHITECTURE, 
BUILDING,  ENGINEERING,  MINING,  METALLURGY,  ARCHAE- 
OLOGY, the  FINE  ARTS,  &*c.  By  John  Weale.  Fifth  Edition.  Revised 
by  Robert  Hunt,  F.R.S.,  Keeper  of  Mining  Records.  Numerous  Illus- 
trations. 5s. 

1 12.  MANUAL  OF  DOMESTIC  MEDICINE.  By  R.  Gooding, 

B.A.,  M.B.  Intended  as  a Family  Guide  in  all  Cases  of  Accident  and 
Emergency.  2s. 

1 12*.  MANAGEMENT  OF  HEALTH.  A Manual  of  Home  and 

Personal  Hygiene.  By  the  Rev.  James  Baird,  B.A.  is. 

1 13.  FIELD  ARTILLERY  ON  SERVICE.  By  Taubert,  Captain 

Prussian  Artillery.  Translated  by  Lieut. -Col.  H.  H.  Maxwell,  is.  6d. 

1 13*.  SWORDS,  AND  OTHER  ARMS.  By  Col.  Marey.  Translated 
by  Col.  H.  H.  Maxwell.  With  Plates,  is. 

150.  LOGIC,  Pure  and  Applied.  By  S.  H.  Emmens.  Third 
Edition,  is.  6d. 

152.  PRACTICAL  HINTS  FOR  INVESTING  MONEY.  With 

an  Explanation  of  the  Mode  of  Transacting  Business  on  the  Stock  Exchange. 
By  Francis  Playford,  Sworn  Broker,  is.  6d. 

153.  SELECTIONS  FROM  LOCKE'S  ESSAYS  ON  THE 
HUMAN  UNDERSTANDING.  With  Notes  by  S.  H.  Emmens.  2s. 

193.  HANDBOOK  OF  FIELD  FORTIFICATION,  intended  for  the 

Guidance  of  Officers  Preparing  for  Promotion,  and  especially  adapted  to  the 
requirements  of  Beginners.  By  Major  W.  W.  KNOLLYS,  F.R.G.S.,  93rd 
Sutherland  Highlanders,  &c.  "With  163  Woodcuts.  3s. 

194.  THE  HOUSE  MANAGER  : Being  a Guide  to  Housekeeping. 

Practical  Cookery,  Pickling  and  Preserving,  Household  AVork,  Dairy 
Management,  the  Table  and  Dessert,  Cellarage  of  AVines,  Home-brewing 
•and  AVine-making,  the  Boudoir  and  Dressing-room,  Travelling,  Stable 
Economy,  Gardening  Operations,  &c.  By  An  Old  Housekeeper.  3s.  6d. 


EDUCATIONAL  AND  CLASSICAL  SERIES. 


HISTORY. 

1.  England,  Outlines  of  the  History  of;  more  especially  with 

reference  to  the  Origin  and  Progress  of  the  English  Constitution.  A Text 
Book  for  Schools  and  Colleges.  By  William  Douglas  Hamilton,  F.S.A., 
of  Her  Majesty’s  Public  Record  Office.  Fourth  Edition,  revised.  Maps 
and  AVoodcuts.  5s. ; cloth  boards,  6s. 

5.  Greece,  Outlines  of  the  History  of;  in  connection  with  the 
Rise  of  the  Arts  and  Civilization  in  Europe.  By  AY.  Douglas  Hamilton, 
of  University  College,  London,  and  Edward  Levien,  M.A.,  of  Balliol 
College,  Oxford.  2s.  6d. ; cloth  boards,  3s.  6d. 

7.  Rome,  Outlines  of  the  History  of:  from  the  Earliest  Period 

to  the  Christian  Era  and  the  Commencement  of  the  Decline  of  the  Empire. 
By  Edward  Levien,  of  Balliol  College,  Oxford.  Map,  2s.  6d. ; cl.  bds.  3s. 6d. 

9.  Chronology  of  History,  Art,  Literature,  and  Progress, 

from  the  Creation  of  the  World  to  the  Conclusion  of  the  Franco-German 
AVrar.  The  Continuation  by  W.  D.  Hamilton,  F.S.A.,  of  Her  Majesty  s 
Record  Office.  3s. ; cloth  boards,  3s.  6d. 

50.  Dates  and  Events  in  English  History,  for  the  use  of 

Candidates  in  Public  and  Private  Examinations.  By  the  Rev.  E.  Rand.  is. 
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ENGLISH  LANGUAGE  AND  MISCEL- 
LANEOUS. 

11.  Grammar  of  the  English  Tongue,  Spoken  and  Written. 

With  an  Introduction  to  the  Study  of  Comparative  Philology.  By  Hyde 
Clarke,  D.C.L.  Third  Edition,  is. 

II*.  Philology  : Handbook  of  the  Comparative  Philology  of  English, 
Anglo-Saxon,  Frisian,  Flemish  or  Dutch,  Low  or  Platt  Dutch,  High  Dutch 
or  German,  Danish,  Swedish,  Icelandic,  Latin,  Italian,  French,  Spanish,  and 
Portuguese  Tongues.  By  Hyde  Clarke,  D.C.L.  is. 

12.  Dictionary  of  the  English  Language,  as  Spoken  and 

Written.  Containing  above  100,000  Words.  By  Hyde  Clarke,  D.C.L. 
3s.  6d. ; cloth  boards,  4s.  6d. ; complete  with  the  Grammar,  cloth  bds.,  5s.  6d. 

48.  Composition  and  Punctuation,  familiarly  Explained  for 

those  who  have  neglected  the  .Study  of  Grammar.  By  Justin  Brenan. 
16th  Edition,  is. 

49.  Derivative  Spelling-Book  : Giving  the  Origin  of  Every  Word 

from  the  Greek,  Latin,  Saxon,  German,  Teutonic,  Dutch,  French,  Spanish, 
and  other  Languages  ; with  their  present  Acceptation  and  Pronunciation. 
By  J.  Rowbotham,  F.R.A.S.  Improved  Edition,  is.  6d. 

51.  The  Art  of  Extempore  Speaking:  Hints  for  the  Pulpit,  the 

Senate,  and  the  Bar.  By  M.  Bautain,  Vicar-General  and  Professor  at  the 
Sorbonne.  Translated  from  the  French.  Sixth  Edition,  carefully  corrected. 
2s.  6d. 

52.  Mining  and  Quarrying,  with  the  Sciences  connected  there- 

with. First  Book  of,  for  Schools.  By  J.  H.  Collins,  F.G.S.,  Lecturer  to 
the  Miners’  Association  of  Cornwall  and  Devon,  is. 

53.  Places  and  Facts  in  Political  and  Physical  Geography, 

for  Candidates  in  Public  and  Private  Examinations.  By  the  Rev.  Edgar 
Rand,  B.A.  is. 

54.  Analytical  Chemistry,  Qualitative  and  Quantitative,  a Course 

of.  To  which  is  prefixed,  a Brief  Treatise  upon  Modern  Chemical  Nomencla- 
ture and  Notation.  By  Wm.  W.  Pink,  Practical  Chemist,  &c.,  and  George 
E.  Webster,  Lecturer  on  Metallurgy  and  the  Applied  Sciences,  Notting- 
ham. 2S. 


THE  SCHOOL  MANAGERS’  SERIES  OF  READING 

BOOKS, 

Adapted  to  the  Requirements  of  the  New  Code.  Edited  by  the  Rev.  A.  R.  Grant, 
Rector  of  Hitcham,  and  Honorary  Canon  of  El}';  formerly  H.M.  Inspector 
of  Schools. 


First  Standard 
Second  „ 
Third  ,, 


Introductory  Primer,  $d. 


s.  d. 

. o 6 
. o 10 
. 1 o 


Fourth  Standard 
Fifth  ,, 

Sixth  ,, 


j.  d. 

1 2 

1 6 

1 6 


Lessons  from  the  Bible.  Part  I.  Old  Testament,  is. 

Lessons  from  the  Bible.  Part  II.  New  Testament,  to  which  is  added 
The  Geography  of  the  Bible,  for  very  young  Children.  By  Rev.  C. 
Thornton  Forster,  is.  2d.  ***  Or  the  Two  Parts  in  One  Volume.  2s. 


FRENCH. 

24.  French  Grammar.  With  Complete  and  Concise  Rules  on  the 

Genders  of  French  Nouns.  By  G.  L.  Strauss,  Ph.D.  is. 

25.  French-English  Dictionary.  Comprising  a large  number  of 

New  Terms  used  in  Engineering,  Mining,  on  Railways,  &c.  By  Alfred 
Elwes.  is.  6d. 

26.  English-French  Dictionary.  By  Alfred  Elwes.  2s. 
25,26.  French  Dictionary  (as  above).  Complete,  in  One  \ ol.,  3s.  ; 

cloth  boards,  3s.  6d.  Or  with  the  Grammar,  cloth  boards,  4s.  6d. 
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French,  continued. 

47.  French  and  English  Phrase  Book  : containing  Intro- 
ductory Lessons,  with  Translations,  for  the  convenience  of  Students  ; several 
Vocabularies  of  Words,  a Collection  of  suitable  Phrases,  and  Easy  Familiar 
Dialogues,  is. 


GERMAN. 

39.  German  Grammar.  Adapted  for  English  Students,  from 

Heyse’s  Theoretical  and  Practical  Grammar,  by  Dr.  G.  L.  Strauss,  is. 

40.  German  Reader  : A Series  of  Extracts,  carefully  culled  from  the 

most  approved  Authors  of  Germany ; with  Notes,  Philological  and  Ex- 
planatory. By  G.  L.  Strauss,  Ph.D.  is. 

41.  German  Triglot  Dictionary.  By  Nicholas  Esterhazy, 

S.  A.  Hamilton.  Part  I.  English-German-French,  is. 

42.  German  Triglot  Dictionary.  Part  II.  German-French- 

English.  is. 

43.  German  Triglot  Dictionary.  Part  III.  French-German- 

English.  is. 

41-43.  German  Triglot  Dictionary  (as  above),  in  One  Vol.,  3s.; 

cloth  boards,  4s.  *#*  Or  with  the  German  Grammar,  cloth  boards,  5s. 


ITALIAN. 

27.  Italian  Grammar,  arranged  in  Twenty  Lessons,  with  a Course 

of  Exercises.  By  Alfred  Elwes.  is. 

28.  Italian  Triglot  Dictionary,  wherein  the  Genders  of  all  the 

Italian  and  French  Nouns  are  carefully  noted  down.  By  Alfred  Elwes. 
Vol.  1.  Italian-English-French.  2s. 

30.  Italian  Triglot  Dictionary.  By  A.  Elwes.  Vol.  2. 

English-French-Italian.  2s. 

32.  Italian  Triglot  Dictionary.  By  Alfred  Elwes.  Vol.  3. 

French-Italian-English.  2s. 

28,30,  Italian  Triglot  Dictionary  (as  above).  In  One  Vol.,  6s. 
32.  cloth  boards,  7s.  6d.  *#*  Or  with  the  Italian  Grammar,  cloth  bds.,  8s.  6d. 


SPANISH  AND  PORTUGUESE. 

34.  Spanish  Grammar,  in  a Simple  and  Practical  Form.  With 

a Course  of  Exercises.  By  Alfred  Elwes.  is.  6d. 

35.  Spanish-English  and  English-Spanish  Dictionary. 

Including  a large  number  of  Technical  Terms  used  in  Mining,  Engineering,  &c., 
with  the  proper  Accents  and  the  Gender  of  every  Noun.  By  Alfred  Elwes. 
4s. ; cloth  boards,  5s.  ***  Or  with  the  Grammar,  cloth  boards,  6s. 

55.  Portuguese  Grammar,  in  a Simple  and  Practical  Form. 
With  a Course  of  Exercises.  By  Alfred  Elwes,  Author  of  “ A Spanish 
Grammar,”  &c.  is.  6d.  [Just published. 


HEBREW. 

46*.  Hebrew  Grammar.  By  Dr.  Bresslau.  is.  6d. 

44.  Hebrew  and  English  Dictionary,  Biblical  and  Rabbinical; 

containing  the  Hebrew  and  Chaldee  Roots  of  the  Old  Testament  Post- 
Rabbinical  Writings.  By  Dr.  Bresslau.  6s.  ***  Or  with  the  Grammar,  7s. 

46.  English  and  Hebrew  Dictionary.  By  Dr.  Bresslau.  3s. 

44,46.  Hebrew  Dictionary  (as  above),  in  Two  Vols.,  complete,  with 

46*.  the  Grammar,  cloth  boards,  12s. 
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LATIN. 

19.  Latin  Grammar.  Containing  the  Inflections  and  Elementary 

Principles  of  Translation  and  Construction.  By  the  Rev.  Thomas  Goodwin, 
M.A.,  Head  Master  of  the  Greenwich  Proprietary  School,  is. 

20.  Latin-English  Dictionary.  Compiled  from  the  best  Autho- 

rities. By, the  Rev.  Thomas  Goodwin,  M.A.  2s. 

22.  English-Latin  Dictionary;  together  with  an  Appendix  of 

French  and  Italian  Words  which  have  their  origin  from  the  Latin.  By  the 
Rev.  Thomas  Goodwin,  M.A.  is.  6d. 

20,22.  Latin  Dictionary  (as  above).  Complete  in  One  Vol.,  3s.  6d. ; 

cloth  boards,  4s.  6d.  ***  Or  with  the  Grammar,  cloth  boards,  5s.  6d. 

LATIN  CLASSICS.  With  Explanatory  Notes  in  English. 

1.  Latin  Delectus.  Containing  Extracts  from  Classical  Authors, 

with  Genealogical  Vocabularies  and  Explanatory  Notes,  by  Henry  Young, 
lately  Second  Master  of  the  Royal  Grammar  School,  Guildford,  is. 

2.  Csesaris  Commentarii  de  Bello  Gallico.  Notes,  and  a Geographical 

Register  for  the  Use  of  Schools,  by  H.  Young.  2s. 

12.  Ciceronis  Oratio  pro  Sexto  Roscio  Amerino.  Edited,  with  an 

Introduction,  Analysis,  and  Notes  Explanatory  and  Critical,  by  the  Rev. 
James  Davies,  M.A.  is. 

rj.  Ciceronis  Cato  Major,  Laelius,  Brutus,  sive  de  Senectute,  de  Ami- 
citia,  de  Claris  Oratoribus  Dialogi.  With  Notes  by  W.  Brownrigg  Smith, 
M.A.,  F.R.G.S.  2s . 

3.  Cornelius  Nepos.  With  Notes.  Intended  for  the  Use  of 

Schools.  By  H.  Young,  is. 

6.  Horace ; Odes,  Epode,  and  Carmen  Soeculare.  Notes  by  H. 

Young,  is.  6d. 

7.  Horace  ; Satires,  Epistles,  and  Ars  Poetica.  Notes  by  W.  Brown- 

rigg Smith,  M.A.,  F.R.G.S.  is.  6d. 

21.  Juvenalis  Satirse.  With  Prolegomena  and  Notes  by  T.  H.  S. 

Escott,  B.A.,  Lecturer  on  Logic  at  King’s  College,  London,  is.  6d. 

16.  Livy:  History  of  Rome.  Notes  by  H.  Young  and  W.  B.  Smith, 

M.A.  Part  1.  Books  i.,  ii .,  is.  6d. 

16*. Part  2.  Books  iii.,  iv.,  v.,  is.  6d. 

17.  Part  3 Books  xxi.,  xxii.,  is.  6d. 

8.  Sallustii  Crispi  Catalina  et  Bellurn  Jugurthinum.  Notes  Critical 

and  Explanatory,  by  W.  M.  Donne,  B.A.,  Trinity  College,  Cambridge . 
is.  6d. 

10.  Terentii  Adelphi,  Hecyra,  Phormio.  Edited,  with  Notes,  Critical 

and  Explanatory,  by  the  Rev.  James  Davies,  M.A.  2s. 

9.  Terentii  Andria  et  Heautontimorumenos.  With  Notes,  Critical 

and  Explanatory,  by  the  Rev.  James  Davies,  M.A.  is.  6d. 

11.  Terentii  Eunuchus,  Comoedia.  Edited,  with  Notes,  by  the  Rev. 

James  Davies,  M.A.  is.  6d.  Or  the  Adelphi,  Andria,  and  Eunuchus, 

3 vols.  in  1,  cloth  boards,  6s. 

4.  Virgilii  Maronis  Bucolica  et  Georgica.  With  Notes  on  the  Buco- 

lics by  W.  Rushton,  M.A.,  and  on  the  Georgies  by  H.  Young,  is.  6d. 

5.  Virgilii  Maronis  iEneis.  Notes,  Critical  and  Explanatory,  by  IP. 

Young.  2s. 

19.  Latin  Verse  Selections,  from  Catullus,  Tibullus,  Propertius, 

and  Ovid.  Notes  by  W.  B.  Donne,  M.A.,  Trinity  College,  Cambridge.  2s. 

20.  Latin  Prose  Selections,  from  Varro,  Columella,  Vitruvius, 

Seneca,  Quintilian,  Floras,  Velleius  Paterculus,  Valerius  Maximus  Sueto- 
nius, Apuleius,  8cc.  Notes  by  W.  B.  Donne,  M.A.  2s. 

J6Q r"  Other  Volumes  are  in  Preparation. 
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GREEK. 

14.  Greek.  Grammar,  in  accordance  with  the  Principles  and  Philo- 
logical Researches  of  the  most  eminent  Scholars  of  our  own  day.  By  Hans 
Claude  Hamilton,  is.  6d. 

15,17.  Greek  Lexicon.  Containing  all  the  Words  in  General  Use,  with 

their  Significations,  Inflections,  and  Doubtful  Quantities.  By  Henry  R. 
Hamilton.  Vol.  1.  Greek- English,  2s. ; Vol.  2.  English- Greek,  2s.  Or  the 
Two  Vols.  in  One,  4s. : cloth  boards,  5s. 

14,15.  Greek  Lexicon  (as  above).  Complete,  with  the  Grammar,  in 

17.  One  Vol.,  cloth  boards,  6s. 

GREEK  CLASSICS.  With  Explanatory  Notes  in  English. 

1.  Greek  Delectus.  Containing  Extracts  from  Classical  Authors, 
with  Genealogical  Vocabularies  and  Explanatory  Notes,  byH.  Young.  New 
Edition,  with  an  improved  and  enlarged  Supplementary  Vocabulary,  by  John 
Hutchison,  M.A.,  of  the  High  School,  Glasgow,  is. 

30.  ^Eschylus  : Prometheus  Vinctus  : The  Prometheus  Bound.  From 
the  Text  of  Dindorf.  Edited,  with  English  Notes,  Critical  and  Explanatory, 
by  the  Rev.  James  Davies,  M.A.  is. 

32.  ^Eschylus  : Septem  Contra  Thebes  : The  Seven  against  Thebes. 
From  the  Text  of  Dindorf.  Edited,  with  English  Notes,  Critical  and  Ex- 
planatory, by  the  Rev.  James  Davies,  M.A.  is. 

40.  Aristophanes  : Acharnians.  Chiefly  from  the  Text  of  C.  H. 

AVeise.  With  Notes,  by  C.  S.  T.  Townshend,  M.A.  is.  6d. 

26.  Euripides:  Alcestis.  Chiefly  from  the  Text  of  Dindorf.  With 

Notes,  Critical  and  Explanatory,  by  John  Milner,  B.A.  is. 

23.  Euripides  : Hecuba  and  Medea.  Chiefly  from  the  Text  of  Din- 
dorf. With  Notes,  Critical  and  Explanatory,  by  W.  Brownrigg  Smith, 
M.A.,  F.R.G.S.  is.  6d. 

4-17.  Herodotus,  The  History  of,  chiefly  after  the  Text  of  Gaisford. 

With  Preliminary  Observations  and  Appendices,  and  Notes,  Critical  and 
Explanatory,  by  T.  H.  L.  Leary,  M.A. , D.C.L. 

Part  1.  Books  i.,  ii.  (The  Ciio  and  Euterpe),  2s. 

Part  2.  Books  iii.,  iv.  (The  Thalia  and  Melpomene),  2s. 

Part  3.  Books  v.-vii.  (The  Terpsichore,  Erato,  and  Polj’mnia),  2s. 

Part  4.  Books  viii.,  ix.  (The  Urania  and  Calliope)  and  Index,  is.  6d. 

5-12.  Homer,  The  Works  of.  According  to  the  Text  of  Baeumlein. 

AVith  Notes,  Critical  and  Explanatory,  drawn  from  the  best  and  latest 
Authorities,  with  Preliminary  Observations  and  Appendices,  by  T.  H.  L. 
Leary,  M.A.,  D.C.L. 

The  Iliad  : Parti.  Books  i.  to  vi.,  is.  6d.  I Part  3.  Books  xiii.  to  xviii.,  is.  6d. 

Part  2.  Books  vii.  to  xii.,  is.  6d.  | Part  4.  Books  xix.  to  xxiv.,  is.  6d. 

The  Odyssey:  Part  1.  Books  i.  to  vi.,  is.  6d.  Part  3.  Books  xiii.  to  xviii.,  is.  6d. 

Part  2.  Books  vii.  to  xii.,  is.  6d.  Part  4.  Books  xix.  to  xxiv.,  and 

Hymns,  2s. 

4.  Lucian’s  Select  Dialogues.  The  Text  carefully  revised,  with 

Grammatical  and  Explanatory  Notes,  by  H.  Young,  is. 

13.  Plato’s  Dialogues:  The  Apology  of  Socrates,  the  Crito,  and 
the  Phredo.  From  the  Text  of  C.  F.  Hermann.  Edited  with  Notes,  Critical 
and  Explanatory,  by  the  Rev.  James  Davies,  M.A.  2s. 

18.  Sophocles:  CEdipns  Tyrannus.  Notes  by  H.  Young,  is. 

20.  Sophocles : Antigone.  From  the  Text  of  Dindorf.  Notes, 

Critical  and  Explanatory,  by  the  Rev.  John  Milner  B.A.  as. 

41.  Thucydides:  History  of  the  Peloponnesian  War.  Notes  by  H. 

2 ■?.  Xenophon’s  Anabasis  j or,  dhe  Reheat  of  the  Ten  Thousand. 

Notes  and  a Geographical  Register,  by  H.  Young.  Part  1.  Books  i.  to  iii., 
is.  Part  2.  Books  iv.  to  vii.,  is.  . T 1 

42.  Xenophon’s  Panegyric  on  Agesilaus.  Notes  and  Intro- 
duction byLL.  F.  W.  Jewitt.  is.  6d. 

J8ST  Other  Volumes  are  in  Preparation. 
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